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Accutest LabLink@649183 09:00 19-Dec-2011

Sample Summary
Anderson, Mulholland & Associates

BMSMC, Building 5 Area, PR
Project No: SM04.00.06

Job No: JA93968

Sample Collected Matrix Client
Number Date Time By Received Code Type Sample 1D
JA93968-1 12/05/11 10:20 TT  12/07/11 SO Soil P-1(0.5-1.5)
JA93968-2  12/05/11 11:00TT  12/07/11 SO Soil P-2 (1.5-2)
JA93968-3  12/05/11 11:35TT  12/07/11 SO Sail P-3 (1-2)
JA93968-4  12/05/11 13:30 TT  12/07/11 SO Sail P-4 (4-5)
JA93968-5 12/05/11 15:10TT  12/07/11 SO ol P-6 (0-1)
JA93968-6  12/05/11 15:54TT  12/07/11 SO Soil P-7 (0-1)

Soil samples reported on a dry weight basis unless otherwise indicated on result page.
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LABORATORIES

CASE NARRATIVE / CONFORMANCE SUMMARY

Client:  Anderson, Mulholland & Associates Job No JA93968

Site: BMSMC, Building 5 Area, PR Report Date  12/15/2011 3:55:31 P

On 12/07/2011, 6 Sample(s), O Trip Blank(s) andeddBlank(s) were received at Accutest Laborateea temperature of 3 C.
Samples were intact and chemically preserved, smeged below. An Accutest Job Number of JA93968 mssigned to the

project. Laboratory sample ID, client sample IRl @ates of sample collection are detailed in tipents Results Summary
Section.

Specified quality control criteria were achievedthus job except as noted below. For more infdiom please refer to the
analytical results and QC summary pages.

Volatilesby GCM S By Method SW846 8260B
| Matrix: SO Batch ID: VD7742

= All samples were analyzed within the recommendethateholding time.

=  Sample(s) JA93486-6MS, JA93486-6MSD were usetd@QC samples indicated.
= All method blanks for this batch meet method specifiteria.

= JA93968-1: Diluted due to high concentration ofjesrcompound.

Matrix: SO Batch ID: VX5174

= All samples were analyzed within the recommendethateholding time.
= All method blanks for this batch meet method specifiteria.
=  Sample(s) JA93445-17MS, JA93445-17MSD were usellea®C samples indicated.

Matrix: SO Batch ID: VX5178

= All samples were analyzed within the recommendethateholding time.
= All method blanks for this batch meet method specifiteria.
= Sample(s) JA94019-5MS, JA94019-5MSD were uset@QC samples indicated.

Volatilesby GC By Method SW846-8015 (DAI)
| Matrix: SO Batch ID: GGH3918

= All samples were analyzed within the recommendethateholding time.

=  Sample(s) JA93968-1MS, JA93968-1MSD were usetd@QC samples indicated.

= All method blanks for this batch meet method specifiteria.

= JA93968-5 for Methanol: More than 40 % RPD for d&td concentrations between the two GC columns.
= JA93968-1 for Methanol: More than 40 % RPD for detd concentrations between the two GC columns.

Wet Chemistry By Method SM 18 2540G
| Matrix: SO Batch ID: GN59173

= The data for SM18 2540G meets quality control negoents.

Thursday, December 15, 2011 Page 1 of 2
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Accutest certifies that data reported for sampdesived, listed on the associated custody chaamalytical task order, were
produced to specifications meeting Accutest’s Qu&ystem precision, accuracy and completenesslgs except as noted.

Estimated non-standard method measurement undgrtiita is available on request, based on quadityrol bias and implicit for
standard methods. Acceptable uncertainty requested parameter quality control data to meet methitetia.

Accutest Laboratories is not responsible for datality assumptions if partial reports are used odmmends that this report be
used in its entirety. Data release is authorizeddzutest Laboratories indicated via signaturéhenreport cover

Thursday, December 15, 2011 Page 2 of 2
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Raw Data: D190181.D

Accutest LabLink@649183 09:00 19-Dec-2011

Report of Analysis Page 1 of 1

Client Sample ID: P-1(0.5-1.5)
Lab SampleID:  JA93968-1

Date Sampled: 12/05/11

Matrix: SO - Sail Date Received: 12/07/11
M ethod: SW846 8260B SW846 5035 Percent Solids:  88.2
Proj ect: BMSMC, Building 5 Area, PR
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run#l2 D190181.D 1 12/10/11 ET 12/08/11 09:00 n/a VD7742
Run #2
Initial Weight  Final Volume  Methanol Aliquot
Run #1 529 50ml 100 ul
Run #2
VOA Special List
CAS No. Compound Result RL MDL Units Q
67-64-1 Acetone ND 610 410 ug/kg
71-43-2 Benzene ND 61 8.1 ug/kg
100-41-4 Ethylbenzene 911 61 9.1 ug/kg
108-10-1 4-Methyl-2-pentanone(MIBK) ND 310 160 ug’kg
108-88-3 Toluene ND 61 23 ug/kg
1330-20-7  Xylene (total) 2500 61 11 ug/kg
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 90% 67-131%
17060-07-0 1,2-Dichloroethane-D4 91% 66-130%
2037-26-5 Toluene-D8 98% 76-125%
460-00-4 4-Bromofluorobenzene 85% 53-142%

(a) Diluted due to high concentration of target compound.

ND = Not detected

RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL - Method Detection Limit

J= Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data: Eeigtsiy(uNn]

Accutest LabLink@649183 09:00 19-Dec-2011

Report of Analysis Page 1 of 1

Client Sample ID: P-1(0.5-1.5)
Lab SampleID:  JA93968-1

Date Sampled: 12/05/11

Matrix: SO - Sail Date Received: 12/07/11
Method: SW846-8015 (DAI) Percent Solids: 88.2
Proj ect: BMSMC, Building 5 Area, PR
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 GH85751.D 1 12/09/11 XPL na na GGH3918
Run #2
Initial Weight
Run #1 519
Run #2
CAS No. Compound Result RL MDL  Units Q
67-63-0 Isopropyl Alcohol 1150 110 42 ug/kg
67-56-1 Methanol & 224 220 57 ug/kg
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
111-27-3 Hexanol 58% 58-137%
111-27-3 Hexanol 60% 58-137%

(a) More than 40 % RPD for detected concentrations between the two GC columns.

ND = Not detected MDL - Method Detection Limit J= Indicates an estimated value

RL = Reporting Limit

E = Indicates value exceeds calibration range

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data: X121566.D

Accutest LabLink@649183 09:00 19-Dec-2011

Report of Analysis Page 1 of 1

Client SampleID: P-2(1.5-2)
Lab SampleID:  JA93968-2

Date Sampled: 12/05/11

Matrix: SO - Sail Date Received: 12/07/11
M ethod: SW846 8260B SW846 5035 Percent Solids: 92.5
Proj ect: BMSMC, Building 5 Area, PR
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 X121566.D 1 12/09/11 TYG 12/08/11 09:00 n/a VX5174
Run #2
Initial Weight
Run #1 539
Run #2
VOA Special List
CAS No. Compound Result RL MDL Units Q
67-64-1 Acetone 8.8 10 6.8 ug’kg J
71-43-2 Benzene ND 1.0 0.14 ug/kg
100-41-4 Ethylbenzene ND 1.0 0.15 ug/kg
108-10-1 4-Methyl-2-pentanone(MIBK) ND 51 2.7 ug’kg
108-88-3 Toluene ND 1.0 0.39 ug/kg
1330-20-7  Xylene (total) ND 1.0 0.19 ug/kg
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 110% 67-131%
17060-07-0 1,2-Dichloroethane-D4 99% 66-130%
2037-26-5 Toluene-D8 114% 76-125%
460-00-4 4-Bromofluorobenzene 99% 53-142%

ND = Not detected MDL - Method Detection Limit

RL = Reporting Limit

E = Indicates value exceeds calibration range

J= Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data: Eeigtsiyiyan]

Accutest LabLink@649183 09:00 19-Dec-2011

Report of Analysis Page 1 of 1

Client SampleID: P-2(1.5-2)
Lab SampleID:  JA93968-2 Date Sampled: 12/05/11
Matrix: SO - ail Date Received: 12/07/11
Method: SW846-8015 (DAI) Percent Solids: 92.5
Proj ect: BMSMC, Building 5 Area, PR

FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 GH85752.D 1 12/09/11 XPL n‘a n‘a GGH3918
Run #2

Initial Weight
Run #1 50¢9
Run #2
CAS No. Compound Result RL MDL  Units Q
67-63-0 Isopropyl Alcohol ND 110 41 ug/kg
67-56-1 M ethanol ND 220 56 ug/kg
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
111-27-3 Hexanol 2% 58-137%
111-27-3 Hexanol 74% 58-137%

ND = Not detected

MDL - Method Detection Limit

RL = Reporting Limit
E = Indicates value exceeds calibration range

J= Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data: X121649.D

Accutest LabLink@649183 09:00 19-Dec-2011

Report of Analysis Page 1 of 1

Client Sample ID: P-3(1-2)
Lab SampleID:  JA93968-3

Date Sampled: 12/05/11

Matrix: SO - Sail Date Received: 12/07/11
Method: SW846 8260B SW846 5035 Percent Solids:  80.4
Proj ect: BMSMC, Building 5 Area, PR
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 X121649.D 1 12/12/11 TYG 12/08/11 09:00 n/a VX5178
Run #2
Initial Weight
Run #1 48¢
Run #2
VOA Special List
CAS No. Compound Result RL MDL Units Q
67-64-1 Acetone ND 13 8.6 ug/kg
71-43-2 Benzene ND 13 0.17 ug/kg
100-41-4 Ethylbenzene 12.4 1.3 0.19 ug/kg
108-10-1 4-Methyl-2-pentanone(MIBK) ND 6.5 3.4 ug’kg
108-88-3 Toluene ND 13 0.49 ug/kg
1330-20-7  Xylene (total) 4.6 1.3 0.24 ug/kg
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
1868-53-7  Dibromofluoromethane 110% 67-131%
17060-07-0 1,2-Dichloroethane-D4 94% 66-130%
2037-26-5 Toluene-D8 115% 76-125%
460-00-4 4-Bromofluorobenzene 99% 53-142%

ND = Not detected MDL - Method Detection Limit

RL = Reporting Limit

E = Indicates value exceeds calibration range

J= Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound

s 12 of 334
@ ACCUTEST
Abasen | LAewmsamiss



Raw Data: EeigtsiysXNn]

Accutest LabLink@649183 09:00 19-Dec-2011

Report of Analysis Page 1 of 1

Client Sample ID: P-3(1-2)
Lab SampleID:  JA93968-3 Date Sampled: 12/05/11
Matrix: SO - ail Date Received: 12/07/11
Method: SW846-8015 (DAI) Percent Solids: 80.4
Proj ect: BMSMC, Building 5 Area, PR

FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 GH85753.D 1 12/09/11 XPL n‘a n‘a GGH3918
Run #2

Initial Weight
Run #1 519
Run #2
CAS No. Compound Result RL MDL  Units Q
67-63-0 Isopropyl Alcohol ND 120 46 ug/kg
67-56-1 M ethanol ND 240 63 ug/kg
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
111-27-3 Hexanol 7% 58-137%
111-27-3 Hexanol 7% 58-137%

ND = Not detected

MDL - Method Detection Limit

RL = Reporting Limit
E = Indicates value exceeds calibration range

J= Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data: X121567.D

Accutest LabLink@649183 09:00 19-Dec-2011

Report of Analysis Page 1 of 1

Client Sample ID: P-4 (4-5)
Lab SampleID:  JA93968-4

Date Sampled: 12/05/11

Matrix: SO - Soil Date Received: 12/07/11
M ethod: SW846 8260B SW846 5035 Percent Solids: 77.9
Proj ect: BMSMC, Building 5 Area, PR
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 X121567.D 1 12/09/11 TYG 12/08/11 09:00 n/a VX5174
Run #2
Initial Weight
Run #1 50¢9
Run #2

VOA Special List

CAS No. Compound Result
67-64-1 Acetone 30.4
71-43-2 Benzene 0.71
100-41-4 Ethylbenzene 18.6
108-10-1 4-Methyl-2-pentanone(MIBK) ND
108-88-3 Toluene ND
1330-20-7  Xylene (total) 73.1
CAS No. Surrogate Recoveries Run# 1
1868-53-7  Dibromofluoromethane 110%
17060-07-0 1,2-Dichloroethane-D4 99%
2037-26-5 Toluene-D8 113%
460-00-4 4-Bromofluorobenzene 99%

RL

13

13
13
6.4
13
13

MDL Units Q

8.5 ug/kg
0.17 ug’kg J
0.19 ug/kg
3.4 ug’kg
0.49 ug/kg
0.24 ug/kg

Run# 2 Limits

67-131%
66-130%
76-125%
53-142%

ND = Not detected MDL - Method Detection Limit
RL = Reporting Limit
E = Indicates value exceeds calibration range

J= Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data: Eeigtsiyiran]

Accutest LabLink@649183 09:00 19-Dec-2011

Report of Analysis Page 1 of 1

Client Sample ID: P-4 (4-5)
Lab SampleID:  JA93968-4 Date Sampled: 12/05/11
Matrix: SO - ail Date Received: 12/07/11
Method: SW846-8015 (DAI) Percent Solids: 77.9
Proj ect: BMSMC, Building 5 Area, PR

FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 GH85754.D 1 12/09/11 XPL n‘a n‘a GGH3918
Run #2

Initial Weight
Run #1 519
Run #2
CAS No. Compound Result RL MDL  Units Q
67-63-0 Isopropyl Alcohol ND 130 48 ug/kg
67-56-1 M ethanol ND 250 65 ug/kg
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
111-27-3 Hexanol 71% 58-137%
111-27-3 Hexanol 73% 58-137%

ND = Not detected

MDL - Method Detection Limit

RL = Reporting Limit
E = Indicates value exceeds calibration range

J= Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data: X121568.D

Accutest LabLink@649183 09:00 19-Dec-2011

Report of Analysis Page 1 of 1

Client Sample ID: P-6 (0-1)
Lab SampleID:  JA93968-5

Date Sampled: 12/05/11

Matrix: SO - Soil Date Received: 12/07/11
M ethod: SW846 8260B SW846 5035 Percent Solids. 80.8
Proj ect: BMSMC, Building 5 Area, PR
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 X121568.D 1 12/09/11 TYG 12/08/11 09:00 n/a VX5174
Run #2
Initial Weight
Run #1 59¢9
Run #2

VOA Special List

CAS No. Compound Result
67-64-1 Acetone 56.2
71-43-2 Benzene 0.59
100-41-4 Ethylbenzene 2.1
108-10-1 4-Methyl-2-pentanone(MIBK) ND
108-88-3 Toluene ND
1330-20-7  Xylene (total) 1.1
CAS No. Surrogate Recoveries Run# 1
1868-53-7  Dibromofluoromethane 110%
17060-07-0 1,2-Dichloroethane-D4 98%
2037-26-5 Toluene-D8 113%
460-00-4 4-Bromofluorobenzene 103%

RL

10

1.0
1.0
52
1.0
1.0

MDL Units Q

6.9 ug/kg
0.14 ug’kg J
0.16 ug/kg
2.8 ug’kg
0.40 ug/kg
0.19 ug/kg

Run# 2 Limits

67-131%
66-130%
76-125%
53-142%

ND = Not detected MDL - Method Detection Limit
RL = Reporting Limit
E = Indicates value exceeds calibration range

J= Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data: EeIgtsiy{INn)

Accutest LabLink@649183 09:00 19-Dec-2011

Report of Analysis Page 1 of 1

Client SampleID: P-6

(0-1)

Lab SampleID:  JA93968-5

Date Sampled: 12/05/11

Matrix: SO - Sail Date Received: 12/07/11
Method: SW846-8015 (DAI) Percent Solids:  80.8
Proj ect: BMSMC, Building 5 Area, PR
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 GH85755.D 1 12/09/11 XPL na na GGH3918
Run #2
Initial Weight
Run #1 519
Run #2
CAS No. Compound Result RL MDL  Units Q
67-63-0 Isopropyl Alcohol ND 120 46 ug/kg
67-56-1 Methanol & 415 240 62 ug/kg
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
111-27-3 Hexanol 76% 58-137%
111-27-3 Hexanol 71% 58-137%

(a) More than 40 % RPD for detected concentrations between the two GC columns.

ND = Not detected
RL = Reporting Limit

MDL - Method Detection Limit

E = Indicates value exceeds calibration range

J= Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data: X121650.D

Accutest LabLink@649183 09:00 19-Dec-2011

Report of Analysis Page 1 of 1

Client Sample ID: P-7 (0-1)
Lab SampleID:  JA93968-6

Date Sampled: 12/05/11

Matrix: SO - Soil Date Received: 12/07/11
M ethod: SW846 8260B SW846 5035 Percent Solids. 84.6
Proj ect: BMSMC, Building 5 Area, PR
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 X121650.D 1 12/12/11 TYG 12/08/11 09:00 n/a VX5178
Run #2
Initial Weight
Run #1 549
Run #2

VOA Special List

CAS No. Compound Result
67-64-1 Acetone 8.4
71-43-2 Benzene ND
100-41-4 Ethylbenzene 0.37
108-10-1 4-Methyl-2-pentanone(MIBK) ND
108-88-3 Toluene ND
1330-20-7  Xylene (total) 0.64
CAS No. Surrogate Recoveries Run# 1
1868-53-7  Dibromofluoromethane 7%
17060-07-0 1,2-Dichloroethane-D4 94%
2037-26-5 Toluene-D8 115%
460-00-4 4-Bromofluorobenzene 98%

RL

11

11
11
55
11
11

MDL Units Q

7.2 ug’kg J

0.15 ug/kg
0.16 ug’kg J
2.9 ug’kg
0.41 ug’kg

0.20 ug’kg J

Run# 2 Limits

67-131%
66-130%
76-125%
53-142%

ND = Not detected MDL - Method Detection Limit
RL = Reporting Limit
E = Indicates value exceeds calibration range

J= Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data: EeIgtsiy{IoNn]

Accutest LabLink@649183 09:00 19-Dec-2011

Report of Analysis Page 1 of 1

Client Sample ID: P-7 (0-1)
Lab SampleID:  JA93968-6 Date Sampled: 12/05/11
Matrix: SO - ail Date Received: 12/07/11
Method: SW846-8015 (DAI) Percent Solids: 84.6
Proj ect: BMSMC, Building 5 Area, PR

FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 GH85756.D 1 12/09/11 XPL n‘a n‘a GGH3918
Run #2

Initial Weight
Run #1 50¢9
Run #2
CAS No. Compound Result RL MDL  Units Q
67-63-0 Isopropyl Alcohol ND 120 45 ug/kg
67-56-1 M ethanol 252 240 61 ug/kg
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits
111-27-3 Hexanol 7% 58-137%
111-27-3 Hexanol 75% 58-137%

ND = Not detected

MDL - Method Detection Limit

RL = Reporting Limit
E = Indicates value exceeds calibration range

J= Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Section 4

-. New Jersey

WAaCCUTEST

|
LABORATORIES f

Misc. Forms

Custody Documents and Other Forms

Includes the following where applicable:

* Chain of Custody
» Sample Tracking Chronicle
¢ Internal Chain of Custody
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Si.L

@ ACCUTEST CHAIN OF CUSTODY
2235 Route 130, Dayton, NJ 08810

LABORATDHRIES .
Tel: 732-329-0200 FAX: 732-329-3499/3480

B ——————————— |

L4

PAGE_| OF |

WWwW. acutest.com

BT 1y [

| Accutest Joo #

TA3968

Project Information

7+ Client / Reporting Information

. Requested Analysis { see TEST CODE sheet,

Matrix Codes

ijm Nt

Cumpanma: , J _,lnc. B‘.’hm,zfj Sqmlal- HUM@QO PR:Ef . i %

DW - Drinking Water]
GW - Ground Water
WW - Water

[ (0-1) I5i0

P
P-
P~
1 P=4(2-53 " 7 1330
P-
P~

NQEN

(O'l) “ ]5‘5‘4 L r

o)
Street Address 7 Sreet : > L")
" 0 Car Fvl‘ afe ?ar¥ Biliing Informaticn { if different from Report to) # 8 swrgzn.a scfn;Nalg’
City Siate |Company Name o 53 SL- Sludge
t\lhl‘bb ‘Pfams N‘/ 10604 » 2D Sadran
Frolect Cantact E-mal Project # 5- Street Address -0 10 - Ot Ligid
Taf\l TAV lar BUIId n 5 < soL{“gtr-»grs‘:"e
Phone # Fax# Chiont Purchase Order # Ty State i \l.. el WP - Wige
o14-25 1'0400 evt 309 Y = « e EaqsomentBank
Sambler(s) Namets) Phone# | Proiect Manager Attention: N § - RE?RE.':emmk
TC"'Y T“V lor s -~ -_;. T8-Trip Blank
! T Collection ‘Number of preserved Botties. R w
s|_[¢] [>
zlel|3|u|E|x Cd
m Field ID / Point of Collection MEOH/DI Vial # Date. Time Sur:yp\ad Matibx | # of botttes Q g % g é § g % E f s LAB USE ONLY
- I (06,5-1.5) g )5 [y[19:20 177 [saf [ 5 2 | [3 [>x[>|x
-2 Z (1.5-2) \_ (g | 5 2| [ |3 [x[x%]|x= FS.
-3lp-3 (1-2) , 1 o35 5] AEEIEEIENED 1404
BIXX : Ly X P 4966
[+ 3 [ X[ x|X
5 3 X[ XX
5 3 x| xix

-

<
] Tumaround Time { Business days) | i A Data Deliverable Information Sallime < ~ - Comments Special Instructions | "7+ ;‘”éil
[0 std. 15 Business Days Approved By (Accutest PH: / Date: D Commerctal "A~ (Level 1) [] nvase Category & . ‘5'? 3744213 91y
[ std. 10 Business Days { by Contract only) ] Commercial "B" { Level 2) [] NYASP Category B
[J 100ay RUSH ] FULLTY {Level 344} {T] state Forms . 5'
[ spay rusH ] M Reduced ] EoD Format BIHMBY 274
3 Day EMERGENCY [ commerclal c* [ other
2 Day EMERGENCY Commercial "A™ = Results Only
D 1 Day EMERGENCY Commercial "B" = Results + QC Summary
Ei ency & Rush T/A data available VIA Lablink NJ Reduced = Results + QC Summﬂ‘ Parual Raw data
e 5 I Sample Custody must be ented below each time samples change ing courier delivery. \ XK 2
Refoquished/ly Oate Ticke: {Received By: Relnqmshed Date Time: Received By:
1 7"'7\ ¥ R[l( 1 éﬂ)@ F'EW 22 1S |2
Reinquisfla by bnpier: ate Fimel Received By: Y Relinquished By: Date Time: Recaived By: 6
3 3 4
Relinquis¥ed by: Oats Time: Recaived By: Custody Seal # @ Preserved ?’fpﬂliﬂbﬁ on Coakes Temp. 3 3. B
5 5 4 %‘G Not intact ;’ :0 C

&
[

1

JA93968: Chain of Custody
Page 1 of 3
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@ ACCUTEST Accutest Laboratories Sample Receipt Summary
LABORATORIES

Accutest Job Number:  JA93968 Client: AMAI-NY - ATF Immediate Client Services Action Required: Yes
Date / Time Received:  12/7/2011 Delivery Method: FedEx Client Service Action Required at Login: No
Project: BMS-PR No. Coolers: 1 Airbill #5s: 8737 4421 1914
Cooler Security Y or N Y or N Sample Integrity - Documentation Y or N

1. Custody Seals Present: u s.coc Pres¢.ent: 0 1. Sample labels present on bottles: U

2. Custody Seals Intact: L3 4. Smpl Dates/Time OK U 2. Container labeling complete: U
Cooler Temperature Y or N 3. Sample container label / COC agree: O

1. Temp criteria achieved: ] Sample Integrity - Condition Y or N

2. Cooler tem? verification: Bar Therm 1. sample recvd within HT: 0

3. Cooler media: Ice (Bag) 2. All containers accounted for: O
Quality Control Preservation Y N N/A 3. Condition of sample: Intact

1. Trip Blank present / cooler: o oo Sample Integrity - Instructions Y N N/A

2. Trip Blank listed on COC: U U 1. Analysis requested is clear: O

3. Samples preserved properly: O O 2. Bottles received for unspecified tests O

4. VOCs headspace free: O O 3. Sufficient volume recvd for analysis: O

4. Compositing instructions clear: O O

Comments 5. Filtering instructions clear: J 0

ALL ENCORES REC'D BEYOND HOLDING TIME.

Accutest Laboratories
V:732.329.0200

2235 US Highway 130
F: 732.329.3499

Dayton, New Jersey
www/accutest.com

JA93968: Chain of Custody
Page 2 of 3
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WACCUTEST Sample Receipt Summary - Problem Resolution

LABORATORIES

Accutest Job Number: ~ JA93968

CSR: Michelle Response Date: 12/8/2011

Response: Please proceed as noted per Terry Taylor

Accutest Laboratories 2235 US Highway 130 Dayton, New Jersey
V:732.329.0200 F:732.329.3499 www/accutest.com

JA93968: Chain of Custody
Page 3 of 3
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Accutest Laboratories

Internal Sample Tracking Chronicle

Anderson, Mulholland & Associates

Job No: JA93968
BMSMC, Building 5 Area, PR
Project No: SM04.00.06
Sample
Number  Method Analyzed By Prepped By  Test Codes
JA93968-1 Collected: 05-DEC-11 10:20 By: TT Received: 07-DEC-11 By: SC
P-1(0.5-1.5)
JA93968-1 SM18 2540G 08-DEC-11 PM %SOL
JA93968-1 SW846-8015 (DAI) 09-DEC-11 10:36 XPL D80151PA,DGC+ METH
JA93968-1 SW846 8260B 10-DEC-11 15:50 ET V8260SL3
JA93968-2 Collected: 05-DEC-11 11:00 By: TT Received: 07-DEC-11 By: SC
P-2 (1.5-2)
JA93968-2 SM18 2540G 08-DEC-11 PM %SOL
JA93968-2 SW846-8015 (DAI) 09-DEC-11 10:57 XPL D80151PA,DGC+ METH
JA93968-2 SW846 8260B 09-DEC-1119:47 TYG V8260SL 3
JA93968-3 Collected: 05-DEC-11 11:35 By: TT Received: 07-DEC-11 By: SC
P-3 (1-2)
JA93968-3 SM18 2540G 08-DEC-11 PM %SOL
JA93968-3 SW846-8015 (DAI) 09-DEC-11 11:12 XPL D80151PA,DGC+ METH
JA93968-3 SW846 8260B 12-DEC-11 15:17 TYG V8260SL3
JA93968-4 Collected: 05-DEC-11 13:30 By: TT Received: 07-DEC-11 By: SC
P-4 (4-5)
JA93968-4 SM18 2540G 08-DEC-11 PM %SOL
JA93968-4 SW846-8015 (DAI) 09-DEC-11 11:26 XPL D8015IPA,DGC+ METH
JA93968-4 SW846 8260B 09-DEC-1120:16 TYG V8260SL3
JA93968-5 Collected: 05-DEC-11 15:10 By: TT Received: 07-DEC-11 By: SC
P-6 (0-1)
JA93968-5 SM18 2540G 08-DEC-11 PM %SOL
JA93968-5 SW846-8015 (DAI) 09-DEC-11 11:41 XPL D8015I1PA,DGC+ METH
JA93968-5 SW846 8260B 09-DEC-11 20:46 TYG V8260SL3
JA93968-6 Collected: 05-DEC-11 15:54 By: TT Received: 07-DEC-11 By: SC
P-7 (0-1)
JA93968-6 SM18 2540G 08-DEC-11 PM %SOL
JA93968-6 SW846-8015 (DAI) 09-DEC-11 11:55 XPL D80151PA,DGC+ METH
Page 1 of 2
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Accutest Laboratories

Internal Sample Tracking Chronicle

Anderson, Mulholland & Associates

Job No: JA93968
BMSMC, Building 5 Area, PR

Project No:  SM04.00.06

Sample
Number  Method Analyzed By Prepped By  Test Codes
JA93968-6 SW846 8260B 12-DEC-1115:46 TYG V8260SL3

Page 2 of 2
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Accutest Internal Chain of Custody Page 1 of 3
Job Number:  JA93968

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Received: 12/07/11

Sample.Bottle  Transfer Transfer

Number FROM TO Date/Time Reason

JA93968-1.2 Secured Storage John Thomas 12/08/11 11:19 Retrieve from Storage
JA93968-1.2 John Thomas Xu Liu 12/08/11 11:20 Custody Transfer
JA93968-1.2 Xu Liu Secured Storage 12/08/11 12:33 Return to Storage
JA93968-1.2 Secured Storage John Thomas 12/08/11 14:05 Retrieve from Storage
JA93968-1.2 John Thomas Pierre Miller 12/08/11 15:02 Custody Transfer
JA93968-1.2 Shirley Grzybowski Secured Storage 12/09/11 07:40 Return to Storage
Analyst unavailable for custody transfer.

JA93968-1.4 Secured Storage Meng Han 12/08/11 09:50 Retrieve from Storage
JA93968-1.4 Meng Han Secured Storage 12/08/11 09:50 Return to Storage
JA93968-1.5 Secured Storage Meng Han 12/08/11 09:50 Retrieve from Storage
JA93968-1.5 Meng Han Secured Storage 12/08/11 09:50 Return to Storage
JA93968-1.6 Secured Storage Meng Han 12/08/11 09:50 Retrieve from Storage
JA93968-1.6 Meng Han Secured Storage 12/08/11 09:50 Return to Storage
JA93968-2.1 Secured Storage John Thomas 12/08/11 11:19 Retrieve from Storage
JA93968-2.1 John Thomas Xu Liu 12/08/11 11:20 Custody Transfer
JA93968-2.1 Xu Liu Secured Storage 12/08/11 12:33 Return to Storage
JA93968-2.2 Secured Storage John Thomas 12/08/11 14:05 Retrieve from Storage
JA93968-2.2 John Thomas Pierre Miller 12/08/11 15:02 Custody Transfer
JA93968-2.2 Shirley Grzybowski Secured Storage 12/09/11 07:40 Return to Storage
Analyst unavailable for custody transfer.

JA93968-2.4 Secured Storage Meng Han 12/08/11 09:50 Retrieve from Storage
JA93968-2.4 Meng Han Secured Storage 12/08/11 09:50 Return to Storage
JA93968-2.5 Secured Storage Meng Han 12/08/11 09:50 Retrieve from Storage
JA93968-2.5 Meng Han Secured Storage 12/08/11 09:50 Return to Storage
JA93968-2.5 Secured Storage Tamika Yvonne Ginn 12/08/11 17:09 Retrieve from Storage
JA93968-2.5 Tamika Yvonne Ginn GCMSX 12/08/11 17:09 Load on Instrument
JA93968-2.6 Secured Storage Meng Han 12/08/11 09:50 Retrieve from Storage
JA93968-2.6 Meng Han Secured Storage 12/08/11 09:50 Return to Storage
JA93968-2.6 Secured Storage Tamika Yvonne Ginn 12/09/11 16:58 Retrieve from Storage
JA93968-2.6 Tamika Yvonne Ginn GCMSX 12/09/11 17:07 Load on Instrument
JA93968-3.1 Secured Storage John Thomas 12/08/11 14:05 Retrieve from Storage
JA93968-3.1 John Thomas Pierre Miller 12/08/11 15:02 Custody Transfer
JA93968-3.1 Shirley Grzybowski Secured Storage 12/09/11 07:40 Return to Storage

Analyst unavailable for custody transfer.
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Accutest Internal Chain of Custody Page 2 of 3
Job Number:  JA93968

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Received: 12/07/11

Sample.Bottle  Transfer Transfer

Number FROM TO Date/Time Reason

JA93968-3.2 Secured Storage John Thomas 12/08/11 11:19 Retrieve from Storage
JA93968-3.2 John Thomas Xu Liu 12/08/11 11:20 Custody Transfer
JA93968-3.2 Xu Liu Secured Storage 12/08/11 12:33 Return to Storage
JA93968-3.4 Secured Storage Meng Han 12/08/11 09:50 Retrieve from Storage
JA93968-3.4 Meng Han Secured Storage 12/08/11 09:50 Return to Storage
JA93968-3.5 Secured Storage Meng Han 12/08/11 09:50 Retrieve from Storage
JA93968-3.5 Meng Han Secured Storage 12/08/11 09:50 Return to Storage
JA93968-3.6 Secured Storage Meng Han 12/08/11 09:50 Retrieve from Storage
JA93968-3.6 Meng Han Secured Storage 12/08/11 09:50 Return to Storage
JA93968-3.6 Secured Storage Tamika Yvonne Ginn 12/12/11 14:33 Retrieve from Storage
JA93968-3.6 Tamika Yvonne Ginn GCMSX 12/12/11 14:33 Load on Instrument
JA93968-4.1 Secured Storage John Thomas 12/08/11 14:05 Retrieve from Storage
JA93968-4.1 John Thomas Pierre Miller 12/08/11 15:02 Custody Transfer
JA93968-4.1 Shirley Grzybowski Secured Storage 12/09/11 07:40 Return to Storage
Analyst unavailable for custody transfer.

JA93968-4.2 Secured Storage John Thomas 12/08/11 11:19 Retrieve from Storage
JA93968-4.2 John Thomas Xu Liu 12/08/11 11:20 Custody Transfer
JA93968-4.2 Xu Liu Secured Storage 12/08/11 12:33 Return to Storage
JA93968-4.4 Secured Storage Meng Han 12/08/11 09:50 Retrieve from Storage
JA93968-4.4 Meng Han Secured Storage 12/08/11 09:50 Return to Storage
JA93968-4.5 Secured Storage Meng Han 12/08/11 09:50 Retrieve from Storage
JA93968-4.5 Meng Han Secured Storage 12/08/11 09:50 Return to Storage
JA93968-4.5 Secured Storage Tamika Yvonne Ginn 12/08/11 17:09 Retrieve from Storage
JA93968-4.5 Tamika Yvonne Ginn GCMSX 12/08/11 17:09 Load on Instrument
JA93968-4.6 Secured Storage Meng Han 12/08/11 09:50 Retrieve from Storage
JA93968-4.6 Meng Han Secured Storage 12/08/11 09:50 Return to Storage
JA93968-5.1 Secured Storage John Thomas 12/08/11 14:05 Retrieve from Storage
JA93968-5.1 John Thomas Pierre Miller 12/08/11 15:02 Custody Transfer
JA93968-5.1 Shirley Grzybowski Secured Storage 12/09/11 07:40 Return to Storage
Analyst unavailable for custody transfer.

JA93968-5.2 Secured Storage John Thomas 12/08/11 11:19 Retrieve from Storage
JA93968-5.2 John Thomas Xu Liu 12/08/11 11:20 Custody Transfer
JA93968-5.2 Xu Liu Secured Storage 12/08/11 12:33 Return to Storage
JA93968-5.2 Secured Storage John Thomas 12/08/11 14:05 Retrieve from Storage
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Accutest Internal Chain of Custody Page 3 of 3
Job Number:  JA93968

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Received: 12/07/11

Sample.Bottle  Transfer Transfer

Number FROM TO Date/Time Reason

JA93968-5.2 John Thomas Pierre Miller 12/08/11 15:02 Custody Transfer
JA93968-5.2 Shirley Grzybowski Secured Storage 12/09/11 07:40 Return to Storage
Analyst unavailable for custody transfer.

JA93968-5.4 Secured Storage Meng Han 12/08/11 09:50 Retrieve from Storage
JA93968-5.4 Meng Han Secured Storage 12/08/11 09:50 Return to Storage
JA93968-5.5 Secured Storage Meng Han 12/08/11 09:50 Retrieve from Storage
JA93968-5.5 Meng Han Secured Storage 12/08/11 09:50 Return to Storage
JA93968-5.5 Secured Storage Tamika Yvonne Ginn 12/08/11 17:09 Retrieve from Storage
JA93968-5.5 Tamika Yvonne Ginn GCMSX 12/08/11 17:09 Load on Instrument
JA93968-5.6 Secured Storage Meng Han 12/08/11 09:50 Retrieve from Storage
JA93968-5.6 Meng Han Secured Storage 12/08/11 09:50 Return to Storage
JA93968-6.1 Secured Storage John Thomas 12/08/11 14:05 Retrieve from Storage
JA93968-6.1 John Thomas Pierre Miller 12/08/11 15:02 Custody Transfer
JA93968-6.1 Shirley Grzybowski Secured Storage 12/09/11 07:40 Return to Storage
Analyst unavailable for custody transfer.

JA93968-6.2 Secured Storage John Thomas 12/08/11 11:19 Retrieve from Storage
JA93968-6.2 John Thomas Xu Liu 12/08/11 11:20 Custody Transfer
JA93968-6.2 Xu Liu Secured Storage 12/08/11 12:33 Return to Storage
JA93968-6.4 Secured Storage Meng Han 12/08/11 09:50 Retrieve from Storage
JA93968-6.4 Meng Han Secured Storage 12/08/11 09:50 Return to Storage
JA93968-6.5 Secured Storage Meng Han 12/08/11 09:50 Retrieve from Storage
JA93968-6.5 Meng Han Secured Storage 12/08/11 09:50 Return to Storage
JA93968-6.6 Secured Storage Meng Han 12/08/11 09:50 Retrieve from Storage
JA93968-6.6 Meng Han Secured Storage 12/08/11 09:50 Return to Storage
JA93968-6.6 Secured Storage Tamika Yvonne Ginn 12/12/11 14:33 Retrieve from Storage
JA93968-6.6 Tamika Yvonne Ginn GCMSX 12/12/11 14:33 Load on Instrument
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Section 5

-. New Jersey
UAaCCUTEST

LABORATORIES

GC/MS Volatiles

QC Data Summaries

Includes the following where applicable:

Method Blank Summaries

Blank Spike Summaries

Matrix Spike and Duplicate Summaries
Instrument Performance Checks (BFB)
Internal Standard Area Summaries

Surrogate Recovery Summaries

Initial and Continuing Calibration Summaries
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Raw Data: X121554.D

Method Blank Summary
Job Number:  JA93968

Page 1 of 1

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch

VX5174-MB X121554.D 1 12/09/11 TYG n/a n/a VX5174
1
il
N

The QC reported here applies to the following samples: Method: SW846 8260B

JA93968-2, JA93968-4, JA93968-5

CASNo. Compound Result RL MDL  Units Q

67-64-1 Acetone ND 10 6.6 ug/kg

71-43-2 Benzene ND 1.0 0.13 ug/kg

100-41-4  Ethylbenzene ND 1.0 0.15 ug/kg

108-10-1  4-Methyl-2-pentanone(MIBK) ND 5.0 2.6 ug/kg

108-88-3  Toluene ND 1.0 0.38 ug/kg

1330-20-7 Xylene (total) ND 1.0 0.18 ug/kg

CASNo. Surrogate Recoveries Limits

1868-53-7 Dibromofluoromethane 112% 67-131%

17060-07-0 1,2-Dichloroethane-D4 101% 66-130%

2037-26-5 Toluene-D8 114% 76-125%

460-00-4  4-Bromofluorobenzene 97% 53-142%

CAS No. Tentatively Identified Compounds R.T. Est. Conc. Units Q

Total TIC, Voldtile 0 ug/kg
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Raw Data: D190176.D

Method Blank Summary
Job Number:  JA93968

Page 1 of 1

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch

VD7742-MB D190176.D 1 12/10/11 ET n/a n/a VD7742
1
il
(N

The QC reported here applies to the following samples: Method: SW846 8260B

JA93968-1

CASNo. Compound Result RL MDL  Units Q

67-64-1 Acetone ND 500 330 ug/kg

71-43-2 Benzene ND 50 6.7 ug/kg

100-41-4  Ethylbenzene ND 50 7.4 ug/kg

108-10-1  4-Methyl-2-pentanone(MIBK) ND 250 130 ug/kg

108-88-3  Toluene ND 50 19 ug/kg

1330-20-7 Xylene (total) ND 50 9.2 ug/kg

CASNo. Surrogate Recoveries Limits

1868-53-7 Dibromofluoromethane 90% 67-131%

17060-07-0 1,2-Dichloroethane-D4 91% 66-130%

2037-26-5 Toluene-D8 97% 76-125%

460-00-4  4-Bromofluorobenzene 83% 53-142%

CAS No. Tentatively Identified Compounds R.T. Est. Conc. Units Q

Total TIC, Voldtile 0 ug/kg
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Raw Data: X121646.D

Method Blank Summary
Job Number:  JA93968

Page 1 of 1

' I

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
VX5178-MB X121646.D 1 12/12/11 TYG n/a n‘a VX5178
The QC reported here applies to the following samples: Method: SW846 8260B
JA93968-3, JA93968-6

CASNo. Compound Result RL MDL  Units Q

67-64-1 Acetone ND 10 6.6 ug/kg

71-43-2 Benzene ND 1.0 0.13 ug/kg

100-41-4  Ethylbenzene ND 1.0 0.15 ug/kg

108-10-1  4-Methyl-2-pentanone(MIBK) ND 5.0 2.6 ug/kg

108-88-3  Toluene ND 1.0 0.38 ug/kg

1330-20-7 Xylene (total) ND 1.0 0.18 ug/kg

CASNo. Surrogate Recoveries Limits

1868-53-7 Dibromofluoromethane 111% 67-131%

17060-07-0 1,2-Dichloroethane-D4 97% 66-130%

2037-26-5 Toluene-D8 115% 76-125%

460-00-4  4-Bromofluorobenzene 98% 53-142%
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Raw Data: X121555.D

Blank Spike Summary
Job Number:  JA93968

Page 1 of 1

Account: AMANYWP Anderson, Mulholland & Associates
Project: BMSMC, Building 5 Area, PR
Sample FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
VX5174-BS X121555.D 1 12/09/11 TYG n/a n‘a VX5174
The QC reported here applies to the following samples: Method: SW846 8260B
JA93968-2, JA93968-4, JA93968-5
Spike BSP BSP
CASNo. Compound ug’lkg ugkg % Limits
67-64-1 Acetone 50 52.6 105 48-154
71-43-2 Benzene 50 51.5 103 76-120
100-41-4  Ethylbenzene 50 48.5 97 75-125
108-10-1  4-Methyl-2-pentanone(MIBK) 50 53.0 106 69-135
108-88-3  Toluene 50 52.5 105 77-124
1330-20-7 Xylene (tota) 150 147 98 78-124
CASNo. Surrogate Recoveries BSP Limits
1868-53-7 Dibromofluoromethane 111% 67-131%
17060-07-0 1,2-Dichloroethane-D4 99% 66-130%
2037-26-5 Toluene-D8 114% 76-125%
460-00-4  4-Bromofluorobenzene 97% 53-142%

G I
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Raw Data: D190179.D

Blank Spike Summary Page 1 of 1

Job Number:  JA93968

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch

VD7742-BS D190179.D 1 12/10/11 ET n‘a n‘a VD7742
1
V)
(V)

The QC reported here applies to the following samples: Method: SW846 8260B

JA93968-1

Spike BSP BSP

CASNo. Compound ug’lkg ugkg % Limits

67-64-1 Acetone 2500 2490 100 48-154

71-43-2 Benzene 2500 2520 101 76-120

100-41-4  Ethylbenzene 2500 2400 96 75-125

108-10-1  4-Methyl-2-pentanone(MI1BK) 2500 2620 105 69-135

108-88-3  Toluene 2500 2600 104 77-124

1330-20-7 Xylene (total) 7500 7140 95 78-124

CASNo. Surrogate Recoveries BSP Limits

1868-53-7 Dibromofluoromethane 92% 67-131%

17060-07-0 1,2-Dichloroethane-D4 90% 66-130%

2037-26-5 Toluene-D8 98% 76-125%

460-00-4  4-Bromofluorobenzene 82% 53-142%

[ | 34 of 334
@ ACCUTEST
JAosoen | -A=awaramise



Raw Data: X121647.D

Blank Spike Summary
Job Number:  JA93968

Page 1 of 1

Account: AMANYWP Anderson, Mulholland & Associates
Project: BMSMC, Building 5 Area, PR
Sample FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
VX5178-BS X121647.D 1 12/12/11 TYG n/a n‘a VX5178
The QC reported here applies to the following samples: Method: SW846 8260B
JA93968-3, JA93968-6
Spike BSP BSP
CASNo. Compound ug’lkg ugkg % Limits
67-64-1 Acetone 50 58.7 117 48-154
71-43-2 Benzene 50 54.3 109 76-120
100-41-4  Ethylbenzene 50 46.6 93 75-125
108-10-1  4-Methyl-2-pentanone(MIBK) 50 53.4 107 69-135
108-88-3  Toluene 50 54.5 109 77-124
1330-20-7 Xylene (tota) 150 143 95 78-124
CASNo. Surrogate Recoveries BSP Limits
1868-53-7 Dibromofluoromethane 115% 67-131%
17060-07-0 1,2-Dichloroethane-D4 97% 66-130%
2037-26-5 Toluene-D8 114% 76-125%
460-00-4  4-Bromofluorobenzene 96% 53-142%
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Raw Data: [Vt X121559.D

Matrix Spike/Matrix Spike Duplicate Summary

Job Number: JA93968

Page 1 of 1

Account: AMANYWP Anderson, Mulholland & Associates
Project: BMSMC, Building 5 Area, PR
Sample FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
JA93445-17MS  X121558.D 1 12/09/11 TYG n/a n/a VX5174
JA93445-17MSD  X121559.D 1 12/09/11 TYG n/a n/a VX5174 83
JA93445-17 X121557.D 1 12/09/11 TYG na n‘a VX5174 (i
The QC reported here applies to the following samples: Method: SW846 8260B
JA93968-2, JA93968-4, JA93968-5
JA93445-17 Spike MS MS MSD MSD Limits

CASNo. Compound ug/kg ug’kg ugkg % ugkg % RPD Rec/RPD
67-64-1 Acetone 25.2 61.9 76.7 83 79.0 87 3 12-189/33
71-43-2 Benzene ND 61.9 48.8 79 47.2 76 3 37-132/21
100-41-4  Ethylbenzene ND 61.9 45.5 73 44.1 71 3 20-144/25
108-10-1  4-Methyl-2-pentanone(MIBK) ND 61.9 67.4 109 66.9 108 1 36-145/26
108-88-3  Toluene ND 61.9 49.3 80 47.9 77 3 29-138/23
1330-20-7 Xylene (total) ND 186 138 74 134 72 8 18-145/25
CASNo. Surrogate Recoveries MS MSD JA93445-17 Limits
1868-53-7 Dibromofluoromethane 115% 116% 114% 67-131%
17060-07-0 1,2-Dichloroethane-D4 104% 107% 107% 66-130%
2037-26-5 Toluene-D8 114% 115% 115% 76-125%
460-00-4  4-Bromofluorobenzene 96% 96% 96% 53-142%
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Raw Data: |oNEelekke[oND) D190191.D

Matrix Spike/Matrix Spike Duplicate Summary Page 1 of 1
Job Number:  JA93968

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
JA93486-6M S D190190.D 1 12/10/11 ET n/a n/a VD7742
JA93486-6MSD  D190191.D 1 12/10/11 ET n/a n/a VD7742
JA93486-6 D190193.D 1 12/10/11 ET n/a n/a VD7742

The QC reported here applies to the following samples:

'

Method: SW846 8260B

JA93968-1

JA93486-6 Spike MS MS MSD MSD Limits
CASNo. Compound ugkg Q ugkg ugkg % ugkg % RPD Rec/RPD
67-64-1 Acetone ND 2630 2770 105 2780 106 0 12-189/33
71-43-2 Benzene ND 2630 2560 97 2560 97 0 37-132/21
100-41-4  Ethylbenzene ND 2630 2390 91 2380 91 0 20-144/25
108-10-1  4-Methyl-2-pentanone(MIBK) ND 2630 2680 102 2690 102 0 36-145/26
108-88-3  Toluene ND 2630 2480 9% 2480 94 0 29-138/23
1330-20-7 Xylene (total) ND 7880 7220 92 7150 91 1 18-145/25
CASNo. Surrogate Recoveries MS MSD JA93486-6 Limits
1868-53-7 Dibromofluoromethane 93% 93% 92% 67-131%
17060-07-0 1,2-Dichloroethane-D4 91% 90% 92% 66-130%
2037-26-5 Toluene-D8 94% 94% 97% 76-125%
460-00-4  4-Bromofluorobenzene 79% 80% 81% 53-142%
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Raw Data: [V AIHNb] X121652.D

Matrix Spike/Matrix Spike Duplicate Summary
Job Number:  JA93968

Page 1 of 1

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
JA94019-5M S X121651.D 1 12/12/11 TYG n/a n/a VX5178

JA94019-5MSD  X121652.D 1 12/12/11 TYG n/a n/a VX5178 83
JA94019-5 X121648.D 1 12/12/11 TYG n/a n/a VX5178 w

The QC reported here applies to the following samples:

JA93968-3, JA93968-6

JA94019-5 Spike MS MS

CASNo. Compound ugkg Q ugkg ugkg %
67-64-1 Acetone ND 59.9 82.3 137
71-43-2 Benzene ND 59.9 57.7 96
100-41-4  Ethylbenzene 1.0 59.9 46.3 76
108-10-1  4-Methyl-2-pentanone(MIBK) ND 59.9 53.2 89
108-88-3  Toluene 1.3 59.9 56.5 92
1330-20-7 Xylene (total) 4.8 180 140 75
CASNo. Surrogate Recoveries MS MSD JA94019-5
1868-53-7 Dibromofluoromethane 113% 113% 113%
17060-07-0 1,2-Dichloroethane-D4 98% 95% 98%
2037-26-5 Toluene-D8 114% 114% 113%
460-00-4  4-Bromofluorobenzene 100% 104% 102%

MSD
ug’kg

61.8
50.1
36.5
51.6
46.8
110

Limits

67-131%
66-130%
76-125%
53-142%

Method: SW846 8260B

MSD
%

103

59
86
76
59

Limits
RPD Rec/RPD

28 12-189/33
14 37-132/21
24 20-144/25
3 36-145/26
19 29-138/23
24 18-145/25
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Raw Data: D188518.D

I nstrument Performance Check (BFB) Page 1 of 1

Job Number: JA93968

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample: VD7671-BFB Injection Date:  10/28/11

Lab FileID: D188518.D Injection Time: 08:53

Instrument ID: GCMSD Z
=

Raw % Rédative

m/e lon Abundance Criteria Abundance Abundance Pass/Fail

50 15.0 - 40.0% of mass 95 14760 17.8 Pass

75 30.0 - 60.0% of mass 95 39411 47.5 Pass

95 Base peak, 100% relative abundance 83021 100.0 Pass

96 5.0 - 9.0% of mass 95 5575 6.72 Pass

173 Less than 2.0% of mass 174 0 0.00 (0.00) 2 Pass

174 50.0 - 120.0% of mass 95 67379 81.2 Pass

175 5.0-9.0% of mass 174 5024 6.05 (7.46) @ Pass

176 95.0 - 101.0% of mass 174 65571 79.0 (97.3) @ Pass

177 5.0 - 9.0% of mass 176 4276 5.15 (6.52) b Pass

(a) Value is % of mass 174
(b) Vaue is % of mass 176

This check appliesto the following Samples, MS, MSD, Blanks, and Standards:

Lab

Lab Date

Sample ID FileID Analyzed

VD7671-1C7671 D188519.D  10/28/11
VD7671-1C7671 D188520.D  10/28/11
VD7671-1C7671 D188521.D  10/28/11
VD7671-1C7671 D188522.D  10/28/11
VD7671-1C7671 D188523.D  10/28/11
VD7671-1C7671 D188524.D  10/28/11
VD7671-ICC7671 D188525.D  10/28/11
VD7671-ICV7671 D188526.D  10/28/11
VD7671-1C7671 D188527.D  10/28/11
VD7671-1C7671 D188528.D  10/28/11

VD7671-MB D188531.D  10/28/11
VD7671-BS D188532.D  10/28/11
JAB9370-5 D188534.D  10/28/11
27272777 D188535.D  10/28/11

JAB9370-5M S D188536.D  10/28/11
JA89370-5M SD D188537.D  10/28/11

Time
Analyzed

09:24
09:53
10:23
10:52
11:22
11:51
12:20
12:50
13:19
13:48
15:33
16:15
17:31
18:05
18:41
19:13

Hours
Lapsed

00:31
01:00
01:30
01:59
02:29
02:58
03:27
03:57
04:26
04:55
06:40
07:22
08:38
09:12
09:48
10:20

Client
Sample ID

Initial cal 0.5
Initial cal 1
Initial cal 2
Initial cal 5
Initial cal 10
Initial cal 20
Initial cal 50

Initial cal verification 50

Initial cal 100
Initial cal 200
Method Blank
Blank Spike

(used for QC only; not part of job JA93968)
(unrelated sample)

Matrix Spike

Matrix Spike Duplicate
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Raw Data: D190173.D

I nstrument Performance Check (BFB) Page 1 of 1

Job Number: JA93968

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample: VD7742-BFB Injection Date:  12/10/11

Lab FileID: D190173.D Injection Time: 09:22

Instrument ID: GCMSD Z
(V)

Raw % Relative

m/e lon Abundance Criteria Abundance Abundance Pass/Fail

50 15.0 - 40.0% of mass 95 20661 18.2 Pass

75 30.0 - 60.0% of mass 95 54299 47.8 Pass

95 Base peak, 100% relative abundance 113595 100.0 Pass

96 5.0 - 9.0% of mass 95 7938 6.99 Pass

173 Less than 2.0% of mass 174 687 0.60 (0.73) 2 Pass

174 50.0 - 120.0% of mass 95 94592 83.3 Pass

175 5.0 - 9.0% of mass 174 7096 6.25 (7.50) @ Pass

176 95.0 - 101.0% of mass 174 92816 81.7 (98.1) & Pass

177 5.0 - 9.0% of mass 176 6126 5.39 (6.60) b Pass

(a) Value is % of mass 174
(b) Vaue is % of mass 176

This check appliesto the following Samples, MS, MSD, Blanks, and Standards:

Lab Lab Date

Sample ID FileID Analyzed
VD7742-CC7671 D190174A.D 12/10/11
VD7742-MB D190176.D  12/10/11
2272777 D190177.D  12/10/11
2272777 D190178.D  12/10/11
VD7742-BS D190179.D  12/10/11
JA93968-1 D190181.D  12/10/11
2272777 D190184.D  12/10/11
2727777 D190185.D  12/10/11
2727777 D190186.D  12/10/11
JA93486-6M S D190190.D  12/10/11
JA93486-6M SD D190191.D  12/10/11
JA93486-6 D190193.D  12/10/11
2727777 D190194.D  12/10/11

Time
Analyzed

11:33
12:45
13:31
14:16
14:46
15:50
17:19
17:49
18:19
18:48
19:18
20:17
20:47

Hours
Lapsed

02:11
03:23
04:09
04:54
05:24
06:28
07:57
08:27
08:57
09:26
09:56
10:55
11:25

Client
Sample ID

Continuing cal 20

Method Blank
(unrelated sample)
(unrelated sample)
Blank Spike
P-1(0.5-1.5)
(unrelated sample)
(unrelated sample)
(unrelated sample)
Matrix Spike

Matrix Spike Duplicate
(used for QC only; not part of job JA93968)
(unrelated sample)
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Raw Data: X121112.D

I nstrument Performance Check (BFB) Page 1 of 1
Job Number:  JA93968
Account: AMANYWP Anderson, Mulholland & Associates
Project: BMSMC, Building 5 Area, PR
Sample: VX5154-BFB Injection Date: 11/28/11
Lab FileID: X121112.D Injection Time: 13:26
Instrument ID: GCMSX Z
w
Raw % Relative
m/e lon Abundance Criteria Abundance Abundance Pass/Fail
50 15.0 - 40.0% of mass 95 8271 17.8 Pass
75 30.0 - 60.0% of mass 95 20781 44.8 Pass
95 Base peak, 100% relative abundance 46360 100.0 Pass
96 5.0 - 9.0% of mass 95 3140 6.77 Pass
173 Less than 2.0% of mass 174 0 0.00 (0.00) & Pass
174 50.0 - 120.0% of mass 95 46008 99.2 Pass
175 5.0 - 9.0% of mass 174 3529 7.61 (7.67) 2 Pass
176 95.0 - 101.0% of mass 174 44296 95.5 (96.3) & Pass
177 5.0 - 9.0% of mass 176 2855 6.16 (6.45) P Pass
(a) Value is % of mass 174
(b) Vaue is % of mass 176
This check appliesto the following Samples, MS, MSD, Blanks, and Standards:
Lab Lab Date Time Hours Client
Sample ID FileID Analyzed Analyzed Lapsed Sample D
VX5154-1C5154 X121113.D 11/28/11  14:23 00:57 Initial cal 0.5
222777 X121113A.D 11/28/11  14:23 00:57 (unrelated sample)
VX5154-1C5154  X121114.D  11/28/11  14:52 01:26 Initial cal 1
272727277 X121114A.D 11/28/11  14:52 01:26 (unrelated sample)
VX5154-1C5154 X121115.D 11/28/11 15:22 01:56 Initial ca 2
VX5154-1C5154 X121116.D 11/28/11 1551 02:25 Initial cal 5
VX5154-1C5154 X121117.D 11/28/11 16:20 02:54 Initial cal 10
VX5154-1C5154 X121118.D 11/28/11  16:49 03:23 Initial cal 20
VX5154-1CC5154 X121119.D 11/28/11 17:18 03:52 Initial cal 50
VX5154-1C5154 X121120.D 11/28/11  17:47 04:21 Initial cal 100
VX5154-1C5154 X121121.D 11/28/11 18:17 04:51 Initial cal 200
VX5154-1CV5154 X121124.D 11/28/11  19:45 06:19 Initial cal verification 50
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Raw Data: X121546.D

I nstrument Performance Check (BFB) Page 1 of 1
Job Number:  JA93968
Account: AMANYWP Anderson, Mulholland & Associates
Project: BMSMC, Building 5 Area, PR
Sample: VX5173-BFB Injection Date:  12/09/11
Lab FileID: X121546.D Injection Time: 08:53
Instrument ID: GCMSX Z
~
Raw % Relative
m/e lon Abundance Criteria Abundance Abundance Pass/Fail
50 15.0 - 40.0% of mass 95 11211 16.4 Pass
75 30.0 - 60.0% of mass 95 30056 43.9 Pass
95 Base peak, 100% relative abundance 68517 100.0 Pass
96 5.0 - 9.0% of mass 95 4886 7.13 Pass
173 Less than 2.0% of mass 174 0 0.00 (0.00) & Pass
174 50.0 - 120.0% of mass 95 66840 97.6 Pass
175 5.0 - 9.0% of mass 174 5456 7.96 (8.16) @ Pass
176 95.0 - 101.0% of mass 174 64608 94.3 (96.7) & Pass
177 5.0 - 9.0% of mass 176 4480 6.54 (6.93) b Pass
(a) Value is % of mass 174
(b) Vaue is % of mass 176
This check appliesto the following Samples, MS, MSD, Blanks, and Standards:
Lab Lab Date Time Hours Client
Sample ID FileID Analyzed Analyzed Lapsed Sample D
VX5173-CC5154  X121548.D 12/09/11 10:01 01:08 Continuing cal 20
VX5173-MB2 X121549.D 12/09/11 10:32 01:39 Method Blank
VX5173-BS2 X121550.0  12/09/11 11:12 02:19 Blank Spike
272727277 X121552.D 12/09/11 12:11 03:18 (unrelated sample)
VX5173-CC5154  X121553.D 12/09/11  13:03 04:10 Continuing cal 20
VX5174-MB X121554.D 12/09/11 13:32 04:39 Method Blank
VX5174-BS X121555.D 12/09/11  14:08 05:15 Blank Spike
JA93445-17 X121557.D  12/09/11 15:23 06:30 (used for QC only; not part of job JA93968)
JA93445-17TMS X121558.D 12/09/11 15:52 06:59 Matrix Spike
JA93445-17MSD  X121559.D 12/09/11 16:21 07:28 Matrix Spike Duplicate
12727277 X121561.D 12/09/11 17:21 08:28 (unrelated sample)
12727277 X121562.D 12/09/11  17:50 08:57 (unrelated sample)
2272777 X121563.D 12/09/11 18:20 09:27 (unrelated sample)
227777 X121564.D  12/09/11  18:49 09:56 (unrelated sample)
2272777 X121565.D 12/09/11  19:18 10:25 (unrelated sample)
JA93968-2 X121566.D  12/09/11 19:47 10:54 P-2 (1.5-2)
JA93968-4 X121567.D  12/09/11 20:16 11:23 P-4 (4-5)
JA93968-5 X121568.D  12/09/11 20:46 11:53 P-6 (0-1)
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Raw Data: X121638.D

I nstrument Performance Check (BFB) Page 1 of 1

Job Number: JA93968

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample: VX5178-BFB Injection Date:  12/12/11

Lab FileID: X121638.D Injection Time: 08:52

Instrument ID: GCMSX Z
ol

Raw % Relative

m/e lon Abundance Criteria Abundance Abundance Pass/Fail

50 15.0 - 40.0% of mass 95 17757 16.5 Pass

75 30.0 - 60.0% of mass 95 47024 43.6 Pass

95 Base peak, 100% relative abundance 107755 100.0 Pass

96 5.0 - 9.0% of mass 95 7325 6.80 Pass

173 Less than 2.0% of mass 174 0 0.00 (0.00) & Pass

174 50.0 - 120.0% of mass 95 106397 98.7 Pass

175 5.0 - 9.0% of mass 174 8880 8.24 (8.35) 2 Pass

176 95.0 - 101.0% of mass 174 103565 96.1 (97.3) @ Pass

177 5.0 - 9.0% of mass 176 7033 6.53 (6.79) b Pass

(a) Value is % of mass 174
(b) Vaue is % of mass 176

This check appliesto the following Samples, MS, MSD, Blanks, and Standards:

Lab Lab Date

Sample ID FileID Analyzed
VX5178-CC5154  X121639.D  12/12/11
VX5177-MB2 X121641.D  12/12/11
VX5177-BS2 X121642.0  12/12/11
JA93657-59M S X121644.D  12/12/11
JA93657-57DUP  X121645.D  12/12/11
VX5178-MB X121646.D  12/12/11
VX5178-BS X121647.D  12/12/11
JA94019-5 X121648.0  12/12/11
JA93968-3 X121649.D  12/12/11
JA93968-6 X121650.D  12/12/11
JA94019-5M S X121651.D  12/12/11
JA94019-5M SD X121652.D  12/12/11
2727777 X121653.D  12/12/11
2727777 X121655.D  12/12/11
2727777 X121656.D  12/12/11
2727777 X121657.D  12/12/11
2272777 X121658.D  12/12/11
2272777 X121660.D  12/12/11
2272777 X121661.D  12/12/11

Time
Analyzed

09:25
10:47
11:25
12:33
13:03
13:32
14:13
14:48
15:17
15:46
16:15
16:45
17:14
18:13
18:42
19:11
19:40
20:09
20:39

Hours
Lapsed

00:33
01:55
02:33
03:41
04:11
04:40
05:21
05:56
06:25
06:54
07:23
07:53
08:22
09:21
09:50
10:19
10:48
11:17
1147

Client
Sample ID

Continuing cal 20
Method Blank

Blank Spike

Matrix Spike

Duplicate

Method Blank

Blank Spike

(used for QC only; not part of job JA93968)
P-3 (1-2)

P-7 (0-1)

Matrix Spike

Matrix Spike Duplicate
(unrelated sample)
(unrelated sample)
(unrelated sample)
(unrelated sample)
(unrelated sample)
(unrelated sample)
(unrelated sample)
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Volatile Internal Standard Area Summary Page 1 of 1
Job Number:  JA93968
Account: AMANYWP Anderson, Mulholland & Associates
Project: BMSMC, Building 5 Area, PR
Check Std: VD7742-CC7671 Injection Date:  12/10/11
Lab FileID: D190174A.D Injection Time: 11:33
Instrument ID: GCMSD Method: SW846 8260B g
N
IS1 1S2 1S3 1S4 1S5
AREA RT AREA RT AREA RT AREA RT AREA RT
Check Std 188505 7.51 311742 9.75 502217 10.66 511207 13.99 289871 16.58
Upper Limit & 377010 8.01 623484 10.25 1004434 11.16 1022414 14.49 579742 17.08
Lower LimitP 94253 7.01 155871 9.25 251109 10.16 255604  13.49 144936  16.08
Lab IS1 IS2 IS3 IS4 IS5
Sample ID AREA RT  AREA RT  AREA RT  AREA RT  AREA RT
VD7742-MB 149713 7.53 262148 9.75 416454 10.65 433164 13.99 246011 16.58
22727277 187646 7.53 325931 9.74 525520 10.65 566498 13.99 325711 16.58
22727277 193562 7.51 314825 9.75 510505 10.66 547010 13.99 298397 16.58
VD7742-BS 158300 7.51 263694 9.75 429589  10.65 446507  13.99 262348  16.57
JA93968-1 ¢ 147592 7.52 260482 9.75 419179 10.66 442904 13.99 248212 16.58
1272777 149398 7.53 257529 9.75 410195 10.66 430983 13.99 256316 16.58
1272777 149359 7.52 254967 9.75 406501 10.66 424364 13.99 253028 16.58
12727277 151029 7.52 252990 9.75 400132 10.66 414905 13.99 247674 16.58
JA93486-6M S 157053 7.53 263784 9.75 427271 10.65 412972 13.99 251332 16.57
JAQ3486-6MSD 154121  7.53 263326 9.75 422740 10.65 421752  13.99 260702  16.58
JA93486-6 148588  7.52 259325 9.75 409015 10.66 431868  13.99 258798  16.58
2272777 154194 7.53 260831 9.75 413194 10.65 435559  13.99 258938  16.58
1IS1 = Tert Butyl Alcohol-D9
1S2 = Pentafluorobenzene
1S3 = 1,4-Difluorobenzene
1S4 = Chlorobenzene-D5
IS5 = 1,4-Dichlorobenzene-d4
(a) Upper Limit = + 100% of check standard area; Retention time + 0.5 minutes.
(b) Lower Limit = -50% of check standard area; Retention time -0.5 minutes.
(c) Diluted due to high concentration of target compound.
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Volatile Internal Standard Area Summary Page 1 of 1
Job Number:  JA93968
Account: AMANYWP Anderson, Mulholland & Associates
Project: BMSMC, Building 5 Area, PR
Check Std: VX5173-CC5154 Injection Date:  12/09/11
Lab FileID: X121553.D Injection Time: 13:03
Instrument ID: GCMSX Method: SW846 8260B g
N
IS1 1S2 1S3 1S4 1S5
AREA RT AREA RT AREA RT AREA RT AREA RT
Check Std 70217 7.27 199553 9.96 288662 11.13 292509  15.35 159333 18.15
Upper Limit 2 140434  7.77 399106 10.46 577324  11.63 585018  15.85 318666  18.65
Lower Limit P 35109 6.77 99777 9.46 144331 10.63 146255 14.85 79667 17.65
Lab IS1 IS2 IS3 IS4 IS5
Sample ID AREA RT  AREA RT  AREA RT  AREA RT  AREA RT
VX5174-MB 77085 7.28 201457 9.97 291334 11.13 292140 15.35 155375 18.15
VX5174-BS 69742 7.27 196137 9.97 285416 11.13 289572 15.35 155913 18.15
JA93445-17 100666  7.27 200243 9.97 290686  11.13 299996  15.35 168452  18.15
JA93445-17MS 82189 7.28 200356 9.97 293282  11.13 300418 15.35 162971  18.15
JA93445-17TMSD 92221 7.28 196583 9.97 288162 11.13 294047 15.35 161742 18.15
1272777 71699 7.27 217540 9.97 310575 11.13 300713 15.35 154848 18.15
1272777 78774 7.27 217804 9.97 312336 11.14 309498 15.35 159204 18.15
12727277 75595 7.27 205717 9.97 295503 11.13 294153 15.35 159194 18.15
27272777 78863 7.27 210520 9.97 303660 11.13 303919 15.35 160707 18.15
2272777 83419 7.28 193394 9.97 282599 11.13 271075 15.35 129758 18.15
JA93968-2 78258 7.27 210001 9.97 302530 11.13 302272 15.35 157926  18.15
JA93968-4 78438 7.27 206676  9.97 295926  11.13 292654  15.35 150753  18.15
JA93968-5 81512 7.27 212079 9.97 302879 11.13 294917 15.35 144112 18.15
IS1 = Tert Butyl Alcohol-D9
1S2 = Pentafluorobenzene
1S3 = 1,4-Difluorobenzene
1S4 = Chlorobenzene-D5
IS5 = 1,4-Dichlorobenzene-d4
(a) Upper Limit = + 100% of check standard area; Retention time + 0.5 minutes.
(b) Lower Limit = -50% of check standard area; Retention time -0.5 minutes.
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Volatile Internal Standard Area Summary Page 1 of 1
Job Number: JA93968
Account: AMANYWP Anderson, Mulholland & Associates
Project: BMSMC, Building 5 Area, PR
Check Std: VX5178-CC5154 Injection Date:  12/12/11
Lab FileID: X121639.D Injection Time: 09:25
Instrument ID: GCMSX M ethod: SW846 8260B g
w
I1S1 1S2 1S3 1S4 1S5
AREA RT AREA RT AREA RT AREA RT AREA RT
Check Std 84784 7.26 235002 9.94 344525  11.11 371433 15.33 195099 18.13
Upper Limit 2 169568 7.76 470004 10.44 689050 11.61 742866  15.83 390198  18.63
Lower Limit P 42392 6.76 117501 9.44 172263 10.61 185717 14.83 97550 17.63
Lab IS1 IS2 1S3 1S4 IS5
Sample ID AREA RT AREA RT AREA RT AREA RT AREA RT
VX5177-MB2 87392 7.24 221314 9.94 321542 11.11 351927 15.33 183564 18.13
VX5177-BS2 73969 7.25 211511 9.94 314565 11.11 344381 15.33 185084 18.13
JA93657-50MS 71941 7.25 176483 9.94 260493 11.11 289278  15.34 156066  18.13
JA93657-57DUP 91823 7.26 218898 9.95 317821  11.11 342351  15.34 182882 18.13
VX5178-MB 78034 7.26 206787 9.95 302727 11.11 320294 15.34 169996 18.14
VX5178-BS 77112 7.26 203123 9.95 304107 11.11 326146 15.34 177574 18.14
JA94019-5 79696 7.27 205881 9.94 305599 11.11 317087 15.34 156532 18.14
JA93968-3 80889 7.26 220917 9.96 324018 11.12 338857 15.34 179833 18.14
JA93968-6 81971 7.25 217544 9.95 317784  11.12 336060 15.34 182028 18.13
JA94019-5M S 77562 7.26 203861 9.95 303702 11.12 317033 15.34 163174 18.14
JA94019-5MSD 76705 7.26 204359 9.95 304654  11.12 315689  15.34 154902 18.13
27277727 77599 7.26 207974 9.95 305513 11.12 322952 15.34 182142 18.13
27277727 79194 7.26 219678 9.95 326073 11.12 344132 15.34 187692 18.13
222777 82190 7.26 214250 9.95 315534 11.12 334184  15.34 181998  18.13
27272777 95341 7.26 211219 9.95 311255 11.12 330373 15.34 179718 18.14
2272777 86351 7.25 210556 9.95 309335 11.12 317489 15.34 166273 18.13
222777 92013 7.25 205283 9.95 304255 11.12 321038 15.34 169243  18.13
2272777 86310 7.26 210047 9.95 309652 11.12 327529 15.34 177115 18.13
1IS1 = Tert Butyl Alcohol-D9
1S2 = Pentafluorobenzene
1S3 = 1,4-Difluorobenzene
1S4 = Chlorobenzene-D5
IS5 = 1,4-Dichlorobenzene-d4
(a) Upper Limit = + 100% of check standard area; Retention time + 0.5 minutes.
(b) Lower Limit = -50% of check standard area; Retention time -0.5 minutes.
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Volatile Surrogate Recovery Summary Page 1 of 1
Job Number:  JA93968

Account: AMANYWP Anderson, Mulholland & Associates
Project: BMSMC, Building 5 Area, PR
Method: SW846 8260B Matrix: SO

Samples and QC shown here apply to the above method

' I

Lab Lab

Sample ID FileID S1 2 S3 A
JA93968-1 D190181.D 90.0 91.0 98.0 85.0
JA93968-2 X121566.D 110.0 99.0 114.0 99.0
JA93968-3 X121649.D 110.0 94.0 115.0 99.0
JA93968-4 X121567.D 110.0 99.0 113.0 99.0
JA93968-5 X121568.D 110.0 98.0 113.0 103.0
JA93968-6 X121650.D 77.0 94.0 115.0 98.0
JA93445-17TMS  X121558.D 115.0 104.0 114.0 96.0
JA93445-17TMSD X121559.D 116.0 107.0 115.0 96.0
JA93486-6M S D190190.D 93.0 91.0 94.0 79.0
JA93486-6MSD D190191.D 93.0 90.0 94.0 80.0
JA94019-5MS X121651.D 113.0 98.0 114.0 100.0
JA94019-5MSD X121652.D 113.0 95.0 114.0 104.0
VD7742-BS D190179.D 92.0 90.0 98.0 82.0
VD7742-MB D190176.D 90.0 91.0 97.0 83.0
VX5174-BS X121555.D 111.0 99.0 114.0 97.0
VX5174-MB X121554.D 112.0 101.0 114.0 97.0
VX5178-BS X121647.D 115.0 97.0 114.0 96.0
VX5178-MB X121646.D 111.0 97.0 115.0 98.0
Surrogate Recovery

Compounds Limits

S1 = Dibromofluoromethane 67-131%

S2 = 1,2-Dichloroethane-D4 66-130%

S3 = Toluene-D8 76-125%

$4 = 4-Bromofluorobenzene 53-142%
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Raw Data: [oNReisicykcND) D188520.D D188521.D D188522.D D188523.D D188524.D D188525.D D188527.D

Initial Calibration Summary Page1of 5
Job Number: JA93968 Sample: VD7671-ICC7671
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: D188525.D
Project: BMSMC, Building 5 Area, PR
Response Factor Report MSD
Met hod : C \ HPCHEM 1\ METHODS\ MD7671. M ( RTE | nt egr at or)
Title : SW 846 Method 8260B o
Last Update : Mn COct 31 08:44:12 2011 g
Response via : Initial Calibration [
Calibration Files
5 =D188522.D 2 =D188521.D 0.5 =D188519.D 50 =D188525.
100 =D188527.D 1  =D188520.D 200 =D188528.D 20 =D188524.
10 =D188523.D =
Conpound
5 2 0.5 50 100 200 20 10 Avg %:SD
1) | Tert Butyl Alcohol-d9 ---------------- ISTD- - - - e e - e oo - - -
2) 1, 4-dioxane
0.078 0.107 0.112 0.128 0.100 0.093 . 103 16. 69
----- Li near regression ----- Coefficient = 0.9963
Response Ratio = -0.03405 + 0.12895 *A
3) tertiary butyl al cohol
1.113 1.129 1.418 1.379 1.342 1.357 1.353 1.405 1.201 . 299 9.14
4) | pent af | uor obenzene ~ ---------------- ISTD-------- - - oo - - -
5) 1,2-dichloro-1,2,2-trifluoroet
000# -1.00
6) chlorodifl uoronethane
0. 622 0.595 0.655 0.673 0.672 0.648 0.663 0.725 0.607 . 651 6. 06
7) dichl orodifl uoronethane
0.723 0.643 0.764 0.752 0.697 0.759 0.876 0.715 . 741 9.10
8) chl oronet hane
0.723 0.698 0.809 0.815 0.814 0.779 0.836 0.896 0.735 . 790 7.89
9) vinyl chloride
0.714 0.672 0.809 0.805 0.788 0.718 0.777 0.894 0.725 . 767 8.75
10) brononet hane
0.457 0.446 0.510 0.501 0.450 0.503 0.574 0. 464 . 488 8.84
11) chl or oet hane
0.422 0.420 0.418 0.489 0.487 0.444 0.379 0.526 0.432 . 446 10. 21
12) vinyl bronide
.000# -1.00
13) trichlorofluoronethane
0.831 0.769 0.935 0.939 0.813 0.935 1.041 0.833 . 887 10. 13
14) pentane
1.148 1.069 1.225 1.269 1.263 1.334 1.302 1.357 1.133 . 233 7.95
15) ethyl ether
0.341 0.349 0.388 0.412 0.409 0.320 0.404 0.427 0.338 . 376 10. 44
16) acrolein
0.141 0.144 0. 149 0.145 0.121 . 140 7.94
17) chlorotrifl uoroethene
.000# -1.00
18) 1, 1-dichl oroet hene
0.561 0.558 0.620 0.618 0.619 0.572 0.598 0.656 0.547 . 594 6.18
19) acetone
0. 052 0. 069 0. 067 0. 066 0.069 0.061 .064 10.22
20) allyl chloride
1.295 1.031 1.328 1.297 1.239 1.428 1.220 . 263 9. 69
21) acetonitrile
0. 034 0. 041 0. 040 0. 039 0.036 0.035 . 037 7.71
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Initial Calibration Summary Page2 of 5
Job Number: JA93968 Sample: VD7671-1CC7671
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: D188525.D
Project: BMSMC, Building 5 Area, PR
22) acetal dehyde
0. 000# -1.00
23) i odonet hane
0.936 0.925 0.935 1.087 1.100 0.852 1.056 1.131 0.925 0.994 9.97 o
24) iso-butyl al cohol g
0. 003 0. 004 0.003 0. 003 0.003 0.003 0.003# 12.82 [N
25) carbon disul fide
1.833 1.783 1.934 2.077 2.093 1.719 1.970 2.214 1.779 1.934 8.74
26) nethylene chloride
0.634 0.627 0.709 0.728 0.729 0.653 0.686 0.770 0.629 0.685 7.59
27) nethyl acetate
0. 540 0.548 0.539 0.527 0.563 0.466 0.531 6. 36
28) nmethyl tert butyl ether
1.817 1.815 1.988 2.110 2.106 1.688 2.004 2.204 1.822 1.950 8. 87
29) trans-1, 2-dichl oroet hene
0.595 0.575 0.646 0.661 0.669 0.579 0.643 0.708 0.576 0.628 7.71
30) di-isopropyl ether
1.868 1.934 1.981 2.191 2.145 1.873 2.030 2.290 1.914 2.025 7.46
31) ethyl tert-butyl ether
1.797 1.818 1.865 2.118 2.117 1.817 2.000 2.202 1.836 1.952 8.11
32) 2-butanone
0. 064 0. 087 0.086 0.085 0.086 0.068 0.079 13. 20
33) 1, 1-dichloroethane
1.055 0.997 1.129 1.205 1.159 0.984 1.115 1.260 1.025 1.103 8. 65
34) chl oroprene
0.884 0.834 0.870 0.982 0.989 0.803 0.973 1.030 0.841 0.912 9.02
35) acrylonitrile
0. 226 0.269 0.263 0.252 0.277 0.226 0.252 8.70
36) vinyl acetate
0. 093 0.137 0.143 0.148 0.144 0.111 0.129 17.10
----- Li near regression ----- Coefficient = 0.9997
Response Ratio = -0.00713 + 0.14890 *A
37) ethyl acetate
0. 088 0.085 0.072 0.078 0.085 0.062 0.078 12.83
38) 2, 2-dichl oropropane
0.904 0.881 0.949 0.994 0.979 0.886 0.940 1.052 0.884 0.941 6. 27
39) cis-1,2-dichloroethene
0.638 0.614 0.697 0.728 0.732 0.591 0.697 0.770 0.624 0.677 9.17
40) propionitrile
0. 087 0.104 0.101 0.099 0.104 0.091 0.098 7.39
41) bronochl or onet hane
0.293 0.273 0.346 0. 350 0.339 0.363 0.289 0.322 11.12
42) tetrahydrofuran
0. 081 0.100 0.097 0.096 0.101 0.079 0.092 10. 67
43) chloroform
0.965 0.907 1.006 1.110 1.107 0.864 1.062 1.163 0.944 1.014 10.07
44) di br onof | uor omet hane (s)
0.501 0.476 0.573 0.590 0.574 0.556 0.600 0.494 0.546 8.77
45) 1, 2-di chl oroet hane-d4 (s)
0.598 0.548 0.697 0.698 0.713 0.663 0.671 0.725 0.588 0.656 9.58
46) freon 113
0. 418 0.471 0. 482 0.491 0.515 0.423 0. 467 8.23
47) nethacrylonitrile
0.297 0.332 0.408 0.404 0.385 0.397 0.409 0.324 0.370 12.08
48) t-butyl formate
0.491 0.492 0.624 0.632 0.479 0.609 0.633 0.524 0.560 12. 47
49) 1,1,1-trichloroethane
0.879 0.797 0.884 0.997 0.999 0.780 0.965 1.042 0.853 0.911 10. 31
50) tert-anyl nethyl ether
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Initial Calibration Summary Page 3 of 5
Job Number: JA93968 Sample: VD7671-1CC7671
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: D188525.D
Project: BMSMC, Building 5 Area, PR
1.713 1.788 1.936 2.007 2.007 1.822 1.906 2.078 1.735 1.888 6. 90
51) | 1, 4-di fl uorobenzene  ---------------- ISTD--------mmmmmm oo -
52) cycl ohexane o
0.578 0.543 0.617 0.620 0.609 0.575 0.615 0.659 0.551 0.596 6. 25 g
53) tert anyl al cohol [N
0. 018 0.019 0.016 0.017 0.017 0.022 0.017 0.017 0.016 0.018 9.98
54) 2,2,4-trimethyl pentane
1.421 1.352 1.727 1.528 1.517 1.436 1.523 1.690 1.364 1.506 8.77
55) epi chl orohydrin
0.043 0.044 0.043 0.046 0.045 0.048 0.044 0.047 0.042 0.045 4. 65
56) n-butyl al coho
0.009 0.013 0.013 0.013 0.012 0.013 0.012 0.011 0.012 11. 27
57) carbon tetrachl oride
0.462 0.432 0.491 0.531 0.536 0.428 0.533 0.547 0.449 0.490 9.85
58) 1, 1-dichl oropropene
0.498 0.481 0.516 0.562 0.549 0.495 0.547 0.582 0.486 0.524 7.04
59) hexane
0.514 0.497 0.559 0.543 0.533 0.514 0.548 0.607 0.493 0.534 6. 61
60) benzene
1.465 1.432 1.509 1.667 1.625 1.350 1.540 1.738 1.441 1.530 8.19
61) heptane
0.281 0. 260 0.305 0.303 0.278 0.316 0.336 0.253 0.291 9.74
62) isopropyl acetate
0. 603 0.786 0.775 0.774 0.783 0.661 0.730 10. 71
63) 1, 2-dichl oroet hane
0.483 0.461 0.512 0.565 0.564 0.427 0.554 0.581 0.479 0.514 10.59
64) Ethyl Acrylate
0. 403 0.544 0.537 0.534 0.526 0.419 0.494 13.07
65) trichloroethene
0.374 0.356 0.392 0.422 0.421 0.347 0.416 0.438 0.362 0.392 8.55
66) 2-nitropropane
0.104 0.136 0.139 0.141 0.130 0.108 0.126 12.93
67) 2-chloroethyl vinyl ether
0.221 0.221 0.270 0. 268 0.258 0.277 0.231 0.249 9. 68
68) nethyl methacrylate
0. 097 0.126 0.126 0.128 0.127 0.098 0.117 12.83
69) tert-anyl ethyl ether
0.516 0.479 0.494 0.624 0.624 0.486 0.601 0.640 0.513 0.553 12.19
70) 1, 2-di chl oropropane
0.377 0.373 0.396 0.441 0.435 0.349 0.430 0.453 0.368 0.403 9.35
71) nethyl cycl ohexane
0. 637 0.622 0.690 0.693 0.696 0.637 0.707 0.762 0.625 0.674 6.99
72) di bromomet hane
0.222 0.206 0.243 0.263 0.264 0.207 0.262 0.270 0.224 0.240 10. 79
73) bronodi chl or onet hane
0.457 0.431 0.490 0.558 0.559 0.410 0.553 0.567 0.456 0.498 12. 44
74) cis-1, 3-dichl oropropene
0.588 0.540 0.618 0.706 0.702 0.547 0.684 0.727 0.587 0.633 11. 44
75) toluene-d8 (s)
1.263 1.112 1.447 1.401 1.406 1.406 1.314 1.446 1.219 1.335 8. 69
76) 4-nmet hyl - 2- pent anone
0.160 0. 141 0.184 0.181 0.184 0.187 0.157 0.171 10. 47
77) toluene
0.908 0.866 0.975 1.045 1.033 0.810 1.002 1.077 0.896 0.957 9.52
78) 3-nmethyl -1-butano
0. 010 0.010 0. 013 0.013 0.010 0.014 0.013 0.011 0.012 14.12
79) trans-1, 3-dichl oropropene
0.541 0.511 0. 666 0.661 0.647 0.678 0.549 0.608 11.61
80) ethyl nethacrylate
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Initial Calibration Summary Page 4 of 5
Job Number: JA93968 Sample: VD7671-1CC7671
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: D188525.D
Project: BMSMC, Building 5 Area, PR
0. 486 0. 466 0.596 0.588 0.586 0.602 0.502 0.546 10. 80
81) 1,1,2-trichloroethane
0.275 0. 254 0.324 0.323 0.317 0.336 0.279 0.301 10. 45
82) 2-hexanone o
0.166 0.139 0.168 0. 167 0.172 0.184 0.151 0.164 8.95 g
H
83) | chl orobenzene-d5 - --------------- ISTD- - - - - e e e e oo - - -
84) tetrachl oroet hene
0.406 0.384 0.447 0.486 0.492 0.367 0.485 0.510 0.412 0.443 11.88
85) 1, 3-di chl oropropane
0.587 0.556 0.689 0.714 0.699 0.518 0.682 0.744 0.612 0.644 12.14
86) butyl acetate
0. 152 0.297 0.299 0.310 0.291 0.221 0.261 23.91
----- Li near regression ----- Coefficient = 0.9998
Response Ratio = -0.01629 + 0.31250 *A
87) 3, 3-di nmethyl -1- but ano
0.037 0.040 0.040 0.051 0.049 0.040 0.054 0.048 0.044 0.045 13.21
88) di bronochl or onet hane
0. 344 0.468 0.478 0.472 0.476 0.372 0.435 13.87
89) 1, 2-di bronpet hane
0.335 0.314 0.388 0.435 0.433 0.299 0.424 0.448 0.359 0.382 14. 86
90) chl orobenzene
1.019 0.980 1.246 1.215 1.202 0.961 1.162 1.273 1.048 1.123 10. 78
91) 1,1,1,2-tetrachl oroet hane
0.358 0.336 0.427 0.456 0.461 0.350 0.455 0.468 0.375 0.410 13. 17
92) et hyl benzene
1.764 1.721 2.077 2.107 2.057 1.656 1.903 2.223 1.821 1.925 10. 28
93) m p-xyl ene
0.710 0.693 0.803 0.835 0.824 0.662 0.764 0.878 0.721 0.766 9.61
94) o-xyl ene
0.693 0.657 0.779 0.842 0.841 0.633 0.797 0.883 0.718 0.760 11.68
95) styrene
1.166 1.070 1.453 1. 443 1.344 1.505 1.213 1.314 12.64
96) bronoform
0. 247 0.344 0. 359 0.359 0.344 0.262 0.319 15.82
----- Li near regression ----- Coefficient = 0.9999
Response Ratio = -0.01344 + 0.36244 *A
97) |1 1, 4-di chl orobenzene-d ---------------- ISTD- - - - - e e e e oo - - -
98) i sopropyl benzene
3.477 3.281 3.878 3.762 3.201 3.400 4.061 3.370 3.554 8. 69
99) 4-bronofl uor obenzene (s)
1.133 1.041 1.109 1.122 1.304 1.076 1.137 1.169 1.136 6. 88
100) bronobenzene
0.853 0.813 1.001 1.009 0.780 0.977 1.036 0.851 0.915 11.01
101) cycl ohexanone
0. 072 0. 095 0.085 0.080 0.076 0.086 0.082 9. 96
102) 1,1,2,2-tetrachl oroet hane
0.932 0.942 1.052 1.022 0.871 0.985 1.108 0.943 0.982 7.72
103) trans-1, 4-dichloro-2-butene
0. 230 0. 305 0. 305 0.300 0.309 0.241 0.282 12.87
104) 1,2,3-trichloropropane
0. 256 0. 244 0.302 0.295 0.243 0.292 0.313 0.263 0.276 10. 04
105) n-propyl benzene
4.094 3.874 4.545 4,343 3.698 3.839 4.788 3.992 4.147 9.14
106) p-ethyltol uene
3.022 2.850 3.633 3.581 2.764 3.243 3.788 3.093  3.247 11.75
107) 2-chl orotol uene
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Initial Calibration Summary Page 5 of 5
Job Number: JA93968 Sample: VD7671-1CC7671
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: D188525.D
Project: BMSMC, Building 5 Area, PR
0.823 0.788 0.928 0.935 0.746 0.914 0.962 0.790 0.861 9. 64
108) 4-chl orotol uene
2.684 2.638 2.898 2.834 2.547 2.685 3.029 2.506 2.728 6.57
109) 1, 3,5-trinethyl benzene .
3.231 3.006 3.429 3.340 2.863 3.077 3.541 2.980  3.183 7.52 g
110) tert-butyl benzene [N
2.582 2.414 2.927 2.912 3.124 2.704 3.025 2.515 2.775 9.30
111) pentachl or oet hane
0.526 0.480 0. 648 0. 659 0.632 0.667 0.540 0.593 12. 76
112) 1,2,4-trimethyl benzene
3.061 2.865 3.467 3.423 2.785 3.113 3.647 3.013 3.172 9.69
113) sec-butyl benzene
3.879 3.769 4.373 4.206 3.682 3.742 4.599 3.821 4.009 8. 47
114) 1, 3-dichl or obenzene
1.636 1.533 1.939 1.937 1.416 1.838 2.023 1.650 1.746 12.52
115) p-isopropyltol uene
3.142 2.950 3.625 3.526 2.870 3.178 3.814 3.161  3.283 10. 20
116) 1, 4-dichl or obenzene
1.852 1.803 2.031 2.011 1.810 1.904 2.150 1.785 1.918 6. 90
117) Benzyl Chloride
1.609 2.155 2.100 2.006 2.182 1.763 1.969 11.82
118) p-diethyl benzene
1.897 1.645 2.251 2.230 1.707 2.063 2.308 1.901 2.000 12. 64
119) 1, 2-dichl orobenzene
1.680 1.571 1.923 1.901 1.496 1.797 2.024 1.670 1.758 10. 48
120) n-butyl benzene
1.695 1.532 2.028 2.012 1.924 2.115 1.721 1.861 11. 48
121) 1,2,4,5-tetramet hyl benzene
2.676 3.443 3.328 2.937 3.480 2.799 3.111 11. 23
122) 1, 2-di br ono- 3-chl or opr opane
0.139 0.175 0.174 0.170 0.180 0.150 0.165 9.91
123) 1,3,5-trichlorobenzene
1.173 1.513 1.497 1.427 1.551 1.242 1.401 11.15
124) 1,2,4-trichl orobenzene
0. 839 1.237 1.242 1.197 1.231 0.925 1.112 16. 26
----- Li near regression ----- Coefficient = 0.9993
Response Ratio = -0.00703 + 1.20930 *A
125) hexachl or obut adi ene
0.571 0.714 0.719 0.701 0.740 0.590 0.672 10. 79
126) napht hal ene
1.566 2.346 2.294 2.186 2.335 1.759 2.081 16. 09
----- Li near regression ----- Coefficient = 0.9988
Response Ratio = 0.02258 + 2.20599 *A
127) 1,2,3-trichl orobenzene
0. 585 0.881 0.885 0.873 0.866 0.657 0.791 16. 89
----- Li near regression ----- Coefficient = 0.9998
Response Ratio = -0.01835 + 0.88172 *A
128) hexachl or oet hane
0.530 0.499 0.659 0.671 0.490 0.668 0.668 0.525 0.589 14. 29
(#) = Qut of Range ### Nunber of calibration |evels exceeded format ###
MD7671. M Mon Cct 31 08:47:19 2011 RPT1
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Raw Data: D188526.D

Initial Calibration Verification Page 1 of 3
Job Number: JA93968 Sample: VD7671-ICV7671
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: D188526.D
Project: BMSMC, Building 5 Area, PR
Eval uate Continuing Calibration Report
Data File : C \HPCHEM 1\ DATA\ D188526. D Vial: 9
Acg On 28 Cct 2011 12:50 pm Qperator: EmlyT o
Sanpl e | CV7671-50 | nst : MsD g
M sc : Ms20017, VD7671, 5, , 100, 5, 1 Mul tiplr: 1.00 [\
M5 I ntegration Params: RTEINT. P
Met hod C: \ HPCHEM 1\ METHODS\ MD7671. M ( RTE | nt egrat or)
Title SW 846 Met hod 8260B
Last Update Mon Cct 31 08:44:12 2011
Response via : Miltiple Level Calibration
Mn. RRF : 0.010 Mn. Rel. Area: 50% Mix. RT. Dev 0.50nin
Max. RRF Dev : 20% Max. Rel. Area : 200%
Conmpound AvgRF  CCRF %ev Area% Dev(min)R T.
11 Tert Butyl Al cohol-d9 1. 000 1. 000 0.0 102 0. 00 7.50
----------------------- True Cal c. %Drift ------------
2 M 1, 4-dioxane 1250. 000 1129. 525 9.6 98 0.00 11. 36
----------------------- AvgRF CCRF % Dev
3 M tertiary butyl alcohol 1.299 1.392 -7.2 103 0.00 7.61
4 | pent af | uor obenzene 1. 000 1. 000 0.0 100 0.00 9.75
5M 1,2-dichloro-1,2,2-triflu - -ceenao-- NA- - --------
6 M chlorodifl uoronethane 0. 651 0. 530 18. 6 78 0.00 4.23
7 M dichlorodifl uoromet hane 0.741 0. 819 -10.5 107 0. 00 4.23
8 M chl oronet hane 0.790 0. 820 -3.8 100 0.00 4.56
9 M vinyl chloride 0. 767 0.818 -6.6 101 0. 00 4,82
10 M brononet hane 0. 488 0. 510 -4.5 101 0.00 5.44
11 M chl or oet hane 0. 446 0. 503 -12.8 102 0. 00 5.62
12 M vinyl bromde — -ee------- NA----------
13 M trichlorofl uoronet hane 0. 887 0. 966 -8.9 103 0. 00 6. 13
14 pent ane 1.233 1.130 8.4 89 0. 00 6. 23
15 M ethyl ether 0. 376 0. 403 -7.2 98 0.00 6.51
16 M acrolein 0. 140 0. 162 -15.7 108 0.00 6. 66
17 M chlorotrifluoroethene  ---------- NA----------
18 M 1, 1-dichl oroet hene 0.594 0.601 -1.2 97 0. 00 6.92
19 M acetone 0.064 0.072 -12.5 103 -0.01 6.88
20 M allyl chloride 1.263 1.311 -3.8 98 0.00 7.40
21 M acetonitrile 0. 037 0. 041 -10.8 99 0.00 7.25
22 M acetaldehyde —e-------- NA- - --------
23 M i odonet hane 0.994 1.063 -6.9 97 0.00 7.16
24 M iso-butyl alcohol 0. 003 0.018 -500. 0# 507# -0.01 9.97
25 M carbon disul fide 1.934 2.020 -4.4 97 0.00 7.32
26 M nethyl ene chloride 0. 685 0.704 -2.8 96 0. 00 7.56
27 M nmethyl acetate 0.531 0. 508 4.3 92 0. 00 7.38
28 M nmethyl tert butyl ether 1.950 2.087 -7.0 99 0.00 7.96
29 M trans-1, 2-di chl oroet hene 0.628 0. 651 -3.7 98 0. 00 7.97
30 M di-isopropyl ether 2. 025 2.113 -4.3 96 0. 00 8. 56
31 M ethyl tert-butyl ether 1.952 2.225 -14.0 105 0. 00 9.02
32 M 2-butanone 0. 079 0. 090 -13.9 104 0.00 9.16
33 M 1, 1-dichl oroethane 1.103 1.162 -5.3 96 0.00 8.49
34 M chl oroprene 0.912 0.987 -8.2 100 0. 00 8.64
35 M acrylonitrile 0. 252 0.268 -6.3 99 0. 00 7.81
----------------------- True Cal c %Drift ------------
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Initial Calibration Verification Page 2 of 3
Job Number: JA93968 Sample: VD7671-ICV7671
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: D188526.D
Project: BMSMC, Building 5 Area, PR
36 M vinyl acetate 50. 000 54.660 -9.3 113 0.00 8.50
---------------------- AvgRF CCRF % Dev
37 M ethyl acetate 0.078 0. 083 -6.4 97 0.00 9.22 o
38 M 2, 2-dichl oropropane 0.941 0.971 -3.2 97 0. 00 9.25 g
39 M cis-1, 2-di chl oroet hene 0. 677 0.704 -4.0 96 0. 00 9.21 )
40 M propionitrile 0. 098 0.103 -5.1 99 0. 00 9.18
41 M bronochl or onet hane 0. 322 0. 337 -4.7 97 0.00 9.50
42 M tetrahydrofuran 0. 092 0. 099 -7.6 98 0.00 9.58
43 M chlorof orm 1.014 1.090 -7.5 98 0.00 9.56
44 S di br onof | uor onet hane (s) 0. 546 0.562 -2.9 98 0. 00 9.75
45 S 1, 2-dichl oroet hane-d4 (s) 0. 656 0.677 -3.2 97 0. 00 10. 17
46 M freon 113 0. 467 0. 490 -4.9 104 0.00 6. 93
47 M nmethacrylonitrile 0. 370 0. 399 -7.8 97 0. 00 9.41
48 m t-butyl formate 0. 560 0. 642 -14.6 103 0. 00 9. 64
49 M 1,1, 1-trichl oroet hane 0.911 0.976 -7.1 98 0. 00 9.88
50 M tert-anyl nethyl ether 1.888 2.310 -22.4# 115 0. 00 10. 38
51 1 1, 4-di fl uor obenzene 1. 000 1. 000 0.0 99 0. 00 10. 66
52 M cycl ohexane 0. 596 0. 632 -6.0 101 0. 00 10. 00
53 tert amyl al cohol 0.018 0.018 0.0 102 0. 00 10. 12
54 M 2,2,4-trinethyl pentane 1. 506 1.735 -15.2 113 0. 00 10. 40
55 M epichl orohydrin 0. 045 0. 048 -6.7 103 0.00 11. 87
56 M n-butyl alcohol 0.012 0.013 -8.3 101 0. 00 10.72
57 M carbon tetrachl oride 0. 490 0.526 -7.3 98 0.00 10. 10
58 M 1, 1-dichl oropropene 0.524 0. 546 -4.2 96 0. 00 10. 06
59 M hexane 0.534  0.559 -4.7 102 0.00 8.35
60 M  benzene 1.530 1.618 -5.8 96 0. 00 10. 30
61 M heptane 0.291 0. 330 -13.4 107 0.00 10. 56
62 M isopropyl acetate 0. 730 0. 796 -9.0 100 0. 00 10. 22
63 M 1, 2-dichl oroet hane 0.514 0. 553 -7.6 97 0. 00 10. 26
64 Ethyl Acrylate 0. 494 0. 520 -5.3 95 0. 00 11.01
65 M trichl oroethene 0. 392 0. 412 -5.1 97 0.00 11. 02
66 M  2-nitropropane 0.126 0. 136 -7.9 99 0. 00 11.70
67 M 2-chl oroet hyl vinyl ether 0. 249 0. 293 -17.7 108 0. 00 11.79
68 M nethyl methacrylate 0.117 0.122 -4.3 96 0. 00 11. 28
69 M tert-anyl ethyl ether 0. 553 0. 629 -13.7 100 0. 00 11. 24
70 M 1, 2-di chl oropropane 0. 403 0.434 -7.7 98 0. 00 11. 25
71 M et hyl cycl ohexane 0.674 0. 760 -12.8 109 0. 00 11. 31
72 M di brononet hane 0. 240 0. 265 -10.4 100 0.00 11. 39
73 M bronodi chl or onet hane 0. 498 0. 548 -10.0 97 0. 00 11.52
74 M cis-1, 3-dichl oropropene 0.633 0.678 -7.1 95 0. 00 12.02
75 S toluene-d8 (s) 1.335 1.374 -2.9 97 0. 00 12. 37
76 M 4-met hyl - 2- pent anone 0.171 0. 186 -8.8 100 0. 00 12.13
77 M toluene 0. 957 1. 020 -6.6 97 0. 00 12. 45
78 M 3-nmet hyl - 1- but anol 0.012 0. 014 -16.7 104 0.00 12.12
79 M trans-1, 3-dichloropropene 0.608 0.644 -5.9 96 0.00 12.60
80 M ethyl methacrylate 0.546 0. 607 -11.2 101 0.00 12. 64
81 M 1,1,2-trichloroethane 0. 301 0.314 -4.3 96 0. 00 12. 82
82 M  2-hexanone 0.164 0.170 -3.7 100 0.00 13.04
83 1 chl or obenzene- d5 1. 000 1. 000 0.0 100 0. 00 13. 99
84 M tetrachl oroet hene 0. 443 0.479 -8.1 98 0. 00 13.10
85 M 1, 3-dichl oropropane 0. 644 0. 690 -7.1 97 0. 00 13.02
---------------------- True Cal c. %Drift ------------
86 M butyl acetate 50. 000 50. 209 -0.4 100 0.00 13. 15
---------------------- AvgRF  CCRF % Dev
87 m 3, 3-di net hyl - 1- but anol 0. 045 0.051 -13.3 101 0.00 13.21
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Initial Calibration Verification Page 3 of 3
Job Number: JA93968 Sample: VD7671-ICV7671
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: D188526.D
Project: BMSMC, Building 5 Area, PR
88 M  di bronochl or onet hane 0.435 0. 456 -4.8 97 0. 00 13.31
89 M 1, 2-di bronpet hane 0. 382 0. 418 -9.4 96 0. 00 13. 48
90 M chl orobenzene 1.123 1.182 -5.3 97 0. 00 14. 02
91 M 1,1, 1, 2-tetrachl or oet hane 0.410 0. 445 -8.5 97 0. 00 14. 08
92 M ethyl benzene 1.925 2.051 -6.5 97 0.00 14. 11
93 M m p-xyl ene 0. 766 0.813 -6.1 97 0. 00 14. 23
94 M o0-xyl ene 0. 760 0. 827 -8.8 98 0. 00 14. 69
95 M styrene 1.314 1.412 -7.5 97 0. 00 14. 68
----------------------- True Cal c. %Drift ------------
96 M bronoform 50.000 49.003 2.0 99 0. 00 14. 92
----------------------- AvgRF CCRF % Dev R
97 | 1, 4-di chl orobenzene-d4 1. 000 1. 000 0.0 100 0. 00 16. 58
98 M i sopropyl benzene 3.554 3.758 -5.7 97 0. 00 15. 08
99 S  4-bronofl uorobenzene (s) 1.136 1. 057 7.0 96 0. 00 15. 27
100 M bronobenzene 0.915 0. 985 -7.7 99 0.00 15. 49
101 M cycl ohexanone 0. 082 0. 093 -13.4 98 0. 00 15. 18
102 M 1,1, 2, 2-tetrachl oroet hane 0.982 1. 004 -2.2 96 0. 00 15. 33
103 M trans-1,4-dichloro-2-bute 0.282 0. 312 -10.6 103 0.00 15. 38
104 M 1,2,3-trichloropropane 0. 276 0. 293 -6.2 97 0. 00 15. 41
105 M n-propyl benzene 4. 147 4. 420 -6.6 98 0. 00 15. 54
106 M p-ethyltol uene 3. 247 3. 486 -7.4 96 0. 00 15. 65
107 M 2-chl orot ol uene 0. 861 0. 901 -4.6 97 0. 00 15. 68
108 M 4-chl orot ol uene 2.728 2.831 -3.8 98 0.00 15. 79
109 M 1, 3,5-trinethyl benzene 3.183 3. 349 -5.2 98 0. 00 15.70
110 M tert-butyl benzene 2.775 2.864 -3.2 98 0. 00 16. 09
111 M  pent achl or oet hane 0.593 0. 654 -10.3 101 0. 00 16. 15
112 M 1,2,4-trimethyl benzene 3.172 3. 440 -8.4 100 0.00 16. 14
113 M sec-butyl benzene 4. 009 4.274 -6.6 98 0. 00 16. 34
114 M 1, 3-di chl or obenzene 1. 746 1.904 -9.0 99 0. 00 16. 51
115 M p-isopropyl tol uene 3.283 3. 666 -11.7 101 0. 00 16. 48
116 M 1, 4-di chl orobenzene 1.918 1.998 -4.2 99 0.00 16. 60
117 Benzyl Chloride 1.969 2. 565 -30. 3# 119 0. 00 16. 71
118 M p-di et hyl benzene 2. 000 2.180 -9.0 97 0. 00 16. 90
119 M 1, 2-di chl or obenzene 1. 758 1.893 -7.7 99 0. 00 17. 03
120 M n-butyl benzene 1.861 1.997 -7.3 99 0. 00 16. 93
121 M 1,2,4,5-tetranet hyl benzen 3.111 3. 344 -7.5 97 0.00 17.76
122 M 1, 2-di br onp- 3- chl or opr opa 0. 165 0. 175 -6.1 100 0. 00 17. 84
123 M 1,3,5-trichl orobenzene 1.401 1.504 -7.4 100 0. 00 18. 11
----------------------- True Cal c. %Drift ------------
124 M 1,2,4-trichl orobenzene 50.000 52.378 -4.8 102 0. 00 18. 81
----------------------- AvgRF CCRF % Dev R
125 M hexachl or obut adi ene 0.672 0. 695 -3.4 98 0. 00 18. 98
----------------------- True Cal c. %Drift ------------
126 M napht hal ene 50.000 51.706 -3.4 98 0. 00 19. 11
127 M 1,2,3-trichl orobenzene 50. 000 52.227 -4.5 103 0. 00 19. 39
----------------------- AvgRF CCRF % Dev e
128 M hexachl or oet hane 0. 589 0. 644 -9.3 98 0. 00 17. 36
(#) = Qut of Range SPCC's out =0 CCCs out =0

D188525. D MD7671. M

Mon Cct 31 08:48:18 2011

RPT1
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Raw Data: [niEe[olyZiv.Hb)

Continuing Calibration Summary Page 1 of 3
Job Number:  JA93968 Sample: VD7742-CC7671
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: D190174A.D
Project: BMSMC, Building 5 Area, PR
Eval uate Continuing Calibration Report
Data File : C \HPCHEM 1\ DATA\ D190174A. D Vial: 52
Acg On 10 Dec 2011 11:33 am Qperator: EmlyT o
Sanpl e cc7671-20 | nst . MsD g
M sc : Ms22340,VDr742,5,,100,5,1 Mul tiplr: 1.00 w
M5 I ntegration Params: RTEINT. P
Met hod C: \ HPCHEM 1\ METHODS\ MD7671. M ( RTE | nt egrat or)
Title : SW 846 Method 8260B
Last Update : Fri Dec 09 07:47:41 2011
Response via : Miltiple Level Calibration
Mn. RRF : 0.010 Mn. Rel. Area: 50% Mix. RT. Dev 0.50nin
Max. RRF Dev : 20% Max. Rel. Area : 200%
Conmpound AvgRF  CCRF %ev Area% Dev(min)R T.
11 Tert Butyl Al cohol-d9 1. 000 1. 000 0.0 107 0. 00 7.51
----------------------- True Cal c. %Drift ------------
2 M 1, 4-dioxane 500. 000 602.948 -20.6# 130 0.00 11. 37
----------------------- AvgRF CCRF % Dev
3 M tertiary butyl alcohol 1.299 1.186 8.7 90 0.02 7.63
4 | pent af | uor obenzene 1. 000 1. 000 0.0 97 0.00 9.75
5M 1,2-dichloro-1,2,2-triflu - -ceenao-- NA- - --------
6 M chlorodifl uoronethane 0. 651 0. 652 -0.2 88 0. 02 4.25
7 M dichlorodifl uoromet hane 0.741 0.735 0.8 82 0. 02 4.25
8 M chl oronet hane 0. 790 0.872 -10. 4 95 0. 00 4.56
9 M vinyl chloride 0. 767 0. 851 -11.0 93 0. 00 4,82
10 M brononet hane 0. 488 0. 506 -3.7 86 0.01 5. 45
11 M chl or oet hane 0. 446 0. 482 -8.1 89 0.02 5.63
12 M vinyl bromde — -ee------- NA----------
13 M trichlorofl uoronet hane 0. 887 0.872 1.7 82 0. 00 6. 14
14 pent ane 1.233 1.288 -4.5 92 0.01 6. 24
15 M ethyl ether 0. 376 0. 364 3.2 83 0.00 6.52
16 M acrolein 0. 140 0.127 9.3 86 0.01 6. 68
17 M chlorotrifluoroethene  ---------- NA----------
18 M 1, 1-dichl oroet hene 0.594 0.582 2.0 86 0.01 6.93
19 M acetone 0.064  0.056 12.5 80 0.02 6.91
20 M allyl chloride 1.263 1.223 3.2 83 0.00 7.41
21 M acetonitrile 0. 037 0. 043 -16.2 118 0.01 7.26
22 M acetaldehyde —e-------- NA- - --------
23 M i odonet hane 0.994 1. 006 -1.2 87 0.00 7.17
24 M iso-butyl alcohol 0. 003 0. 003# 0.0 88 0.00 9.98
25 M carbon disulfide 1.934 2.010 -3.9 88 0. 00 7.33
26 M nethyl ene chloride 0. 685 0. 660 3.6 84 0. 00 7.56
27 M nmethyl acetate 0.531 0.475 10.5 82 0.01 7.39
28 M nmethyl tert butyl ether 1. 950 1.823 6.5 81 0.01 7.97
29 M trans-1, 2-di chl oroet hene 0. 628 0.611 2.7 84 0. 00 7.98
30 M di-isopropyl ether 2. 025 2.031 -0.3 86 0. 00 8. 56
31 M ethyl tert-butyl ether 1.952 1. 900 2.7 84 0. 00 9.02
32 M 2-butanone 0. 079 0. 068 13.9 77 0.00 9.16
33 M 1, 1-dichl oroethane 1.103 1. 064 3.5 82 0.00 8. 50
34 M chl oroprene 0.912 0. 949 -4.1 90 0. 00 8.64
35 M acrylonitrile 0. 252 0.237 6.0 83 0.01 7.82
----------------------- True Cal c. %Drift ------------
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Continuing Calibration Summary Page 2 of 3

Job Number:  JA93968 Sample: VD7742-CC7671
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: D190174A.D
Project: BMSMC, Building 5 Area, PR
36 M vinyl acetate 20. 000 18.549 7.3 81 0.01 8.51
----------------------- AvgRF CCRF % Dev
37 M ethyl acetate 0.078 0. 068 12.8 78 0.01 9.23 o
38 M 2, 2-dichl oropropane 0.941 0. 916 2.7 85 0. 00 9.25 g
39 M cis-1, 2-di chl oroet hene 0. 677 0. 651 3.8 82 0. 00 9.21 w
40 M propionitrile 0. 098 0. 093 5.1 87 0. 00 9.19
41 M bronochl or onet hane 0. 322 0. 303 5.9 81 0.00 9.50
42 M tetrahydrofuran 0. 092 0.078 15.2 75 0. 00 9.59
43 M chlorof orm 1.014 0.977 3.6 82 0.00 9.56
44 S di br onof | uor onet hane (s) 0. 546 0. 505 7.5 82 0. 00 9.75
45 S 1, 2-dichl oroet hane-d4 (s) 0. 656 0. 585 10. 8 79 0. 00 10. 17
46 M freon 113 0. 467 0. 479 -2.6 91 0.00 6.94
47 M nmethacrylonitrile 0. 370 0. 328 11. 4 78 0. 00 9.42
48 m t-butyl formate 0. 560 0.512 8.6 79 0. 00 9. 64
49 M 1,1, 1-trichl oroet hane 0.911 0. 890 2.3 83 0. 00 9.88
50 M tert-anyl nethyl ether 1.888 1.761 6.7 83 0.00 10. 38
51 1 1, 4-di fl uor obenzene 1. 000 1. 000 0.0 98 0. 00 10. 66
52 M cycl ohexane 0. 596 0. 601 -0.8 89 0. 00 10. 01
53 tert amyl al cohol 0.018 0.016 11.1 93 0. 00 10. 13
54 M 2,2,4-trinethyl pentane 1. 506 1.587 -5.4 92 0. 00 10. 40
55 M epichlorohydrin 0. 045 0. 044 2.2 91 0. 00 11. 88
56 M n-butyl alcohol 0.012 0.012 0.0 93 0. 00 10.73
57 M carbon tetrachl oride 0. 490 0.474 3.3 85 0.00 10. 11
58 M 1, 1-dichl oropropene 0.524 0.504 3.8 85 0.00 10. 06
59 M hexane 0.534 0.536 -0.4 86 0.00 8.35
60 M  benzene 1.530 1.491 2.5 84 0. 00 10. 30
61 M heptane 0.291 0. 308 -5.8 90 0.00 10. 56
62 M isopropyl acetate 0. 730 0. 648 11. 2 81 0. 00 10. 22
63 M 1, 2-dichl oroet hane 0.514 0.474 7.8 80 0.00 10. 26
64 Ethyl Acrylate 0. 494 0. 393 20.4# 73 0.01 11. 02
65 M trichl oroethene 0. 392 0. 369 5.9 82 0.00 11. 02
66 M  2-nitropropane 0.126 0. 100 20.6# 76 0. 00 11.71
67 M 2-chl oroet hyl vinyl ether 0. 249 0. 258 -3.6 91 0. 00 11.78
68 M nethyl methacrylate 0.117 0. 100 14.5 77 0. 00 11. 28
69 M tert-anyl ethyl ether 0. 553 0. 499 9.8 76 0. 00 11. 24
70 M 1, 2-di chl oropropane 0. 403 0. 391 3.0 84 0. 00 11. 25
71 M et hyl cycl ohexane 0.674 0. 694 -3.0 89 0. 00 11. 31
72 M di brononet hane 0. 240 0. 222 7.5 80 0.00 11. 39
73 M bronodi chl or onet hane 0. 498 0.471 5.4 81 0. 00 11.52
74 M cis-1, 3-dichl oropropene 0.633 0.616 2.7 83 0. 00 12.02
75 S toluene-d8 (s) 1.335 1.299 2.7 88 0. 00 12. 37
76 M 4-met hyl - 2- pent anone 0.171 0.161 5.8 84 0. 00 12.13
77 M toluene 0. 957 0. 947 1.0 86 0. 00 12. 45
78 M 3-nmet hyl - 1- but anol 0.012 0. 012 0.0 92 0.00 12.12
79 M trans-1, 3-dichloropropene 0.608 0.565 7.1 82 0.00 12.60
80 M ethyl methacrylate 0.546 0. 487 10.8 79 0.00 12. 65
81 M 1,1,2-trichloroethane 0. 301 0. 285 5.3 83 0. 00 12. 82
82 M  2-hexanone 0.164 0.150 8.5 80 0.02 13. 05
83 1 chl or obenzene- d5 1. 000 1. 000 0.0 108 0.00 13.99
84 M tetrachl oroet hene 0. 443 0.413 6.8 87 0. 00 13.10
85 M 1, 3-dichl oropropane 0. 644 0.571 11.3 83 0. 00 13.02
----------------------- True Cal c. %Drift ------------
86 M butyl acetate 20.000 17.275 13.6 85 0.01 13. 16
----------------------- AvgRF  CCRF % Dev
87 m 3, 3-di net hyl - 1- but anol 0. 045 0. 042 6.7 94 0.00 13.21
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Continuing Calibration Summary Page 3 of 3
Job Number:  JA93968 Sample: VD7742-CC7671
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: D190174A.D
Project: BMSMC, Building 5 Area, PR
88 M  di bronochl or onet hane 0.435 0. 369 15. 2 84 0. 00 13.31
89 M 1, 2-di bronoet hane 0. 382 0. 347 9.2 83 0.00 13. 48
90 M chl orobenzene 1.123 1.028 8.5 87 0. 00 14. 02
91 M 1,1,1, 2-tetrachl or oet hane 0. 410 0. 357 12.9 82 0. 00 14. 08 o
92 M ethyl benzene 1.925 1.800 6.5 87 0.00 14.11 g
93 M mp-xylene 0. 766 0. 715 6.7 88 0.00 14. 23 w
94 M o-xylene 0. 760 0. 698 8.2 85 0.00 14. 69
95 M styrene 1.314 1.169 11.0 84 0.00 14. 69
----------------------- True Cal c. %Drift ------------
96 M Dbronoform 20.000 16.931 15.3 86 0.00 14. 92
----------------------- AvgRF CCRF % Dev
97 | 1, 4-di chl orobenzene-d4 1. 000 1. 000 0.0 106 0. 00 16. 58
98 M i sopropyl benzene 3.554 3. 255 8.4 85 0. 00 15. 08
99 S  4-bronofl uorobenzene (s) 1.136 1.017 10.5 95 0. 00 15. 27
100 M bronobenzene 0.915 0. 858 6.2 88 0.00 15. 49
101 M cycl ohexanone 0. 082 0.072 12.2 101 0. 00 15. 18
102 M 1,1, 2, 2-tetrachl oroet hane 0.982 0. 861 12.3 82 0. 00 15. 33
103 M trans-1,4-dichloro-2-bute 0.282 0. 245 13.1 84 0.00 15. 39
104 M 1,2,3-trichloropropane 0. 276 0. 242 12.3 82 0. 00 15. 41
105 M n-propyl benzene 4. 147 3.916 5.6 87 0. 00 15.53
106 M p-ethyltol uene 3. 247 2.844 12. 4 80 0. 00 15. 65
107 M 2-chl or ot ol uene 0. 861 0.778 9.6 86 0.00 15. 68
108 M 4-chl orot ol uene 2.728 2.472 9.4 87 0.00 15. 79
109 M 1, 3,5-trinmethyl benzene 3.183 2.819 11.4 84 0.00 15. 71
110 M tert-butyl benzene 2.775 2.384 14. 1 84 0. 00 16. 09
111 M  pent achl or oet hane 0.593 0. 530 10.6 84 0. 00 16. 15
112 M 1,2, 4-trimet hyl benzene 3.172 2. 886 9.0 84 0. 00 16. 14
113 M sec-butyl benzene 4.009 3.698 7.8 85 0. 00 16. 34
114 M 1, 3-di chl or obenzene 1. 746 1.619 7.3 85 0. 00 16. 52
115 M p-isopropyl tol uene 3.283 3.022 8.0 84 0. 00 16. 48
116 M 1, 4-di chl orobenzene 1.918 1.742 9.2 86 0. 00 16. 60
117 Benzyl Chloride 1.969 1.774 9.9 86 0. 00 16. 71
118 M p-di et hyl benzene 2. 000 1.684 15. 8 77 0. 00 16. 89
119 M 1, 2-di chl or obenzene 1. 758 1. 602 8.9 84 0. 00 17. 03
120 M n-butyl benzene 1.861 1.693 9.0 85 0.00 16. 93
121 M 1,2,4,5-tetranet hyl benzen 3.111 2.554 17.9 78 0.00 17.76
122 M 1, 2-di br onp- 3- chl or opr opa 0. 165 0. 151 8.5 89 0. 00 17. 85
123 M 1,3,5-trichl orobenzene 1.401 1. 304 6.9 89 0. 00 18. 11
----------------------- True Cal c. %Drift ------------
124 M 1,2,4-trichl orobenzene 20. 000 18.875 5.6 97 0.00 18.81
----------------------- AvgRF CCRF % Dev
125 M hexachl or obut adi ene 0.672 0. 635 5.5 91 0. 00 18. 98
----------------------- True Cal c. %Drift ------------
126 M napht hal ene 20.000 21.485 -7.4 110 0. 00 19. 12
127 M 1,2,3-trichl orobenzene 20.000 22.754 -13.8 117 0. 00 19. 39
----------------------- AvgRF CCRF % Dev
128 M hexachl or oet hane 0. 589 0. 530 10.0 84 0. 00 17. 36
(#) = Qut of Range SPCC's out =0 CCCs out =0
D188524. D MD7671. M Mon Dec 12 16:15:24 2011 RPT1
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Raw Data: [ReVANNICHD] X121114.D X121115.D X121116.D X121117.D X121118.D X121119.D X121120.D

Initial Calibration Summary Pagelof 5
Job Number:  JA93968 Sample: VX5154-1CC5154
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: X121119.D
Project: BMSMC, Building 5 Area, PR
Response Factor Report MSX
Met hod C. \ MSDCHEM 1\ METHODS\ MX5154. M ( RTE | nt egr at or)
Title SW 846 Met hod 8260B, ZB624 60m x 0.25mm x 1.4um .
Last Update Tue Nov 29 09:14:04 2011 2
Response via : Initial Calibration N
Calibration Files
1 =X121114.D 2  =X121115.D 100 =X121120.D 50 =X121119.D
20 =X121118.D 200 =X121121.D =X121116.D 10 =X121117.D
0.5 =X121113.D =
Conpound
1 2 100 50 20 200 5 10 0.5 Avg %_SD
1) 1 tert butyl alcohol-d9 ---------------- ISTD-------- - - e - - - - -
2) tertiary butyl al coho
1.295 1.318 1.312 1.369 1.261 1.319 1.325 1.314 2.48
3) ethyl al cohol
0.000 -1.00
4) 1, 4-di oxane
0.114 0.122 0.124 0.131 0.115 0.141 0.123 0.124 7.44
5) | pent af | uor obenzene ~ ---------------- ISTD-------- - e oo - - - -
6) freon 23
0.000 -1.00
7) freon 115
0.000 -1.00
8) freon 1l43a
0.000 -1.00
9) freon 152a
0.000 -1.00
10) chlorotrifl uoroethene
0.000 -1.00
11) chlorodi fl uoronet hane
0.441 0.359 0.386 0.418 0.400 0.347 0.396 0.361 0.441 0.394 8.79
12) dichl orodifl uor onet hane
0.560 0.579 0.588 0.636 0.585 0.539 0.598 0.528 0.707 0.591 9.11
13) freon 114
0.000 -1.00
14) freon 142b
0.000 -1.00
15) chl or onet hane
0.784 0.720 0.679 0.718 0.680 0.627 0.722 0.657 0. 698 6.91
16) vinyl chloride
0.585 0.578 0.554 0.595 0.553 0.510 0.581 0.530 0.561 5.27
17) acet al dehyde
0.000 -1.00
18) brononet hane
0.397 0.394 0.310 0.343 0.345 0.263 0.393 0.348 0. 349 13. 37
19) chl oroet hane
0.282 0.284 0.281 0.294 0.291 0.245 0.310 0.293 0. 285 6.54
20) vinyl brom de
0.000 -1.00
21) trichlorofluoronethane
0. 663 0.663 0.640 0.690 0.655 0.588 0.665 0.608 0. 646 5.17
22) pentane
0.708 0.720 0.786 0.767 0.640 0.823 0.709 0.736 8. 20
23) ethyl ether
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Initial Calibration Summary Page2 of 5
Job Number: JA93968 Sample: VX5154-1CC5154
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: X121119.D
Project: BMSMC, Building 5 Area, PR
0.202 0.228 0.236 0.219 0.231 0.256 0.230 0.229 7.22
24) freon 141b
0.000 -1.00
25) freon 123a o
0.000 -1.00 g
26) freon 123 ~
0.000 -1.00
27) acrolein
0. 067 0.068 0.074 0.070 .072 0.078 0.059 0.070 8.71
28) 1, 1-dichl oroethene
0.251 0.350 0.352 0.385 0.337 0.340 0.433 0.334 0. 348 14.78
29) acetone
0.028 0.028 0.025 0.030 0.026 0.028 0. 027 6.93
30) allyl chloride
0.231 0.231 0.263 0.234 0.232 0.298 0.242 0. 247 10. 21
31) acetonitrile
0.032 0.033 0.033 0.031 0.040 0.032 0.034 9.91
32) iodonet hane
0.729 0.750 0.805 0.728 0.739 0.903 0.728 0.769 8. 46
33) iso-butyl alcoho
0.018 0.018 0.018 0.018 0.018 0.018 0.018 0.018 1.94
34) carbon disulfide
1.323 1.282 1.411 1.252 1.240 1.586 1.201 1.328 9.98
35) nethylene chloride
0. 375 0.453 0.423 0.450 0.430 0.424 0.522 0.438 0.472 0.443 9. 02
36) nethyl acetate
0.312 0.276 0.289 0.289 0.310 0.289 0.298 0.312 0.282 0.295 4.58
37) nethyl tert butyl ether
0.771 1.068 1.099 1.132 1.070 1.103 1.260 1.098 1.075 12. 75
38) trans-1, 2-dichl oroet hene
0.298 0.416 0.392 0.434 0.389 0.383 0.495 0.397 0. 400 13. 80
39) di-isopropyl ether
1.939 1.625 1.550 1.641 1.675 1.438 1.670 1.697 1.757 1.666 8.28
40) 2-but anone
0.041 0.040 0.036 0.042 0.035 0.038 0. 039 7.15
41) 1, 1-di chl oroet hane
0.545 0.787 0.745 0.814 0.759 0.724 0.925 0.757 0. 757 14. 00
42) chl oroprene
0.734 0.602 0.605 0.654 0.648 0.555 0.654 0.612 0.615 0.631 7.89
43) acrylonitrile
0.117 0.126 0.127 0.120 0.128 0.135 0.126 0.126 4.62
44) vinyl acetate
0.062 0.060 0.061 0.059 0.055 0.058 0. 059 4. 32
45) ethyl tert-butyl ether
1.638 1.306 1.314 1.370 1.386 1.243 1.380 1.406 1.417 1.384 7.97
46) ethyl acetate
0.039 0.039 0.039 0.038 0.036 0.039 0. 038 2.99
47) 2, 2-dichl or opropane
0.591 0.562 0.620 0.557 0.534 0.711 0.545 0.588 10. 44
48) cis-1, 2-di chl oroet hene
0.401 0.476 0.449 0.480 0.451 0.439 0.549 0.450 0. 462 9.24
49) propionitrile
0. 048 0.049 0.048 0.047 0.050 0.053 0.049 0. 049 4.12
50) tert-Butyl Formate
0.362 0.315 0.327 0.328 0.337 0.321 0.321 0.340 0.250 0.322 9. 49
51) bronochl or onet hane
0.222 0.226 0.234 0.219 0.227 0.258 0.229 0.231 5. 66
52) tetrahydrofuran
0.145 0.130 0.131 0.125 0.133 0.151 0.136 0. 136 6.54
53) chloroform
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Initial Calibration Summary Page 3 of 5
Job Number: JA93968 Sample: VX5154-1CC5154
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: X121119.D
Project: BMSMC, Building 5 Area, PR
0.543 0.772 0.726 0.783 0.726 0.712 0.902 0.741 0.738 13. 44
54) di bronof | uor onet hane (s)
0.421 0.436 0.425 0.358 0.325 0.458 0.404 12.60
55) 1, 2-dichl oroethane-d4 (s) o
0.419 0.427 0.420 0.360 0.337 0.469 0. 405 11.87 g
56) freon 113 ~
0.333 0.274 0.307 0.329 0.323 0.279 0.333 0.292 0.272 0.305 8. 44
57) nethacrylonitrile
0.206 0.228 0.228 0.213 0.235 0.252 0.227 0. 227 6.53
58) 1,1,1-trichloroethane
0.430 0.578 0.596 0.649 0.571 0.577 0.705 0.550 0.582 13.61
59) cycl ohexane
0.554 0.563 0.626 0.532 0.542 0.701 0.520 0.577 11.23
60) tert anyl al cohol
0.000 -1.00
61) iso-octane
1.584 1.564 1.714 1.682 1.416 1.808 1.593 1.623 7.74
62) | 1, 4-di fl uorobenzene  ---------------- ISTD- - - - e e e e oo -
63) di-isobutyl ene
0.000 -1.00
64) epichl orohydrin
0. 022 0.021 0.022 0.021 0.022 0.021 0.020 0.022 0.021 2.87
65) n-butyl al coho
0. 007 0.008 0.008 0.008 0.008 0.007 0.008 0. 008 6.73
66) carbon tetrachloride
0.278 0.414 0.385 0.420 0.381 0.372 0.464 0.357 0.384 14.18
67) 1, 1-dichl oropropene
0.286 0.408 0.391 0.420 0.385 0.375 0.478 0.370 0. 389 13. 86
68) hexane
0.407 0.434 0.433 0.369 0.455 0.407 0. 417 7.19
69) benzene
0.897 1.234 1.110 1.201 1.132 1.061 1.395 1.139 1. 146 12. 48
70) tert-anyl methyl ether
1.036 0.860 0.798 0.819 0.865 0.762 0.856 0.882 0.883 0.862 8.91
71) heptane
0.272 0.224 0.248 0.257 0.254 0.224 0.260 0.230 0.241 0.245 6.87
72) isopropyl acetate
0.671 0.533 0.535 0.529 0.550 0.503 0.548 0.579 0.607 0.562 9.01
73) 1, 2-di chl oroet hane
0.260 0.360 0.342 0.358 0.345 0.341 0.414 0.362 0. 348 12. 25
74) trichl oroet hene
0.224 0.322 0.315 0.334 0.302 0.303 0.380 0.296 0. 309 14.13
75) ethyl acrylate
0.000 -1.00
76) tert anyl ethyl ether
0.000 -1.00
77) 2-nitropropane
0. 004 0.004 0. 004 0. 004 1.43
78) 2-chloroethyl vinyl ether
0.125 0.103 0.108 0.108 0.110 0.105 0.106 0.111 0.103 0.109 6. 20
79) nethyl methacrylate
0.160 0.174 0.172 0.166 0.178 0.186 0.173 0.173 4.70
80) 1, 2-dichl oropropane
0.253 0.333 0.321 0.335 0.319 0.313 0.385 0.318 0. 322 11. 23
81) di brononet hane
0.170 0.175 0.177 0.170 0.176 0.200 0.175 0.177 5.92
82) nethyl cycl ohexane
0.558 0.434 0.456 0.492 0.482 0.412 0.501 0.444 0.483 0.474 9.11
83) bronodi chl or onet hane
[ ] 61 of 334

@ ACCUTEST

JA93968

nnnnnnnnnnnn



Initial Calibration Summary Page 4 of 5
Job Number: JA93968 Sample: VX5154-1CC5154
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: X121119.D
Project: BMSMC, Building 5 Area, PR
0.277 0.398 0.405 0.419 0.391 0.401 0.465 0.399 0.394 13.45
84) cis-1, 3-dichl oropropene
0.352 0.523 0.514 0.534 0.505 0.501 0.578 0.522 0.504  13.03
85) toluene-d8 (s) o
1.045 1.115 1.105 0.853 0.894 1.200 1.035 13.08 g
86) 4-net hyl - 2- pent anone ~
0.090 0.105 0.102 0.098 0.108 0.107 0.102 0. 102 6. 07
87) toluene
0.562 0.775 0.718 0.773 0.722 0.687 0.895 0.727 0.732 12. 76
88) 3-nethyl-1-butano
0. 010 0.012 0.012 0.012 0.012 0.010 0.011 0.011 7.32
89) trans-1, 3-dichl oropropene
0. 310 0.455 0.454 0.465 0.440 0.445 0.509 0.455 0.441 12. 97
90) ethyl nethacrylate
0. 307 0.336 0.336 0.312 0.336 0.348 0.328 0. 329 4.49
91) 1,1, 2-trichloroethane
0.146 0.230 0.217 0.220 0.211 0.215 0.249 0.218 0.213 13.88
92) 2-hexanone
0. 097 0.098 0.095 0.088 0.099 101 0. 090 0. 095 4.91
93) | chl orobenzene-d5 - --------------- ISTD--------- - e - - - - -
94) 3, 3-Di nethyl - 1-but ano
0. 022 0.028 0.027 0.027 0.029 0.024 0.026 0. 026 9.25
95) tetrachl oroet hene
0.323 0.296 0.319 0.292 0.283 0.362 0.282 0. 308 9. 27
96) 1, 3-di chl oropropane
0.463 0.433 0.451 0.443 0.432 0.524 0.459 0. 458 6. 85
97) butyl acetate
0.184 0.194 0.192 0.200 0.188 0.188 0.205 0.193 3.72
98) di bronochl or onet hane
0.261 0.358 0.354 0.364 0.345 0.357 0.398 0.350 0. 348 11.13
99) 1, 2-di bronpet hane
0.209 0.276 0.278 0.282 0.271 0.282 0.305 0.287 0.274 10.20
100) n-butyl ether
0.000 -1.00
101) chl orobenzene
0.674 0.943 0.890 0.948 0.903 0.855 1.073 0.901 0. 898 12. 43
102) 1,1,1,2-tetrachl oroet hane
0.246 0.354 0.330 0.349 0.339 0.325 0.395 0.333 0.334 12.51
103) et hyl benzene
1.104 1.559 1.413 1.541 1.460 1.332 1.794 1.453 1. 457 13. 56
104) m p-xyl ene
0.434 0.633 0.557 0.605 0.571 0.529 0.705 0.567 0.575 13.75
105) o-xylene
0.420 0.627 0.576 0.614 0.573 0.556 0.701 0.570 0.580 13.73
106) styrene
1.005 0.956 1.018 0.962 0.917 1.141 0.951 0. 993 7.41
107) bronoform
0.264 0.257 0.256 0.238 0.264 0.258 0.242 0. 254 4.03
108) | 1, 4-di chl or obenzene-d ---------------- ISTD- - - - - mm e ee e o - -
109) isopropyl benzene
2.974 2.668 2.929 2.844 2.545 3.371 2.747 2.868 9.31
110) 4- bronof | uor obenzene (s)
0.823 0.881 0.897 0.696 0.893 1.093 0. 881 14. 64
111) bronobenzene
0.678 0.887 0.766 0.822 0.809 0.748 0.930 0.809 0.757 0.801 9.45
112) 1,1, 2,2-tetrachl oroet hane
0.628 0.795 0.669 0.675 0.671 0.687 0.755 0.706 0.686 0.697 7.17
113) trans-1, 4-di chl oro-2-butene
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Initial Calibration Summary Page 5 of 5
Job Number: JA93968 Sample: VX5154-1CC5154
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: X121119.D
Project: BMSMC, Building 5 Area, PR
0.174 0.170 0.167 0.164 0.177 0.175 0.172 0.171 2.69
114) 1,2,3-trichl oropropane
0.187 0.162 0.163 0.168 0.168 0.186 0.174 0.173 5.88
115) n-propyl benzene o
3.689 3.077 3.396 3.324 2.886 4.018 3.228 3.374 11.25 g
116) 4-ethyltol uene ~
0.000 -1.00
117) 2-chl orot ol uene
0.815 0.703 0.755 0.729 0.685 0.857 0.737 0.754 8.15
118) 4-chl orot ol uene
2.338 1.997 2.134 2.080 1.923 2.469 2.040 2.140 9.11
119) 1, 3,5-trinethyl benzene
2.543 2.213 2.405 2.341 2.117 2.793 2.281 2.385 9. 46
120) tert-butyl benzene
2.273 1.997 2.177 2.094 1.908 2.500 2.001 2.136 9.45
121) pentachl or oet hane
0.615 0.506 0.535 0.522 0.511 0.602 0.519 0.544 8.23
122) 1,2,4-trinmethyl benzene
2.655 2.269 2.475 2.386 2.167 2.783 2.326 2.437 8.93
123) 1,2,3-trinmethyl benzene
0.000 -1.00
124) sec-butyl benzene
3.442 2.968 3.244 3.080 2.780 3.759 2.958 3.176 10.54
125) 1, 3-dichl orobenzene
1.265 1.731 1.441 1.533 1.497 1.396 1.755 1.479 1.610 1.523 10. 30
126) p-isopropyltol uene
2.850 2.506 2.733 2.567 2.350 3.105 2.500 2. 659 9. 64
127) 1, 4-dichl orobenzene
1.334 1.731 1.464 1.535 1.499 1.413 1.761 1.497 1.726 1.551 9.85
128) 1, 2-di chl orobenzene
1.204 1.604 1.377 1.450 1.406 1.343 1.632 1.416 1.640 1.453 10. 14
129) benzyl chloride
1.284 1.295 1.301 1.385 1.240 1.306 1.364 1.311 3.75
130) 1, 4-di et hyl benzene
0.000 -1.00
131) n-butyl benzene
1.453 1.382 1.488 1.364 1.324 1.616 1.285 1.416 7.95
132) 1,2,4,5-tetramet hyl benzene
0.000 -1.00
133) 1, 2-di brono- 3-chl or opr opane
0.152 0.119 0.115 0.113 0.124 0.128 0.116 0.124  10.95
134) 1,3,5-trichl orobenzene
1.425 1.300 1.392 1.306 1.247 1.468 1.257 1.342 6.43
135) hexachl or obut adi ene
0.723 0.651 0.703 0.629 0.617 0.765 0.619 0.672 8. 65
136) napht hal ene
1.477 1.876 2.002 1.989 1.844 1.989 1.837 1.773 1.848 9. 33
137) 1,2,4-trichl orobenzene
0.834 1.109 1.132 1.177 1.068 1.099 1.142 1.025 1.130 1.080 9. 46
138) 1,2,3-trichlorobenzene
0.946 1.001 1.017 0.921 0.973 0.941 0.877 0.954 5.02
139) hexachl or oet hane
0.554 0.531 0.567 0.518 0.518 0.584 0.496 0.538 5.79
(#) = Qut of Range ### Nunmber of calibration |evels exceeded format ###
MX5154. M Tue Nov 29 17:37:53 2011  ACCNJ
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Raw Data: X121124.D

Initial Calibration Verification Page 1 of 3
Job Number: JA93968 Sample: VX5154-1CV5154

Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: X121124.D

Project: BMSMC, Building 5 Area, PR

Eval uate Continuing Calibration Report

Data File : C\nsdchem 1\ DATA\ X\ vx5154fi nal \ X121124. D Vial: 15
Acq On : 28 Nov 2011 7:45 pm Operator: tam kag

Sanple  : 1CV5154-50 | nst © MBX o
M sc : MB21975, VX5154,5.0,,,,1 Mul tiplr: 1.00 o
M5 Integration Paranms: Rteint.p

Met hod : C\ M5SDCHEM 1\ METHODS\ MX5154. M (RTE I ntegrator) .
Title : SW3846 Method 8260B, ZB624 60m x 0.25mm x 1. 4um

Last Update : Tue Nov 29 09: 14: 04 2011
Response via : Miltiple Level Calibration

M n. RRF : 0.000 Mn. Rel. Area: 50% Max. R T. Dev 0.50mn
Max. RRF Dev : 20% Max. Rel. Area : 200%
Conmpound AvgRF  CCRF %ev Area% Dev(min)R T.

11 tert butyl alcohol-d9 1. 000 1. 000 0.0 102 0. 00 7.28

2 tertiary butyl al cohol 1.314 1. 385 -5.4 108 0. 00 7.42

3 et hyl alcohol oo NA- - --------

4 1, 4- di oxane 0.124 0.131 -5.6 108 0. 00 12. 09

51 pent af | uor obenzene 1. 000 1. 000 0.0 102 0. 00 9.98

6m freon23  aeeeaaa-- NA----------

7m freon 115 aeeeeaao-- NA----------

8m freon 1432 aeee--a--- NA----------

9m freon 1522 aeee------ NA----------
10 m chlorotrifluoroethene - --------- NA----------
11 chl orodi f | uor onet hane 0. 394 0. 311 21.1# 76 0.00 3.78
12 di chl or odi f | uor onet hane 0.591 0. 588 0.5 94 0. 00 3.76
13 m freon 114  aeeeeoa--- NA----------
14 m freon 142b  eeeee----- NA----------
15 chl or onet hane 0. 698 0.708 -1.4 100 0. 00 4.09
16 vinyl chloride 0.561 0. 570 -1.6 98 0. 00 4.34
17 m acetaldehyde o--------- NA- - --------
18 br ononet hane 0. 349 0. 337 3.4 100 0. 00 5.00
19 chl or oet hane 0. 285 0. 284 0.4 98 0. 00 5.18
20 vinyl bromide  ae-------- NA----------
21 trichl orof | uor onet hane 0. 646 0. 649 -0.5 96 0. 00 5.66
22 pent ane 0. 736 0.511 30.6# 66 0. 00 5.73
23 et hyl ether 0. 229 0. 246 -7.4 106 0. 00 6. 07
24 m freon 141b  aeeeeaao-- NA----------
25 m freon 1232  meee--a--- NA----------
26 m freon 123  eeeeaaa-- NA----------
27 acrol ein 0. 070 0. 070 0.0 96 0. 00 6. 35
28 1, 1-di chl or oet hene 0. 348 0. 358 -2.9 95 0. 00 6. 53
29 acet one 0. 027 0. 030 -11.1 108 0.01 6. 59
30 allyl chloride 0. 247 0. 258 -4.5 100 0. 00 7.10
31 acetonitrile 0. 034 0.034 0.0 104 -0.01 7.07
32 i odonet hane 0. 769 0. 795 -3.4 101 0. 00 6. 82
33 i so-butyl al cohol 0.018 0. 019 -5.6 109 0. 00 10. 36
34 carbon disul fide 1.328 1.323 0.4 95 0. 00 6. 95
35 net hyl ene chl ori de 0. 443 0. 463 -4.5 105 0. 00 7.32
36 net hyl acetate 0. 295 0. 282 4.4 99 0. 00 7.09
37 met hyl tert butyl ether 1. 075 1.102 -2.5 99 0. 00 7.70
38 trans-1, 2-di chl or oet hene 0. 400 0. 410 -2.5 96 0. 00 7.74
39 di -i sopropyl ether 1. 666 1.546 7.2 96 0. 00 8. 39
40 2- but anone 0. 039 0. 042 -7.7 108 0. 00 9.28
41 1, 1-di chl or oet hane 0. 757 0.810 -7.0 101 0. 00 8.41
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Initial Calibration Verification Page 2 of 3
Job Number: JA93968 Sample: VX5154-1CV5154
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: X121124.D
Project: BMSMC, Building 5 Area, PR
42 chl or opr ene 0. 631 0. 539 14. 6 84 0. 00 8.53
43 acrylonitrile 0.126 0. 135 -7.1 108 0. 00 7.70
44 vinyl acetate 0. 059 0. 066 -11.9 112 0.00 8. 40
45 ethyl tert-butyl ether 1.384 1. 386 -0.1 103 0.00 8. 96 o
46 et hyl acetate 0.038 0. 039 -2.6 102 0.00 9.30 g
47 2, 2-di chl or opr opane 0.588 0. 569 3.2 93 0. 00 9.31 o
48 ci s-1, 2-di chl or oet hene 0. 462 0. 482 -4.3 102 0.00 9.31
49 propionitrile 0. 049 0. 052 -6.1 109 0.00 9. 40
50 tert-Butyl Formate 0. 322 0. 356 -10.6 110 0.00 9.81
51 br onochl or onet hane 0.231 0. 248 -7.4 108 0. 00 9. 69
52 t et rahydr of uran 0. 136 0. 137 -0.7 106 0. 00 9.74
53 chl orof orm 0. 738 0.777 -5.3 101 0. 00 9.78
54 S  di bronofl uor onet hane (s) 0. 404 0. 429 -6.2 100 0. 00 10. 03
55 S 1, 2-dichl oroet hane-d4 (s) 0. 405 0. 433 -6.9 103 0.00 10. 56
56 freon 113 0. 305 0. 282 7.5 87 0.00 6. 50
57 net hacrylonitrile 0. 227 0. 237 -4.4 106 0. 00 9.63
58 1,1, 1-trichl oroet hane 0. 582 0. 607 -4.3 95 0. 00 10. 08
59 cycl ohexane 0. 577 0. 577 0.0 94 0. 00 10. 17
60 m tert anyl alcohol  ---------- NA- - --------
61 m iso-octane 1.623 1.438 11. 4 85 0. 00 10. 65
62 | 1, 4-di fl uor obenzene 1. 000 1. 000 0.0 102 0. 00 11. 14
63 di -i sobutylene  —eeo----- NA- - --------
64 epi chl or ohydrin 0.021 0. 021 0.0 101 0. 00 12. 68
65 n- butyl al cohol 0. 008 0. 008 0.0 109 0.00 11. 34
66 carbon tetrachl oride 0. 384 0. 394 -2.6 95 0. 00 10. 34
67 1, 1-di chl or opr opene 0. 389 0. 397 -2.1 96 0.00 10. 31
68 hexane 0. 417 0. 327 21.6# 77 0.00 8.09
69 benzene 1. 146 1.173 -2.4 99 0.00 10. 64
70 tert-amyl methyl ether 0. 862 0.874 -1.4 109 0. 00 10. 70
71 hept ane 0. 245 0. 201 18.0 80 0.00 10. 88
72 i sopropyl acetate 0. 562 0.571 -1.6 110 0. 00 10. 58
73 1, 2-di chl or oet hane 0. 348 0.372 -6.9 106 0.00 10. 67
74 trichl or oet hene 0. 309 0. 325 -5.2 99 0.00 11.58
75 m ethyl acrylate — ---------- NA----------
76 m tert anyl ethyl ether —  ---------- NA- - --------
77 2-ni tropropane 0. 004 0. 004 0.0 96 0. 02 12. 63
78 2-chl oroet hyl vinyl ether 0. 109 0. 107 1.8 101 0.00 12. 67
79 met hyl nethacryl ate 0.173 0. 183 -5.8 109 0. 00 11.97
80 1, 2-di chl or opr opane 0. 322 0. 337 -4.7 102 0. 00 11.93
81 di br ononet hane 0.177 0.187 -5.6 107 0. 00 12. 14
82 nmet hyl cycl ohexane 0.474  0.416 12.2 86 0.00 11. 86
83 br onodi chl or onet hane 0. 394 0.429 -8.9 104 0. 00 12. 33
84 ci s-1, 3-di chl or opropene 0. 504 0. 546 -8.3 104 0. 00 12.95
85 S toluene-d8 (s) 1.035 1. 065 -2.9 97 0.00 13. 33
86 4- et hyl - 2- pent anone 0. 102 0. 107 -4.9 107 0. 00 13. 10
87 t ol uene 0.732 0. 764 -4.4 101 0.00 13.43
88 3- et hyl - 1- but anol 0.011 0.012 -9.1 108 0.00 13. 15
89 trans-1, 3-di chl or opr opene 0. 441 0.482 -9.3 105 0. 00 13.73
90 et hyl nethacryl ate 0. 329 0. 357 -8.5 108 0. 00 13.74
91 1,1, 2-trichl oroet hane 0.213 0.231 -8.5 107 0.00 14. 01
92 2- hexanone 0. 095 0.101 -6.3 109 0.00 14. 26
93 | chl or obenzene- d5 1. 000 1. 000 0.0 102 0. 00 15. 36
94 3, 3- Di net hyl - 1- but anol 0. 026 0. 029 -11.5 111 0.00 14.51
95 tetrachl or oet hene 0. 308 0. 307 0.3 99 0. 00 14. 22
96 1, 3-di chl or opr opane 0. 458 0. 468 -2.2 106 0. 00 14. 25
97 butyl acetate 0.193 0.199 -3.1 106 0. 00 14. 38
98 di br onochl or onet hane 0. 348 0. 375 -7.8 105 0.00 14. 59
99 1, 2-di br onoet hane 0. 274 0. 298 -8.8 108 0. 00 14.78
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Initial Calibration Verification Page 3 of 3
Job Number: JA93968 Sample: VX5154-1CV5154
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: X121124.D
Project: BMSMC, Building 5 Area, PR
100 m n-butyl ether —  aeea------ NA----------
101 chl or obenzene 0. 898 0. 949 -5.7 102 0. 00 15. 40
102 1,1,1, 2-tetrachl or oet hane 0. 334 0. 354 -6.0 104 0. 00 15. 49
103 et hyl benzene 1. 457 1.484 -1.9 98 0. 00 15. 49 o
104 m p- xyl ene 0.575 0. 589 -2.4 99 0.00 15. 63 g
105 o- xyl ene 0. 580 0. 602 -3.8 100 0. 00 16. 17 ol
106 styrene 0. 993 1.029 -3.6 103 0. 00 16. 19
107 br onof orm 0. 254 0. 268 -5.5 107 0. 00 16.52
108 | 1, 4-di chl or obenzene- d4 1. 000 1. 000 0.0 101 0. 00 18. 15
109 i sopropyl benzene 2.868 2.823 1.6 97 0. 00 16. 62
110 S  4-bronofl uorobenzene (s) 0.881 0. 862 2.2 99 0. 00 16. 86
111 br onbbenzene 0.801 0. 847 -5.7 104 0.00 17.08
112 1,1, 2, 2-tetrachl oroet hane 0. 697 0.716 -2.7 107 0. 00 17.01
113 trans-1, 4-di chl oro-2-bute 0.171 0.174 -1.8 105 0. 00 17. 06
114 1, 2, 3-trichl oropropane 0.173 0.179 -3.5 111 0. 00 17.08
115 n- propyl benzene 3.374 3. 254 3.6 97 0. 00 17.11
116 m 4-ethyltoluene  ---------- NA----------
117 2-chl or ot ol uene 0. 754 0. 750 0.5 100 0. 00 17. 27
118 4-chl or ot ol uene 2.140 2.138 0.1 101 0. 00 17. 38
119 1,3,5-trimethyl benzene 2.385 2.351 1.4 99 0. 00 17. 29
120 tert-butyl benzene 2.136 2.107 1.4 98 0. 00 17. 67
121 pent achl or oet hane 0. 544 0.528 2.9 100 0. 00 17.76
122 1,2, 4-tri et hyl benzene 2.437 2.432 0.2 99 0. 00 17.72
123 m 1,2,3-trinmethyl benzene  ---------- NA- - --------
124 sec- but yl benzene 3.176 3.113 2.0 97 0. 00 17.91
125 1, 3-di chl or obenzene 1.523 1.541 -1.2 101 0. 00 18. 09
126 p-i sopropyl t ol uene 2. 659 2.637 0.8 97 0. 00 18. 03
127 1, 4-di chl or obenzene 1.551 1. 549 0.1 102 0.00 18.18
128 1, 2-di chl or obenzene 1.453 1. 500 -3.2 104 0.00 18. 57
129 benzyl chloride 1.311 1.325 -1.1 103 0.00 18. 30
130 m 1, 4-di et hyl benzene  —--------- NA- - --------
131 n- but yl benzene 1.416 1.418 -0.1 96 0. 00 18. 45
132 m 1,2,4,5-tetranethyl benzen  ---------- NA- - --------
133 1, 2- di br ono- 3- chl or opr opa 0.124 0.122 1.6 106 0. 00 19. 32
134 1, 3,5-trichl orobenzene 1. 342 1. 364 -1.6 99 0. 00 19. 48
135 hexachl or obut adi ene 0.672 0. 668 0.6 96 0. 00 20. 20
136 napht hal ene 1.848 2.097 -13.5 106 0. 00 20. 37
137 1,2,4-trichl orobenzene 1.080 1.171 -8.4 100 0.00 20. 10
138 m 1, 2,3-trichl orobenzene 0. 954 1. 047 -9.7 104 0. 00 20. 60
139 hexachl or oet hane 0. 538 0. 554 -3.0 99 0. 00 18. 82
(#) = Qut of Range SPCC's out = 0 CCC s out
X121119.D MX5154. M Tue Nov 29 17:36:07 2011 ACCNJ
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Raw Data: X121553.D

Continuing Calibration Summary

Job Number:
Account:
Project:

JA93968 Sample:
AMANYWP Anderson, Mulholland & Associates
BMSMC, Building 5 Area, PR

VX5173-CC5154
Lab FilelD:  X121553.D

Page 1 of 3

Data File :
Acq On
Sampl e
M sc :
M5 Integration Paranms: Rteint.p

Met hod

Title

Last Update
Response vi a :

M n.
Max.

333337

33

333

Eval uate Continuing Calibration Report

C:\ msdchem 1\ DATA\ X\ VX5174\ X121553. D Vial: 8

9 Dec 2011 1:03 pm Operator: tam kag
CC5154- 20 I nst o MBX
MB22413, VX5173,1.0,,,,1 Mul tiplr: 1.00

C:. \ MBSDCHEM 1\ METHODS\ MX5154. M ( RTE | nt egr at or)
SW 846 Met hod 8260B, ZB624 60m x 0.25mm x 1. 4um
Tue Nov 29 09:14:04 2011

Mul tiple Level Calibration

0.000 Mn. Rel. Area: 50% Mix. RT. Dev 0.50mn
20% Max. Rel. Area : 200%

" I

Conmpound AvgRF  CCRF %ev Area% Dev(min)R T.
tert butyl alcohol-d9 1. 000 1. 000 0.0 101 -0.02 7.27
tertiary butyl al cohol 1.314 1. 217 7.4 90 -0.02 7.40
et hyl alcohol oo NA- - --------

1, 4- di oxane 0.124 0.118 4.8 91 -0.02 12.08
pent af | uor obenzene 1. 000 1. 000 0.0 88 -0.02 9. 96
freon 23  ae-e-a---- NA----------
freon 115 aeeeeaao-- NA----------
freon 1432 —eee------ NA----------
freon 152a  eee------- NA----------
chlorotrifluoroethene - --------- NA----------
chl orodi f | uor onet hane 0. 394 0.416 -5.6 91 0. 00 3.78
di chl orodi f | uor onret hane 0.591 0.616 -4.2 93 0.00 3.76
freon 124 aeeo------ NA----------
freon 142b  eeee------ NA----------
chl or onet hane 0. 698 0. 664 4.9 86 -0.01 4.08
vinyl chloride 0.561 0. 569 -1.4 90 0. 00 4. 33
acetal dehyde  —eea------ NA- - --------
br ononet hane 0. 349 0. 388 -11.2 99 0. 00 4.99
chl or oet hane 0. 285 0. 292 -2.5 88 0. 00 5.18
vinyl bromide  ae-------- NA----------
trichl orof | uor onet hane 0. 646 0. 705 -9.1 95 0. 00 5. 65
pent ane 0. 736 0. 738 -0.3 85 -0.01 5.71
et hyl ether 0. 229 0. 232 -1.3 93 -0.03 6. 05
freon 141b aeeeaaao-- NA----------
freon 123a aeee-a---- NA----------
freon 123 aeeoa----- NA----------
acrol ein 0. 070 0. 062 11. 4 77 -0.02 6. 34
1, 1-di chl or oet hene 0. 348 0. 404 -16.1 105 0. 00 6.51
acet one 0. 027 0. 044 -63.0# 158 0.00 6. 57
allyl chloride 0. 247 0.272 -10.1 102 0. 00 7.09
acetonitrile 0. 034 0.031 8.8 84 -0.02 7.06
i odonet hane 0. 769 0. 863 -12.2 104 -0.01 6.81
i so-butyl al cohol 0.018 0. 017 5.6 82 0. 00 10. 35
carbon disul fide 1.328 1.438 -8.3 101 -0.02 6. 94
net hyl ene chl ori de 0. 443 0. 468 -5.6 96 -0.02 7.30
net hyl acetate 0. 295 0. 278 5.8 79 -0.02 7.07
nmet hyl tert butyl ether 1.075 1.188 -10.5 98 0. 00 7.69
trans-1, 2-di chl or oet hene 0. 400 0. 457 -14.2 103 -0.02 7.73
di -i sopropyl ether 1. 666 1.550 7.0 81 -0.02 8. 38
2- but anone 0. 039 0. 047 -20.5# 113 -0.02 9. 26
1, 1- di chl or oet hane 0. 757 0.834 -10.2 97 -0.02 8. 39
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Continuing Calibration Summary Page 2 of 3
Job Number:  JA93968 Sample: VX5173-CC5154
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: X121553.D
Project: BMSMC, Building 5 Area, PR
42 chl or opr ene 0. 631 0. 633 -0.3 86 -0.02 8.52
43 acrylonitrile 0.126 0.123 2.4 90 -0.02 7.68
44 vinyl acetate 0. 059 0. 057 3.4 83 -0.01 8. 39
45 ethyl tert-butyl ether 1.384 1.353 2.2 86 -0.02 8.94 o
46 et hyl acetate 0.038 0. 039 -2.6 88 -0.01 9. 30 g
47 2, 2-di chl or opr opane 0.588 0.671 -14.1 106 -0.01 9. 30 o
48 ci s-1, 2-di chl or oet hene 0. 462 0. 507 -9.7 99 -0.02 9.29
49 propionitrile 0. 049 0. 049 0.0 92 0. 00 9.39
50 tert-Butyl Formate 0. 322 0. 338 -5.0 88 -0.02 9. 80
51 br onochl or onet hane 0.231 0. 253 -9.5 101 -0.01 9.68
52 t et rahydr of uran 0. 136 0.127 6.6 89 -0.02 9.73
53 chl orof orm 0. 738 0. 825 -11.8 100 -0.02 9.76
54 S  di bronofl uor onet hane (s) 0. 404 0. 446 -10. 4 92 -0.02 10.01
55 S 1, 2-dichl oroet hane-d4 (s) 0. 405 0. 398 1.7 83 -0.01 10.54
56 freon 113 0. 305 0. 350 -14.8 95 -0.02 6. 49
57 net hacrylonitrile 0. 227 0.214 5.7 88 -0.02 9.61
58 1,1, 1-trichl oroethane 0.582 0. 688 -18.2 106 -0.02 10. 06
59 cycl ohexane 0. 577 0. 601 -4.2 99 -0.01 10. 15
60 m tert anyl alcohol  ---------- NA- - --------
61 m iso-octane 1.623 1. 605 1.1 84 -0.02 10. 63
62 | 1, 4-di fl uor obenzene 1. 000 1. 000 0.0 90 -0.02 11.13
63 di -i sobutylene  —eeo----- NA- - --------
64 epi chl or ohydrin 0.021 0. 015 28.6# 63 0. 00 12. 66
65 n- butyl al cohol 0. 008 0. 007 12.5 85 -0.01 11.33
66 carbon tetrachl oride 0. 384 0. 453 -18.0 107 -0.02 10. 32
67 1, 1-di chl or opr opene 0. 389 0.425 -9.3 99 -0.02 10. 29
68 hexane 0. 417 0.404 3.1 84 -0.01 8. 07
69 benzene 1. 146 1.253 -9.3 100 -0.02 10. 62
70 tert-anyl nethyl ether 0. 862 0. 839 2.7 87 -0.02 10. 68
71 hept ane 0. 245 0. 239 2.4 85 -0.02 10. 87
72 i sopropyl acetate 0. 562 0. 537 4.4 88 -0.01 10. 57
73 1, 2-di chl or oet hane 0. 348 0. 367 -5.5 96 -0.02 10. 66
74 trichl or oet hene 0. 309 0. 360 -16.5 107 -0.02 11.56
75 m ethyl acrylate — ---------- NA----------
76 m tert anyl ethyl ether —  ---------- NA- - --------
77 2-nitropropane  —e-------- NA- - --------
78 2-chl oroet hyl vinyl ether 0. 109 0. 082 24.8# 67 -0.01 12. 66
79 nmet hyl nethacryl ate 0.173 0.172 0.6 93 0. 00 11. 96
80 1, 2-di chl or opr opane 0. 322 0. 336 -4.3 95 0. 00 11.92
81 di br ononet hane 0.177 0. 186 -5.1 99 -0.02 12.13
82 nmet hyl cycl ohexane 0.474  0.485 -2.3 91 -0.02 11. 84
83 br onodi chl or onet hane 0. 394 0. 443 -12.4 102 -0.02 12.31
84 ci s-1, 3-di chl or opropene 0. 504 0. 544 -7.9 97 -0.01 12.94
85 S toluene-d8 (s) 1.035 1.190 -15.0 97 -0.01 13. 32
86 4- et hyl - 2- pent anone 0. 102 0.102 0.0 93 -0.02 13.09
87 t ol uene 0.732 0. 815 -11.3 102 -0.01 13. 42
88 3- et hyl - 1- but anol 0.011 0.011 0.0 86 0.00 13. 14
89 trans-1, 3-di chl or opr opene 0. 441 0.479 -8.6 98 -0.01 13.71
90 et hyl nethacryl ate 0. 329 0. 336 -2.1 97 0. 00 13.73
91 1,1, 2-trichl oroet hane 0. 213 0. 229 -7.5 98 -0.02 13.99
92 2- hexanone 0. 095 0.104 -9.5 107 0.00 14. 25
93 | chl or obenzene- d5 1. 000 1. 000 0.0 98 -0.02 15. 35
94 3, 3- Di net hyl - 1- but anol 0. 026 0. 023 11.5 84 -0.01 14. 49
95 tetrachl or oet hene 0. 308 0.314 -1.9 105 -0.01 14. 20
96 1, 3-di chl or opr opane 0. 458 0.434 5.2 96 -0.01 14. 23
97 butyl acetate 0.193 0.173 10. 4 85 0. 00 14. 36
98 di br onochl or onet hane 0. 348 0. 367 -5.5 104 -0.01 14.58
99 1, 2- di br onpet hane 0.274  0.280 -2.2 102 -0.02 14. 77
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Continuing Calibration Summary Page 3 of 3
Job Number:  JA93968 Sample: VX5173-CC5154
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: X121553.D
Project: BMSMC, Building 5 Area, PR
100 m n-butyl ether —  aeea------ NA----------
101 chl or obenzene 0. 898 0. 926 -3.1 101 0.00 15. 39
102 1,1,1, 2-tetrachl oroet hane 0. 334 0. 355 -6.3 103 0. 00 15. 48
103 et hyl benzene 1. 457 1.512 -3.8 102 -0.02 15. 47 o
104 m p- xyl ene 0.575 0. 598 -4.0 103 -0.01 15. 62 g
105 o- xyl ene 0. 580 0. 605 -4.3 104 0. 00 16. 16 o
106 styrene 0.993 0. 989 0.4 101 0. 00 16. 18
107 br onof orm 0. 254 0. 259 -2.0 107 -0.01 16. 51
108 | 1, 4-di chl or obenzene- d4 1. 000 1. 000 0.0 105 0. 00 18. 15
109 i sopropyl benzene 2.868 2.820 1.7 104 -0.01 16. 61
110 S  4-bronofl uorobenzene (s) 0.881 0. 838 4.9 98 -0.01 16. 85
111 br onobenzene 0. 801 0. 803 -0.2 104 0. 00 17. 07
112 1,1, 2, 2-tetrachl or oet hane 0. 697 0. 628 9.9 98 -0.01 17. 00
113 trans-1, 4-di chl oro-2-bute 0.171 0. 148 13.5 95 0. 00 17. 05
114 1, 2, 3-trichl oropropane 0.173 0. 167 3.5 104 0. 00 17. 07
115 n- propyl benzene 3.374 3. 265 3.2 103 0. 00 17.10
116 m 4-ethyltoluene  ---------- NA----------
117 2-chl or ot ol uene 0.754 0.723 4.1 104 0.00 17. 26
118 4-chl or ot ol uene 2. 140 2.015 5.8 102 0.00 17. 38
119 1,3,5-trimethyl benzene 2.385 2.311 3.1 103 0. 00 17. 28
120 tert-butyl benzene 2.136 2.106 1.4 105 0. 00 17. 66
121 pent achl or oet hane 0. 544 0. 520 4.4 104 0. 00 17.75
122 1,2, 4-tri et hyl benzene 2.437 2.386 2.1 105 0. 00 17.72
123 m 1,2,3-trinmethyl benzene  ---------- NA- - --------
124 sec- but yl benzene 3.176 3.119 1.8 106 0. 00 17. 89
125 1, 3-di chl or obenzene 1.523 1. 496 1.8 105 -0.01 18. 08
126 p-i sopropyl t ol uene 2. 659 2.616 1.6 107 0. 00 18. 03
127 1, 4-di chl or obenzene 1.551 1. 483 4.4 104 -0.01 18. 17
128 1, 2-di chl or obenzene 1. 453 1.423 2.1 106 -0.01 18. 56
129 benzyl chloride 1.311 1. 300 0.8 98 0. 00 18. 29
130 m 1, 4-di et hyl benzene  —--------- NA- - --------
131 n- but yl benzene 1.416 1. 356 4.2 104 0. 00 18. 44
132 m 1,2,4,5-tetranethyl benzen  ---------- NA- - --------
133 1, 2- di br ono- 3- chl or opr opa 0.124 0.108 12.9 99 0. 00 19.31
134 1, 3,5-trichl orobenzene 1. 342 1.314 2.1 105 0. 00 19. 48
135 hexachl or obut adi ene 0.672 0. 686 -2.1 114 0.00 20. 20
136 napht hal ene 1.848 1.842 0.3 105 -0.01 20. 36
137 1,2,4-trichl orobenzene 1. 080 1. 085 -0.5 107 -0.01 20. 09
138 m 1, 2,3-trichl orobenzene 0. 954 0.932 2.3 106 0. 00 20.59
139 hexachl or oet hane 0. 538 0. 549 -2.0 111 0. 00 18. 80
(#) = Qut of Range SPCC's out = 0 CCC s out 0
X121118. D MX5154. M Dec 09 13:57:49 2011 ACCNJ
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Raw Data: X121639.D

Continuing Calibration Summary

Job Number:
Account:
Project:

JA93968 Sample:
AMANYWP Anderson, Mulholland & Associates
BMSMC, Building 5 Area, PR

VX5178-CC5154
Lab FilelD:  X121639.D

Page 1 of 3

Data File :
Acq On
Sampl e
M sc :
M5 Integration Paranms: Rteint.p

Met hod

Title

Last Update
Response vi a :

M n.
Max.

333337

33

333

Eval uate Continuing Calibration Report

C:\ msdchem 1\ DATA\ X\ VX5178\ X121639. D Vial: 2

12 Dec 2011 9: 25 am Qperator: tam kag
CC5154- 20 I nst © MBX
M522489, VX5178,5.0,,,,1 Mul tiplr: 1.00

C:. \ MBSDCHEM 1\ METHODS\ MX5154. M ( RTE | nt egr at or)
SW 846 Met hod 8260B, ZB624 60m x 0.25mm x 1. 4um
Tue Nov 29 09:14:04 2011

Mul tiple Level Calibration

0.000 Mn. Rel. Area: 50% Mix. RT. Dev 0.50mn
20% Max. Rel. Area : 200%

" I

Conmpound AvgRF  CCRF %ev Area% Dev(min)R T.
tert butyl alcohol-d9 1. 000 1. 000 0.0 122 -0.03 7.26
tertiary butyl al cohol 1.314 1.124 14.5 100 -0.04 7.38
et hyl alcohol oo NA- - --------

1, 4- di oxane 0.124 0. 115 7.3 107 -0.03 12.06
pent af | uor obenzene 1. 000 1. 000 0.0 103 -0.03 9.94
freon 23  ae-e-a---- NA----------
freon 115 aeeeeaao-- NA----------
freon 1432 —eee------ NA----------
freon 152a  eee------- NA----------
chlorotrifluoroethene - --------- NA----------
chl orodi f | uor onet hane 0. 394 0. 464 -17.8 120 -0.03 3.75
di chl orodi f | uor onret hane 0.591 0.473 20.0 84 -0.03 3.73
freon 124 aeeo------ NA----------
freon 142b  eeee------ NA----------
chl or onet hane 0. 698 0. 540 22.6# 82 -0.03 4. 06
vinyl chloride 0. 561 0. 463 17.5 86 -0.03 4. 31
acetal dehyde  —eea------ NA- - --------
br ononet hane 0. 349 0.321 8.0 96 -0.03 4.97
chl or oet hane 0. 285 0. 237 16. 8 84 -0.03 5.15
vinyl bromide  ae-------- NA----------
trichl orof | uor onet hane 0. 646 0. 558 13.6 88 -0.04 5.62
pent ane 0. 736 0. 827 -12.4 112 -0.04 5. 69
et hyl ether 0. 229 0. 210 8.3 99 -0.04 6. 03
freon 141b aeeeaaao-- NA----------
freon 123a aeee-a---- NA----------
freon 123 aeeoa----- NA----------
acrol ein 0. 070 0. 060 14. 3 88 -0.04 6. 31
1, 1-di chl or oet hene 0. 348 0. 370 -6.3 113 -0.04 6. 49
acet one 0. 027 0. 026 3.7 110 -0.02 6.56
allyl chloride 0. 247 0. 250 -1.2 111 -0.03 7.07
acetonitrile 0. 034 0. 032 5.9 101 -0.04 7.04
i odonet hane 0. 769 0.791 -2.9 112 -0.04 6.79
i so-butyl al cohol 0.018 0.016 11.1 91 -0.03 10. 33
carbon disul fide 1.328 1.344 -1.2 111 -0.04 6.92
net hyl ene chl ori de 0. 443 0.432 2.5 104 -0.04 7.29
net hyl acetate 0. 295 0. 270 8.5 90 -0.04 7.06
nmet hyl tert butyl ether 1.075 1. 059 1.5 102 -0.03 7.66
trans-1, 2-di chl or oet hene 0. 400 0.431 -7.7 114 -0.04 7.71
di -i sopropyl ether 1. 666 1.500 10.0 93 -0.04 8. 35
2- but anone 0. 039 0. 036 7.7 104 -0.03 9.25
1, 1-di chl or oet hane 0. 757 0. 764 -0.9 104 -0.04 8. 37
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Continuing Calibration Summary

Page 2 of 3

Job Number:  JA93968 Sample: VX5178-CC5154
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: X121639.D
Project: BMSMC, Building 5 Area, PR
42 chl or opr ene 0. 631 0.641 -1.6 102 -0.03 8. 50
43 acrylonitrile 0.126 0.113 10. 3 98 -0.04 7.66
44 vinyl acetate 0. 059 0. 063 -6.8 106 -0.03 8. 36
45 ethyl tert-butyl ether 1.384 1.327 4.1 99 -0.04 8.92 o
46 et hyl acetate 0.038 0. 038 0.0 99 -0.03 9. 27 g
47 2, 2-di chl or opr opane 0.588 0. 623 -6.0 116 -0.04 9. 27 N
48 ci s-1, 2-di chl or oet hene 0. 462 0. 479 -3.7 110 -0.04 9. 27
49 propionitrile 0. 049 0. 046 6.1 102 -0.04 9. 36
50 tert-Butyl Formate 0. 322 0. 339 -5.3 104 -0.04 9.78
51 br onochl or onet hane 0.231 0. 236 -2.2 111 -0.04 9. 66
52 t et rahydr of uran 0. 136 0.115 15. 4 95 -0.04 9.71
53 chl orof orm 0.738 0.768 -4.1 109 -0.04 9.74
54 S  di bronofl uor onet hane (s) 0. 404 0. 454 -12.4 111 -0.04 9.99
55 S 1, 2-dichl oroet hane-d4 (s) 0. 405 0. 402 0.7 99 -0.03 10. 52
56 freon 113 0. 305 0. 361 -18.4 116 -0.04 6. 47
57 net hacrylonitrile 0. 227 0.193 15.0 94 -0.03 9.59
58 1,1, 1-trichl oroet hane 0. 582 0. 630 -8.2 114 -0.04 10. 04
59 cycl ohexane 0. 577 0.551 4.5 107 -0.04 10.12
60 m tert anyl alcohol  ---------- NA- - --------
61 m iso-octane 1.623 1. 569 3.3 96 -0.04 10. 61
62 | 1, 4-di fl uor obenzene 1. 000 1. 000 0.0 108 -0.04 11.11
63 di -i sobutylene  —eeo----- NA- - --------
64 epi chl or ohydrin 0.021 0.017 19.0 87 -0.03 12. 65
65 n- butyl al cohol 0. 008 0. 007 12.5 95 -0.03 11. 31
66 carbon tetrachl oride 0. 384 0. 407 -6.0 115 -0.04 10. 29
67 1, 1-di chl or opr opene 0. 389 0. 390 -0.3 109 -0.04 10. 27
68 hexane 0. 417 0.412 1.2 102 -0.04 8. 05
69 benzene 1.146 1.162 -1.4 110 -0.04 10. 60
70 tert-amyl methyl ether 0. 862 0. 803 6.8 100 -0.03 10. 67
71 hept ane 0. 245 0. 230 6.1 98 -0.03 10. 85
72 i sopropyl acetate 0. 562 0.593 -5.5 116 -0.03 10. 55
73 1, 2-di chl or oet hane 0. 348 0. 326 6.3 102 -0.04 10. 63
74 trichl oroet hene 0. 309 0. 333 -7.8 119 -0.03 11. 54
75 m ethyl acrylate — ---------- NA----------
76 m tert anyl ethyl ether —  ---------- NA- - --------
77 2-ni tropropane 0. 004 0. 001 75. O# 0# -0.02 12. 63
78 2-chl oroet hyl vinyl ether 0. 109 0. 087 20.2# 85 -0.03 12. 64
79 met hyl nethacryl ate 0.173 0. 154 11.0 100 -0.03 11.94
80 1, 2-di chl or opr opane 0. 322 0. 304 5.6 102 -0.03 11.90
81 di br ononet hane 0.177 0.171 3.4 108 -0.04 12.10
82 net hyl cycl ohexane 0.474 0.491 -3.6 110 -0.04 11. 82
83 br onodi chl or onet hane 0. 394 0. 396 -0.5 109 -0.03 12. 30
84 ci s-1, 3-di chl or opropene 0. 504 0. 499 1.0 106 -0.03 12.92
85 S toluene-d8 (s) 1.035 1.238 -19.6 121 -0.03 13. 30
86 4- et hyl - 2- pent anone 0. 102 0. 092 9.8 101 -0.03 13. 07
87 t ol uene 0.732 0.742 -1.4 111 -0.03 13. 40
88 3- et hyl - 1- but anol 0.011 0.011 0.0 101 -0.03 13.12
89 trans-1, 3-di chl or opr opene 0. 441 0.429 2.7 105 -0.03 13. 69
90 et hyl nethacryl ate 0. 329 0. 297 9.7 102 -0.03 13.71
91 1,1, 2-trichl oroet hane 0. 213 0. 210 1.4 107 -0.03 13.98
92 2- hexanone 0. 095 0. 083 12.6 101 -0.03 14. 23
93 | chl or obenzene- d5 1. 000 1. 000 0.0 125 -0.03 15. 33
94 3, 3-Di net hyl - 1- but anol 0. 026 0. 021 19.2 100 -0.03 14. 48
95 tetrachl or oet hene 0. 308 0.274 11.0 117 -0.03 14. 19
96 1, 3-di chl or opr opane 0. 458 0. 369 19.4 104 -0.03 14. 22
97 butyl acetate 0.193 0. 157 18. 7 97 -0.03 14. 35
98 di br onmochl or onet hane 0. 348 0. 306 12.1 110 -0.03 14. 57
99 1, 2-di br onoet hane 0. 274 0. 236 13.9 109 -0.03 14.76
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Continuing Calibration Summary Page 3 of 3
Job Number:  JA93968 Sample: VX5178-CC5154
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: X121639.D
Project: BMSMC, Building 5 Area, PR
100 m n-butyl ether —  aeea------ NA----------
101 chl or obenzene 0. 898 0.787 12.4 109 -0.03 15. 37
102 1,1, 1, 2-tetrachl oroet hane 0.334 0. 299 10.5 110 -0.03 15. 46
103 et hyl benzene 1. 457 1.289 11.5 110 -0.03 15. 46 o
104 m p- xyl ene 0.575 0. 515 10.4 112 -0.03 15. 60 g
105 o- xyl ene 0.580 0. 523 9.8 114 -0.02 16. 15 N
106 styrene 0.993 0. 840 15.4 109 -0.03 16. 17
107 br onof orm 0.254 0.214 15.7 112 -0.03 16. 50
108 | 1, 4-di chl or obenzene- d4 1. 000 1. 000 0.0 128 -0.02 18. 13
109 i sopropyl benzene 2.868 2.501 12.8 113 -0.03 16. 59
110 S  4-bronofl uorobenzene (s) 0.881 0. 867 1.6 124 -0.03 16. 84
111 br onobenzene 0. 801 0. 700 12.6 111 -0.02 17. 06
112 1,1, 2, 2-tetrachl oroet hane 0. 697 0. 547 21.5# 105 -0.03 16. 98
113 trans-1, 4-di chl oro-2-bute 0.171 0.134 21.6# 105 -0.03 17. 03
114 1, 2, 3-trichl oropropane 0.173 0. 141 18.5 108 -0.02 17. 06
115 n- propyl benzene 3.374 2.903 14.0 112 -0.02 17.09
116 m 4-ethyltoluene  ---------- NA----------
117 2-chl or ot ol uene 0. 754 0. 638 15.4 112 -0.03 17. 25
118 4-chl or ot ol uene 2.140 1.776 17.0 110 -0.02 17. 36
119 1,3,5-trimethyl benzene 2.385 2. 056 13.8 113 -0.03 17. 27
120 tert-butyl benzene 2.136 1.873 12.3 115 -0.02 17. 65
121 pent achl or oet hane 0. 544 0. 453 16.7 111 -0.02 17.74
122 1,2, 4-tri et hyl benzene 2.437 2.135 12.4 115 -0.02 17.70
123 m 1,2,3-trinmethyl benzene  ---------- NA- - --------
124 sec- but yl benzene 3.176 2.713 14.6 113 -0.02 17. 88
125 1, 3-di chl or obenzene 1.523 1.297 14.8 111 -0.02 18. 07
126 p-i sopropyl t ol uene 2. 659 2.289 13.9 114 -0.02 18.01
127 1, 4- di chl or obenzene 1.551 1.279 17.5 109 -0.02 18. 16
128 1, 2-di chl or obenzene 1.453 1.234 15.1 113 -0.02 18. 55
129 benzyl chloride 1.311 1. 150 12.3 107 -0.02 18. 28
130 m 1, 4-di et hyl benzene  —--------- NA- - --------
131 n- but yl benzene 1.416 1.177 16.9 111 -0.02 18. 43
132 m 1,2,4,5-tetranethyl benzen  ---------- NA- - --------
133 1, 2-di brono- 3-chl oropropa 0.124 0. 092 25.8# 104 -0.01 19. 30
134 1, 3,5-trichl orobenzene 1. 342 1. 098 18.2 108 -0.02 19. 46
135 hexachl or obut adi ene 0.672 0.582 13.4 119 -0.02 20.18
136 napht hal ene 1.848 1. 556 15.8 108 -0.03 20.34
137 1, 2,4-trichl orobenzene 1. 080 0. 909 15.8 109 -0.02 20. 08
138 m 1, 2,3-trichl orobenzene 0. 954 0.779 18.3 109 -0.02 20. 58
139 hexachl or oet hane 0.538 0.477 11.3 118 -0.02 18.79
(#) = Qut of Range SPCC's out =0 CCCs out =0
X121118. D MX5154. M Mon Dec 12 16:20:38 2011  ACCNJ
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Quantitation Report

Data File : C:\HPCHEM\1\DATA\D190181.D
Acq On : 10 Dec 2011 3:50 pm
Sample : Ja93968-1

Misc Ms22716,vD7742,5.2,,100,5,1

MS Integratlon Params: RTEINT.P
Quant Time: Dec 12 16:28 2011

Quant Method
Title

Last Update

Response via

Vial:

Operator:
Inst :
Multiplr:

Quant Results File:

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B
Fri Dec 09 07:47:41 2011
Initial Calibration

(QT Reviewed)

58
EmilyT
MSD
1.00

MD7671.RES

Conc Units Dev(Min)

9.

N~ o

ug/L 0.02
ug/L 0.00
ug/L 0.00
ug/L 0.00
ug/L 0.00
ug/L 0.00
90.48%
ug/L 0.00
90.84%
ug/L 0.00
98.22%
ug/L 0.00
85.26%
Qvalue
ug/L # 63
ug/L 97
ug/L # 60
ug/L 99
ug/L 100
ug/L 96

DataAcq Meth MD7671
Internal Standards
1) Tert Butyl Alcohol-d9 7
4) pentafluorobenzene
51) 1,4-difluorobenzene 10.
83) chlorobenzene-d5 13.
97) 1,4-dichlorobenzene-d4 16.
System Monitoring Compounds
44) dibromofluoromethane (s)

Spiked Amount 50.000 Range
45) 1,2-dichloroethane-d4 (s) 10.
Spiked Amount 50.000 Range
75) toluene-d8 (s) 12.
Spiked Amount 50.000 Range
99) 4-bromofluorobenzene (s) 15.
Spiked Amount 50.000 Range

Target Compounds
19) acetone
25) carbon disulfide
28) methyl tert butyl ether
92) ethylbenzene 14.
93) m,p-xylene 14.
94) o-xylene 14.
(#) = qualifier out of range (m) =

D190181.D MD7671.M

D190181.D: JA93968-1 P-1(0.5-1.5) page 1 0f 5

T. Qlon Response
.52 65 147592 500.00
75 168 260482 50.00
66 114 419179 50.00
99 117 442904 50.00
58 152 248212 50.00
75 113 128597 45.24
67 - 131 Recovery =
17 65 155170 45.42
66 - 130 Recovery =
37 98 549600 49.11
76 - 125 Recovery =
27 95 240503 42.63
53 - 142 Recovery =
.91 58 1177 3.54
.32 76 3276 0.33
98 73 5025 0.49
11 91 253991 14.89
23 106 265453 39.15
70 106 11502 1.71
manual integration
RPT1

Mon Dec 12 16:28:34 2011

Page 1
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Sample Results: D190181.D

Quantitation Report

Data File : C:\HPCHEM\1\DATA\D190181.D Vial: 58

Acq On : 10 Dec 2011 3:50 pm Operator: EmilyT
Sample : Jag93968-1 Inst : MSD

Misc > Ms22716,vD7742,5.2,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Dec 12 16:28 2011 Quant Results File: MD7671.RES
Method C:\HPCHEM\1\METHODS\MD7671 .M (RTE Integrator)

Title SW-846 Method 8260B

Last Update
Response via

Fri Dec 09 07:47:41 2011
Initial Calibration

TIC: D190181.D
900000

850000

800000

toluene-d8 (s),S

750000

chlorobenzene-d5, |
1zene-d4,|

700000 3

650000

(s).S

600000

4-bromofluorobenzene (s),S

550000

dibrtafioticairer

500000

1,4-difluorobenzene,|

450000

400000

ethylbenzene,M

350000

300000

250000

1,2-dichloroethane-d4 (s),S

200000

150000

Tert Butyl Alcohol-d9,

100000

o-xylene,M

50000

carbon disulfide,M
methyl tert butyl ether,M

acetone,M

.
e e e

T T T T T
400 500 6.00 7.00 800 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00 17.00 18.00 19.00 20.00 21.00

D190181.D MD7671.M Mon Dec 12 16:28:35 2011 RPT1 Page 2
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Sample Results: D190181.D

Scan 593 (6.889 min): D185441.D (-) #19
acetone
Concen: 3.54 ug/L
RT: 6.91 min Scan# 597
Ref50 Delta R.T. 0.02 min
Lab File: D190181.D
Acq: 10 Dec 2011 3:50 pm
Ol . .
40 60 80 100 120 140 160 180 200 Tgt lon: 58 Resp: 1177
Scan 597 (6.910 min): D190181.D fon Ratio Lower Upper
58 100
43 228.9 271.6 331.6#
Rawsg
lon 58.00 (57.70 to 58.70): D19
lon 43.00 (42.70 to 43.70): D19
o |
UL SUR LIS SURLL LN SURELISE BRI S LS UL B S
40 60 80 100 120 140 160 180 200 1000 /
50 \J\
/ N,
S S S L L WA B LI B S 0
U NS AL R
40 60 80 100 120 140 160 180 200 6.85 6.90 6.95
Scan 675 (7.317 min): D185441.D (-) #25
carbon disulfide
Concen: 0.33 ug/L
RT: 7.32 min Scan# 675
Refs0 Delta R.T. -0.01 min
Lab File: D190181.D
Acq: 10 Dec 2011 3:50 pm
. |
40 60 80 100 120 140 160 180 200 Tgt lon: 76 Resp: 3276
Scan 675 (7.318 min): D190181.D fon Ratio Lower Upper
‘ 76 100
78 8.0 0.0 38.9
44 10.7 0.0 42.1
Ravgg
lon 76.00 (75.70 to 76.70): D19
lon 78.00 (77.70 to 78.70): D19
| ‘ 1500
S A I UL S S S WS B B
40 60 80 100 120 140 160 180 200
1000
Sub
50 500
L R I UL B B B LS R R LU NN AL NN I
40 60 80 100 120 140 160 180 200 725 7.30 7.35 7.40
D190181.D MD7671.M Mon Dec 12 16:28:36 2011 RPT1 Page 3
an 76 of 334
@ ACCUTEST

D190181.D: JA93968-1 P-1(0.5-1.5) page 3 of 5 JAG3068  tememaTemiEs



Sample Results: D190181.D

Scan 798 (7.961 min): D185441.D (-) #28

methyl tert butyl ether
Concen: 0.49 ug/L

RT: 7.98 min Scan# 801
Refs0 Delta R.T. 0.02 min

Lab File: D190181.D

Acq: 10 Dec 2011 3:50 pm

o . .
40 60 80 100 120 140 160 180 200 Tgt lon: 73 Resp: 5025
Scan 801 (7.977 min): D190181.D lon Ratio Lower Upper
73 100
57 53.9 0.0 53.0#
43 25.7 0.0 49.9
Rawg,

lon 73.00 (72.70 to 73.70): D19

lon 57.00 (56.70 to 57.70): D19
Ov—v—v-mb---|----|----|----|----|----|----|----|---- 1500

40 60 80 100 120 140 160 180 200

1000
Sub

50 500

o Uss

I e e L S B B o B OO = ,

40 60 80 100 120 140 160 180 200
Scan 1975 (14.117 min): D185441.D (-) #92
ethylbenzene

Concen: 14.89 ug/L

RT: 14.11 min Scan# 1974
Refs0 Delta R.T. -0.00 min

Lab File: D190181.D

Acq: 10 Dec 2011 3:50 pm

ok '”'|””||:'” '|'|” "'|!|””.!'” '.'I'.' N — B B
30 40 50 60 70 8 90 100 110 120 Tgt lon: 91 Resp: 253991
Scan 1974 (14.112 min): D190181.D '82 ESEIO Lower Upper

106 31.7 2.1 62.1
77 8.6 0.0 38.8

Rawgq
lon 91.00 (90.70 to 91.70): D19
lon 106.00 (105.70 to 106.70): 0
| \“ \‘ 1 | i 300000
S i B B T O M m Mt
30 40 50 60 70 80 90 100 110 120
200000
Sub
50 100000
30 40 50 60 70 80 90 100 110 120
D190181.D MD7671.M Mon Dec 12 16:28:37 2011 RPT1 Page 4
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Sample Results: D190181.D

Scan 1998 (14.237 min): D185441.D (-) #93
m,p-xylene
Concen: 39.15 ug/L
RT: 14.23 min Scan# 1996
Refs0 Delta R.T. -0.00 min
Lab File: D190181.D
Acq: 10 Dec 2011 3:50 pm
o . .
30 40 50 60 70 8 90 100 1i0 120 130 | 19t 10on:106 Resp: 265453
Scan 1996 (14.227 min): D190181.D lon Ratio Lower Upper
106 100
91 198.7 139.3 258.7
Rawsg
lon 106.00 (105.70 to 106.70): [
300000] lon 91.00 (90.70 10 91.70): D19
0 'I'"JI""ﬁM"'I'U"I'"”I""\""I'h'“I""I""I"' 250000
30 40 50 60 70 80 90 100 110 120 130
200000
150000
Sub_, 100000
50000
O—Frrrrrrrrn-rrrrrrrrrrrrrrrrrrrv-rrrrrrn—v‘rrrrrrrrrﬁ-rm Ollllrlllllllllllll
30 40 50 60 70 80 90 100 110 120 130 14.20  14.40  14.60
Scan 2085 (14.692 min): D185441.D (-) #94
o-xylene
Concen: 1.71 ug/L
RT: 14.70 min Scan# 2087
Ref50 Delta R.T. 0.02 min
Lab File: D190181.D
| | Acq: 10 Dec 2011 3:50 pm
I || ||| imill Ml | ||
30 40 5 60 70 8 90 100 110 Tgt lon:106 Resp: 11502
Scan 2087 (14.703 min): D190181.D lon Ratio Lower Upper
106 100
91 204.0 147.0 273.0
Rawsg
lon 106.00 (105.70 to 106.70): O
lon 91.00 (90.70 to 91.70): D19
o | Ay L ‘H | L 10000
NI R SO SR UL AL LI S B
30 40 50 60 70 8 90 100 110 8000
6000
Sub 4000
50
2000
L A S S S UL I LI B I LAY BURLELUN LA UL
30 40 50 60 70 8 90 100 110 14.60 14.70  14.80
D190181.D MD7671.M Mon Dec 12 16:28:37 2011 RPT1 Page 5
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Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : X121566.D

Acq On : 9 Dec 2011 7:47 pm
Operator : tamikag

Sample : JA93968-2

Misc : MS22716,VX5174,5.3,,,,1

ALS Vial : 21 Sample Multiplier: 1

Quant Time: Dec 12 13:40:11 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)

Internal Standards

1) tert butyl alcohol-d9 7.272 65 78258 500.00 ug/L -0.02
5) pentafluorobenzene 9.965 168 210001 50.00 ug/L -0.01
62) 1,4-difluorobenzene 11.132 114 302530 50.00 ug/L -0.01
93) chlorobenzene-d5 15.353 117 302272 50.00 ug/L -0.01
108) 1,4-dichlorobenzene-d4 18.146 152 157926 50.00 ug”/L 0.00

System Monitoring Compounds
54) dibromofluoromethane (s) 10.013 113 93525 55.17 ug/L -0.02

Spiked Amount 50.000 Range 67 - 131 Recovery = 110.34%
55) 1,2-dichloroethane-d4 (s) 10.546 65 83859 49.26 ug/L 0.00
Spiked Amount 50.000 Range 66 - 130 Recovery = 98.52%
85) toluene-d8 (s) 13.323 98 357609 57.08 ug/L 0.00
Spiked Amount 50.000 Range 76 - 125 Recovery = 114.16%
110) 4-bromofluorobenzene (s) 16.854 95 138328 49.73 ug/L -0.01
Spiked Amount 50.000 Range 53 - 142 Recovery = 99.46%
Target Compounds Qvalue
29) acetone 6.576 58 989 8.58 ug/L # 67

(#) = qualifier out of range (m) = manual integration (+) = signals summed

MX5154 .M Mon Dec 12 13:44:55 2011 ACCNJ Page: 1
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Sample Results: [REVAEHD)

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : X121566.D

Acq On : 9 Dec 2011 747 pm
Operator : tamikag

Sample : JA93968-2

Misc - MS22716,VX5174,5.3,,,,1

ALS Vial : 21 Sample Multiplier: 1

Quant Time: Dec 12 13:40:11 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Abundance TIC: X121566.D\data.ms

650000

600000

ne-d4,|

550000

4

500000 T

450000

chlorobenzene-d5,|

toluene-d8 (s),S

400000

4-bromofluorobenzene (s),S

350000

300000

1,4-difluorobenzene, |

250000

200000

tirormotiuoromethdggl®robenzene, |

150000

1,2-dichloroethane-d4 (s),S

100000

tert butyl alcohol-d9,|

50000

acetone

o

Al
L B B L 0 L e L L L L L I B LA A L I L L L |

Time--> 400 500 6.00 7.00 800 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00 17.00 18.00 19.00 20.00 21.00 22.00
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Sample Results: X121566.D

Abundance Scan 593 (6.581 min): X121119.D (-583) (-) #29
48 acetone
Concen: 8.58 ug/L
RT: 6.576 min Scan# 592
Ref 50 Delta R.T. -0.005 min
58 Lab File: X121566.D
5 Acq: 9 Dec 2011 7:47 pm
C"hl"""""'"""""""""""" ) }
miz--> 40 60 80 100 120 140 160 180 200 Tgt lon: 58 Resp: 989
Abundance Scan 592 (6.576 min): X121566.D\data.ms lon Ratio Lower Upper
Pic) 58 100
43 260.8 300.3 360.3#
Raw g
58 Abundance
207
o] 800
LR I S SUR LIS B S NI L S S
mz--> 40 60 80 100 120 140 160 180 200
Abundance Scan 592 (6.576 min): X121566.D\data.ms (-497) (-) 600
a3
400 6.576
Sub50
58 200
ol | 207 0
mz--> 40 60 80 100 120 140 160 180 200  Time-> 650 655 6.60  6.65
X121566.D MX5154.M Mon Dec 12 13:44:56 2011 ACCNJ
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Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : X121649.D

Acq On : 12 Dec 2011 3:17 pm
Operator : tamikag

Sample : JA93968-3

Misc : MS22716,VX5178,4.8,,,,1

ALS Vial : 12 Sample Multiplier: 1

Quant Time: Dec 12 16:22:57 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)

Internal Standards

1) tert butyl alcohol-d9 7.256 65 80889 500.00 ug/L -0.03
5) pentafluorobenzene 9.955 168 220917 50.00 ug/L -0.02
62) 1,4-difluorobenzene 11.116 114 324018 50.00 ug/L -0.03
93) chlorobenzene-d5 15.337 117 338857 50.00 ug/L -0.03
108) 1,4-dichlorobenzene-d4 18.135 152 179833 50.00 ug”/L -0.02

System Monitoring Compounds
54) dibromofluoromethane (s) 9.997 113 97799 54.84 ug/L -0.03

Spiked Amount 50.000 Range 67 - 131 Recovery = 109.68%
55) 1,2-dichloroethane-d4 (s) 10.530 65 84512 47.19 ug/L -0.02
Spiked Amount 50.000 Range 66 - 130 Recovery = 94 .38%
85) toluene-d8 (s) 13.308 98 386333 57.58 ug/L -0.03
Spiked Amount 50.000 Range 76 - 125 Recovery = 115.16%
110) 4-bromofluorobenzene (s) 16.843 95 156164 49.31 ug/L -0.02
Spiked Amount 50.000 Range 53 - 142 Recovery = 98.62%
Target Compounds Qvalue
86) 4-methyl-2-pentanone 13.088 58 1217 1.85 ug/L 96
103) ethylbenzene 15.468 91 94241 9.54 ug/L 99
104) m,p-xylene 15.609 106 2384 0.61 ug/L 93
105) o-xylene 16.158 106 11588 2.95 ug/L 96

(#) = qualifier out of range (n) = manual integration (+) = signals summed
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Sample Results: [REVALYICED)

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : X121649.D

Acq On : 12 Dec 2011 3:17 pm
Operator : tamikag

Sample : JA93968-3

Misc - MS22716,VvX5178,4.8,,,,1

ALS Vial : 12 Sample Multiplier: 1

Quant Time: Dec 12 16:22:57 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Abundance TIC: X121649.D\data.ms
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650000

600000

+4-dichtorobenzene-d4,|

550000

500000

chlorobenzene-d5, |
4-bromofluorobenzene (s),S
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450000

400000

350000

300000

1,4-difluorobenzene, |

250000

200000

ditrormofluoromefitaiafegrebenzene,|

150000

1,2-dichloroethane-d4 (s),S
ethylbenzene

100000

tert butyl alcohol-d9,
o-xylene

50000

OL,H/,‘,,H,,,HH,,}LA,,H”,,,H,m,ﬁ¥ : LA

L e e L e e s e s e NSNS LA L L B N L L L |

T T
Time--> 400 500 6.00 7.00 800 9.00 10.00 11.00 1200 13.00 14.00 15.00 16.00 17.00 18.00 19.00 20.00 21.00 22.00

4-methyl-2-pentanone
m,p-xylene
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Sample Results: [REVALYICED)

Abundance Scan 1840 (13.103 min): X121119.D (-1828) (-)
43
Ref 50 58
85 100
33| 51 67 72
e T e e e S
m/z--> 30 40 50 70 80 90 100
Abundance Scan 1837 (13.088 min): X121649.D\data.ms
43
Raw g 58
il L
ot
m/z--> 30 40 50 60 70 80 90 100
Abundance  Scan 1837 (13.088 min): X121649.D\data.ms (-1744) (-)
43
Sub
85
100
ot
m/z--> 30 40 50 60 70 80 90 100
Abundance Scan 2296 (15.488 min): X121119.D (-2284) (-)
9
Ref 50
106
131
119
39 51 65 78 H
0 ,,mﬂ,m,,%,;W”,,m“,mw,lﬁ?,w#m,m‘,‘,%m,”%,m
m/z--> 30 40 50 60 70 80 90 100 110 120 130 140

Abundance Scan 2292 (15.468 min): X121649.D\data.ms
91
Raw g
106
51 65 77
319 il | N | 1
OFrrrrrprerr e e e e e e e
m/z--> 30 40 50 60 70 80 90 100 110 120 130 140
Abundance  Scan 2292 (15.468 min): X121649.D\data.ms (-2175) (-)
91
Sub
50
106
39 51 65 77
0 | fn | N | Inin 1
T T e e e e e e
m/z--> 30 40 50 60 70 80 90 100 110 120 130 140

X121649.D MX5154.M

X121649.D: JA93968-3 P-3 (1-2) page 3 of 4

Mon Dec 12 16:26:04 2011

#86
4-methyl-2-pentanone
Concen: 1.85 ug/L
RT: 13.088 min Scan# 1837
Delta R.T. -0.015 min
Lab File: X121649.D
Acq: 12 Dec 2011 3:17 pm
Tgt lon: 58 Resp: 1217
lon Ratio Lower Upper
58 100
43 266.5 240.0 300.0
100 19.2 0.0 59.6
Abundance
1000
800
600
13.088
400
200
I ARR\TY
Time-->13.00 13.05 13.10 13.15
#103
ethylbenzene
Concen: 9.54 ug/L
RT: 15.468 min Scan# 2292
Delta R.T. -0.020 min
Lab File: X121649.D
Acq: 12 Dec 2011 3:17 pm
Tgt lon: 91 Resp: 94241
lon Ratio Lower Upper
91 100
106 32.2 2.4 62.4
51 8.9 0.0 39.8
Abundance
15468
40000
30000
20000
10000
Tme-> | 1540 ise0 |
ACCNJ Page 3
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Sample Results: [REVALYICED)

Abundance Scan 2324 (15.635 min): X121119.D (-2312) (-) #104
9 m,p-xylene
Concen: 0.61 ug/L
106 RT: 15.609 min Scan# 2319
Ref 50 Delta R.T. -0.025 min
Lab File: X121649.D
77 Acq: 12 Dec 2011  3:17 pm
39 51 63
S S R BN IR0 17 R 106  aam
mz—> 30 40 50 60 70 80 90 100 110 Tgt 1on:-106 Resp: 4
Abundance Scan 2319 (15.609 min): X121649.D\data.ms lon Ratio Lower Upper
g1 106 100
91 179.9 159.8 219.8
Raw g 106
Abundance
39 4, 51 63 78 2000
0 '!"'"%H"!‘”"|'l'l"!""!""!""!'"l'!""
mz--> 30 40 50 60 70 80 90 100 110 1500
Abundance  Scan 2319 (15.609 min): X121649.D\data.ms (-2224) (-)
9 609
1000
Sub 50 106
500
39 51 78
63
0 '!""!'4'4"!""|'u"!""“!""!""!'l"‘l'!"" OT\"!""!""!""!
mz--> 30 40 50 60 70 8 90 100 110  Time--> 1555 15.60 15.65
Abundance Scan 2427 (16.174 min): X121119.D (-2416) (-) #105
o o-xylene
Concen: 2.95 ug/L
RT: 16.158 min Scan# 2424
Ref 50 106 Delta R.T. -0.015 min
Lab File: X121649.D
29 5‘1 o3 7ﬁ \H Acq: 12 Dec 2011 3:17 pm
bty 82 el 84l 97 (L . .
mz-> 30 40 50 60 70 80 90 100 110 Tgt 1on:106 Resp: 11588
Abundance Scan 2424 (16.158 min): X121649.D\data.ms lon Ratio Lower Upper

il 106 100
91 196.4 172.3 232.3

RaW 50 106
Abundance
39 5l e 10000
o B SNY 1LGNUOO THNN [ ENT |
mz-> 30 40 50 60 70 80 90 100 110 8000
Abundance  Scan 2424 (16.158 min): X121649.D\data.ms (-2389) (-)
9L
6000 6.158
Sub 4000
50 106
2000
39 5L .o 65 "
Obr bbbt e IS
m/z--> 30 40 50 60 70 80 90 100 110 Time--> 16.10 16.15 16.20
X121649.D MX5154.M Mon Dec 12 16:26:04 2011 ACCNJ Page 4
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Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : X121567.D

Acq On : 9 Dec 2011 8:16 pm
Operator : tamikag

Sample : JA93968-4

Misc : MS22716,VvX5174,5.0,,,,1

ALS Vial : 22 Sample Multiplier: 1

Quant Time: Dec 12 13:38:56 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)

Internal Standards

1) tert butyl alcohol-d9 7.272 65 78438 500.00 ug/L -0.02
5) pentafluorobenzene 9.971 168 206676 50.00 ug/L 0.00
62) 1,4-difluorobenzene 11.132 114 295926 50.00 ug/L -0.01
93) chlorobenzene-d5 15.353 117 292654 50.00 ug/L -0.01
108) 1,4-dichlorobenzene-d4 18.146 152 150753 50.00 ug”/L 0.00

System Monitoring Compounds
54) dibromofluoromethane (s) 10.013 113 92032 55.16 ug/L -0.02

Spiked Amount 50.000 Range 67 - 131 Recovery = 110-32%

55) 1,2-dichloroethane-d4 (s) 10.546 65 83183 49.65 ug/L 0.00

Spiked Amount 50.000 Range 66 - 130 Recovery = 99.30%

85) toluene-d8 (s) 13.323 98 346744 56.58 ug/L 0.00

Spiked Amount 50.000 Range 76 - 125 Recovery = 113.16%
110) 4-bromofluorobenzene (s) 16.854 95 131575 49.56 ug/L -0.01

Spiked Amount 50.000 Range 53 - 142 Recovery = 99.12%
Target Compounds Qvalue
29) acetone 6.571 58 2686 23.68 ug/L # 83
69) benzene 10.630 78 3778 0.56 ug/L 92
103) ethylbenzene 15.478 91 123657 14.50 ug/L 98
104) m,p-xylene 15.619 106 179367 53.28 ug/L 98
105) o-xylene 16.169 106 12347 3.64 ug/L 93
109) isopropylbenzene 16.613 105 5082 0.59 ug/L 95

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Sample Results: [EREVAEYHD)

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : X121567.D

Acq On : 9 Dec 2011 8:16 pm
Operator : tamikag

Sample : JA93968-4

Misc - MS22716,VX5174,5.0,,,,1
ALS Vial : 22 Sample Multiplier: 1

Quant Time: Dec 12 13:38:56 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Abundance TIC: X121567.D\data.ms
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550000
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m,p-xylene

4

450000
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1,4-difluorobenzene,|
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orobenzene, |
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ditromoftuoromett
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3
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Al

Time--> 400 500 6.00 7.00 800 9.00 1000 11.00 12.00 13.00 14.00 1500 16.00 1700 18.00 19.00 20.00 2100 22.00
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Sample Results: X121567.D

Abundance Scan 593 (6.581 min): X121119.D (-583) (-) #29
48 acetone
Concen: 23.68 ug/L
RT: 6.571 min Scan# 591
Ref 50 Delta R.T. -0.010 min
58 Lab File: X121567.D
5 Acq: 9 Dec 2011 8:16 pm
miz--> 40 60 80 100 120 140 160 180 200 Tgt lon: 58 Resp: 2686
Abundance Scan 591 (6.571 min): X121567.D\data.ms lon Ratio Lower Upper
Pic) 58 100
43 294.5 300.3 360.3#
Raw g
58 Abundance
207 2000
C"EH"'I""I""I""I""I""I""I""I""'
mz--> 40 60 80 100 120 140 160 180 200
Abundance Scan 591 (6.571 min): X121567.D\data.ms (-497) (-) 1500
¥e]
1000
Sub 6.571
50
58 500
C"I‘ rrryrrrryrrrryrrrryrrrry T T T T T T T T T O"I""I""I""I""I
mz--> 40 60 80 100 120 140 160 180 200  Time-> 650 6.55 6.60 6.65
Abundance Scan 1369 (10.640 min): X121119.D (-1354) (-) #69
B benzene
57 Concen: 0.56 ug/L
RT: 10.630 min Scan# 1367
Ref 50 Delta R.T. -0.010 min
Lab File: X121567.D
41 52 2 | Acq: 9 Dec 2011 8:16 pm
N Y S _ _
miz--> 30 40 50 60 70 8 90 100 Tgt lon: 78 Resp: 3778
Abundance Scan 1367 (10.630 min): X121567.D\data.ms lon Ratio Lower Upper
78 78 100
77 20.3 0.0 54._.2
Raw gq
51 Abundance
65 10430
39 44 ‘ ‘ ‘ 1200
o \ \ \ \
LR S S AL SR NN AL UL LI 1000
mz--> 30 40 50 60 70 80 90 100
Abundance  Scan 1367 (10.630 min): X121567.D\data.ms (-1275) (-) 800
7B
600
Sub 50 200
51 o 200 /W\
39
0 '|'"'|'4'4"|""|""|"' [ I DU o= U
mz--> 30 40 50 60 70 80 90 100 Time--> 10.60 10.70
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Sample Results: [EREVAEYHD)

Abundance Scan 2296 (15.488 min): X121119.D (-2284) (-)
91
Ref 50
106
131
119
39 51 65 78 8
0,“,”u”,wh”,WU”,”,ﬁ,”wﬂﬂa,mbw,”,“,”,uhw,”
m/z--> 30 40 50 60 70 80 90 100 110 120 130 140

Abundance Scan 2294 (15.478 min): X121567.D\data.ms
91
Raw g
106
51 65 7
0 319 i L 1y | N 127
R B L R R L R
m/z--> 30 40 50 60 70 80 90 100 110 120 130 140
Abundance  Scan 2294 (15.478 min): X121567.D\data.ms (-2175) (-)
91
Sub
50
106
39 51 65 78
ot P SV NSO R [ R 1 AR
m/z--> 30 40 50 60 70 80 90 100 110 120 130 140
Abundance Scan 2324 (15.635 min): X121119.D (-2312) (-)
9
106
Ref 50
39 51 63 7
S S S BN TS0 7
m/z--> 30 40 50 60 70 90 100 110
Abundance Scan 2321 (15.619 min): X121567.D\data.ms
9L
Raw 50 106
39 5l 65 7
SN N RO NS [T -7 A PR,
m/z--> 30 40 50 60 90 100 110
Abundance  Scan 2321 (15.619 min): X121567.D\data.ms (-2224) (-)
91
Sub 106
50
39 51 65 7
SN N RO S [ TR - -7 A PR,
m/z--> 30 40 50 70 80 90 100 110

X121567.D MX5154.M

X121567.D: JA93968-4 P-4 (4-5) page 4 of 5

Mon Dec 12 13:44:59 2011

#103
ethylbenzene
Concen: 14.50 ug/L
RT: 15.478 min Scan# 2294
Delta R.T. -0.010 min
Lab File: X121567.D
Acqg: 9 Dec 2011 8:16 pm
Tgt lon: 91 Resp: 123657
lon Ratio Lower Upper
91 100
106 31.4 2.4 62.4
51 9.2 0.0 39.8
Abundance
150000
100000
15.478
50000
0 T T T T T T T
Time--> 15.40 15.50 15.60
#104
m,p-xylene
Concen: 53.28 ug/L
RT: 15.619 min Scan# 2321
Delta R.T. -0.015 min
Lab File: X121567.D
Acq: 9 Dec 2011 8:16 pm
Tgt lon:106 Resp: 179367
lon Ratio Lower Upper
106 100
91 193.1 159.8 219.8
Abundance
150000
100000
15.619
50000
O'VVVV'VVVV'VVVV'
Time--> 15.50 15.60 15.70
ACCNJ Page 4
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Sample Results: [EREVAEYHD)

Abundance Scan 2427 (16.174 min): X121119.D (-2416) (-) #105
et o-xylene
Concen: 3.64 ug/L
RT: 16.169 min Scan# 2426
Ref 50 106 Delta R.T. -0.004 min

Lab File: X121567.D

39 51 o 77 ‘ Acqg: 9 Dec 2011 8:16 pm
ST R RN 1210 (v | _ _
mz—> 30 40 50 60 70 8 90 100 110 Tgt 1on:106 Resp: 12347
Abundance Scan 2426 (16.169 min): X121567.D\data.ms lon Ratio Lower Upper
a1 106 100
91 212.4 172.3 232.3
Raw g 106

Abundance

12000

39 51 65 77 ‘
o v'vvvvl'vvvvéuvvv'vlvlvv'vvvul'vvvv"vlvvv'vlv‘vlv'vvv 10000

m/z--> 30 40 50 60 70 80 90 100 110
Abundance  Scan 2426 (16.169 min): X121567.D\data.ms (-2389) (-) 8000
91

6000
Sub = 106 4000
2000

39 51 7 ‘
65 0

1y I 1 L Ll
LIS L B L L L L L L L B o o o e e ML m e

m/z--> 30 40 50 60 70 80 90 100 110 Time--> 16. 10 16. 15 16 20 16. 25

o

Abundance Scan 2512 (16.618 min): X121119.D (-2501) (-) #109
105 isopropylbenzene
Concen: 0.59 ug/L
RT: 16.613 min Scan# 2511
Ref 50 Delta R.T. -0.005 min
120 Lab File: X121567.D
51 77 Acq: 9 Dec 2011 8:16 pm
ob B Woes sl L _ _ )
mz-> 30 40 50 60 70 80 90 100 110 120 Tgt on:105 Resp: 508
Abundance Scan 2511 (16.613 min): X121567.D\data.ms lon Ratio Lower Upper
105 105 100
120 241 0.0 57.0
77 13.3 0.0 44 .9
Raw 5q
Abundance
120 2500 160513
44 51 7‘7 91 |
S | Y N N N FA— 2000
mz-> 30 40 50 60 70 80 90 100 110 120
Abundance  Scan 2511 (16.613 min): X121567.D\data.ms (-2483) (-)
1000
Sub
50
120 500
39 ol LK 91
0 L1 A 1 1 O
e e s o T
mz-> 30 40 50 60 70 80 90 100 110 120 Time--> 1655 16.60 16.65
X121567.D MX5154.M Mon Dec 12 13:44:59 2011 ACCNJ Page 5
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Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : X121568.D

Acq On : 9 Dec 2011 8:46 pm
Operator : tamikag

Sample : JA93968-5

Misc : MS22716,VX5174,5.9,,,,1

ALS Vial : 23 Sample Multiplier: 1

Quant Time: Dec 12 13:39:49 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)

Internal Standards

1) tert butyl alcohol-d9 7.272 65 81512 500.00 ug/L -0.02
5) pentafluorobenzene 9.971 168 212079 50.00 ug/L 0.00
62) 1,4-difluorobenzene 11.132 114 302879 50.00 ug/L -0.01
93) chlorobenzene-d5 15.352 117 294917 50.00 ug/L -0.01
108) 1,4-dichlorobenzene-d4 18.145 152 144112 50.00 ug”/L 0.00

System Monitoring Compounds
54) dibromofluoromethane (s) 10.018 113 94130 54.98 ug/L -0.01

Spiked Amount 50.000 Range 67 - 131 Recovery = 109.96%
55) 1,2-dichloroethane-d4 (s) 10.546 65 84466 49.13 ug/L 0.00
Spiked Amount 50.000 Range 66 - 130 Recovery = 98.26%
85) toluene-d8 (s) 13.323 98 355761 56.72 ug/L 0.00
Spiked Amount 50.000 Range 76 - 125 Recovery = 113.44%
110) 4-bromofluorobenzene (s) 16.854 95 130988 51.61 ug/L -0.01
Spiked Amount 50.000 Range 53 - 142 Recovery = 103.22%
Target Compounds Qvalue
29) acetone 6.587 58 6232 53.54 ug/L 92
69) benzene 10.630 78 3918 0.56 ug/L 87
103) ethylbenzene 15.478 91 17025 1.98 ug/L 100
104) m,p-xylene 15.630 106 3688 1.09 ug/L 94
136) naphthalene 20.368 128 1077 0.20 ug/L 78

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Sample Results: [REVAEIHED)

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : X121568.D

Acq On : 9 Dec 2011 8:46 pm
Operator : tamikag

Sample : JA93968-5

Misc - MS22716,VX5174,5.9,,,,1

ALS Vial : 23 Sample Multiplier: 1

Quant Time: Dec 12 13:39:49 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Abundance TIC: X121568.D\data.ms
600000

550000

ne-d4,|

500000

4

450000

toluene-d8 (s),S
chlorobenzene-ds, |

400000

4-bromofluorobenzene (s),S

350000

300000

1,4-difluorobenzene,|

250000

200000

150000

diromoftaoromethane (Bp@afluorobenzene, |

1,2-dichloroethane-d4 (s),S

100000

nzene

oo
loc
Y
=>
DX
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€
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naphthalene

A L
R e e e R L L R 1 e

Time--> 400 500 6.00 7.00 800 9.00 1000 11.00 12.00 13.00 14.00 1500 16.00 1700 18.00 19.00 20.00 2100 22.00

MX5154 .M Mon Dec 12 13:45:03 2011 ACCNJ Page: 2

[ | 92 of 334
@ ACCUTEST
X121568.D: JA93968-5 P-6 (0-1) page 2 of 5 JA93968 ~ “APeRaTeRiEs



Sample Results: X121568.D

Abundance Scan 593 (6.581 min): X121119.D (-583) (-) #29
48 acetone
Concen: 53.54 ug/L
RT: 6.587 min Scan# 594
Ref 50 Delta R.T. 0.006 min
58 Lab File: X121568.D
5 Acq: 9 Dec 2011 8:46 pm
miz--> 40 60 8 100 120 140 160 180 200 Tgt lon: 58 Resp: 6232
Abundance Scan 594 (6.587 min): X121568.D\data.ms lon Ratio Lower Upper
pic) 58 100
43 314.5 300.3 360.3
Raw g
58 Abundance
5000
ol 207
S L S A S L B I B M 4000
mz--> 40 60 80 100 120 140 160 180 200
Abundance Scan 594 (6.587 min): X121568.D\data.ms (-497) (-)
43 3000
Sub 2000 6.587
50
58 1000
Ol e e b ISR LA I
mz--> 40 60 80 100 120 140 160 180 200  Time-> 6.50 6.60 6.70
Abundance Scan 1369 (10.640 min): X121119.D (-1354) (-) #69
B benzene
57 Concen: 0.56 ug/L
RT: 10.630 min Scan# 1367
Ref 50 Delta R.T. -0.010 min
Lab File: X121568.D
41 | Acq: 9 Dec 2011 8:46 pm
oLl Il g mlle o _ _
miz--> 30 60 70 80 90 100 Tgt fon: 78 Resp: 3918
Abundance Scan 1367 (10.630 min): X121568.D\data.ms lon Ratio Lower Upper
7B 78 100
77 30.6 0.0 54._.2
Raw gq
Abundance
10430
39 a4 ‘ ‘ ‘
0 L1l \ !
o 4 5 e 70 8o 9 100
m/z--> 30 80 90 100 1000
Abundance Scan 1367 (10.630 mln). X121568.D\data.ms (-1275) (-)
78
Sub 500
50
51
i
0 |‘|l‘|‘| (R I WL C'
mz--> 30 40 50 80 90 100 Time-> 10,55 10.60 10.65 10.70
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Sample Results: [REVAEIHED)

Abundance Scan 2296 (15.488 min): X121119.D (-2284) (-) #103
9L ethylbenzene
Concen: 1.98 ug/L
RT: 15.478 min Scan# 2294
Ref 50 Delta R.T. -0.010 min
106 Lab File: X121568.D
119 31 Acq: 9 Dec 2011  8:46 pm
¥ B e
Ot ettt et e e e e - -
mz-> 30 40 50 60 70 80 90 100 110 120 130 140 Igt Ign-_91 Eesp- 17025
Abundance Scan 2294 (15.478 min): X121568.D\data.ms on Ratio Lower Upper
g1 91 100
106 32.3 2.4 62.4
51 10.3 0.0 39.8
Raw g
Abundance
106 8000 1578
39 51 59 67 77 127
0 [T A [ — N n
S PRI W 1 R | | VSRt 5000
mz-> 30 40 50 60 70 80 90 100 110 120 130 140
Abundance  Scan 2294 (15.478 min): X121568.D\data.ms (-2175) (-)
9
4000
Sub 50
106 2000
39 51 59 67 77 127
o) S PP U VIR [ | e R E——
mz-> 30 40 50 60 70 80 90 100 110 120 130 140 Time-> 15.40 15.50
Abundance Scan 2324 (15.635 min): X121119.D (-2312) (-) #104
q m,p-xylene
Concen: 1.09 ug/L
106 RT: 15.630 min Scan# 2323
Ref 50 Delta R.T. -0.004 min
Lab File: X121568.D
51 77 Acq: 9 Dec 2011 8:46 pm
39 63
S S S BN TS0 7 ) )
mz-> 30 40 50 60 70 9 100 110 Tgt 1on:106 Resp: 3688
Abundance Scan 2323 (15.630 min): X121568.D\data.ms lon Ratio Lower Upper
g1 106 100
91 180.3 159.8 219.8
Raw 106
Abundance
30 44 1 65 17 97 3000
0 ,,,,,,M,,;‘m,,w,u,,,,‘ll,,,,»,l,J,,Jm,,,,, 2500
miz--> 30 40 50 60 90 100 110
Abundance  Scan 2323 (15.630 min): X121568.D\data.ms (-2224) (-) 2000 56
9 -
1500
106
Sub 1000
o 500
78 97
0 ,,,,,,,,4,4,,;%,,,,éfu,,,,Jw,,,,,*,,,,L,,Uw,,,,,, m_—
miz--> 30 40 50 70 80 90 100 110  Time-> 1555 1560 15.65 15.70
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Sample Results: X121568.D

Abundance Scan 3229 (20.368 min): X121119.D (-3219) (-) #136
128 naphthalene
Concen: 0.20 ug/L
RT: 20.368 min Scan# 3229
Ref 50 Delta R.T. 0.000 min
Lab File: X121568.D
Acq: 9 Dec 2011 8:46 pm
ol 147 175190 207 ) )
miz--> 40 60 80 100 120 140 160 180 200 220 240 Tgt lon:128 Resp: 1077
Abundance Scan 3229 (20.368 min): X121568.D\data.ms lon Ratio Lower Upper
128 100
102 0.0 0.0 37.7
51 0.0 0.0 37.7
Raw g
Abundance
600 207368
o 500
miz--> 40 60 80 100 120 140 160 180 200 220 240
Abundance  Scan 3229 (20.368 min): X121568.D\data.ms (-3122) (-) 400
128
300
Sub 207
ub ., 200
%
0 ”ﬁf”l”'W'”'P'”l"W”'W'”'P'”I””I”'W'”'I b LSBT B
miz--> 40 60 80 100 120 140 160 180 200 220 240  Time--> 20.35 20.40
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Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : X121650.D

Acq On : 12 Dec 2011 3:46 pm
Operator : tamikag

Sample : JA93968-6

Misc : MS22716,vX5178,5.4,,,,1

ALS Vial : 13 Sample Multiplier: 1

Quant Time: Dec 12 16:23:31 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154._M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
Internal Standards
1) tert butyl alcohol-d9 7.251 65 81971 500.00 ug/L -0.04
5) pentafluorobenzene 9.950 168 217544 50.00 ug/L -0.03
62) 1,4-difluorobenzene 11.116 114 317784 50.00 ug/L -0.03
93) chlorobenzene-d5 15.337 117 336060 50.00 ug/L -0.03
108) 1,4-dichlorobenzene-d4 18.135 152 182028 50.00 ug”/L -0.02
System Monitoring Compounds
54) dibromofluoromethane (s) 10.002 113 67956 38.69 ug/L -0.03
Spiked Amount 50.000 Range 67 - 131 Recovery = 77 .38%
55) 1,2-dichloroethane-d4 (s) 10.525 65 82757 46 .93 ug/L -0.03
Spiked Amount 50.000 Range 66 - 130 Recovery = 93.86%
85) toluene-d8 (s) 13.307 98 379524 57.67 ug/L -0.03
Spiked Amount 50.000 Range 76 - 125 Recovery = 115.34%
110) 4-bromofluorobenzene (s) 16.843 95 156659 48.87 ug/L -0.02
Spiked Amount 50.000 Range - 142 Recovery = 97.74%
Target Compounds Qvalue
29) acetone 6.581 58 915 7.66 ug/L # 34
103) ethylbenzene 15.473 91 3315 0.34 ug/L 99
104) m,p-xylene 15.614 106 2274 0.59 ug/L 92

(#) = qualifier out of range (m) = manual

MX5154 .M Mon Dec 12 16:26:07 2011 ACCNJ
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Sample Results: RS VALS{OND)

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : X121650.D

Acq On : 12 Dec 2011 3:46 pm
Operator : tamikag

Sample : JA93968-6

Misc - MS22716,VvX5178,5.4,,,,1

ALS Vial : 13 Sample Multiplier: 1

Quant Time: Dec 12 16:23:31 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Abundance TIC: X121650.D\data.ms
750000

700000

650000

600000

+4-dichtorobenzene-d4,|

550000

500000

chlorobenzene-d5, |

4-bromofluorobenzene (s),S

450000

toluene-d8 (s),S

400000

350000

1,4-difluorobenzene, |

300000

250000

200000

150000

TbromoTIoromeThane (s), $entafiuorobenzene, |

1,2-dichloroethane-d4 (s),S

100000

tert butyl alcohol-d9, |

50000

FyRsRERne

acetone

L e SN L L WTLA Bt syt T T

Time--> 00 500 600 7.00 800 9.00 1000 11.00 12.00 13.00 14.00 1500 16.00 17.00 18.00 19.00 20.00 21.00 22.00
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Sample Results: RS VALS{OND)

Abundance Scan 593 (6.581 min): X121119.D (-583) (-) #29
48 acetone
Concen: 7.66 ug/L
RT: 6.581 min Scan# 593
Ref 50 Delta R.T. 0.000 min
58 Lab File: X121650.D
75 Acq: 12 Dec 2011 3:46 pm
0m,“,,,,,m,,m,,m,m,,m,,m,,,m,m, . .
miz--> 40 60 80 100 120 140 160 180 200 Tgt lon: 58 Resp: 915
Abundance Scan 593 (6.581 min): X121650.D\data.ms lon Ratio Lower Upper
a8 58 100
43 191.9 300.3 360.3#
Raw g 58
Abundance
800
-
mz--> 40 60 80 100 120 140 160 180 200 600
Abundance Scan 593 (6.581 min): X121650.D\data.ms (-497) (-)
a8
400 6.581
Sub
50 =8
200
0
O ——————
mz--> 40 60 80 100 120 140 160 180 200  Time-> 650 655  6.60
Abundance Scan 2296 (15.488 min): X121119.D (-2284) (-) #103
gL ethylbenzene
Concen: 0.34 ug/L
RT: 15.473 min Scan# 2293
Ref 50 Delta R.T. -0.015 min
106 Lab File: X121650.D
110 131 Acq: 12 Dec 2011 3:46 pm
39 51 65 78 8 H
O,,mﬂ,,m,%HWJH,,m“,mw,lﬁ,,m*m,m‘,‘,%m,”%,m . .
miz-> 30 40 50 60 70 80 90 100 110 120 130 140 19t lon: 91 Resp: 3315
Abundance Scan 2293 (15.473 min): X121650.D\data.ms lon Ratio Lower Upper
il 91 100
106 32.2 2.4 62.4
51 8.0 0.0 39.8
Raw g
106 Abundance
1500 15473
o T t
R e S N e St
mz-> 30 40 50 60 70 80 90 100 110 120 130 140
Abundance  Scan 2293 (15.473 min): X121650.D\data.ms (-2175) (-) 1000
91
Sub 50 500
106
39 5 65 78 117
0 ,,mﬂgm,,,m,””,,m,,m,,m,”u,mh,,m,,m,m 0 T ,/,\,\ LA
mz-> 30 40 50 60 70 80 90 100 110 120 130 140 Time--> 1540 1545 15.50
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Sample Results: X121650.D

Abundance Scan 2324 (15.635 min): X121119.D (-2312) (-)
91
106
Ref 50
39 51 63 7
S S S BN TS =7 |
m/z--> 30 40 50 60 70 80 90 100 110

Abundance Scan 2320 (15.614 min): X121650.D\data.ms
9L
Raw 5 106
7
39 51 65 ‘
0 [ Ll I | !
-ttt
m/z--> 30 40 50 60 70 80 90 100 110

Abundance  Scan 2320 (15.614 min): X121650.D\data.ms (-2224) (-)
91
Sub
50 106
39 51 65 7
0 \ \ Ll ‘H | !

m/z--> 30 40 50 60 70 80 90 100 110

X121650.D MX5154.M

X121650.D: JA93968-6 P-7 (0-1) page 4 of 4

Mon Dec 12 16:26:08 2011

#104
m,p-xylene
Concen: 0.59 ug/L
RT: 15.614 min Scan# 2320
Delta R.T. -0.020 min
Lab File: X121650.D
Acq: 12 Dec 2011 3:46 pm
Tgt lon:106 Resp: 2274
lon Ratio Lower Upper
106 100
91 202.2 159.8 219.8
Abundance
2000
1500
5.61
1000
500
0 LR B S
Time--> 1555 15.60 15.65
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QC Report: X121554.D

Quantitation Report

(QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : x121554.d

Acq On : 9 Dec 2011 1:32 pm
Operator : tamikag

Sample : MB

Misc - MS22413,vX5174,5.0,,,,1

ALS Vial : 9 Sample Multiplier: 1

Quant Time: Dec 09 17:51:57 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154._M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
Internal Standards
1) tert butyl alcohol-d9 7.277 65 77085 500.00 ug/L -0.01
5) pentafluorobenzene 9.971 168 201457 50.00 ug/L 0.00
62) 1,4-difluorobenzene 11.132 114 291334 50.00 ug/L -0.01
93) chlorobenzene-d5 15.352 117 292140 50.00 ug/L -0.01
108) 1,4-dichlorobenzene-d4 18.145 152 155375 50.00 ug/L 0.00
System Monitoring Compounds
54) dibromofluoromethane (s) 10.012 113 91193 56.07 ug/L -0.02
Spiked Amount 50.000 Range 67 - 131 Recovery = 112.14%
55) 1,2-dichloroethane-d4 (s) 10.541 65 82294 50.39 ug/L -0.01
Spiked Amount 50.000 Range 66 - 130 Recovery = 100.78%
85) toluene-d8 (s) 13.323 98 343727 56.97 ug/L 0.00
Spiked Amount 50.000 Range 76 - 125 Recovery = 113.94%
110) 4-bromofluorobenzene (s) 16.854 95 133009 48.61 ug/L -0.01
Spiked Amount 50.000 Range 53 - 142 Recovery = 97.22%
Target Compounds Qvalue

(#) = qualifier out of range (m) = manual integration (+) = signals summed

MX5154.M Fri Dec 09 17:54:33 2011 ACCNJ Page: 1
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QC Report: X121554.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : x121554.d

Acq On : 9 Dec 2011 1:32 pm
Operator : tamikag

Sample - MB

Misc - MS22413,vX5174,5.0,,,,1

ALS Vial : 9 Sample Multiplier: 1

Quant Time: Dec 09 17:51:57 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Abundance TIC: x121554.d\data.ms
650000

600000

ne-d4,|

550000

500000 3

450000

chlorobenzene-d5,|

toluene-d8 (s),S

400000

4-bromofluorobenzene (s),S

350000

300000

1,4-difluorobenzene, |

250000

200000

150000

tibromottuoromethe@iaid)grobenzene, |

1,2-dichloroethane-d4 (s),S

100000

tert butyl alcohol-d9,|

50000

R e T L L L o g s e

Time--> 400 500 6.00 7.00 800 9.00 10.00 11.00 1200 13.00 14.00 15.00 16.00 1700 18.00 19.00 20.00 2100 22.00
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QC Report: D190176.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D190176.D Vial: 53
Acq On : 10 Dec 2011 12:45 pm Operator: EmilyT
Sample > mb Inst : MSD
Misc : MS22340,VvD7742,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Dec 12 16:16 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update
Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Dec 09 07:47:41 2011

Initial Calibration

DataAcq Meth MD7671
Internal Standards R.T. Qlon Response Conc Units Dev(Min)
1) Tert Butyl Alcohol-d9 7.53 65 149713 500.00 ug/L 0.03
4) pentafluorobenzene 9.75 168 262148 50.00 ug/L 0.00
51) 1,4-difluorobenzene 10.65 114 416454 50.00 ug/L 0.00
83) chlorobenzene-d5 13.99 117 433164 50.00 ug/L 0.00
97) 1,4-dichlorobenzene-d4 16.58 152 246011 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) 9.75 113 128694 44_.99 ug/L 0.00
Spiked Amount 50.000 Range 67 - 131 Recovery = 89.98%
45) 1,2-dichloroethane-d4 (s) 10.17 65 156470 45.51 ug/L 0.00
Spiked Amount 50.000 Range 66 - 130 Recovery = 91.02%
75) toluene-d8 (s) 12.37 98 538374 48.42 ug/L 0.00
Spiked Amount 50.000 Range 76 - 125 Recovery = 96.84%
99) 4-bromofluorobenzene (s) 15.27 95 233007 41.67 ug/L 0.00
Spiked Amount 50.000 Range 53 - 142 Recovery = 83.34%
Target Compounds Qvalue

(#) = qualifier out of range (m) = manual integration
D190176.D MD7671.M Mon Dec 12 16:16:31 2011 RPT1 Page 1
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QC Report: |sEEIoxy{sHb}

Quantitation Report

Data File : C:\HPCHEM\1\DATA\D190176.D Vial: 53

Acq On : 10 Dec 2011 12:45 pm Operator: EmilyT
Sample > mb Inst : MSD

Misc : MS22340,VvD7742,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Dec 12 16:16 2011 Quant Results File: MD7671.RES
Method C:\HPCHEM\1\METHODS\MD7671 .M (RTE Integrator)

Title SW-846 Method 8260B

Last Update
Response via

Fri Dec 09 07:47:41 2011
Initial Calibration

TIC: D190176.D

800000

750000

1e-d4,|

700000

7

chlorobenzene-d5, |

S

49 () ©

650000

(s).S

600000

4-bromofluorobenzene (s),S

550000

diortafioticadyer

500000

1,4-difluorobenzene,|

450000

400000

350000

300000

250000

1,2-dichloroethane-d4 (s),S

200000

150000

100000

Tert Butyl Alcohol-d9,!

50000

n T I T T
400 500 600 7.00 800 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00 17.00 18.00 19.00 20.00 21.00
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QC Report: X121646.D

Quantitation Report

(QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : X121646.D

Acq On : 12 Dec 2011 1:32 pm
Operator : tamikag

Sample : MB

Misc : MS22502,vX5178,5.0,,,,1

ALS Vial : 9 Sample Multiplier: 1

Quant Time: Dec 12 16:21:23 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154._M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
Internal Standards
1) tert butyl alcohol-d9 7.256 65 78034 500.00 ug/L -0.03
5) pentafluorobenzene 9.950 168 206787 50.00 ug/L -0.03
62) 1,4-difluorobenzene 11.111 114 302727 50.00 ug/L -0.03
93) chlorobenzene-d5 15.337 117 320294 50.00 ug/L -0.03
108) 1,4-dichlorobenzene-d4 18.135 152 169996 50.00 ug/L -0.02
System Monitoring Compounds
54) dibromofluoromethane (s) 9.997 113 92488 55.40 ug/L -0.03
Spiked Amount 50.000 Range 67 - 131 Recovery = 110-80%
55) 1,2-dichloroethane-d4 (s) 10.525 65 81203 48_44 ug/L -0.03
Spiked Amount 50.000 Range 66 - 130 Recovery = 96.88%
85) toluene-d8 (s) 13.307 98 360961 57.58 ug/L -0.03
Spiked Amount 50.000 Range 76 - 125 Recovery = 115.16%
110) 4-bromofluorobenzene (s) 16.838 95 146013 48.77 ug/L -0.03
Spiked Amount 50.000 Range 53 - 142 Recovery = 97 .54%
Target Compounds Qvalue

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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QC Report: X121646.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : X121646.D

Acq On : 12 Dec 2011 1:32 pm
Operator : tamikag

Sample - MB

Misc : MS22502,vX5178,5.0,,,,1

ALS Vial : 9 Sample Multiplier: 1

Quant Time: Dec 12 16:21:23 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Abundance TIC: X121646.D\data.ms
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550000
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500000
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350000
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1,4-difluorobenzene,|
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Htrormottuorometin@nsafy@obenzene, |

150000

1,2-dichloroethane-d4 (s),S

100000
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50000

o\,\r,,,,,,,,,,,,,,,,,,,,,,rr,,w,,rr,ﬁL LA

T L e LI L L B L L L |

UL BRI SRS SUREUR oY T T
Time--> 400 500 6.00 7.00 800 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00 17.00 18.00 19.00 20.00 21.00 22.00
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QC Report: X121555.D

Quantitation Report

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : x121555.d

Acq On : 9 Dec 2011 2:08 pm
Operator : tamikag

Sample BS

Misc - MS22413,vX5174,5.0,,,,1

ALS Vial 10 Sample Multiplier: 1

Quant Time:
Quant Method
Quant Title
QLast Update

Dec 09 17:51:18 2011
: C:\MSDCHEM\1\METHODS\MX5154 .M
SW-846 Method 8260B, ZB624 60m X

(QT Reviewed)

0.25mm x 1.4um

- Tue Nov 29 09:14:04 2011

Response via Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
Internal Standards
1) tert butyl alcohol-d9 7.267 65 69742 500.00 ug/L -0.02
5) pentafluorobenzene 9.965 168 196137 50.00 ug/L -0.01
62) 1,4-difluorobenzene 11.127 114 285416 50.00 ug/L -0.02
93) chlorobenzene-d5 15.347 117 289572 50.00 ug/L -0.02
108) 1,4-dichlorobenzene-d4 18.146 152 155913 50.00 ug”/L 0.00
System Monitoring Compounds
54) dibromofluoromethane (s) 10.013 113 87970 55.56 ug/L -0.02
Spiked Amount 50.000 Range 67 - 131 Recovery = 111.12%
55) 1,2-dichloroethane-d4 (s) 10.541 65 78752 49.53 ug/L -0.01
Spiked Amount 50.000 Range 66 - 130 Recovery = 99.06%
85) toluene-d8 (s) 13.318 98 335647 56.79 ug/L -0.01
Spiked Amount 50.000 Range 76 - 125 Recovery = 113.58%
110) 4-bromofluorobenzene (s) 16.854 95 132704 48.33 ug/L -0.01
Spiked Amount 50.000 Range 53 - 142 Recovery = 96.66%
Target Compounds Qvalue
2) tertiary butyl alcohol 7.403 59 43971 239.87 ug/L 90
4) 1,4-dioxane 12.078 88 21845 1259.33 ug/L # 94
11) chlorodifluoromethane 3.762 51 61825 39.98 ug/L 99
12) dichlorodifluoromethane 3.747 85 80976 34.92 ug/L 96
15) chloromethane 4.076 50 103701 37.86 ug/L 929
16) vinyl chloride 4.327 62 87543 39.79 ug/L 99
18) bromomethane 4._.986 94 63248 46.21 ug/L 98
19) chloroethane 5.159 64 47523 42 .51 ug/L 96
21) trichlorofluoromethane 5.645 101 109404 43.15 ug/L 96
22) pentane 5.708 43 96859 33.54 ug/L 99
23) ethyl ether 6.053 74 46239 51.58 ug/L 93
27) acrolein 6.330 56 110959 405.05 ug/L # 100
28) 1,1-dichloroethene 6.503 96 69643 51.05 ug/L 100
29) acetone 6.576 58 5665 52.62 ug/L # 64
30) allyl chloride 7.084 76 47865 49.32 ug/L 91
31) acetonitrile 7.052 40 62693 476.99 ug/L # 65
32) iodomethane 6.806 142 158452 52.55 ug/L 99
33) iso-butyl alcohol 10.342 43 35683 504.17 ug/L 95
34) carbon disulfide 6.937 76 248654 47 .74 ug/L 98
35) methylene chloride 7.308 84 90181 51.90 ug/L 93
36) methyl acetate 7.073 43 52254 45.15 ug/L 98
37) methyl tert butyl ether 7.675 73 462824 109.73 ug/L 97
38) trans-1,2-dichloroethene 7.722 96 81627 51.96 ug/L 95
39) di-isopropyl ether 8.370 45 296087 45.32 ug/L 98
40) 2-butanone 9.259 72 8429 55.72 ug/L 96
41) 1,1-dichloroethane 8.391 63 156027 52.54 ug/L 929
42) chloroprene 8.517 53 112076 45.27 ug/L 97
43) acrylonitrile 7.680 53 125280 254 .41 ug/L 99
44) vinyl acetate 8.381 86 14027 60.57 ug/L 54
45) ethyl tert-butyl ether 8.940 59 280299 51.62 ug/L 98
46) ethyl acetate 9.286 70 8301 55.14 ug/L 62
47) 2,2-dichloropropane 9.286 7 112716 48.84 ug/L 97
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QC Report: X121555.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : x121555.d

Acq On : 9 Dec 2011 2:08 pm
Operator : tamikag

Sample : BS

Misc : MS22413,vX5174,5.0,,,,1

ALS Vial : 10 Sample Multiplier: 1

Quant Time: Dec 09 17:51:18 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
48) cis-1,2-dichloroethene 9.296 96 97115 53.60 ug/L 92
49) propionitrile 9.385 54 97752 507.32 ug/L 94
50) tert-Butyl Formate 9.798 59 71502 56.57 ug/L # 97
51) bromochloromethane 9.678 128 49029 54.17 ug/L 91
52) tetrahydrofuran 9.725 42 24857 46.57 ug/L 95
53) chloroform 9.761 83 157424 54.38 ug/L 98
56) freon 113 6.487 151 61122 51.13 ug/L 97
57) methacrylonitrile 9.610 41 43416 48.78 ug/L 95
58) 1,1,1-trichloroethane 10.065 97 122425 53.62 ug/L 96
59) cyclohexane 10.143 84 100671 44 .50 ug/L 80
61) iso-octane 10.635 57 265145 41.65 ug/L 99
64) epichlorohydrin 12.659 57 24375 199.80 ug/L 96
65) n-butyl alcohol 11.325 56 116297 2638.78 ug/L 98
66) carbon tetrachloride 10.321 117 113133 51.62 ug/L 99
67) 1,1-dichloropropene 10.290 75 110684 49.84 ug/L 98
68) hexane 8.067 57 91830 38.55 ug/L 96
69) benzene 10.624 78 337039 51.51 ug/L 98
70) tert-amyl methyl ether 10.682 73 256654 52.14 ug/L 97
71) heptane 10.865 57 56697 40.47 ug/L 95
72) isopropyl acetate 10.562 43 164410 51.27 ug/L 98
73) 1,2-dichloroethane 10.656 62 103197 51.98 ug/L 100
74) trichloroethene 11.561 130 97149 54.99 ug/L 99
77) 2-nitropropane 12.617 46 984 39.88 ug/L # 26
78) 2-chloroethyl vinyl ether 12.664 63 125031 201.04 ug/L 99
79) methyl methacrylate 11.958 69 50120 50.89 ug/L # 80
80) 1,2-dichloropropane 11.916 63 93274 50.74 ug/L 97
81) dibromomethane 12.131 93 53932 53.23 ug/L 96
82) methylcyclohexane 11.843 83 122904 45_46 ug/L 96
83) bromodichloromethane 12.319 83 124357 55.23 ug/L 100
84) cis-1,3-dichloropropene 12.936 75 150623 52.39 ug/L 96
86) 4-methyl-2-pentanone 13.088 58 30737 52.98 ug/L 89
87) toluene 13.417 92 219490 52.51 ug/L 98
88) 3-methyl-1-butanol 13.140 55 72415 1119.90 ug/L 96
89) trans-1,3-dichloropropene 13.710 75 135160 53.64 ug/L 100
90) ethyl methacrylate 13.726 69 101703 54.13 ug/L 94
91) 1,1,2-trichloroethane 13.998 83 64187 52.74 ug/L 96
92) 2-hexanone 14.249 58 28012 51.46 ug/L 97
94) 3,3-Dimethyl-1-butanol 14.500 57 74510  495.50 ug/L 98
95) tetrachloroethene 14.202 164 84750 47 .50 ug/L 99
96) 1,3-dichloropropane 14.239 76 124153 46.82 ug/L 97
97) butyl acetate 14.364 56 52381 46.81 ug/L 92
98) dibromochloromethane 14.584 129 104229 51.65 ug/L 98
99) 1,2-dibromoethane 14.767 107 80713 50.90 ug/L 98
101) chlorobenzene 15.389 112 259337 49.85 ug/L 929
102) 1,1,1,2-tetrachloroethane 15.478 131 99653 51.53 ug/L 98
103) ethylbenzene 15.478 91 409235 48.49 ug/L 99
104) m,p-xylene 15.625 106 324340 97.36 ug/L 99
105) o-xylene 16.169 106 167635 49.95 ug/L 98
106) styrene 16.184 104 277555 48.28 ug/L 96
107) bromoform 16.514 173 75211 51.07 ug/L 97
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QC Report: X121555.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : x121555.d

Acq On : 9 Dec 2011 2:08 pm
Operator : tamikag

Sample : BS

Misc : MS22413,vX5174,5.0,,,,1

ALS Vial : 10 Sample Multiplier: 1

Quant Time: Dec 09 17:51:18 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
109) isopropylbenzene 16.608 105 410492 45.90 ug/L 99
111) bromobenzene 17.073 156 121210 48.55 ug/L 93
112) 1,1,2,2-tetrachloroethane 17.000 83 97073 44_.68 ug/L 98
113) trans-1,4-dichloro-2-b... 17.047 53 24303 45_51 ug/L 90
114) 1,2,3-trichloropropane 17.073 110 25252 46.93 ug/L 96
115) n-propylbenzene 17.105 91 479288 45.56 ug/L 99
117) 2-chlorotoluene 17.262 126 108474 46.12 ug/L 95
118) 4-chlorotoluene 17.377 91 306930 45.99 ug/L 97
119) 1,3,5-trimethylbenzene 17.283 105 341787 45.96 ug/L 100
120) tert-butylbenzene 17.664 119 305165 45.82 ug/L 99
121) pentachloroethane 17.748 167 81155 47.82 ug/L 98
122) 1,2,4-trimethylbenzene 17.717 105 360710 47 .46 ug/L 929
124) sec-butylbenzene 17.895 105 445782 45.02 ug/L 99
125) 1,3-dichlorobenzene 18.083 146 227695 47 .95 ug/L 99
126) p-isopropyltoluene 18.025 119 400166 48.27 ug/L 99
127) 1,4-dichlorobenzene 18.172 146 227940 47.13 ug/L 929
128) 1,2-dichlorobenzene 18.559 146 218418 48.22 ug/L 99
129) benzyl chloride 18.292 91 212948 52.10 ug/L 100
131) n-butylbenzene 18.444 92 205869 46.62 ug/L 929
133) 1,2-dibromo-3-chloropr... 19.312 75 16915 43.81 ug/L 87
134) 1,3,5-trichlorobenzene 19.479 180 200483 47.91 ug/L 99
135) hexachlorobutadiene 20.196 225 97153 46.34 ug/L 99
136) naphthalene 20.358 128 293398 50.90 ug/L 99
137) 1,2,4-trichlorobenzene 20.091 180 177427 52.71 ug/L 98
138) 1,2,3-trichlorobenzene 20.599 180 149769 50.35 ug/L 100
139) hexachloroethane 18.805 201 82373 49.08 ug/L 100

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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QC Report: RS VAEIHD)

Quantitation Report

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : x121555.d

Acq On : 9 Dec 2011 2:08 pm
Operator : tamikag

Sample : BS

Misc - MS22413,vX5174,5.0,,,,1

ALS Vial : 10 Sample Multiplier: 1

Quant Time:
Quant Method
Quant Title
QLast Update

Dec 09 17:51:18 2011
: C:\MSDCHEM\1\METHODS\MX5154 .M

(QT Reviewed)

SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um

- Tue Nov 29 09:14:04 2011

Response via Initial Calibration
Abundance TIC: x121555.d\data.ms
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QC Report: D190179.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D190179.D Vial: 56
Acq On : 10 Dec 2011 2:46 pm Operator: EmilyT
Sample : bs Inst : MSD
Misc : MS22340,VvD7742,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Dec 12 16:25 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Dec 09 07:47:41 2011

Initial Calibration

DataAcq Meth MD7671
Internal Standards R.T. Qlon Response Conc Units Dev(Min)
1) Tert Butyl Alcohol-d9 7.51 65 158300 500.00 ug/L 0.00
4) pentafluorobenzene 9.75 168 263694 50.00 ug/L 0.00
51) 1,4-difluorobenzene 10.65 114 429589 50.00 ug/L 0.00
83) chlorobenzene-d5 13.99 117 446507 50.00 ug/L 0.00
97) 1,4-dichlorobenzene-d4 16.57 152 262348 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) 9.75 113 133053 46 .24 ug/L 0.00
Spiked Amount 50.000 Range 67 - 131 Recovery = 92.48%
45) 1,2-dichloroethane-d4 (s) 10.17 65 155673 45.02 ug/L 0.00
Spiked Amount 50.000 Range 66 - 130 Recovery = 90.04%
75) toluene-d8 (s) 12.37 98 563384 49.12 ug/L 0.00
Spiked Amount 50.000 Range 76 - 125 Recovery = 98.24%
99) 4-bromofluorobenzene (s) 15.27 95 245098 41.10 ug/L 0.00
Spiked Amount 50.000 Range 53 - 142 Recovery = 82.20%
Target Compounds Qvalue
2) 1,4-dioxane 11.37 88 52591 1420.23 ug/L # 97

3) tertiary butyl alcohol
6) chlorodifluoromethane
7) dichlorodifluoromethane
8) chloromethane

9) vinyl chloride

10) bromomethane

11) chloroethane

13) trichlorofluoromethane
14) pentane

15) ethyl ether

16) acrolein

18) 1,1-dichloroethene

19) acetone

20) allyl chloride

.62 59 99668 242 .26 ug/L 97
.25 51 135996 39.61 ug/L 98
.25 85 152830 39.11 ug/L 99
.56 50 226840 54.48 ug/L 99
.82 62 232488 57.48 ug/L 99
.45 94 141748 55.05 ug/L 97
.63 64 143695 61.05 ug/L 98
.14 101 250909 53.63 ug/L 98
.23 43 289309 44 _48 ug/L 98
.51 74 101269 51.01 ug/L 97
.67 56 428343 580.31 ug/L 99
.92 96 157597 50.28 ug/L 99
-90 58 16783 49.80 ug/L 99
-40 41 326994 49.11 ug/L 97

COOONOOOOONNNNNONNNODODODOOOUTURADNDDNNR
H
(e}
H
N
O

21) acetonitrile .25 40 122191 618.24 ug/L 99
23) i1odomethane 274211 52.30 ug/L 929
24) iso-butyl alcohol .97 74 8655 512.22 ug/L 97
25) carbon disulfide .32 76 533287 52.30 ug/L 100
26) methylene chloride .56 84 183765 50.86 ug/L 98
27) methyl acetate .38 43 120174 42.95 ug/L 929
28) methyl tert butyl ether -96 73 1030969 100.23 ug/L 98
29) trans-1,2-dichloroethene .97 96 166804 50.35 ug/L 97
30) di-isopropyl ether .56 45 549818 51.48 ug/L 98
31) ethyl tert-butyl ether .02 59 547151 53.14 ug/L 99
32) 2-butanone .16 72 20585 49.18 ug/L 98
33) 1,1-dichloroethane .49 63 302441 51.97 ug/L 99
34) chloroprene .64 53 242263 50.39 ug/L 97
35) acrylonitrile .81 53 339606 255.36 ug/L 99
36) vinyl acetate .49 86 34659 46.53 ug/L 96
37) ethyl acetate .22 45 20529 49.63 ug/L 83
38) 2,2-dichloropropane .25 77 225191 45.38 ug/L 99
39) cis-1,2-dichloroethene .21 96 177626 49.76 ug/L 98

(#) = qualifier out of range (m) = manual integration
D190179.D MD7671.M Mon Dec 12 16:26:01 2011 RPT1 Page 1
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QC Report: D190179.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D190179.D Vial: 56
Acq On : 10 Dec 2011 2:46 pm Operator: EmilyT
Sample : bs Inst : MSD
Misc : MS22340,VvD7742,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Dec 12 16:25 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Dec 09 07:47:41 2011

Initial Calibration

DataAcq Meth MD7671

Compound R.T. Qlon Response Conc Unit Qvalue
40) propionitrile 9.18 54 262584 510.18 ug/L 99
41) bromochloromethane 9.50 128 84754 49.91 ug/L 929
42) tetrahydrofuran 9.58 72 23710 48.64 ug/L 88
43) chloroform 9.56 83 271948 50.84 ug/L 99
46) freon 113 6.93 151 126632 51.43 ug/L 98
47) methacrylonitrile 9.41 41 102437 52.56 ug/L 96
48) t-butyl formate 9.64 59 149352 50.53 ug/L 95
49) 1,1,1-trichloroethane 9.87 97 244129 50.83 ug/L 99
50) tert-amyl methyl ether 10.38 73 528010 53.03 ug/L 929
52) cyclohexane 10.01 84 267532 52.22 ug/L # 100
53) tert amyl alcohol 10.12 55 87014 570.14 ug/L 81
54) 2,2,4-trimethylpentane 10.40 57 662138 51.16 ug/L 929
55) epichlorohydrin 11.87 57 95115 246.79 ug/L 98
56) n-butyl alcohol 10.72 56 277399 2676.09 ug/L 99
57) carbon tetrachloride 10.11 117 210166 49.93 ug/L 97
58) 1,1-dichloropropene 10.06 75 219884 48.82 ug/L 929
59) hexane 8.35 57 199636 43.49 ug/L 99
60) benzene 10.30 78 661205 50.31 ug/L 99
61) heptane 10.57 57 119790 47.87 ug/L 98
62) isopropyl acetate 10.22 43 304695 48.55 ug/L 100
63) 1,2-dichloroethane 10.26 62 214630 48.59 ug/L 99
64) Ethyl Acrylate 11.00 55 235458 55.50 ug/L 98
65) trichloroethene 11.02 95 163853 48.64 ug/L 98
66) 2-nitropropane 11.71 43 49436 45.60 ug/L 99
67) 2-chloroethyl vinyl ether 11.78 63 580949 271.02 ug/L 98
68) methyl methacrylate 11.28 100 49331 49.06 ug/L 100
69) tert-amyl ethyl ether 11.24 87 545339 114.76 ug/L 98
70) 1,2-dichloropropane 11.25 63 181176 52.38 ug/L 96
71) methylcyclohexane 11.31 83 303420 52.37 ug/L 98
72) dibromomethane 11.39 93 104101 50.47 ug/L 98
73) bromodichloromethane 11.52 83 218780 51.13 ug/L 99
74) cis-1,3-dichloropropene 12.02 75 275651 50.65 ug/L 99
76) 4-methyl-2-pentanone 12.12 58 76823 52.33 ug/L 96
77) toluene 12.45 92 428164 52.08 ug/L 99
78) 3-methyl-1-butanol 12.12 70 112967 1129.21 ug/L 97
79) trans-1,3-dichloropropene 12.59 75 262882 50.36 ug/L 98
80) ethyl methacrylate 12.64 69 242118 51.57 ug/L 929
81) 1,1,2-trichloroethane 12.82 83 130886 50.60 ug/L 99
82) 2-hexanone 13.04 58 66769 47 .38 ug/L 96
84) tetrachloroethene 13.10 166 190016 48.01 ug/L 95
85) 1,3-dichloropropane 13.02 76 272611 47 .37 ug/L 100
86) butyl acetate 13.15 56 115907 44 .14 ug/L 97
87) 3,3-dimethyl-1-butanol 13.21 57 200936 503.03 ug/L 98
88) dibromochloromethane 13.31 129 176354 45.40 ug/L 929
89) 1,2-dibromoethane 13.48 107 162912 47.81 ug/L 100
90) chlorobenzene 14.02 112 473864 47.26 ug/L 99
91) 1,1,1,2-tetrachloroethane 14.08 131 167023 45.67 ug/L 98
92) ethylbenzene 14.11 91 824135 47.93 ug/L 100
93) m,p-xylene 14.23 106 648821 94.91 ug/L 99

(#) = qualifier out of range (m) = manual integration
D190179.D MD7671.M Mon Dec 12 16:26:02 2011 RPT1
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QC Report: D190179.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D190179.D Vial: 56
Acq On : 10 Dec 2011 2:46 pm Operator: EmilyT
Sample : bs Inst : MSD
Misc : MS22340,VvD7742,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Dec 12 16:25 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Dec 09 07:47:41 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue
94) o-xylene 14.69 106 324765 47 .83 ug/L 100
95) styrene 14.69 104 554661 47 .29 ug/L 99
96) bromoform 14.93 173 133704 43.16 ug/L 98
98) isopropylbenzene 15.08 105 841105 45.11 ug/L 99
100) bromobenzene 15.49 156 224113 46.68 ug/L 97
101) cyclohexanone 15.18 55 111410 258.31 ug/L 97
102) 1,1,2,2-tetrachloroethane 15.32 83 223918 43.46 ug/L 98
103) trans-1,4-dichloro-2-buten 15.38 53 67093 45.37 ug/L 98
104) 1,2,3-trichloropropane 15.41 110 64360 44 .43 ug/L 94
105) n-propylbenzene 15.53 91 1023045 47.02 ug/L 100
106) p-ethyltoluene 15.65 105 961254 56.42 ug/L 99
107) 2-chlorotoluene 15.68 126 203426 45.04 ug/L 100
108) 4-chlorotoluene 15.79 91 643413 44 _95 ug/L 99
109) 1,3,5-trimethylbenzene 15.71 105 729781 43.69 ug/L 100
110) tert-butylbenzene 16.09 119 619975 42 .58 ug/L 99
111) pentachloroethane 16.15 167 141742 45.54 ug/L 98
112) 1,2,4-trimethylbenzene 16.14 105 762708 45.83 ug/L 99
113) sec-butylbenzene 16.34 105 944163 44 .89 ug/L 100
114) 1,3-dichlorobenzene 16.51 146 430983 47.03 ug/L 99
115) p-isopropyltoluene 16.48 119 813319 47.21 ug/L 99
116) 1,4-dichlorobenzene 16.60 146 451846 44 .89 ug/L 99
117) Benzyl Chloride 16.71 91 455067 44 .05 ug/L 99
118) p-diethylbenzene 16.89 119 571511 54.46 ug/L 97
119) 1,2-dichlorobenzene 17.03 146 421924 45.75 ug/L 99
120) n-butylbenzene 16.93 92 446964 45.78 ug/L 99
121) 1,2,4,5-tetramethylbenzene 17.76 119 865248 53.01 ug/L 100
122) 1,2-dibromo-3-chloropropan 17.84 75 41112 47.60 ug/L 97
123) 1,3,5-trichlorobenzene 18.11 180 338347 46 .04 ug/L 98
124) 1,2,4-trichlorobenzene 18.81 180 304672 48.31 ug/L 100
125) hexachlorobutadiene 18.98 225 160036 45.35 ug/L # 70
126) naphthalene 19.11 128 640753 54.85 ug/L 100
127) 1,2,3-trichlorobenzene 19.39 180 250753 55.24 ug/L 100
128) hexachloroethane 17.36 119 141797 45.89 ug/L 98

(#) = qualifier out of range (m) = manual integration
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QC Report: |sEEIoxy{cHb}

Quantitation Report

Data File : C:\HPCHEM\1\DATA\D190179.D Vial: 56

Acq On : 10 Dec 2011 2:46 pm Operator: EmilyT
Sample : bs Inst : MSD

Misc : MS22340,VvD7742,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Dec 12 16:25 2011 Quant Results File: MD7671.RES
Method C:\HPCHEM\1\METHODS\MD7671 .M (RTE Integrator)

Title SW-846 Method 8260B

Fri Dec 09 07:47:41 2011
Initial Calibration

Last Update
Response via

TIC: D190179.D
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QC Report: X121647.D

Data Path :
Data File
Acq On
Operator
Sample
Misc

ALS Vial

Quant Time:
Quant Method
Quant Title
QLast Update

; tamikag

Quantitation Report

C:\msdchem\1\DATA\X\VX5178\

: X121647.D

12 Dec 2011 2:13 pm

BS

: MS22502,vX5178,5.0,,,,1

10 Sample Multiplier: 1

Dec 12 16:19:28 2011
: C:\MSDCHEM\1\METHODS\MX5154 .M

(QT Reviewed)

SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um

- Tue Nov 29 09:14:04 2011

Response via Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
Internal Standards
1) tert butyl alcohol-d9 7.256 65 77112 500.00 ug/L -0.03
5) pentafluorobenzene 9.950 168 203123 50.00 ug/L -0.03
62) 1,4-difluorobenzene 11.111 114 304107 50.00 ug/L -0.03
93) chlorobenzene-d5 15.337 117 326146 50.00 ug/L -0.03
108) 1,4-dichlorobenzene-d4 18.135 152 177574 50.00 ug”/L -0.02
System Monitoring Compounds
54) dibromofluoromethane (s) 9.997 113 93975 57.31 ug/L -0.03
Spiked Amount 50.000 Range 67 - 131 Recovery = 114.62%
55) 1,2-dichloroethane-d4 (s) 10.525 65 79866 48.51 ug/L -0.03
Spiked Amount 50.000 Range 66 - 130 Recovery = 97.02%
85) toluene-d8 (s) 13.308 98 360058 57.17 ug/L -0.03
Spiked Amount 50.000 Range 76 - 125 Recovery = 114.34%
110) 4-bromofluorobenzene (s) 16.838 95 149658 47.85 ug/L -0.03
Spiked Amount 50.000 Range 53 - 142 Recovery = 95.70%
Target Compounds Qvalue
2) tertiary butyl alcohol 7.382 59 44384 218.99 ug/L 94
4) 1,4-dioxane 12.063 88 21945 1144.18 ug/L # 93
11) chlorodifluoromethane 3.762 51 54523 34.04 ug/L 97
12) dichlorodifluoromethane 3.736 85 78100 32.52 ug/L 100
15) chloromethane 4.071 50 111125 39.18 ug/L 929
16) vinyl chloride 4.317 62 96489 42 .35 ug/L 100
18) bromomethane 4.981 94 72600 51.21 ug/L 97
19) chloroethane 5.154 64 54581 47.15 ug/L 95
21) trichlorofluoromethane 5.624 101 121566 46.29 ug/L 97
22) pentane 5.698 43 81962 27.40 ug/L 97
23) ethyl ether 6.043 74 52565 56.61 ug/L 97
27) acrolein 6.320 56 136194  480.07 ug/L 100
28) 1,1-dichloroethene 6.493 96 79500 56.27 ug/L 95
29) acetone 6.550 58 6547 58.72 ug/L # 74
30) allyl chloride 7.078 76 56294 56.01 ug/L # 77
31) acetonitrile 7.047 40 62758 461.07 ug/L 97
32) iodomethane 6.791 142 183731 58.84 ug/L 98
33) iso-butyl alcohol 10.332 43 34955 476.90 ug/L 98
34) carbon disulfide 6.921 76 281749 52.23 ug/L 98
35) methylene chloride 7.293 84 102381 56.89 ug/L 89
36) methyl acetate 7.057 43 51546 43.01 ug/L 95
37) methyl tert butyl ether 7.664 73 487230 111.54 ug/L 97
38) trans-1,2-dichloroethene 7.711 96 92520 56.87 ug/L 91
39) di-isopropyl ether 8.354 45 287760 42 .53 ug/L 98
40) 2-butanone 9.238 72 9155 58.44 ug/L 62
41) 1,1-dichloroethane 8.375 63 176844 57.51 ug/L 100
42) chloroprene 8.501 53 107108 41.77 ug/L 96
43) acrylonitrile 7.664 53 140181 274 .88 ug/L 99
44) vinyl acetate 8.365 86 13408 55.90 ug/L 38
45) ethyl tert-butyl ether 8.930 59 275201 48.93 ug/L 98
46) ethyl acetate 9.275 70 8243 52.87 ug/L 92
47) 2,2-dichloropropane 9.275 7 123458 51.66 ug/L 95
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QC Report: X121647.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : X121647.D

Acq On : 12 Dec 2011 2:13 pm
Operator : tamikag

Sample : BS

Misc : Ms22502,vX5178,5.0,,,,1

ALS Vial : 10 Sample Multiplier: 1

Quant Time: Dec 12 16:19:28 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
48) cis-1,2-dichloroethene 9.280 96 108818 57.99 ug/L 90
49) propionitrile 9.369 54 109285 547 .67 ug/L 93
50) tert-Butyl Formate 9.782 59 71398 54_54 ug/L # 97
51) bromochloromethane 9.662 128 55527 59.24 ug/L 88
52) tetrahydrofuran 9.704 42 27861 50.40 ug/L 95
53) chloroform 9.746 83 175628 58.58 ug/L 98
56) freon 113 6.482 151 58575 47.32 ug/L 91
57) methacrylonitrile 9.594 41 48441 52.55 ug/L 99
58) 1,1,1-trichloroethane 10.049 97 134511 56.89 ug/L 96
59) cyclohexane 10.133 84 112511 48.02 ug/L 88
61) iso-octane 10.619 57 250699 38.02 ug/L 99
64) epichlorohydrin 12.649 57 24978 192.16 ug/L 98
65) n-butyl alcohol 11.310 56 118780 2529.48 ug/L 95
66) carbon tetrachloride 10.300 117 126218 54.05 ug/L 99
67) 1,1-dichloropropene 10.279 75 120009 50.72 ug/L 98
68) hexane 8.056 57 81729 32.20 ug/L 98
69) benzene 10.609 78 378544 54_.30 ug/L 97
70) tert-amyl methyl ether 10.666 73 256240 48.86 ug/L 96
71) heptane 10.849 57 52402 35.10 ug/L 99
72) isopropyl acetate 10.546 43 173139 50.68 ug/L 97
73) 1,2-dichloroethane 10.635 62 113108 53.47 ug/L 98
74) trichloroethene 11.550 130 107519 57.12 ug/L 97
77) 2-nitropropane 12.601 46 1075 40.89 ug/L # 26
78) 2-chloroethyl vinyl ether 12.649 63 128650 194.15 ug/L 97
79) methyl methacrylate 11.937 69 54297 51.74 ug/L 89
80) 1,2-dichloropropane 11.901 63 103876 53.03 ug/L 929
81) dibromomethane 12.115 93 60457 56.00 ug/L 94
82) methylcyclohexane 11.827 83 118185 41.02 ug/L 99
83) bromodichloromethane 12.303 83 137548 57.34 ug/L 99
84) cis-1,3-dichloropropene 12.926 75 166115 54.23 ug/L 95
86) 4-methyl-2-pentanone 13.067 58 33030 53.43 ug/L 88
87) toluene 13.402 92 242935 54.55 ug/L 100
88) 3-methyl-1-butanol 13.124 55 73046 1060.23 ug/L 95
89) trans-1,3-dichloropropene 13.695 75 150366 56.00 ug/L 100
90) ethyl methacrylate 13.710 69 110467 55.19 ug/L 93
91) 1,1,2-trichloroethane 13.982 83 72106 55.61 ug/L 98
92) 2-hexanone 14.233 58 30560 52.69 ug/L 95
94) 3,3-Dimethyl-1-butanol 14.484 57 74905  442.26 ug/L 97
95) tetrachloroethene 14.186 164 91227 45.40 ug/L 99
96) 1,3-dichloropropane 14.223 76 136361 45.66 ug/L 95
97) butyl acetate 14.348 56 52397 41.57 ug/L 91
98) dibromochloromethane 14.568 129 116345 51.19 ug/L 99
99) 1,2-dibromoethane 14.756 107 89436 50.08 ug/L 98
101) chlorobenzene 15.379 112 284846 48.62 ug/L 98
102) 1,1,1,2-tetrachloroethane 15.468 131 109512 50.28 ug/L 99
103) ethylbenzene 15.462 91 442667 46.57 ug/L 99
104) m,p-xylene 15.609 106 352767 94.02 ug/L 100
105) o-xylene 16.153 106 183395 48.51 ug/L 100
106) styrene 16.168 104 301257 46 .53 ug/L 97
107) bromoform 16.498 173 84365 50.87 ug/L 98
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QC Report: X121647.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : X121647.D

Acq On : 12 Dec 2011 2:13 pm
Operator : tamikag

Sample : BS

Misc : Ms22502,vX5178,5.0,,,,1

ALS Vial : 10 Sample Multiplier: 1

Quant Time: Dec 12 16:19:28 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
109) isopropylbenzene 16.597 105 440116 43.21 ug/L 99
111) bromobenzene 17.058 156 131854 46.37 ug/L 96
112) 1,1,2,2-tetrachloroethane 16.990 83 107263 43.35 ug/L 99
113) trans-1,4-dichloro-2-b... 17.037 53 25749 42 .33 ug/L 91
114) 1,2,3-trichloropropane 17.063 110 27859 45.46 ug/L # 80
115) n-propylbenzene 17.089 91 501996 41.89 ug/L 99
117) 2-chlorotoluene 17.246 126 116383 43.44 ug/L 98
118) 4-chlorotoluene 17.366 91 322241 42.39 ug/L 96
119) 1,3,5-trimethylbenzene 17.272 105 362588 42.81 ug/L 929
120) tert-butylbenzene 17.654 119 324709 42.81 ug/L 98
121) pentachloroethane 17.738 167 88852 45.96 ug/L 97
122) 1,2,4-trimethylbenzene 17.701 105 379276 43.82 ug/L 100
124) sec-butylbenzene 17.884 105 466469 41.36 ug/L 98
125) 1,3-dichlorobenzene 18.072 146 239286 44 .24 ug/L 98
126) p-isopropyltoluene 18.015 119 407384 43.14 ug/L 99
127) 1,4-dichlorobenzene 18.161 146 237467 43.11 ug/L 929
128) 1,2-dichlorobenzene 18.548 146 229378 44_.46 ug/L 99
129) benzyl chloride 18.282 91 206320 44 .32 ug/L 99
131) n-butylbenzene 18.433 92 202649 40.29 ug/L 98
133) 1,2-dibromo-3-chloropr... 19.301 75 17828 40.54 ug/L 90
134) 1,3,5-trichlorobenzene 19.469 180 197920 41.53 ug/L 99
135) hexachlorobutadiene 20.180 225 91880 38.48 ug/L 99
136) naphthalene 20.347 128 300723 45.81 ug/L 99
137) 1,2,4-trichlorobenzene 20.075 180 173814 45.34 ug/L 98
138) 1,2,3-trichlorobenzene 20.583 180 147197 43.45 ug/L 100
139) hexachloroethane 18.794 201 86721 45.37 ug/L 100

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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QC Report: X121647.D

Quantitation Report (QT Reviewed)
Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : X121647.D
Acq On : 12 Dec 2011 2:13 pm
Operator : tamikag
Sample : BS
Misc : MS22502,vX5178,5.0,,,,1
ALS Vial : 10 Sample Multiplier: 1

Quant Time: Dec 12 16:19:28 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Abundance TIC: X121647.D\data.ms
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QC Report: X121558.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : X121558.D

Acq On : 9 Dec 2011 3:52 pm
Operator : tamikag

Sample : JA93445-17MS

Misc : MS22413,vX5174,4.8,,,,1

ALS Vial : 13 Sample Multiplier: 1

Quant Time: Dec 12 12:26:37 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)

Internal Standards

1) tert butyl alcohol-d9 7.277 65 82189 500.00 ug/L -0.01
5) pentafluorobenzene 9.970 168 200356 50.00 ug/L 0.00
62) 1,4-difluorobenzene 11.132 114 293282 50.00 ug/L -0.01
93) chlorobenzene-d5 15.352 117 300418 50.00 ug/L -0.01
108) 1,4-dichlorobenzene-d4 18.145 152 162971 50.00 ug”/L 0.00

System Monitoring Compounds
54) dibromofluoromethane (s) 10.018 113 92825 57.39 ug/L -0.01

Spiked Amount 50.000 Range 67 - 131 Recovery = 114.78%
55) 1,2-dichloroethane-d4 (s) 10.546 65 84177 51.83 ug/L 0.00
Spiked Amount 50.000 Range 66 - 130 Recovery = 103.66%
85) toluene-d8 (s) 13.323 98 347060 57.14 ug/L 0.00
Spiked Amount 50.000 Range 76 - 125 Recovery = 114.28%
110) 4-bromofluorobenzene (s) 16.859 95 138083 48.11 ug/L 0.00
Spiked Amount 50.000 Range 53 - 142 Recovery = 96.22%
Target Compounds Qvalue
2) tertiary butyl alcohol 7.408 59 210315 973.57 ug/L 90
4) 1,4-dioxane 12.078 88 18638 911.73 ug/L # 97
11) chlorodifluoromethane 3.778 51 53571 33.91 ug/L 98
12) dichlorodifluoromethane 3.757 85 79039 33.36 ug/L 96
15) chloromethane 4.086 50 89318 31.92 ug/L 929
16) vinyl chloride 4.343 62 76734 34.15 ug/L 98
18) bromomethane 4._.997 94 51801 37.05 ug/L 98
19) chloroethane 5.174 64 41777 36.59 ug/L 94
21) trichlorofluoromethane 5.661 101 96063 37.09 ug/L 96
22) pentane 5.724 43 97754 33.14 ug/L 98
23) ethyl ether 6.058 74 37136 40.55 ug/L 92
27) acrolein 6.341 56 97044 346.79 ug/L # 99
28) 1,1-dichloroethene 6.519 96 57342 41.15 ug/L 98
29) acetone 6.576 58 6806 61.89 ug/L # 75
30) allyl chloride 7.094 76 39376 39.72 ug/L # 87
31) acetonitrile 7.068 40 52182 388.66 ug/L # 82
32) iodomethane 6.817 142 124992 40.58 ug/L 98
33) iso-butyl alcohol 10.358 43 30385 420.27 ug/L 92
34) carbon disulfide 6.947 76 204230 38.38 ug/L 98
35) methylene chloride 7.319 84 69746 39.29 ug/L 97
36) methyl acetate 7.078 43 47889 40.51 ug/L 96
37) methyl tert butyl ether 7.685 73 914392 212.23 ug/L 98
38) trans-1,2-dichloroethene 7.732 96 64633 40.28 ug/L 94
39) di-isopropyl ether 8.380 45 224019 33.56 ug/L 98
40) 2-butanone 9.264 72 9063 58.65 ug/L 67
41) 1,1-dichloroethane 8.401 63 119534 39.41 ug/L 98
42) chloroprene 8.522 53 89844 35.52 ug/L 96
43) acrylonitrile 7.690 53 110145 218.97 ug/L 98
44) vinyl acetate 8.396 86 9526 40.27 ug/L 42
45) ethyl tert-butyl ether 8.951 59 199703 36.00 ug/L 98
46) ethyl acetate 9.301 70 7907 51.41 ug/L 39
47) 2,2-dichloropropane 9.301 7 94854 40.24 ug/L 94
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QC Report: X121558.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : X121558.D

Acq On : 9 Dec 2011 3:52 pm
Operator : tamikag

Sample : JA93445-17MS

Misc : MS22413,vX5174,4.8,,,,1

ALS Vial : 13 Sample Multiplier: 1

Quant Time: Dec 12 12:26:37 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
48) cis-1,2-dichloroethene 9.301 96 75387 40.73 ug/L 95
49) propionitrile 9.390 54 86407 439.00 ug/L 94
50) tert-Butyl Formate 9.803 59 52278 40.49 ug/L # 98
51) bromochloromethane 9.688 128 39422 42 .64 ug/L 85
52) tetrahydrofuran 9.735 42 21444 39.33 ug/L 96
53) chloroform 9.772 83 121770 41.17 ug/L 97
56) freon 113 6.492 151 47166 38.63 ug/L 97
57) methacrylonitrile 9.625 41 36524 40.17 ug/L 97
58) 1,1,1-trichloroethane 10.070 97 98667 42 .31 ug/L 95
59) cyclohexane 10.159 84 83653 36.20 ug/L 94
61) iso-octane 10.640 57 207725 31.94 ug/L 99
64) epichlorohydrin 12.669 57 19701 157.16 ug/L 929
65) n-butyl alcohol 11.330 56 100802 2225.86 ug/L 98
66) carbon tetrachloride 10.326 117 92338 41.00 ug/L 97
67) 1,1-dichloropropene 10.295 75 89525 39.23 ug/L 97
68) hexane 8.082 57 77092 31.49 ug/L 97
69) benzene 10.630 78 264863 39.39 ug/L 100
70) tert-amyl methyl ether 10.692 73 207525 41.03 ug/L 97
71) heptane 10.870 57 45268 31.44 ug/L 98
72) isopropyl acetate 10.567 43 81891 24.85 ug/L 79
73) 1,2-dichloroethane 10.661 62 82019 40.20 ug/L 99
74) trichloroethene 11.571 130 76823 42.32 ug/L 97
77) 2-nitropropane 12.643 46 815 32.14 ug/L # 44
78) 2-chloroethyl vinyl ether 12.669 63 101629 159.03 ug/L 98
79) methyl methacrylate 11.958 69 42460 41.95 ug/L 89
80) 1,2-dichloropropane 11.921 63 72474 38.37 ug/L 929
81) dibromomethane 12.136 93 43052 41.35 ug/L 97
82) methylcyclohexane 11.848 83 97601 35.13 ug/L 95
83) bromodichloromethane 12.324 83 95924 41.46 ug/L 99
84) cis-1,3-dichloropropene 12.947 75 121271 41.05 ug/L 93
86) 4-methyl-2-pentanone 13.088 58 32455 54_44 ug/L 96
87) toluene 13.422 92 171097 39.84 ug/L 98
88) 3-methyl-1-butanol 13.145 55 60320 907.83 ug/L 97
89) trans-1,3-dichloropropene 13.715 75 109029 42_.11 ug/L 99
90) ethyl methacrylate 13.731 69 82159 42 .56 ug/L 94
91) 1,1,2-trichloroethane 13.998 83 53016 42 .39 ug/L 98
92) 2-hexanone 14.249 58 41442 74.09 ug/L 93
94) 3,3-Dimethyl-1-butanol 14.500 57 63794 408.92 ug/L 98
95) tetrachloroethene 14.207 164 66359 35.85 ug/L 97
96) 1,3-dichloropropane 14.238 76 100882 36.67 ug/L 98
97) butyl acetate 14.369 56 42840 36.90 ug/L 96
98) dibromochloromethane 14.589 129 83538 39.90 ug/L 96
99) 1,2-dibromoethane 14.772 107 66596 40.48 ug/L 100
101) chlorobenzene 15.394 112 201662 37.37 ug/L 929
102) 1,1,1,2-tetrachloroethane 15.483 131 77399 38.58 ug/L 98
103) ethylbenzene 15.478 91 321895 36.77 ug/L 99
104) m,p-xylene 15.624 106 255093 73.81 ug/L 99
105) o-xylene 16.168 106 130319 37.43 ug/L 99
106) styrene 16.189 104 218007 36.55 ug/L 95
107) bromoform 16.519 173 62201 40.71 ug/L 100
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QC Report: X121558.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : X121558.D

Acq On : 9 Dec 2011 3:52 pm
Operator : tamikag

Sample : JA93445-17MS

Misc : MS22413,vX5174,4.8,,,,1

ALS Vial : 13 Sample Multiplier: 1

Quant Time: Dec 12 12:26:37 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
109) isopropylbenzene 16.613 105 327313 35.01 ug/L 99
111) bromobenzene 17.073 156 96227 36.87 ug/L 95
112) 1,1,2,2-tetrachloroethane 17.005 83 84710 37.30 ug/L 98
113) trans-1,4-dichloro-2-b... 17.052 53 20600 36.90 ug/L 97
114) 1,2,3-trichloropropane 17.078 110 21160 37.62 ug/L # 82
115) n-propylbenzene 17.105 91 372022 33.83 ug/L 98
117) 2-chlorotoluene 17.261 126 83770 34.07 ug/L 99
118) 4-chlorotoluene 17.377 91 235766 33.80 ug/L 98
119) 1,3,5-trimethylbenzene 17.282 105 265813 34.20 ug/L 929
120) tert-butylbenzene 17.664 119 243368 34.96 ug/L 98
121) pentachloroethane 17.753 167 64196 36.19 ug/L 97
122) 1,2,4-trimethylbenzene 17.716 105 276625 34.82 ug/L 100
124) sec-butylbenzene 17.894 105 354575 34.25 ug/L 99
125) 1,3-dichlorobenzene 18.083 146 174680 35.19 ug/L 99
126) p-isopropyltoluene 18.025 119 298817 34.48 ug/L 100
127) 1,4-dichlorobenzene 18.172 146 173834 34.38 ug/L 100
128) 1,2-dichlorobenzene 18.564 146 169479 35.80 ug/L 98
129) benzyl chloride 18.297 91 167042 39.10 ug/L 100
131) n-butylbenzene 18.443 92 154946 33.57 ug/L 929
133) 1,2-dibromo-3-chloropr... 19.312 75 14660 36.32 ug/L 96
134) 1,3,5-trichlorobenzene 19.479 180 148667 33.99 ug/L 99
135) hexachlorobutadiene 20.196 225 73773 33.67 ug/L 97
136) naphthalene 20.363 128 357207 59.29 ug/L 98
137) 1,2,4-trichlorobenzene 20.091 180 127905 36.35 ug/L 97
138) 1,2,3-trichlorobenzene 20.598 180 114106 36.70 ug/L 99
139) hexachloroethane 18.810 201 63775 36.36 ug/L 929

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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QC Report: |RSVAEIED)

Quantitation Report (QT Reviewed)

Data Path C:\msdchem\1\DATA\X\VX5174\
Data File X121558.D
Acq On 9 Dec 2011 3:52 pm

Operator : tamikag
Sample : JA93445-17MS

Misc - MS22413,vX5174,4.8,,,,1

ALS Vial : 13 Sample Multiplier: 1

Quant Time: Dec 12 12:26:37 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154._M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Abundance TIC: X121558.D\data.ms
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QC Report: X121559.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : X121559.D

Acq On : 9 Dec 2011 4:21 pm
Operator : tamikag

Sample : JA93445-17MSD

Misc : MS22413,vX5174,4.8,,,,1

ALS Vial : 14 Sample Multiplier: 1

Quant Time: Dec 12 12:26:41 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)

Internal Standards

1) tert butyl alcohol-d9 7.277 65 92221 500.00 ug/L -0.01
5) pentafluorobenzene 9.970 168 196583 50.00 ug/L 0.00
62) 1,4-difluorobenzene 11.132 114 288162 50.00 ug/L -0.01
93) chlorobenzene-d5 15.352 117 294047 50.00 ug/L -0.01
108) 1,4-dichlorobenzene-d4 18.145 152 161742 50.00 ug”/L 0.00

System Monitoring Compounds
54) dibromofluoromethane (s) 10.018 113 92343 58.19 ug/L -0.01

Spiked Amount 50.000 Range 67 - 131 Recovery = 116.38%
55) 1,2-dichloroethane-d4 (s) 10.546 65 85327 53.55 ug/L 0.00
Spiked Amount 50.000 Range 66 - 130 Recovery = 107.10%
85) toluene-d8 (s) 13.323 98 343281 57.53 ug/L 0.00
Spiked Amount 50.000 Range 76 - 125 Recovery = 115.06%
110) 4-bromofluorobenzene (s) 16.853 95 136444 47.90 ug/L -0.01
Spiked Amount 50.000 Range 53 - 142 Recovery = 95.80%
Target Compounds Qvalue
2) tertiary butyl alcohol 7.402 59 204202 842 .44 ug/L 72
4) 1,4-dioxane 12.083 88 19412 846.29 ug/L # 95
11) chlorodifluoromethane 3.773 51 49164 31.72 ug/L 98
12) dichlorodifluoromethane 3.752 85 73466 31.61 ug/L 98
15) chloromethane 4.081 50 83090 30.27 ug/L 98
16) vinyl chloride 4.337 62 71695 32.52 ug/L 100
18) bromomethane 4.991 94 49292 35.93 ug/L 98
19) chloroethane 5.174 64 38621 34.47 ug/L 95
21) trichlorofluoromethane 5.650 101 88533 34.84 ug/L 99
22) pentane 5.713 43 90631 31.31 ug/L 99
23) ethyl ether 6.063 74 35940 40.00 ug/L 93
27) acrolein 6.341 56 100507 366.06 ug/L # 100
28) 1,1-dichloroethene 6.513 96 53314 38.99 ug/L 99
29) acetone 6.581 58 6886 63.82 ug/L # 80
30) allyl chloride 7.094 76 36406 37.43 ug/L 90
31) acetonitrile 7.057 40 51238 388.95 ug/L # 54
32) iodomethane 6.811 142 119447 39.52 ug/L 98
33) iso-butyl alcohol 10.352 43 32462 457 .62 ug/L 97
34) carbon disulfide 6.942 76 191025 36.59 ug/L 98
35) methylene chloride 7.313 84 67445 38.72 ug/L 94
36) methyl acetate 7.078 43 48981 42.23 ug/L 96
37) methyl tert butyl ether 7.685 73 640183 151.44 ug/L 98
38) trans-1,2-dichloroethene 7.732 96 61117 38.82 ug/L 89
39) di-isopropyl ether 8.380 45 217090 33.15 ug/L 98
40) 2-butanone 9.270 72 8655 57.08 ug/L 90
41) 1,1-dichloroethane 8.396 63 114018 38.31 ug/L 98
42) chloroprene 8.527 53 84081 33.88 ug/L 99
43) acrylonitrile 7.685 53 111783 226.49 ug/L 99
44) vinyl acetate 8.391 86 9476 40.82 ug/L 54
45) ethyl tert-butyl ether 8.951 59 195820 35.98 ug/L 98
46) ethyl acetate 9.296 70 7929 52.55 ug/L # 19
47) 2,2-dichloropropane 9.301 7 87364 37.77 ug/L 96
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QC Report: X121559.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : X121559.D

Acq On : 9 Dec 2011 4:21 pm
Operator : tamikag

Sample : JA93445-17MSD

Misc : MS22413,vX5174,4.8,,,,1

ALS Vial : 14 Sample Multiplier: 1

Quant Time: Dec 12 12:26:41 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
48) cis-1,2-dichloroethene 9.306 96 72469 39.90 ug/L 93
49) propionitrile 9.390 54 90430 468.26 ug/L 95
50) tert-Butyl Formate 9.803 59 52432 41.39 ug/L # 99
51) bromochloromethane 9.688 128 38448 42 .38 ug/L 83
52) tetrahydrofuran 9.725 42 22507 42.07 ug/L 95
53) chloroform 9.766 83 116539 40.16 ug/L 95
56) freon 113 6.503 151 44008 36.73 ug/L 96
57) methacrylonitrile 9.620 41 37057 41.54 ug/L 95
58) 1,1,1-trichloroethane 10.070 97 92222 40.30 ug/L 96
59) cyclohexane 10.159 84 78661 34.69 ug/L 92
61) iso-octane 10.640 57 188831 29.59 ug/L 98
64) epichlorohydrin 12.664 57 20473 166.22 ug/L 97
65) n-butyl alcohol 11.330 56 108984 2449.29 ug/L 97
66) carbon tetrachloride 10.326 117 86734 39.20 ug/L 100
67) 1,1-dichloropropene 10.300 75 83632 37.30 ug/L 98
68) hexane 8.077 57 72149 30.00 ug/L 98
69) benzene 10.629 78 251767 38.11 ug/L 97
70) tert-amyl methyl ether 10.692 73 196764 39.59 ug/L 96
71) heptane 10.870 57 41091 29.05 ug/L 98
72) isopropyl acetate 10.567 43 89646 27.69 ug/L 83
73) 1,2-dichloroethane 10.661 62 79827 39.82 ug/L 98
74) trichloroethene 11.571 130 71335 40.00 ug/L 98
77) 2-nitropropane 12.638 46 596 23.92 ug/L # 62
78) 2-chloroethyl vinyl ether 12.669 63 102744 163.63 ug/L 98
79) methyl methacrylate 11.958 69 43837 44 .08 ug/L 84
80) 1,2-dichloropropane 11.921 63 70400 37.93 ug/L 98
81) dibromomethane 12.136 93 42554 41.60 ug/L 99
82) methylcyclohexane 11.848 83 88907 32.57 ug/L 95
83) bromodichloromethane 12.319 83 93142 40.97 ug/L 100
84) cis-1,3-dichloropropene 12.941 75 116821 40.25 ug/L 95
86) 4-methyl-2-pentanone 13.093 58 31621 53.98 ug/L 92
87) toluene 13.422 92 163200 38.67 ug/L 98
88) 3-methyl-1-butanol 13.145 55 64408 986.58 ug/L 96
89) trans-1,3-dichloropropene 13.715 75 105648 41.52 ug/L 98
90) ethyl methacrylate 13.731 69 81926 43.19 ug/L 92
91) 1,1,2-trichloroethane 13.998 83 51654 42.04 ug/L 96
92) 2-hexanone 14.249 58 39020 71.00 ug/L 93
94) 3,3-Dimethyl-1-butanol 14.500 57 69619 455_.92 ug/L 98
95) tetrachloroethene 14.207 164 63545 35.07 ug/L 96
96) 1,3-dichloropropane 14.238 76 98632 36.63 ug/L 100
97) butyl acetate 14.369 56 43463 38.25 ug/L 90
98) dibromochloromethane 14.589 129 82838 40.43 ug/L 99
99) 1,2-dibromoethane 14.772 107 65848 40.90 ug/L 99
101) chlorobenzene 15.394 112 192800 36.50 ug/L 98
102) 1,1,1,2-tetrachloroethane 15.483 131 73919 37.64 ug/L 99
103) ethylbenzene 15.478 91 305228 35.62 ug/L 99
104) m,p-xylene 15.624 106 241390 71.36 ug/L 100
105) o-xylene 16.168 106 124346 36.48 ug/L 98
106) styrene 16.189 104 208715 35.75 ug/L 95
107) bromoform 16.513 173 61489 41.12 ug/L 98
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QC Report: X121559.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : X121559.D

Acq On : 9 Dec 2011 4:21 pm
Operator : tamikag

Sample : JA93445-17MSD

Misc : MS22413,vX5174,4.8,,,,1

ALS Vial : 14 Sample Multiplier: 1

Quant Time: Dec 12 12:26:41 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
109) isopropylbenzene 16.613 105 306462 33.03 ug/L 99
111) bromobenzene 17.073 156 92106 35.56 ug/L 96
112) 1,1,2,2-tetrachloroethane 17.000 83 84861 37.65 ug/L 99
113) trans-1,4-dichloro-2-b... 17.052 53 20695 37.35 ug/L 97
114) 1,2,3-trichloropropane 17.078 110 21736 38.94 ug/L # 72
115) n-propylbenzene 17.105 91 353089 32.35 ug/L 99
117) 2-chlorotoluene 17.261 126 79950 32.76 ug/L 99
118) 4-chlorotoluene 17.376 91 227504 32.86 ug/L 99
119) 1,3,5-trimethylbenzene 17.282 105 253122 32.81 ug/L 929
120) tert-butylbenzene 17.664 119 229029 33.15 ug/L 97
121) pentachloroethane 17.753 167 61668 35.02 ug/L 98
122) 1,2,4-trimethylbenzene 17.716 105 264008 33.49 ug/L 929
124) sec-butylbenzene 17.894 105 332029 32.32 ug/L 98
125) 1,3-dichlorobenzene 18.083 146 168867 34.28 ug/L 99
126) p-isopropyltoluene 18.025 119 284193 33.04 ug/L 98
127) 1,4-dichlorobenzene 18.171 146 170427 33.96 ug/L 100
128) 1,2-dichlorobenzene 18.558 146 165747 35.27 ug/L 99
129) benzyl chloride 18.297 91 166004 39.15 ug/L 99
131) n-butylbenzene 18.443 92 147054 32.10 ug/L 98
133) 1,2-dibromo-3-chloropr... 19.317 75 15115 37.74 ug/L 83
134) 1,3,5-trichlorobenzene 19.479 180 144453 33.27 ug/L 99
135) hexachlorobutadiene 20.196 225 69009 31.73 ug/L 96
136) naphthalene 20.363 128 343515 57 .45 ug/L 99
137) 1,2,4-trichlorobenzene 20.091 180 128427 36.78 ug/L 99
138) 1,2,3-trichlorobenzene 20.598 180 116825 37.86 ug/L 99
139) hexachloroethane 18.804 201 59664 34.27 ug/L 100

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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QC Report:

Data Path :
Data File :
Acq On :
Operator :
Sample :
Misc :
ALS Vial :

Quant Time:
Quant Method
Quant Title
QLast Update
Response via

Abundance
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QC Report: D190190.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D190190.D Vial: 67
Acq On : 10 Dec 2011 6:48 pm Operator: EmilyT
Sample : Ja93486-6ms Inst : MSD
Misc MS22448,VvD7742,5.8,,100,5,1 Multiplr: 1.00
MS Integratlon Params: RTEINT.P
Quant Time: Dec 12 16:34 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Dec 09 07:47:41 2011

Initial Calibration

DataAcq Meth MD7671
Internal Standards R.T. Qlon Response Conc Units Dev(Min)
1) Tert Butyl Alcohol-d9 7.53 65 157053 500.00 ug/L 0.03
4) pentafluorobenzene 9.75 168 263784 50.00 ug/L 0.00
51) 1,4-difluorobenzene 10.65 114 427271 50.00 ug/L 0.00
83) chlorobenzene-d5 13.99 117 412972 50.00 ug/L 0.00
97) 1,4-dichlorobenzene-d4 16.57 152 251332 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) 9.75 113 133895 46 .52 ug/L 0.00
Spiked Amount 50.000 Range 67 - 131 Recovery = 93.04%
45) 1,2-dichloroethane-d4 (s) 10.16 65 156710 45.30 ug/L 0.00
Spiked Amount 50.000 Range 66 - 130 Recovery = 90.60%
75) toluene-d8 (s) 12.37 98 536534 47.03 ug/L 0.00
Spiked Amount 50.000 Range 76 - 125 Recovery = 94 .06%
99) 4-bromofluorobenzene (s) 15.27 95 224622 39.32 ug/L 0.00
Spiked Amount 50.000 Range 53 - 142 Recovery = 78.64%
Target Compounds Qvalue
2) 1,4-dioxane 11.36 88 53808 1460.50 ug/L # 94

3) tertiary butyl alcohol
6) chlorodifluoromethane
7) dichlorodifluoromethane
8) chloromethane

9) vinyl chloride

10) bromomethane

11) chloroethane

13) trichlorofluoromethane
14) pentane

15) ethyl ether

16) acrolein

18) 1,1-dichloroethene

19) acetone

20) allyl chloride

.64 59 103728 254.13 ug/L 99
.24 51 143583 41.80 ug/L 99
.24 85 164510 42 .08 ug/L 99
.55 50 221481 53.17 ug/L 99
.82 62 203050 50.18 ug/L 99
.41 94 27363 10.62 ug/L 99
-59 64 50951 21.64 ug/L 91
.11 101 200998 42.95 ug/L 100
.20 43 304032 46.72 ug/L 99
.51 74 113230 57.01 ug/L 98
.67 56 342324 463.61 ug/L 99
.91 96 139532 44 .50 ug/L 98
-90 58 17782 52.75 ug/L 97
-40 41 306237 45_97 ug/L 93

COOONOOOOONNNNNONNNODODODOOOUTURADNDDNNR
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21) acetonitrile .26 40 125557 635.06 ug/L 99
23) i1odomethane 263068 50.16 ug/L 929
24) iso-butyl alcohol .98 74 7453 440.94 ug/L 97
25) carbon disulfide .31 76 495483 48_.57 ug/L 99
26) methylene chloride .55 84 184712 51.11 ug/L 97
27) methyl acetate .37 43 176324 62.99 ug/L 98
28) methyl tert butyl ether .97 73 525382 51.06 ug/L 99
29) trans-1,2-dichloroethene .97 96 154736 46.69 ug/L 98
30) di-isopropyl ether .57 45 563451 52.74 ug/L 95
31) ethyl tert-butyl ether .02 59 534493 51.90 ug/L 98
32) 2-butanone .16 72 20392 48.71 ug/L 94
33) 1,1-dichloroethane .49 63 289997 49.82 ug/L 100
34) chloroprene .63 53 227828 47 .37 ug/L 97
35) acrylonitrile .81 53 360013 270.61 ug/L 96
36) vinyl acetate .51 86 11348 16.84 ug/L 95
37) ethyl acetate .22 45 20001 48.34 ug/L 95
38) 2,2-dichloropropane .25 77 214956 43.30 ug/L 98
39) cis-1,2-dichloroethene .21 96 177621 49.75 ug/L 100

(#) = qualifier out of range (m) = manual integration
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QC Report: D190190.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D190190.D Vial: 67
Acq On : 10 Dec 2011 6:48 pm Operator: EmilyT
Sample : Ja93486-6ms Inst : MSD
Misc MS22448,VvD7742,5.8,,100,5,1 Multiplr: 1.00
MS Integratlon Params: RTEINT.P
Quant Time: Dec 12 16:34 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Dec 09 07:47:41 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue
40) propionitrile 9.18 54 280233 544 .28 ug/L 100
41) bromochloromethane 9.49 128 87352 51.42 ug/L 97
42) tetrahydrofuran 9.59 72 24682 50.61 ug/L 99
43) chloroform 9.56 83 271460 50.73 ug/L 100
46) freon 113 6.92 151 104161 42.29 ug/L 95
47) methacrylonitrile 9.41 41 101238 51.92 ug/L 98
48) t-butyl formate 9.65 59 90434 30.58 ug/L 94
49) 1,1,1-trichloroethane 9.87 97 217050 45.18 ug/L 98
50) tert-amyl methyl ether 10.38 73 493281 49.52 ug/L 98
52) cyclohexane 10.00 84 222030 43.57 ug/L # 100
53) tert amyl alcohol 10.14 55 40383 266.03 ug/L 81
54) 2,2,4-trimethylpentane 10.40 57 562261 43.68 ug/L 929
55) epichlorohydrin 11.87 57 92413 241.08 ug/L 97
56) n-butyl alcohol 10.72 56 266254 2582.51 ug/L 98
57) carbon tetrachloride 10.10 117 183624 43.86 ug/L 97
58) 1,1-dichloropropene 10.05 75 199942 44 .64 ug/L 929
59) hexane 8.34 57 190001 41.61 ug/L 98
60) benzene 10.29 78 635722 48.63 ug/L 99
61) heptane 10.56 57 108028 43.40 ug/L 99
62) isopropyl acetate 10.22 43 301033 48.23 ug/L 99
63) 1,2-dichloroethane 10.25 62 221513 50.43 ug/L 100
64) Ethyl Acrylate 11.01 55 198136 46.96 ug/L 99
65) trichloroethene 11.02 95 166798 49.78 ug/L 929
66) 2-nitropropane 11.70 43 45846 42 .51 ug/L 98
67) 2-chloroethyl vinyl ether 11.78 63 561205 263.23 ug/L 99
68) methyl methacrylate 11.28 100 46742 46.73 ug/L 94
69) tert-amyl ethyl ether 11.24 87 251346 53.18 ug/L 96
70) 1,2-dichloropropane 11.25 63 173009 50.29 ug/L 97
71) methylcyclohexane 11.31 83 242702 42.12 ug/L 98
72) dibromomethane 11.38 93 101354 49.40 ug/L 100
73) bromodichloromethane 11.52 83 214059 50.30 ug/L 99
74) cis-1,3-dichloropropene 12.02 75 272848 50.41 ug/L 98
76) 4-methyl-2-pentanone 12.13 58 74617 51.11 ug/L 97
77) toluene 12.44 92 386305 47.24 ug/L 99
78) 3-methyl-1-butanol 12.12 70 107111 1076.49 ug/L 97
79) trans-1,3-dichloropropene 12.59 75 253930 48.91 ug/L 96
80) ethyl methacrylate 12.64 69 225673 48.32 ug/L 98
81) 1,1,2-trichloroethane 12.82 83 126689 49.25 ug/L 98
82) 2-hexanone 13.04 58 74119 52.88 ug/L 99
84) tetrachloroethene 13.10 166 299838 81.91 ug/L 96
85) 1,3-dichloropropane 13.02 76 259087 48.68 ug/L 99
86) butyl acetate 13.15 56 108383 44 .60 ug/L 98
87) 3,3-dimethyl-1-butanol 13.21 57 209237 566.35 ug/L 98
88) dibromochloromethane 13.31 129 168558 46.91 ug/L 929
89) 1,2-dibromoethane 13.47 107 156547 49.68 ug/L 100
90) chlorobenzene 14.02 112 429299 46.29 ug/L 99
91) 1,1,1,2-tetrachloroethane 14.08 131 161589 47 .77 ug/L 100
92) ethylbenzene 14.11 91 722915 45.46 ug/L 99
93) m,p-xylene 14.23 106 573647 90.73 ug/L 100

(#) = qualifier out of range (m) = manual integration
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QC Report: D190190.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D190190.D Vial: 67
Acq On : 10 Dec 2011 6:48 pm Operator: EmilyT
Sample : Ja93486-6ms Inst : MSD
Misc MS22448,VvD7742,5.8,,100,5,1 Multiplr: 1.00
MS Integratlon Params: RTEINT.P
Quant Time: Dec 12 16:34 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Dec 09 07:47:41 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue
94) o-xylene 14.68 106 293651 46.76 ug/L 98
95) styrene 14.68 104 506284 46.67 ug/L 99
96) bromoform 14.92 173 124175 43.33 ug/L 98
98) isopropylbenzene 15.07 105 736913 41.25 ug/L 99
100) bromobenzene 15.48 156 210742 45.81 ug/L 95
101) cyclohexanone 15.17 55 188867 457 .09 ug/L 98
102) 1,1,2,2-tetrachloroethane 15.33 83 198892 40.29 ug/L 100
103) trans-1,4-dichloro-2-buten 15.38 53 66742 47.11 ug/L 97
104) 1,2,3-trichloropropane 15.41 110 61527 44 .33 ug/L 94
105) n-propylbenzene 15.54 91 879469 42.19 ug/L 100
106) p-ethyltoluene 15.65 105 681687 41.77 ug/L 99
107) 2-chlorotoluene 15.68 126 182319 42.14 ug/L 95
108) 4-chlorotoluene 15.78 91 584328 42 .62 ug/L 99
109) 1,3,5-trimethylbenzene 15.70 105 668126 41.75 ug/L 99
110) tert-butylbenzene 16.09 119 636421 45.62 ug/L 98
111) pentachloroethane 16.15 167 6744 2.26 ug/L 94
112) 1,2,4-trimethylbenzene 16.14 105 691587 43.38 ug/L 90
113) sec-butylbenzene 16.34 105 830413 41.21 ug/L 99
114) 1,3-dichlorobenzene 16.51 146 407837 46.46 ug/L 100
115) p-isopropyltoluene 16.47 119 706221 42.79 ug/L 99
116) 1,4-dichlorobenzene 16.60 146 438513 45.48 ug/L 99
117) Benzyl Chloride 16.71 91 427187 43.16 ug/L 99
118) p-diethylbenzene 16.90 119 427506 42 .52 ug/L 929
119) 1,2-dichlorobenzene 17.03 146 415947 47.08 ug/L 99
120) n-butylbenzene 16.93 92 399323 42 .69 ug/L 99
121) 1,2,4,5-tetramethylbenzene 17.76 119 694886 44 .44 ug/L 100
122) 1,2-dibromo-3-chloropropan 17.84 75 40887 49.42 ug/L 99
123) 1,3,5-trichlorobenzene 18.11 180 326106 46 .32 ug/L 98
124) 1,2,4-trichlorobenzene 18.80 180 293119 48.51 ug/L 98
125) hexachlorobutadiene 18.98 225 148219 43.85 ug/L # 69
126) naphthalene 19.11 128 647361 57.87 ug/L 99
127) 1,2,3-trichlorobenzene 19.39 180 249433 57.32 ug/L 98
128) hexachloroethane 17.36 119 127156 42.96 ug/L 98

(#) = qualifier out of range (m) = manual integration
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(oloR {-Telelad D190190.D

Quantitation Report

Data File : C:\HPCHEM\1\DATA\D190190.D Vial: 67

Acq On : 10 Dec 2011 6:48 pm Operator: EmilyT
Sample . ja93486-6ms Inst : MSD

Misc 1 MS22448,vD7742,5.8,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Dec 12 16:34 2011 Quant Results File: MD7671.RES
Method C:\HPCHEM\1\METHODS\MD7671 .M (RTE Integrator)

Title SW-846 Method 8260B

Last Update
Response via

Fri Dec 09 07:47:41 2011
Initial Calibration

TIC: D190190.D
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QC Report: D190191.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D190191.D Vial: 68
Acq On : 10 Dec 2011 7:18 pm Operator: EmilyT
Sample : Ja93486-6msd Inst : MSD
Misc MS22448,VvD7742,5.8,,100,5,1 Multiplr: 1.00
MS Integratlon Params: RTEINT.P
Quant Time: Dec 12 16:35 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Dec 09 07:47:41 2011

Initial Calibration

DataAcq Meth MD7671
Internal Standards R.T. Qlon Response Conc Units Dev(Min)
1) Tert Butyl Alcohol-d9 7.53 65 154121 500.00 ug/L 0.02
4) pentafluorobenzene 9.75 168 263326 50.00 ug/L 0.00
51) 1,4-difluorobenzene 10.65 114 422740 50.00 ug/L 0.00
83) chlorobenzene-d5 13.99 117 421752 50.00 ug/L 0.00
97) 1,4-dichlorobenzene-d4 16.58 152 260702 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) 9.75 113 134215 46.71 ug/L 0.00
Spiked Amount 50.000 Range 67 - 131 Recovery = 93.42%
45) 1,2-dichloroethane-d4 (s) 10.16 65 155750 45.10 ug/L 0.00
Spiked Amount 50.000 Range 66 - 130 Recovery = 90.20%
75) toluene-d8 (s) 12.36 98 533088 47 .23 ug/L 0.00
Spiked Amount 50.000 Range 76 - 125 Recovery = 94 .46%
99) 4-bromofluorobenzene (s) 15.27 95 237611 40.10 ug/L 0.00
Spiked Amount 50.000 Range 53 - 142 Recovery = 80.20%
Target Compounds Qvalue
2) 1,4-dioxane 11.36 88 47627 1330.27 ug/L # 96

3) tertiary butyl alcohol
6) chlorodifluoromethane
7) dichlorodifluoromethane
8) chloromethane

9) vinyl chloride

10) bromomethane

11) chloroethane

13) trichlorofluoromethane
14) pentane

15) ethyl ether

16) acrolein

18) 1,1-dichloroethene

19) acetone

20) allyl chloride

.65 59 101431 253.23 ug/L 96
.24 51 146451 42.71 ug/L 97
.24 85 168307 43.13 ug/L 99
.56 50 224522 54.00 ug/L 100
.82 62 205936 50.98 ug/L 100
.41 94 30074 11.70 ug/L 99
-59 64 61540 26.18 ug/L 92
.11 101 204425 43.76 ug/L 100
.21 43 308531 47.50 ug/L 99
.51 74 111998 56.49 ug/L 97
.67 56 328157 445.20 ug/L 99
.91 96 141728 45.28 ug/L 98
-89 58 17789 52.86 ug/L 94
-40 41 290797 43.73 ug/L 94

COOONOOOOONNNNNONNNODODODOOOUTURADNDDNNR
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21) acetonitrile .26 40 123731 626.91 ug/L 99
23) i1odomethane 264484 50.51 ug/L 98
24) iso-butyl alcohol .98 74 7847 465.05 ug/L 98
25) carbon disulfide .31 76 496881 48.79 ug/L 99
26) methylene chloride .55 84 184241 51.07 ug/L 95
27) methyl acetate .38 43 178684 63.94 ug/L 98
28) methyl tert butyl ether .97 73 525024 51.11 ug/L 99
29) trans-1,2-dichloroethene .97 96 156587 47 .33 ug/L 97
30) di-isopropyl ether .57 45 559079 52.42 ug/L 96
31) ethyl tert-butyl ether .02 59 531889 51.73 ug/L 100
32) 2-butanone .16 72 20425 48.87 ug/L 100
33) 1,1-dichloroethane .49 63 284496 48.96 ug/L 98
34) chloroprene .64 53 228664 47 .62 ug/L 98
35) acrylonitrile .81 53 355238 267.48 ug/L 98
36) vinyl acetate .52 86 7126 11.48 ug/L 91
37) ethyl acetate .22 45 20012 48.45 ug/L 74
38) 2,2-dichloropropane .25 77 214061 43.20 ug/L 99
39) cis-1,2-dichloroethene .21 96 176226 49.44 ug/L 100

(#) = qualifier out of range (m) = manual integration
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QC Report: D190191.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D190191.D Vial: 68
Acq On : 10 Dec 2011 7:18 pm Operator: EmilyT
Sample : Ja93486-6msd Inst : MSD
Misc MS22448,VvD7742,5.8,,100,5,1 Multiplr: 1.00
MS Integratlon Params: RTEINT.P
Quant Time: Dec 12 16:35 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Dec 09 07:47:41 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue
40) propionitrile 9.18 54 276243 537.47 ug/L 98
41) bromochloromethane 9.50 128 87772 51.76 ug/L 929
42) tetrahydrofuran 9.58 72 24095 49.50 ug/L 98
43) chloroform 9.56 83 273388 51.18 ug/L 100
46) freon 113 6.92 151 105876 43.06 ug/L 96
47) methacrylonitrile 9.41 41 99723 51.23 ug/L 99
48) t-butyl formate 9.65 59 79730 27.01 ug/L 94
49) 1,1,1-trichloroethane 9.88 97 220281 45.93 ug/L 97
50) tert-amyl methyl ether 10.38 73 492724 49.55 ug/L 98
52) cyclohexane 10.00 84 224915 44_.61 ug/L # 100
53) tert amyl alcohol 10.13 55 39821 265.14 ug/L 81
54) 2,2,4-trimethylpentane 10.40 57 567638 44 .57 ug/L 929
55) epichlorohydrin 11.87 57 91940 242.42 ug/L 99
56) n-butyl alcohol 10.73 56 254387 2493.85 ug/L 99
57) carbon tetrachloride 10.10 117 186424 45.01 ug/L 98
58) 1,1-dichloropropene 10.05 75 197772 44 .63 ug/L 929
59) hexane 8.34 57 191050 42.29 ug/L 97
60) benzene 10.30 78 631273 48.81 ug/L 99
61) heptane 10.56 57 108698 44 .14 ug/L 97
62) isopropyl acetate 10.22 43 297496 48.17 ug/L 100
63) 1,2-dichloroethane 10.25 62 220446 50.72 ug/L 100
64) Ethyl Acrylate 11.01 55 197263 47 .25 ug/L 99
65) trichloroethene 11.02 95 167460 50.51 ug/L 929
66) 2-nitropropane 11.70 43 46458 43.54 ug/L 96
67) 2-chloroethyl vinyl ether 11.78 63 563882 267.32 ug/L 99
68) methyl methacrylate 11.28 100 45554 46.03 ug/L 94
69) tert-amyl ethyl ether 11.24 87 249654 53.39 ug/L 98
70) 1,2-dichloropropane 11.25 63 171274 50.32 ug/L 96
71) methylcyclohexane 11.31 83 244100 42.81 ug/L 98
72) dibromomethane 11.38 93 100571 49.54 ug/L 929
73) bromodichloromethane 11.52 83 211302 50.18 ug/L 99
74) cis-1,3-dichloropropene 12.01 75 268652 50.16 ug/L 97
76) 4-methyl-2-pentanone 12.12 58 73973 51.21 ug/L 97
77) toluene 12.44 92 381577 47.17 ug/L 100
78) 3-methyl-1-butanol 12.12 70 105257 1069.19 ug/L 98
79) trans-1,3-dichloropropene 12.59 75 254720 49.59 ug/L 98
80) ethyl methacrylate 12.64 69 227721 49.29 ug/L 98
81) 1,1,2-trichloroethane 12.81 83 126807 49.82 ug/L 99
82) 2-hexanone 13.04 58 75324 54.32 ug/L 96
84) tetrachloroethene 13.10 166 301390 80.62 ug/L 98
85) 1,3-dichloropropane 13.02 76 260366 47.90 ug/L 100
86) butyl acetate 13.14 56 111170 44 .78 ug/L 96
87) 3,3-dimethyl-1-butanol 13.21 57 210333 557 .47 ug/L 99
88) dibromochloromethane 13.31 129 168584 45.94 ug/L 929
89) 1,2-dibromoethane 13.48 107 156356 48.58 ug/L 97
90) chlorobenzene 14.02 112 433797 45.80 ug/L 99
91) 1,1,1,2-tetrachloroethane 14.08 131 159620 46.21 ug/L 929
92) ethylbenzene 14.11 91 735968 45_.31 ug/L 99
93) m,p-xylene 14.23 106 579594 89.76 ug/L 98

(#) = qualifier out of range (m) = manual integration
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QC Report: D190191.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D190191.D Vial: 68
Acq On : 10 Dec 2011 7:18 pm Operator: EmilyT
Sample : Ja93486-6msd Inst : MSD
Misc MS22448,VvD7742,5.8,,100,5,1 Multiplr: 1.00
MS Integratlon Params: RTEINT.P
Quant Time: Dec 12 16:35 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Dec 09 07:47:41 2011

Initial Calibration

DataAcq Meth MD7671

Compound R.T. Qlon Response Conc Unit Qvalue
94) o-xylene 14.68 106 297210 46.34 ug/L 97
95) styrene 14.68 104 520990 47 .02 ug/L 100
96) bromoform 14.92 173 129348 44.16 ug/L 98
98) isopropylbenzene 15.08 105 743359 40.12 ug/L 99
100) bromobenzene 15.49 156 216035 45.28 ug/L 929
101) cyclohexanone 15.18 55 197327 460.40 ug/L 99
102) 1,1,2,2-tetrachloroethane 15.33 83 197634 38.60 ug/L 99
103) trans-1,4-dichloro-2-buten 15.38 53 68508 46.62 ug/L 96
104) 1,2,3-trichloropropane 15.41 110 63788 44 .31 ug/L 95
105) n-propylbenzene 15.53 91 907110 41.96 ug/L 99
106) p-ethyltoluene 15.65 105 699278 41.31 ug/L 100
107) 2-chlorotoluene 15.68 126 188572 42.01 ug/L 96
108) 4-chlorotoluene 15.79 91 609056 42.82 ug/L 99
109) 1,3,5-trimethylbenzene 15.70 105 681477 41.06 ug/L 99
110) tert-butylbenzene 16.09 119 635237 43.90 ug/L 97
111) pentachloroethane 16.15 167 3215 1.04 ug/L 98
112) 1,2,4-trimethylbenzene 16.14 105 706089 42_.70 ug/L 90
113) sec-butylbenzene 16.34 105 842428 40.30 ug/L 100
114) 1,3-dichlorobenzene 16.51 146 416337 45.72 ug/L 100
115) p-isopropyltoluene 16.47 119 711742 41.58 ug/L 99
116) 1,4-dichlorobenzene 16.60 146 440228 44 .01 ug/L 99
117) Benzyl Chloride 16.71 91 425821 41.48 ug/L 99
118) p-diethylbenzene 16.89 119 431362 41.36 ug/L 929
119) 1,2-dichlorobenzene 17.03 146 420790 45.91 ug/L 100
120) n-butylbenzene 16.93 92 403750 41.61 ug/L 99
121) 1,2,4,5-tetramethylbenzene 17.76 119 698531 43.07 ug/L 929
122) 1,2-dibromo-3-chloropropan 17.84 75 40848 47.59 ug/L 99
123) 1,3,5-trichlorobenzene 18.11 180 327104 44 .79 ug/L 99
124) 1,2,4-trichlorobenzene 18.81 180 295742 47.19 ug/L 99
125) hexachlorobutadiene 18.98 225 151441 43.19 ug/L # 69
126) naphthalene 19.11 128 655067 56.44 ug/L 100
127) 1,2,3-trichlorobenzene 19.39 180 252830 56.04 ug/L 98
128) hexachloroethane 17.36 119 128228 41.77 ug/L 929

(#) = qualifier out of range (m) = manual integration
D190191.D MD7671.M Mon Dec 12 16:36:10 2011 RPT1 Page 3
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QC Report: D190191.D

Quantitation Report

Data File : C:\HPCHEM\1\DATA\D190191.D Vial: 68

Acq On : 10 Dec 2011 7:18 pm Operator: EmilyT
Sample . ja93486-6msd Inst : MSD

Misc : MS22448,vD7742,5.8,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Dec 12 16:35 2011 Quant Results File: MD7671.RES
Method C:\HPCHEM\1\METHODS\MD7671 .M (RTE Integrator)

Title SW-846 Method 8260B

Last Update
Response via

Fri Dec 09 07:47:41 2011
Initial Calibration

TIC: D190191.D
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QC Report: X121651.D

Quantitation Report

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : x121651.d

Acq On : 12 Dec 2011 4:15 pm
Operator : tamikag

Sample : JA94019-5MS

Misc : MS22755,vX5178,4.6,,,,1

ALS Vial 14 Sample Multiplier: 1

Quant Time:
Quant Method
Quant Title
QLast Update

Dec 13 13:38:23 2011
: C:\MSDCHEM\1\METHODS\MX5154 .M
SW-846 Method 8260B, ZB624 60m X

(QT Reviewed)

0.25mm x 1.4um

- Tue Nov 29 09:14:04 2011

Response via Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
Internal Standards
1) tert butyl alcohol-d9 7.261 65 77562 500.00 ug/L -0.03
5) pentafluorobenzene 9.950 168 203861 50.00 ug/L -0.03
62) 1,4-difluorobenzene 11.116 114 303702 50.00 ug/L -0.03
93) chlorobenzene-d5 15.337 117 317033 50.00 ug/L -0.03
108) 1,4-dichlorobenzene-d4 18.135 152 163174 50.00 ug”/L -0.02
System Monitoring Compounds
54) dibromofluoromethane (s) 10.002 113 93256 56.66 ug/L -0.03
Spiked Amount 50.000 Range 67 - 131 Recovery = 113.32%
55) 1,2-dichloroethane-d4 (s) 10.530 65 81152 49.11 ug/L -0.02
Spiked Amount 50.000 Range 66 - 130 Recovery = 98.22%
85) toluene-d8 (s) 13.307 98 358370 56.98 ug/L -0.03
Spiked Amount 50.000 Range 76 - 125 Recovery = 113.96%
110) 4-bromofluorobenzene (s) 16.843 95 143584 49.96 ug/L -0.02
Spiked Amount 50.000 Range 53 - 142 Recovery = 99.92%
Target Compounds Qvalue
2) tertiary butyl alcohol 7.392 59 43147 211.65 ug/L 96
4) 1,4-dioxane 12.068 88 22193 1150.40 ug/L # 93
11) chlorodifluoromethane 3.762 51 98612 61.35 ug/L 97
12) dichlorodifluoromethane 3.741 85 116127 48.17 ug/L 99
15) chloromethane 4.076 50 122768 43.13 ug/L 98
16) vinyl chloride 4.322 62 109668 47.96 ug/L 98
18) bromomethane 4.981 94 73552 51.70 ug/L 97
19) chloroethane 5.159 64 55620 47.87 ug/L 96
21) trichlorofluoromethane 5.630 101 132812 50.39 ug/L 99
22) pentane 5.697 43 143091 47 .67 ug/L 98
23) ethyl ether 6.048 74 43816 47.02 ug/L 98
27) acrolein 6.325 56 114059 400.59 ug/L # 99
28) 1,1-dichloroethene 6.498 96 75282 53.09 ug/L 95
29) acetone 6.560 58 7686 68.69 ug/L # 66
30) allyl chloride 7.078 76 48971 48_55 ug/L # 85
31) acetonitrile 7.047 40 59370 434.60 ug/L # 77
32) iodomethane 6.801 142 162909 51.98 ug/L 99
33) iso-butyl alcohol 10.331 43 33471 455.00 ug/L 96
34) carbon disulfide 6.927 76 251582 46.47 ug/L 97
35) methylene chloride 7.298 84 89130 49.35 ug/L 90
36) methyl acetate 7.063 43 62302 51.79 ug/L 96
37) methyl tert butyl ether 7.664 73 215674 49.20 ug/L 98
38) trans-1,2-dichloroethene 7.711 96 84754 51.91 ug/L 89
39) di-isopropyl ether 8.365 45 310844 45.77 ug/L 89
40) 2-butanone 9.249 72 8634 54.91 ug/L 80
41) 1,1-dichloroethane 8.381 63 154278 49.99 ug/L 98
42) chloroprene 8.506 53 132824 51.62 ug/L 97
43) acrylonitrile 7.669 53 114189 223.10 ug/L 98
44) vinyl acetate 8.370 86 10200 42 .37 ug/L 74
45) ethyl tert-butyl ether 8.930 59 278471 49.34 ug/L 97
46) ethyl acetate 9.280 70 8115 51.86 ug/L 76
47) 2,2-dichloropropane 9.275 7 123500 51.49 ug/L 96
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QC Report: X121651.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : x121651.d

Acq On : 12 Dec 2011 4:15 pm
Operator : tamikag

Sample : JA94019-5MS

Misc : MS22755,VvX5178,4.6,,,,1

ALS Vial : 14 Sample Multiplier: 1

Quant Time: Dec 13 13:38:23 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
48) cis-1,2-dichloroethene 9.285 96 96812 51.40 ug/L 89
49) propionitrile 9.374 54 91386 456.32 ug/L 91
50) tert-Butyl Formate 9.782 59 59789 45.51 ug/L # 96
51) bromochloromethane 9.667 128 48248 51.29 ug/L # 81
52) tetrahydrofuran 9.714 42 22512 40.57 ug/L 93
53) chloroform 9.751 83 154985 51.50 ug/L 98
56) freon 113 6.482 151 70772 56.96 ug/L 98
57) methacrylonitrile 9.599 41 38749 41.88 ug/L 96
58) 1,1,1-trichloroethane 10.054 97 125570 52.92 ug/L 96
59) cyclohexane 10.138 84 91760 39.02 ug/L 93
61) iso-octane 10.619 57 157247 23.76 ug/L 94
64) epichlorohydrin 12.654 57 35648 274.61 ug/L 98
65) n-butyl alcohol 11.315 56 114094 2432.92 ug/L 96
66) carbon tetrachloride 10.305 117 113444 48.64 ug/L 98
67) 1,1-dichloropropene 10.279 75 109128 46.19 ug/L 97
68) hexane 8.062 57 90907 35.86 ug/L 95
69) benzene 10.614 78 335328 48.16 ug/L 99
70) tert-amyl methyl ether 10.677 73 246190 47.01 ug/L 94
71) heptane 10.860 57 39104 26.23 ug/L 98
72) isopropyl acetate 10.551 43 150280 44_05 ug/L 98
73) 1,2-dichloroethane 10.645 62 95653 45.28 ug/L 98
74) trichloroethene 11.555 130 95444 50.77 ug/L 97
77) 2-nitropropane 12.612 46 1193 45.44 ug/L # 56
78) 2-chloroethyl vinyl ether 12.654 63 184822 279.29 ug/L 96
79) methyl methacrylate 11.948 69 47626 45.44 ug/L # 78
80) 1,2-dichloropropane 11.906 63 88477 45.23 ug/L 929
81) dibromomethane 12.115 93 49311 45.74 ug/L 95
82) methylcyclohexane 11.833 83 108369 37.67 ug/L 97
83) bromodichloromethane 12.303 83 113983 47 .58 ug/L 100
84) cis-1,3-dichloropropene 12.926 75 143423 46.88 ug/L 96
86) 4-methyl-2-pentanone 13.077 58 27415 44_.41 ug/L 90
87) toluene 13.407 92 209752 47.16 ug/L 98
88) 3-methyl-1-butanol 13.130 55 68617 997.27 ug/L 95
89) trans-1,3-dichloropropene 13.700 75 122451 45.67 ug/L 99
90) ethyl methacrylate 13.710 69 88064 44_.05 ug/L 93
91) 1,1,2-trichloroethane 13.982 83 60982 47.09 ug/L 98
92) 2-hexanone 14.238 58 27567 47 .59 ug/L 90
94) 3,3-Dimethyl-1-butanol 14.484 57 71305  433.11 ug/L 97
95) tetrachloroethene 14.191 164 86999 44 .54 ug/L 99
96) 1,3-dichloropropane 14.223 76 112917 38.89 ug/L 93
97) butyl acetate 14.354 56 48155 39.30 ug/L 92
98) dibromochloromethane 14.568 129 93697 42 .41 ug/L 100
99) 1,2-dibromoethane 14.756 107 73204 42.17 ug/L 100
101) chlorobenzene 15.379 112 227562 39.96 ug/L 929
102) 1,1,1,2-tetrachloroethane 15.468 131 88343 41.73 ug/L 96
103) ethylbenzene 15.468 91 357047 38.64 ug/L 99
104) m,p-xylene 15.609 106 283968 77.86 ug/L 99
105) o-xylene 16.153 106 144429 39.31 ug/L 99
106) styrene 16.174 104 231384 36.76 ug/L 96
107) bromoform 16.503 173 64286 39.87 ug/L 98
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QC Report: X121651.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : x121651.d

Acq On : 12 Dec 2011 4:15 pm
Operator : tamikag

Sample : JA94019-5MS

Misc : MS22755,VvX5178,4.6,,,,1

ALS Vial : 14 Sample Multiplier: 1

Quant Time: Dec 13 13:38:23 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
109) isopropylbenzene 16.597 105 329969 35.25 ug/L 99
111) bromobenzene 17.058 156 97330 37.25 ug/L 97
112) 1,1,2,2-tetrachloroethane 16.990 83 83848 36.87 ug/L 97
113) trans-1,4-dichloro-2-b... 17.042 53 20589 36.84 ug/L # 78
114) 1,2,3-trichloropropane 17.063 110 22316 39.63 ug/L # 79
115) n-propylbenzene 17.094 91 362880 32.96 ug/L 99
117) 2-chlorotoluene 17.251 126 83625 33.97 ug/L 94
118) 4-chlorotoluene 17.366 91 232944 33.35 ug/L 99
119) 1,3,5-trimethylbenzene 17.272 105 258783 33.25 ug/L 929
120) tert-butylbenzene 17.654 119 226551 32.51 ug/L 97
121) pentachloroethane 17.738 167 50987 28.70 ug/L 98
122) 1,2,4-trimethylbenzene 17.706 105 270552 34.02 ug/L 98
124) sec-butylbenzene 17.884 105 313493 30.25 ug/L 99
125) 1,3-dichlorobenzene 18.072 146 159821 32.16 ug/L 99
126) p-isopropyltoluene 18.015 119 263106 30.32 ug/L 99
127) 1,4-dichlorobenzene 18.161 146 159314 31.47 ug/L 929
128) 1,2-dichlorobenzene 18.548 146 149259 31.49 ug/L 98
129) benzyl chloride 18.287 91 173802 40.63 ug/L 99
131) n-butylbenzene 18.433 92 125852 27.23 ug/L 98
133) 1,2-dibromo-3-chloropr... 19.301 75 13304 32.92 ug/L 89
134) 1,3,5-trichlorobenzene 19.469 180 105134 24.00 ug/L 98
135) hexachlorobutadiene 20.185 225 34891 15.90 ug/L 97
136) naphthalene 20.347 128 173343 28.74 ug/L 98
137) 1,2,4-trichlorobenzene 20.081 180 82208 23.33 ug/L 98
138) 1,2,3-trichlorobenzene 20.588 180 66611 21.40 ug/L 99
139) hexachloroethane 18.794 201 54471 31.01 ug/L 100

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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QC Report: RS VALINND)

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : x121651.d

Acq On : 12 Dec 2011 4:15 pm
Operator : tamikag

Sample : JA94019-5MS

Misc - MS22755,vX5178,4.6,,,,1

ALS Vial : 14 Sample Multiplier: 1

Quant Time: Dec 13 13:38:23 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Abundance TIC: x121651.d\data.ms
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QC Report: X121652.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : X121652.D

Acq On : 12 Dec 2011 4:45 pm
Operator : tamikag

Sample : JA94019-5MSD

Misc : MS22755,VvX5178,4.6,,,,1

ALS Vial : 15 Sample Multiplier: 1

Quant Time: Dec 13 13:36:54 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)

Internal Standards

1) tert butyl alcohol-d9 7.256 65 76705 500.00 ug/L -0.03
5) pentafluorobenzene 9.955 168 204359 50.00 ug/L -0.02
62) 1,4-difluorobenzene 11.116 114 304654 50.00 ug/L -0.03
93) chlorobenzene-d5 15.337 117 315689 50.00 ug/L -0.03
108) 1,4-dichlorobenzene-d4 18.135 152 154902 50.00 ug”/L -0.02

System Monitoring Compounds
54) dibromofluoromethane (s) 9.997 113 93598 56.73 ug/L -0.03

Spiked Amount 50.000 Range 67 - 131 Recovery = 113.46%
55) 1,2-dichloroethane-d4 (s) 10.530 65 78883 47.62 ug/L -0.02
Spiked Amount 50.000 Range 66 - 130 Recovery = 95.24%
85) toluene-d8 (s) 13.307 98 360151 57.09 ug/L -0.03
Spiked Amount 50.000 Range 76 - 125 Recovery = 114.18%
110) 4-bromofluorobenzene (s) 16.843 95 141480 51.86 ug/L -0.02
Spiked Amount 50.000 Range 53 - 142 Recovery = 103.72%
Target Compounds Qvalue
2) tertiary butyl alcohol 7.392 59 41803 207.35 ug/L 92
4) 1,4-dioxane 12.068 88 20857 1093.22 ug/L # 95
11) chlorodifluoromethane 3.762 51 85312 52.94 ug/L 97
12) dichlorodifluoromethane 3.741 85 98936 40.94 ug/L 99
15) chloromethane 4.076 50 108388 37.98 ug/L 98
16) vinyl chloride 4.322 62 95823 41.81 ug/L 94
18) bromomethane 4._.976 94 64168 44 .99 ug/L 99
19) chloroethane 5.159 64 52865 45.39 ug/L 96
21) trichlorofluoromethane 5.629 101 112071 42.42 ug/L 99
22) pentane 5.703 43 106164 35.28 ug/L 98
23) ethyl ether 6.043 74 40653 43.52 ug/L 97
27) acrolein 6.325 56 108923 381.62 ug/L # 99
28) 1,1-dichloroethene 6.503 96 64635 45.47 ug/L 94
29) acetone 6.566 58 5787 51.59 ug/L 96
30) allyl chloride 7.078 76 43031 42 .56 ug/L # 88
31) acetonitrile 7.052 40 55600 406.01 ug/L 88
32) iodomethane 6.796 142 142725 45_43 ug/L 98
33) iso-butyl alcohol 10.337 43 33739 457 .52 ug/L 97
34) carbon disulfide 6.932 76 206020 37.96 ug/L 98
35) methylene chloride 7.298 84 80168 44 .28 ug/L 90
36) methyl acetate 7.068 43 64208 53.25 ug/L 96
37) methyl tert butyl ether 7.674 73 202628 46.11 ug/L 98
38) trans-1,2-dichloroethene 7.716 96 72882 44 .53 ug/L 92
39) di-isopropyl ether 8.365 45 288089 42.32 ug/L 7
40) 2-butanone 9.254 72 7664 48.62 ug/L 97
41) 1,1-dichloroethane 8.380 63 137311 44 .38 ug/L 929
42) chloroprene 8.511 53 110572 42 .86 ug/L 96
43) acrylonitrile 7.669 53 109454 213.33 ug/L 97
44) vinyl acetate 8.375 86 7749 32.11 ug/L 92
45) ethyl tert-butyl ether 8.935 59 258189 45.63 ug/L 97
46) ethyl acetate 9.291 70 7314 46.63 ug/L 62
47) 2,2-dichloropropane 9.285 7 106469 44 .28 ug/L 94
MX5154 .M Tue Dec 13 13:46:10 2011 ACCNJ Page: 1
[ | 138 of 334
@ ACCUTEST

X121652.D: JA94019-5MSD Matrix Spike Duplicate page 1 of 4 JAQ3968 ~ “AmeRaTeRies



QC Report: X121652.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : X121652.D

Acq On : 12 Dec 2011 4:45 pm
Operator : tamikag

Sample : JA94019-5MSD

Misc : MS22755,VvX5178,4.6,,,,1

ALS Vial : 15 Sample Multiplier: 1

Quant Time: Dec 13 13:36:54 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
48) cis-1,2-dichloroethene 9.285 96 84707 44 .87 ug/L 91
49) propionitrile 9.374 54 88708 441.86 ug/L 90
50) tert-Butyl Formate 9.793 59 49151 37.32 ug/L # 97
51) bromochloromethane 9.667 128 43794 46.44 ug/L # 83
52) tetrahydrofuran 9.719 42 21354 38.39 ug/L 93
53) chloroform 9.751 83 136722 45_.32 ug/L 98
56) freon 113 6.482 151 56375 45.26 ug/L 99
57) methacrylonitrile 9.604 41 37253 40.17 ug/L 94
58) 1,1,1-trichloroethane 10.054 97 105323 44 .28 ug/L 97
59) cyclohexane 10.143 84 68301 28.98 ug/L 82
61) iso-octane 10.619 57 103058 15.54 ug/L # 71
64) epichlorohydrin 12.654 57 31007 238.11 ug/L 94
65) n-butyl alcohol 11.315 56 111015 2359.87 ug/L 96
66) carbon tetrachloride 10.310 117 93039 39.77 ug/L 98
67) 1,1-dichloropropene 10.279 75 88711 37.43 ug/L 98
68) hexane 8.061 57 63516 24.98 ug/L 98
69) benzene 10.614 78 292016 41.81 ug/L 97
70) tert-amyl methyl ether 10.671 73 229321 43.65 ug/L 94
71) heptane 10.854 57 25316 16.93 ug/L 96
72) isopropyl acetate 10.556 43 135748 39.66 ug/L 97
73) 1,2-dichloroethane 10.645 62 88066 41.55 ug/L 100
74) trichloroethene 11.555 130 78929 41.86 ug/L 97
77) 2-nitropropane 12.643 46 399 15.15 ug/L # 1
78) 2-chloroethyl vinyl ether 12.654 63 159133 239.72 ug/L 97
79) methyl methacrylate 11.948 69 46144 43.89 ug/L 82
80) 1,2-dichloropropane 11.906 63 80318 40.93 ug/L 98
81) dibromomethane 12.115 93 45254 41.85 ug/L 96
82) methylcyclohexane 11.827 83 77848 26.97 ug/L 97
83) bromodichloromethane 12.303 83 102441 42.62 ug/L 99
84) cis-1,3-dichloropropene 12.931 75 126860 41.34 ug/L 94
86) 4-methyl-2-pentanone 13.072 58 26662 43.05 ug/L 87
87) toluene 13.407 92 174123 39.03 ug/L 99
88) 3-methyl-1-butanol 13.130 55 66749 967.09 ug/L 95
89) trans-1,3-dichloropropene 13.700 75 108588 40.37 ug/L 98
90) ethyl methacrylate 13.715 69 81624 40.70 ug/L 94
91) 1,1,2-trichloroethane 13.987 83 55455 42.69 ug/L 99
92) 2-hexanone 14.238 58 24314 41.84 ug/L 98
94) 3,3-Dimethyl-1-butanol 14.489 57 68503 417.86 ug/L 98
95) tetrachloroethene 14.191 164 65361 33.60 ug/L 98
96) 1,3-dichloropropane 14.228 76 102644 35.51 ug/L 94
97) butyl acetate 14_353 56 42957 35.21 ug/L 93
98) dibromochloromethane 14.573 129 82841 37.66 ug/L 98
99) 1,2-dibromoethane 14.756 107 66332 38.37 ug/L 100
101) chlorobenzene 15.379 112 185639 32.73 ug/L 98
102) 1,1,1,2-tetrachloroethane 15.467 131 74957 35.56 ug/L 98
103) ethylbenzene 15.467 91 280228 30.46 ug/L 99
104) m,p-xylene 15.609 106 221422 60.97 ug/L 97
105) o-xylene 16.158 106 112509 30.75 ug/L 98
106) styrene 16.174 104 184641 29.46 ug/L 96
107) bromoform 16.503 173 55946 34.85 ug/L 97
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QC Report: X121652.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : X121652.D

Acq On : 12 Dec 2011 4:45 pm
Operator : tamikag

Sample : JA94019-5MSD

Misc : MS22755,VvX5178,4.6,,,,1

ALS Vial : 15 Sample Multiplier: 1

Quant Time: Dec 13 13:36:54 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
109) isopropylbenzene 16.597 105 250841 28.23 ug/L 98
111) bromobenzene 17.063 156 76251 30.74 ug/L 97
112) 1,1,2,2-tetrachloroethane 16.989 83 73265 33.94 ug/L 99
113) trans-1,4-dichloro-2-b... 17.042 53 18075 34.07 ug/L 88
114) 1,2,3-trichloropropane 17.068 110 20202 37.79 ug/L # 48
115) n-propylbenzene 17.094 91 269245 25.76 ug/L 99
117) 2-chlorotoluene 17.251 126 63212 27.05 ug/L 96
118) 4-chlorotoluene 17.366 91 171173 25.82 ug/L 97
119) 1,3,5-trimethylbenzene 17.272 105 190450 25.78 ug/L 929
120) tert-butylbenzene 17.654 119 164753 24.90 ug/L 98
121) pentachloroethane 17.743 167 43016 25.51 ug/L 97
122) 1,2,4-trimethylbenzene 17.706 105 199284 26.39 ug/L 929
124) sec-butylbenzene 17.884 105 222170 22.58 ug/L 99
125) 1,3-dichlorobenzene 18.077 146 116169 24.62 ug/L 98
126) p-isopropyltoluene 18.015 119 186181 22.60 ug/L 98
127) 1,4-dichlorobenzene 18.161 146 115620 24.06 ug/L 98
128) 1,2-dichlorobenzene 18.548 146 107771 23.95 ug/L 99
129) benzyl chloride 18.287 91 142310 35.04 ug/L 99
131) n-butylbenzene 18.433 92 85583 19.51 ug/L 929
133) 1,2-dibromo-3-chloropr... 19.301 75 10785 28.11 ug/L 84
134) 1,3,5-trichlorobenzene 19.469 180 69220 16.65 ug/L 99
135) hexachlorobutadiene 20.185 225 20690 9.93 ug/L 95
136) naphthalene 20.347 128 119223 20.82 ug/L 99
137) 1,2,4-trichlorobenzene 20.081 180 52018 15.55 ug/L 96
138) 1,2,3-trichlorobenzene 20.588 180 40517 13.71 ug/L 98
139) hexachloroethane 18.794 201 38267 22.95 ug/L 929

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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QC Report: X121652.D

Quantitation Report (QT Reviewed)
Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : X121652.D
Acq On : 12 Dec 2011 4:45 pm
Operator : tamikag
Sample : JA94019-5MSD
Misc : MS22755,vX5178,4.6,,,,1
ALS Vial : 15 Sample Multiplier: 1

Quant Time: Dec 13 13:36:54 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Abundance TIC: X121652.D\data.ms
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Tune Report: [BNKIISHRND)

SW-846 Method 8260

Data File : C:\HPCHEM\1\DATA\D188518.D Vial: 1

Acq On : 28 Oct 2011 8:53 am Operator: EmilyT
Sample : BFB Inst : MSD
Misc : MS20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P

Method : C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)

Title : SW-846 Method 8260B

lon 95.00 (94.70 to 95.70): D188518.D
80000

70000

60000

50000

40000

30000

20000

10000

13.40 13.60 13. 80 14. 00 14.20 14.40 14.60 14. 80 15. 00 15.20 15.40 15.60 15. 80 16.00 16 20 16. 40 16.60 16. 80 17. 00
Average of 15.268 to 15.279 min.: D188518.D (-)

80000

70000

60000

50000

40000

30000

20000

10000

[ | [l

,,,H,,,,H,,,,W,,,,“‘,,,H,,,w1,,,H,,,,H,,,,W,,,,“,,,,H,,,,H,,, SN L

30 40 50 80 90 100 110 120 130 140 150 160 170 180 190 200 210

o

AutoFind: Scans 2195, 2196, 2197; Background Corrected with Scan 2186

| Target | Rel. to | Lower | Upper | Rel. | Raw | Result |
| Mass | Mass | Limit% | Limith | Abn% | Abn | Pass/Fail |
| 50 | 95 | 15 | 40 | 17.8 | 14760 |  PASS |
| 75 | 95 | 30 | 60 | 47.5 | 39411 | PASS |
| 95 | 95 | 100 | 100 | 100.0 | 83021 | PASS |
| 96 | 95 | 5 | 9 | 6.7 | 5575 | PASS |
| 173 | 174 | 0.00 | 2 | 0.0 | 01 PASS |
| 174 | 95 | 50 | 120 | 81.2 | 67379 | PASS |
| 175 | 174 | 5 | 9 | 7.5 | 5024 | PASS |
| 176 | 174 | 95 | 101 | 97.3 | 65571 |  PASS [
| 177 | 176 | 5 1 9 | 6.5 | 4276 | PASS |
D188518.D MD7671.M Fri Oct 28 16:22:34 2011 RPT1
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Tune Report: [BNKIISHRND)

Average of 15.268 to 15.279 min.: D188518.D

BFB

Modified:subtracted

m/z
36.00
37.00
38.00
39.00
40.00
42 .90
44.00
45.00
47 .00
48.00
49.00

abund.
694
3709
3504
1339
89
38
362
647
1011
453
3143

m/z
50.00
51.00
51.95
54.95
56.00
57.00
57.90
60.00
61.00
62.00
63.00

abund.
14760
4651
206
223
1093
1931
47
696
3342
3424
2559

m/z
64.00
67.05
68.00
69.00
70.00
71.95
73.00
74.00
75.00
76.00
76.90

Average of 15.268 to 15.279 min.: D188518.D

BFB

Modified:subtracted

m/z
95.00
96.00
96.95

103.90
104.90
105.85
106.90
115.85
116.85
117.85
118.85

abund.
83021
5575
160
274
77
274
34
247
463
262
375

m/z
127.90
128.80
128.95
129.90
130.85
134.80
136.90
140.85
141.85
142 .80
145.80

abund.
221
46
94
248
80
144
74
695
71
676
87

m/z
147.80
149.90
154.90
156.90
173.90
174 .90
175.90
176.90
177.85
206.90

abund.
256
190
7642
7592
579
431
3358
12656
39411
3413
470

abund.
202

196
157
67379
5024
65571
4276
125
34

D188518.D: VD7671-BFB Instrument Performance Check (BFB) page 2 of 2

m/z
77.90
78.90
79.90
80.90
81.85
86.90
87.90
90.90
91.95
92.95
94.00

m/z

abund.
318
1741
488
1730
359
3339
3155
230
2033
2950
8850

abund.
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Tune Report: [nNEcloiyHb]

SW-846 Method 8260

Data File : C:\HPCHEM\1\DATA\D190173.D Vial: 1

Acq On : 10 Dec 2011 9:22 am Operator: EmilyT
Sample : bfb Inst : MSD
Misc - MS22340,VD7742,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P

Method : C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)

Title : SW-846 Method 8260B

lon 95.00 (94.70 to 95.70): D190173.D
120000

100000

80000

60000

40000

20000

TTT T T [T

T T T T T T T T
13.40 13. 60 13. 80 14.00 14. 20 14. 40 14 60 14.80 15.00 15.20 15.40 15.60 15. 80 16. 00 16.20 16.40 16.60 16.80 17.00
Average of 15.265 to 15.275 min.: D190173.D (-)

100000

80000

60000

40000

20000

T O O u‘\

o e e e e e il e e e e e

T
30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180

AutoFind: Scans 2194, 2195, 2196; Background Corrected with Scan 2185

| Target | Rel. to | Lower | Upper | Rel. | Raw | Result |
| Mass | Mass | Limit% | Limith | Abn% | Abn | Pass/Fail |
| 50 | 95 | 15 | 40 | 18.2 | 20661 | PASS |
| 75 | 95 | 30 | 60 | 47.8 | 54299 | PASS |
| 95 | 95 | 100 | 100 | 100.0 | 113595 | PASS |
| 96 | 95 | 5 | 9 | 7.0 | 7938 | PASS |
| 173 | 174 | 0.00 | 2 ] 0.7 | 687 | PASS |
| 174 | 95 | 50 | 120 | 83.3 | 94592 | PASS |
| 175 | 174 | 5 | 9 | 7.5 | 7096 | PASS |
| 176 | 174 | 95 | 101 | 98.1 | 92816 |  PASS [
| 177 | 176 | 5 1 9 | 6.6 | 6126 | PASS |
D190173.D MD7671.M Mon Dec 12 16:14:05 2011 RPT1
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Tune Report: [nNEcloiyHb]

Average of 15.265 to 15.275 min.: D190173.D

bfb
Modified:subtracted
m/z abund. m/z abund. m/z abund. m/z abund.
36.00 976 50.00 20661 64.00 378 76.95 722
37.00 5404 51.00 6426 64.95 220 77.90 466
38.00 4730 51.95 297 66.95 199 78.85 2313
39.00 1722 54.95 239 68.00 10485 79.90 786
39.95 195 55.95 1470 69.00 10319 80.85 2358
43 .95 479 57.00 2614 69.95 882 81.90 536
44 .95 909 58.00 87 72.00 582 85.90 46
46.10 35 59.95 969 73.00 4852 86.90 4779
46.95 1515 61.00 4813 74.00 16894 87.90 4645
48 .00 602 62.00 4808 75.00 54299 90.90 316
49.00 4541 63.00 3347 76.00 4742 91.95 2797
Average of 15.265 to 15.275 min.: D190173.D
bfb
Modified:subtracted
m/z abund. m/z abund. m/z abund. m/z abund.
93.00 4236 116.90 589 141.75 88 158.85 82
94.00 12116 117.85 331 142.90 837 160.85 87
95.00 113595 118.85 479 143.70 35 171.90 355
96.00 7938 127.80 348 144.90 88 172.95 687
96.95 278 128.85 183 145.80 126 173.90 94592
103.85 433 129.90 375 146.90 43 174.90 7096
104.75 119 130.85 134 147.85 261 175.90 92816
105.85 365 134.85 179 149.70 45 176.90 6126
106.85 81 136.70 36 152.85 76 177.95 172
114.90 51 136.85 99 154.90 272
115.85 297 140.90 886 156.85 163
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Tune Report: REVANKVED]

BFB
Data File : C:\msdchem\1\DATA\X\vx5154Ffinal\X121112.D Vial: 1
Acg On 28 Nov 2011 1:26 pm Operator: tamikag
Sample BFB Inst : MSX
Misc MS21975,VvX5154,5.0,,,,1 Multiplr: 1.00
MS Integration Params: Rteint.p
Method : C:\MSDCHEM\1\METHODS\MX5154 .M (RTE Integrator)
Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
Abundance TIC: X121112.D\data.ms
500000
400000
300000
200000
100000
O T T T e T T T T PR
Time--> 15.00 1520 1540 15.60 15.80 16.00 16,20 16.40 16.60 16.80 17.00 17.20 17.40 17.60 17.80 18.00 18.20 18.40 18.60
Abundance Average of 16.859 to 16.869 min.: X121112.D\data.ms (-)
95 174
45000
40000
35000
30000
25000
75
20000
15000
10000 50
5000 . 69 &7
o 1L, 45, 5§ H (8L Al 104 117 128 137143148 155 207
m/z--> 0 ' ' ' 75 80 90 100 110 120 130 140 150 160 170 180 190 200 210
AutoFind: Scans 2558, 2559, 2560; Background Corrected with Scan 2548
| Target | Rel. to | Lower | Upper | Rel. | Raw | Result |
| Mass | Mass | Limit% | Limith | Abn% | Abn | Pass/Fail |
| 50 | 95 | 15 | 40 | 17.8 | 8271 | PASS |
| 75 | 95 | 30 | 60 | 44.8 | 20781 | PASS |
| 95 | 95 | 100 | 100 | 100.0 | 46360 | PASS |
| 96 | 95 | 5 ] 9 ] 6.8 | 3140 | PASS |
| 173 | 174 | 0.00 | 2 ] 0.0 | o] PASS |
| 174 | 95 | 50 | 120 | 99.2 | 46008 | PASS |
| 175 | 174 | 5 ] 9 | 7.7 | 3529 | PASS |
| 176 | 174 | 95 | 101 | 96.3 | 44296 |  PASS [
| 177 | 176 | 5 1 9 | 6.4 | 2855 | PASS |
X121112.D MX5154.M Tue Nov 29 17:34:27 2011 ACCNJ
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Tune Report: REVANKVED]

Average of 16.859 to 16.869 min.: X121112_D\data.ms

BFB

Modified:subtracted

m/z
36.10
37.10
38.10
39.10
40.00
44 .00
45.05
47 .05
47 .95
49.10
50.10

Average of 16.859 to 16.869 min.: X121112_.D\data.ms

BFB

abund.
416
2018
1914
691
21
253
391
755
233
1766
8271

Modified:subtracted

m/z

97.10
103.95
105.95
115.90
116.90
117.90
118.90
127.90
128.90
129.90
136.80

abund.
85
164
154
161
274
146
204
175
35
149
41

m/z
51.10
52.05
55.10
56.00
57.00
60.05
61.05
62.05
63.00
64.00
67.00

m/z
140.90
142.90
147 .90
154.95
172.05
173.90
175.00
175.90
176.90
178.00
207 .05

abund.
2504
90
122
586
1081
350
1922
1860
1335
102
45

abund.
413
479
124
148
72
46008
3529
44296
2855
39
137

m/z
68.00
69.00
70.00
72.05
73.00
74.00
75.00
76.00
76.95
78.00
78.95

m/z

abund.
4283
4371
316
229
1890
6814
20781
1797
274
242
930

abund.

X121112.D: VX5154-BFB Instrument Performance Check (BFB) page 2 of 2

m/z
79.95
80.90
81.90
87.00
88.00
90.90
92.00
93.00
94.00
95.00
96.00

m/z

abund.
328
1025
209
2239
1966
147
1154
1698
5043
46360
3140

abund.
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Tune Report: REVALVIHD]

BFB
Data File : C:\msdchem\1\DATA\X\VX5174\X121546.D Vial: 1
Acg On : 9 Dec 2011 8:53 am Operator: tamikag
Sample : BFB Inst : MSX
Misc : Ms22716,vX5174,5.0,,,,1 Multiplr: 1.00

MS Integration Params: Rteint.p

Method
Title

C:\MSDCHEM\1\METHODS\MX5154 .M (RTE Integrator)
SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um

Abundance TIC: X121546.D\data.ms

500000

400000

300000

200000

100000

Time--> 15. OO 15.20 15. 40 15. 60 15. 80 16. 00 16.20 16.40 16. 60 16.80 17. OO 17.20 17. 40 17.60 17.80 18.00 18.20 18.40 18.60
Abundance Average of 16.843 to 16.854 min.: X121546.D\data.ms (-)
70000 95

174
60000
50000
40000
30000 m

20000

10000

104 117 128 135 141 143 155 161 Il

oS | T 1] S = A - O W S 2 LA 1] N—

m/z--> 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180

AutoFind: Scans 2555, 2556, 2557; Background Corrected with Scan 2545

| Target | Rel. to | Lower | Upper | Rel. | Raw | Result |
| Mass | Mass | Limit% | Limith | Abn% | Abn | Pass/Fail |
| 50 | 95 | 15 | 40 | 16.4 | 11211 |  PASS |
| 75 | 95 | 30 | 60 | 43.9 | 30056 | PASS |
| 95 | 95 | 100 | 100 | 100.0 | 68517 | PASS |
| 96 | 95 | 5 | 9 | 7.1 | 4886 | PASS |
| 173 | 174 | 0.00 | 2 | 0.0 | 01 PASS |
| 174 | 95 | 50 | 120 | 97.6 | 66840 | PASS |
| 175 | 174 | 5 | 9 | 8.2 | 5456 | PASS |
| 176 | 174 | 95 | 101 | 96.7 | 64608 |  PASS [
| 177 | 176 | 5 1 9 | 6.9 | 4480 | PASS |
X121546.D MX5154 .M Fri Dec 09 14:00:41 2011 ACCNJ
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Tune Report: REVALVIHD]

Average of 16.843 to 16.854 min.: X121546.D\data.ms

BFB

Modified:subtracted

m/z
36.05
37.10
38.10
39.10
44 .00
45.05
47 .05
48.05
49.05
50.10
51.10

Average of 16.843 to 16.854 min.: X121546.D\data.ms

BFB

abund.
505
2904
2746
979
253
501
876
364
2269
11211
3577

Modified:subtracted

m/z

97.00
103.85
104.70
105.95
115.90
116.95
117.95
118.95
127.90
128.90
129.95

abund.
209
244
35
221
226
359
232
332
252
112
235

m/z
52.05
54_.95
56.00
57.05
60.00
61.05
62.05
63.05
64 .05
67.05
68.00

m/z
130.90
134.80
136.90
140.90
142 .00
142.90
145.90
147 .85
149.00
149.90
154.95

abund.
124
23
804
1477
562
2515
2512
1959
136
163
6067

m/z
69.00
70.05
72.05
73.05
74.00
75.00
76.05
76.95
78.00
78.90
79.90

m/z
156.90
160.80
171.50
171.80
173.95
175.00
175.90
176.90
177.95

abund.
6034
414
287
2655
9810
30056
2533
465
343
1352
399

abund.

X121546.D: VX5173-BFB Instrument Performance Check (BFB) page 2 of 2

m/z
80.90
81.95
85.90
87.00
88.00
90.95
92.00
93.00
94 .05
95.00
96.05

m/z

abund.
1330
306

3139
3084
234
1716
2507
7337
68517
4886

abund.
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Tune Report: REVAGKIND)]

BFB

Data File : C:\msdchem\1\DATA\X\VX5178\X121638.D Vial: 1

Acg On 12 Dec 2011 8:52 am Operator: tamikag

Sample BFB Inst : MSX

Misc MS22489,VvX5178,5.0,,,,1 Multiplr: 1.00

MS Integration Params: Rteint.p

Method : C:\MSDCHEM\1\METHODS\MX5154 .M (RTE Integrator)

Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
Abugg&glgg TIC: X121638.D\data.ms

700000

600000

500000

400000

300000

200000

100000

Or T S P e e e e e S T e
Time--> 1500 1520 1540 15.60 1580 16.00 1620 1640 16.60 16.80 17.00 17.20 17.40 17.60 17.80 18.00 18.20 18.40 18.60
Abundance Average of 16.833 to 16.843 min.: X121638.D\data.ms (-)
95 174

100000

80000

60000

75
40000
20000 50
69 .
37
0 1. 45,0l 58 3, H 8 gl 104 asur 130135 143148 155 161 H
m/z--> 0 40 50 60 70 80 9% 100 10 120 130 140 150 160 170 180
AutoFind: Scans 2553, 2554, 2555; Background Corrected with Scan 2543
| Target | Rel. to | Lower | Upper | Rel. | Raw | Result |
| Mass | Mass | Limit% | Limith | Abn% | Abn | Pass/Fail |
| 50 | 95 | 15 | 40 | 16.5 | 17757 | PASS |
| 75 | 95 | 30 | 60 | 43.6 | 47024 | PASS |
| 95 | 95 | 100 | 100 | 100.0 | 107755 | PASS |
| 96 | 95 | 5 ] 9 ] 6.8 | 7325 | PASS |
| 173 | 174 | 0.00 | 2 ] 0.0 | o] PASS |
| 174 | 95 | 50 | 120 | 98.7 | 106397 | PASS |
| 175 | 174 | 5 ] 9 | 8.3 | 8880 | PASS |
| 176 | 174 | 95 | 101 | 97.3 | 103565 | PASS [
| 177 | 176 | 5 1 9 | 6.8 | 7033 | PASS |
X121638.D MX5154 .M Mon Dec 12 16:19:53 2011 ACCNJ
[ | 150 of 334
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Tune Report: REVAGKIND)]

Average of 16.833 to 16.843 min.: X121638.D\data.ms

BFB

Modified:subtracted

m/z
36.05
37.10
38.10
39.10
44 .00
45.10
46.10
47 .05
48.00
49.10
50.10

BFB

abund.
839
4442
3837
1675
434
805
36
1493
627
3613
17757

Modified:subtracted

m/z
96.05
97.05

103.90
104.95
105.95
106.90
110.80
112.70
113.00
114.90
115.80

abund.
7325
289
424
150

64.
Average of 16.833 to 16.843 min.: X121638.D\data.ms

05

m/z

116.
116.
117.
118.
127.
128.
129.
130.
134.
136.
139.

abund.
5497
251
250
1203
2203
96
807
4097
3839
2882
323

abund.
225
575
321
471
349
202
413
156
163
153
91

m/z
68.00
69.00
70.05
72.00
73.05
74.00
75.05
76.05
77.00
77.95
78.95

m/z
140.90
141.85
142 .90
146.00
146.90
147 .90
148.90
150.00
152.85
154.95
156.95

abund.
9531
9558
699
552
3884
15162
47024
4405
749
422
2005

abund.
898
154
1031
114

84

254

X121638.D: VX5178-BFB Instrument Performance Check (BFB) page 2 of 2

m/z
79.95
80.90
81.90
86.00
87.00
88.00
90.95
92.00
93.00
94 .05
95.00

m/z
159.00
160.85
171.25
172.00
173.90
175.00
175.90
176.90
177.95

abund.
691
2090
457

5105
4845
303
2671
4008
11686
107755

abund.
108

118
154
106397
8880
103565
7033
244
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Cal Report: D188519.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188519.D Vial: 2
Acq On : 28 Oct 2011 9:24 am Operator: EmilyT
Sample - 1C7671-0.5 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 28 16:29 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:29:07 2011

Initial Calibration

DataAcq Meth MD7671
Internal Standards R.T. Qlon Response Conc Units Dev(Min)
1) Tert Butyl Alcohol-d9 7.50 65 201878 500.00 ug/L 0.00
4) pentafluorobenzene 9.75 168 316246 50.00 ug/L 0.00
51) 1,4-difluorobenzene 10.66 114 504103 50.00 ug/L 0.00
83) chlorobenzene-d5 13.99 117 487722 50.00 ug/L 0.00
97) 1,4-dichlorobenzene-d4 16.58 152 263941 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) 9.76 113 2199 0.64 ug/L 0.00
Spiked Amount 50.000 Range 67 - 131 Recovery = 1.28%#
45) 1,2-dichloroethane-d4 (s) 10.19 65 2205 0.53 ug/L 0.02
Spiked Amount 50.000 Range 66 - 130 Recovery = 1.06%#
75) toluene-d8 (s) 12.40 98 7292 0.54 ug/L 0.03
Spiked Amount 50.000 Range 76 - 125 Recovery = 1.08%#
99) 4-bromofluorobenzene (s) 15.32 95 4607 0.77 ug/L 0.05
Spiked Amount 50.000 Range 53 - 142 Recovery = 1.54%#
Target Compounds Qvalue

3) tertiary butyl alcohol
6) chlorodifluoromethane
7) dichlorodifluoromethane
8) chloromethane

9) vinyl chloride

10) bromomethane

11) chloroethane

13) trichlorofluoromethane
14) pentane

15) ethyl ether

16) acrolein

18) 1,1-dichloroethene

20) allyl chloride

23) i1odomethane

24) iso-butyl alcohol 1

.63 59 1431 2.73 ug/L 54
.23 51 2072 0.50 ug/L 91
.25 85 2110 0.45 ug/L 90
.54 50 2557 0.51 ug/L 90
.79 62 2560 0.53 ug/L 84
.44 94 1614 0.52 ug/L 90
.63 64 1321 0.47 ug/L 95
.10 101 2483 0.44 ug/L 73
.24 43 3875 0.50 ug/L # 85
.52 74 1226 0.51 ug/L 77
.71 56 4866 5.41 ug/L 97
.93 96 1961 0.52 ug/L 90
.41 41 6387 0.80 ug/L 91
.16 142 2957 0.47 ug/L 86
.07 74 84 4._15 ug/L 50

COOOOOOOONOOOONNNNONNOOOOOUURMDMMNN
(6]
\‘
[o0]
N

25) carbon disulfide .32 76 6116 0.50 ug/L 79
26) methylene chloride 2243 0.52 ug/L 96
28) methyl tert butyl ether .97 73 6288 0.51 ug/L 95
29) trans-1,2-dichloroethene -99 96 2044 0.51 ug/L 74
30) di-isopropyl ether .57 45 6264 0.49 ug/L 94
31) ethyl tert-butyl ether .03 59 5898 0.48 ug/L 98
33) 1,1-dichloroethane -50 63 3571 0.51 ug/L 97
34) chloroprene .67 53 2751 0.48 ug/L 96
35) acrylonitrile .94 53 3233 2.03 ug/L 78
36) vinyl acetate .38 86 288 2.70 ug/L # 1
38) 2,2-dichloropropane .26 7 3001 0.50 ug/L 91
39) cis-1,2-dichloroethene .23 96 2205 0.52 ug/L # 76
40) propionitrile .28 54 3372 5.46 ug/L 69
41) bromochloromethane .52 128 835 0.41 ug/L # 86
42) tetrahydrofuran .76 72 148 0.25 ug/L # 3
43) chloroform .57 83 3182 0.50 ug/L 98
46) freon 113 .93 151 1218 0.41 ug/L 78
47) methacrylonitrile .50 41 1812 0.77 ug/L 75

(#) = qualifier out of range (m) = manual integration
D188519.D MD7671.M Fri Oct 28 17:22:26 2011 RPT1 Page 1
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Cal Report: D188519.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188519.D Vial: 2
Acq On : 28 Oct 2011 9:24 am Operator: EmilyT
Sample - 1C7671-0.5 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 28 16:29 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:29:07 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue
48) t-butyl formate 9.67 59 1503 0.42 ug/L # 54
49) 1,1,1-trichloroethane 9.87 97 2796 0.49 ug/L # 75
50) tert-amyl methyl ether 10-39 73 6122 0.51 ug/L 97
52) cyclohexane 10.00 84 3109 0.52 ug/L # 100
53) tert amyl alcohol 10.17 55 408 2.28 ug/L # 2
54) 2,2,4-trimethylpentane 10.40 57 8706 0.57 ug/L 91
55) epichlorohydrin 11.85 57 1092 2.42 ug/L 64
56) n-butyl alcohol 10.66 56 9704 80.17 ug/L # 36
57) carbon tetrachloride 10.11 117 2476 0.50 ug/L 93
58) 1,1-dichloropropene 10.07 75 2603 0.49 ug/L 93
59) hexane 8.36 57 2819 0.52 ug/L 92
60) benzene 10.32 78 7605 0.49 ug/L 92
61) heptane 10.58 57 1695 0.58 ug/L 85
62) isopropyl acetate 10.27 43 4071 0.55 ug/L 77
63) 1,2-dichloroethane 10.28 62 2579 0.50 ug/L 90
65) trichloroethene 11.04 95 1977 0.50 ug/L 98
66) 2-nitropropane 11.44 43 4348 3.42 ug/L 69
67) 2-chloroethyl vinyl ether 11.84 63 5413 2.15 ug/L 93
69) tert-amyl ethyl ether 11.25 87 2492 0.45 ug/L 88
70) 1,2-dichloropropane 11.26 63 1998 0.49 ug/L 96
71) methylcyclohexane 11.32 83 3477 0.51 ug/L 83
72) dibromomethane 11.40 93 1225 0.51 ug/L 77
73) bromodichloromethane 11.54 83 2472 0.49 ug/L 93
74) cis-1,3-dichloropropene 12.05 75 3117 0.49 ug/L 93
76) 4-methyl-2-pentanone 12.22 58 1043 0.61 ug/L # 1
77) toluene 12.48 92 4913 0.51 ug/L 93
78) 3-methyl-1-butanol 12.23 70 353 3.01 ug/L # 1
79) trans-1,3-dichloropropene 12.64 75 3060 0.50 ug/L 83
80) ethyl methacrylate 12.74 69 2430 0.44 ug/L 83
81) 1,1,2-trichloroethane 12.84 83 1863 0.61 ug/L 79
84) tetrachloroethene 13.11 166 2180 0.50 ug/L 85
85) 1,3-dichloropropane 13.05 76 3361 0.53 ug/L 98
86) butyl acetate 13.27 56 1508 3.10 ug/L # 13
87) 3,3-dimethyl-1-butanol 13.26 57 1953 4.48 ug/L # 80
88) dibromochloromethane 13.33 129 2045 0.48 ug/L 97
89) 1,2-dibromoethane 13.52 107 1890 0.51 ug/L 94
90) chlorobenzene 14.03 112 6076 0.55 ug/L 97
91) 1,1,1,2-tetrachloroethane 14.09 131 2082 0.52 ug/L # 84
92) ethylbenzene 14.13 91 10130 0.54 ug/L 87
93) m,p-xylene 14.27 106 7831 1.05 ug/L 78
94) o-xylene 14.72 106 3797 0.51 ug/L 90
95) styrene 14.75 104 6748 0.53 ug/L 90
96) bromoform 14.95 173 1677 2.33 ug/L 84
98) isopropylbenzene 15.11 105 11213 0.60 ug/L 98
100) bromobenzene 15.53 156 2925 0.61 ug/L 89
101) cyclohexanone 15.24 55 2087 4.81 ug/L 90
102) 1,1,2,2-tetrachloroethane 15.35 83 4305 0.83 ug/L 93
103) trans-1,4-dichloro-2-buten 15.45 53 641 0.43 ug/L # 1
104) 1,2,3-trichloropropane 15.44 110 1011 0.69 ug/L # 74
(#) = qualifier out of range (m) = manual integration
D188519.D MD7671.M Fri Oct 28 17:22:28 2011 RPT1 Page 2
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Cal Report: D188519.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188519.D Vial: 2
Acq On : 28 Oct 2011 9:24 am Operator: EmilyT
Sample - 1C7671-0.5 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 28 16:29 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:29:07 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue
105) n-propylbenzene 15.57 91 13511 0.62 ug/L 98
106) p-ethyltoluene 15.68 105 7035 0.41 ug/L # 93
107) 2-chlorotoluene 15.71 126 2752 0.61 ug/L # 69
108) 4-chlorotoluene 15.83 91 9650 0.67 ug/L 93
109) 1,3,5-trimethylbenzene 15.72 105 10847 0.65 ug/L 94
110) tert-butylbenzene 16.11 119 8852 0.60 ug”/L 95
111) pentachloroethane 16.16 167 1974 0.63 ug/L 88
112) 1,2,4-trimethylbenzene 16.16 105 10802 0.65 ug/L 87
113) sec-butylbenzene 16.35 105 13096 0.62 ug/L 98
114) 1,3-dichlorobenzene 16.54 146 5760 0.62 ug/L 93
115) p-isopropyltoluene 16.50 119 11187 0.65 ug/L 93
116) 1,4-dichlorobenzene 16.61 146 7424 0.73 ug/L 84
117) Benzyl Chloride 16.77 91 4425 0.43 ug/L # 85
119) 1,2-dichlorobenzene 17.07 146 6271 0.68 ug/L 91
120) n-butylbenzene 17.01 92 5479 0.56 ug/L 93
121) 1,2,4,5-tetramethylbenzene 17.81 119 6610 0.40 ug/L 94
122) 1,2-dibromo-3-chloropropan 17.92 75 568 0.65 ug/L # 34
123) 1,3,5-trichlorobenzene 18.18 180 4421 0.60 ug/L 85
124) 1,2,4-trichlorobenzene 18.91 180 2988 0.76 ug/L 78
125) hexachlorobutadiene 19.00 225 2217 0.62 ug/L # 61
126) naphthalene 19.22 128 5773 0.53 ug/L 69
127) 1,2,3-trichlorobenzene 19.46 180 2221 1.52 ug/L # 66
128) hexachloroethane 17.37 119 2143 0.69 ug/L 84

(#) = qualifier out of range (m) = manual integration
D188519.D MD7671.M Fri Oct 28 17:22:29 2011 RPT1

D188519.D: VD7671-IC7671 Initial Calibration (0.5) page 3 of 4
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Cal Report: [pNEtisuicED)

Quantitation Report

Data File : C:\HPCHEM\1\DATA\D188519.D Vial: 2

Acq On : 28 Oct 2011 9:24 am Operator: EmilyT
Sample - 1C7671-0.5 Inst : MSD

Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Oct 28 16:29 2011 Quant Results File: MD7671.RES
Method C:\HPCHEM\1\METHODS\MD7671 .M (RTE Integrator)

Title SW-846 Method 8260B

Fri Oct 28 17:18:22 2011
Initial Calibration

Last Update
Response via

TIC: D188519.D
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D188519.D MD7671.M Fri Oct 28 17:22:37 2011 RPT1 Page 4
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Cal Report:

Quantitation Report (QT Reviewed)
Data File : C:\HPCHEM\1\DATA\D188520.D Vial: 3
Acq On : 28 Oct 2011 9:53 am Operator: EmilyT
Sample 1C7671-1 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P
Quant Time: Oct 28 16:33 2011 Quant Results File: MD7671.RES
Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:29:07 2011

Initial Calibration

DataAcq Meth MD7671
Internal Standards R.T. Qlon Response Conc Units Dev(Min)
1) Tert Butyl Alcohol-d9 7.50 65 193208 500.00 ug/L 0.00
4) pentafluorobenzene 9.75 168 319834 50.00 ug/L 0.00
51) 1,4-difluorobenzene 10.66 114 506155 50.00 ug/L 0.00
83) chlorobenzene-d5 13.99 117 495178 50.00 ug/L 0.00
97) 1,4-dichlorobenzene-d4 16.58 152 265939 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) 9.77 113 3674 1.05 ug/L 0.02
Spiked Amount 50.000 Range 67 - 131 Recovery = 2.10%#
45) 1,2-dichloroethane-d4 (s) 10.19 65 4239 1.01 ug/L 0.02
Spiked Amount 50.000 Range 66 - 130 Recovery = 2.02%%#
75) toluene-d8 (s) 12.40 98 14235 1.05 ug/L 0.03
Spiked Amount 50.000 Range 76 - 125 Recovery = 2.10%#
99) 4-bromofluorobenzene (s) 15.32 95 6937 1.15 ug/L 0.05
Spiked Amount 50.000 Range 53 - 142 Recovery = 2 .30%%#
Target Compounds Qvalue
3) tertiary butyl alcohol 7.63 59 2621 5.22 ug/L # 37
6) chlorodifluoromethane 4.23 51 4144 1.00 ug/L 98
7) dichlorodifluoromethane 4.23 85 4457 0.94 ug/L 92
8) chloromethane 4.54 50 4981 0.99 ug/L 96
9) vinyl chloride 4.79 62 4591 0.94 ug/L 93
10) bromomethane 5.45 94 3219 1.03 ug/L 84
11) chloroethane 5.62 64 2843 1.00 ug/L 96
13) trichlorofluoromethane 6.13 101 5201 0.92 ug/L 89
14) pentane 6.24 43 8535 1.08 ug/L 91
15) ethyl ether 6.52 74 2050 0.85 ug/L 77
16) acrolein 6.71 56 9814 10.79 ug/L 98
18) 1,1-dichloroethene 6.93 96 3658 0.96 ug/L 87
20) allyl chloride 7.42 41 10389 1.29 ug/L 93
21) acetonitrile 7.30 40 2058 8.59 ug/L 92
23) iodomethane 7.17 142 5453 0.86 ug/L 91
24) iso-butyl alcohol 10.05 74 71 3.46 ug/L 50
25) carbon disulfide 7.32 76 10999 0.90 ug/L 92
26) methylene chloride 7.56 84 4178 0.95 ug/L 94
28) methyl tert butyl ether 7.97 73 10795 0.87 ug/L 89
29) trans-1,2-dichloroethene 7.99 96 3705 0.92 ug/L 88
30) di-isopropyl ether 8.58 45 11983 0.92 ug/L 100
31) ethyl tert-butyl ether 9.03 59 11624 0.93 ug/L 97
33) 1,1-dichloroethane 8.51 63 6294 0.89 ug/L 95
34) chloroprene 8.67 53 5134 0.88 ug/L 87
35) acrylonitrile 7.89 53 6601 4._.09 ug/L 84
36) vinyl acetate 8.37 86 804 3.24 ug/L # 1
38) 2,2-dichloropropane 9.25 7 5668 0.94 ug/L 99
39) cis-1,2-dichloroethene 9.23 96 3778 0.87 ug/L 86
40) propionitrile 9.26 54 4607 7.38 ug/L 80
41) bromochloromethane 9.52 128 1669 0.81 ug/L 97
42) tetrahydrofuran 9.62 72 202 0.34 ug/L # 1
43) chloroform 9.57 83 5529 0.85 ug/L 96
46) freon 113 6.92 151 2518 0.84 ug/L 96
(#) = qualifier out of range (m) = manual integration
D188520.D MD7671.M Fri Oct 28 17:22:57 2011 RPT1 Page 1
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Cal Report: D188520.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188520.D Vial: 3
Acq On : 28 Oct 2011 9:53 am Operator: EmilyT
Sample - I1C7671-1 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 28 16:33 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:29:07 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue

47) methacrylonitrile 9.50 41 2464 1.04 ug/L 73
48) t-butyl formate 9.67 59 3062 0.85 ug/L # 53
49) 1,1,1-trichloroethane 9.88 97 4989 0.86 ug/L 76
50) tert-amyl methyl ether 10.38 73 11657 0.97 ug/L 95
52) cyclohexane 10.02 84 5817 0.96 ug/L # 100
53) tert amyl alcohol 10.19 55 1102 6.13 ug/L # 17
54) 2,2,4-trimethylpentane 10.40 57 14534 0.95 ug/L 94
55) epichlorohydrin 11.92 57 2437 5.37 ug/L 87
56) n-butyl alcohol 10.85 56 6039 49.69 ug/L 89
57) carbon tetrachloride 10.11 117 4337 0.87 ug/L 88
58) 1,1-dichloropropene 10.06 75 5012 0.94 ug/L 90
59) hexane 8.37 57 5205 0.96 ug/L 95
60) benzene 10.32 78 13666 0.88 ug/L 97
61) heptane 10.58 57 2813 0.95 ug/L 94
62) isopropyl acetate 10.26 43 5592 0.76 ug/L 98
63) 1,2-dichloroethane 10.27 62 4322 0.83 ug/L 929
65) trichloroethene 11.04 95 3515 0.89 ug/L 96
66) 2-nitropropane 11.74 43 1106 0.87 ug/L 80
67) 2-chloroethyl vinyl ether 11.83 63 10635 4.21 ug/L 97
68) methyl methacrylate 11.38 100 532 0.45 ug/L # 1
69) tert-amyl ethyl ether 11.25 87 4917 0.88 ug/L 97
70) 1,2-dichloropropane 11.26 63 3538 0.87 ug/L 94
71) methylcyclohexane 11.31 83 6453 0.95 ug/L 97
72) dibromomethane 11.41 93 2093 0.86 ug/L 75
73) bromodichloromethane 11.53 83 4152 0.82 ug/L 97
74) cis-1,3-dichloropropene 12.04 75 5538 0.86 ug/L 93
77) toluene 12.48 92 8200 0.85 ug/L 96
78) 3-methyl-1-butanol 12.19 70 1968 16.70 ug/L # 52
79) trans-1,3-dichloropropene 12.63 75 4943 0.80 ug/L 97
80) ethyl methacrylate 12.73 69 3993 0.72 ug/L 93
81) 1,1,2-trichloroethane 12.84 83 2469 0.81 ug/L 92
82) 2-hexanone 13.19 58 760 0.46 ug/L # 54
84) tetrachloroethene 13.11 166 3633 0.83 ug/L 96
85) 1,3-dichloropropane 13.05 76 5132 0.80 ug/L 97
86) butyl acetate 13.24 56 2827 3.52 ug/L # 39
87) 3,3-dimethyl-1-butanol 13.24 57 3952 8.92 ug/L 84
88) dibromochloromethane 13.33 129 3072 0.71 ug/L 92
89) 1,2-dibromoethane 13.51 107 2962 0.78 ug/L 94
90) chlorobenzene 14.03 112 9514 0.86 ug/L 97
91) 1,1,1,2-tetrachloroethane 14.09 131 3470 0.86 ug/L 84
92) ethylbenzene 14.13 91 16400 0.86 ug/L 95
93) m,p-xylene 14.26 106 13109 1.73 ug/L 87
94) o-xylene 14.71 106 6269 0.83 ug/L 100
95) styrene 14.75 104 10198 0.78 ug/L 93
96) bromoform 14.95 173 2082 2.43 ug/L 83
98) isopropylbenzene 15.10 105 17027 0.90 ug/L 97
100) bromobenzene 15.52 156 4151 0.85 ug/L 92
101) cyclohexanone 15.24 55 3442 7.87 ug/L 91
102) 1,1,2,2-tetrachloroethane 15.34 83 4635 0.89 ug/L 98
(#) = qualifier out of range (m) = manual integration
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Cal Report: D188520.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188520.D Vial: 3
Acq On : 28 Oct 2011 9:53 am Operator: EmilyT
Sample - I1C7671-1 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 28 16:33 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:29:07 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue
103) trans-1,4-dichloro-2-buten 15.45 53 951 0.63 ug/L # 1
104) 1,2,3-trichloropropane 15.44 110 1294 0.88 ug/L 98
105) n-propylbenzene 15.56 91 19667 0.89 ug/L 98
106) p-ethyltoluene 15.68 105 14701 0.85 ug/L 97
107) 2-chlorotoluene 15.70 126 3967 0.87 ug/L 20
108) 4-chlorotoluene 15.82 91 13547 0.93 ug/L 95
109) 1,3,5-trimethylbenzene 15.72 105 15229 0.90 ug/L 94
110) tert-butylbenzene 16.11 119 16615 1.13 ug/L 98
111) pentachloroethane 16.15 167 2470 0.78 ug/L 81
112) 1,2,4-trimethylbenzene 16.16 105 14813 0.88 ug/L 96
113) sec-butylbenzene 16.35 105 19584 0.92 ug/L 99
114) 1,3-dichlorobenzene 16.53 146 7532 0.81 ug/L 95
115) p-isopropyltoluene 16.49 119 15266 0.87 ug/L 95
116) 1,4-dichlorobenzene 16.61 146 9629 0.94 ug/L 98
117) Benzyl Chloride 16.75 91 8420 0.80 ug/L 93
118) p-diethylbenzene 16.93 119 9080 0.85 ug/L # 83
119) 1,2-dichlorobenzene 17.06 146 7955 0.85 ug/L 93
120) n-butylbenzene 16.98 92 7484 0.76 ug/L 95
121) 1,2,4,5-tetramethylbenzene 17.80 119 12579 0.76 ug/L 97
122) 1,2-dibromo-3-chloropropan 17.92 75 543 0.62 ug/L # 57
123) 1,3,5-trichlorobenzene 18.17 180 5022 0.67 ug/L 96
124) 1,2,4-trichlorobenzene 18.90 180 3293 0.80 ug/L 94
125) hexachlorobutadiene 19.00 225 2825 0.79 ug/L 20
126) naphthalene 19.23 128 6087 0.55 ug/L 97
127) 1,2,3-trichlorobenzene 19.46 180 2340 1.54 ug/L 87
128) hexachloroethane 17.37 119 2608 0.83 ug/L 90

(#) = qualifier out of range (m) = manual integration
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Cal Report: D188520.D

Quantitation Report

Data File : C:\HPCHEM\1\DATA\D188520.D Vial: 3

Acq On : 28 Oct 2011 9:53 am Operator: EmilyT
Sample - 1C7671-1 Inst : MSD

Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Oct 28 16:33 2011 Quant Results File: MD7671.RES
Method C:\HPCHEM\1\METHODS\MD7671 .M (RTE Integrator)

Title SW-846 Method 8260B

Fri Oct 28 17:18:22 2011
Initial Calibration

Last Update
Response via
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Cal Report:

Quantitation Report (QT Reviewed)
Data File : C:\HPCHEM\1\DATA\D188521.D Vial: 4
Acq On : 28 Oct 2011 10:23 am Operator: EmilyT
Sample 1C7671-2 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P
Quant Time: Oct 28 16:24 2011 Quant Results File: MD7671.RES
Quant Method
Title

Last Update

Response via
DataAcq Meth

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:20:57 2011

Initial Calibration

MD7671

Internal Standards R.T. Qlon Response Conc Units Dev(Min)
1) Tert Butyl Alcohol-d9 7.50 65 192540 500.00 ug/L 0.00
4) pentafluorobenzene 9.75 168 317679 50.00 ug/L 0.00

51) 1,4-difluorobenzene 10.66 114 504419 50.00 ug/L 0.00

83) chlorobenzene-d5 13.99 117 492457 50.00 ug/L 0.00

97) 1,4-dichlorobenzene-d4 16.58 152 269380 50.00 ug/L 0.00

System Monitoring Compounds

44) dibromofluoromethane (s) 9.77 113 6052 1.75 ug/L 0.02
Spiked Amount 50.000 Range 67 - 131 Recovery = 3.50%%#

45) 1,2-dichloroethane-d4 (s) 10.19 65 6959 1.67 ug/L 0.02
Spiked Amount 50.000 Range 66 - 130 Recovery = 3.34%#

75) toluene-d8 (s) 12.39 98 22446 1.67 ug/L 0.02
Spiked Amount 50.000 Range 76 - 125 Recovery = 3.34%#

99) 4-bromofluorobenzene (s) 15.30 95 11222 1.83 ug/L 0.03
Spiked Amount 50.000 Range 53 - 142 Recovery = 3.66%#

Target Compounds Qvalue
2) 1,4-dioxane 11.39 88 1406 160.34 ug/L # 99
3) tertiary butyl alcohol 7.64 59 4349 8.69 ug/L 65
6) chlorodifluoromethane 4.24 51 7564 1.83 ug/L 99
7) dichlorodifluoromethane 4.23 85 8165 1.73 ug/L 92
8) chloromethane 4.55 50 8870 1.77 ug/L 96
9) vinyl chloride 4.80 62 8541 1.75 ug/L 91

10) bromomethane 5.45 94 5665 1.83 ug/L 96

11) chloroethane 5.62 64 5334 1.88 ug/L 95

13) trichlorofluoromethane 6.14 101 9776 1.73 ug/L 91

14) pentane 6.23 43 13582 1.73 ug/L 94

15) ethyl ether 6.52 74 4435 1.85 ug/L 93

16) acrolein 6.66 56 916330 1014.20 ug/L 99

18) 1,1-dichloroethene 6.93 96 7092 1.88 ug/L 97

19) acetone 6.91 58 1687 4.16 ug/L 94

20) allyl chloride 7.41 41 13102 1.64 ug/L 95

21) acetonitrile 7.27 40 3697 15.53 ug/L 93

23) i1odomethane 7.16 142 11758 1.86 ug/L 97

24) iso-butyl alcohol 10.01 74 103 5.06 ug/L 50

25) carbon disulfide 7.32 76 22656 1.86 ug/L 99

26) methylene chloride 7.56 84 7968 1.83 ug/L 98

27) methyl acetate 7.42 43 11094 3.26 ug/L 73

28) methyl tert butyl ether 7.97 73 23059 1.86 ug/L 96

29) trans-1,2-dichloroethene 7.99 96 7305 1.83 ug/L 92

30) di-isopropyl ether 8.57 45 24580 1.91 ug/L 74

31) ethyl tert-butyl ether 9.02 59 23105 1.86 ug/L 98

33) 1,1-dichloroethane 8.50 63 12674 1.81 ug/L 92

34) chloroprene 8.65 53 10601 1.83 ug/L 97

35) acrylonitrile 7.86 53 13299 8.30 ug/L 91

36) vinyl acetate 8.59 86 791 3.23 ug/L # 89

38) 2,2-dichloropropane 9.25 77 11190 1.87 ug/L 92

39) cis-1,2-dichloroethene 9.23 96 7806 1.82 ug/L 97

40) propionitrile 9.23 54 10042 16.20 ug/L 93

41) bromochloromethane 9.52 128 3474 1.70 ug/L 94

(#) = qualifier out of range (m) = manual integration
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Cal Report: D188521.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188521.D Vial: 4
Acq On : 28 Oct 2011 10:23 am Operator: EmilyT
Sample - 1C7671-2 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 28 16:24 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:20:57 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue
42) tetrahydrofuran 9.62 72 804 1.37 ug/L # 31
43) chloroform 9.57 83 11527 1.79 ug/L 93
46) freon 113 6.93 151 5011 1.69 ug/L 96
47) methacrylonitrile 9.46 41 4224 1.79 ug/L 97
48) t-butyl formate 9.66 59 6252 1.76 ug/L # 67
49) 1,1,1-trichloroethane 9.88 97 10124 1.75 ug/L 87
50) tert-amyl methyl ether 10-39 73 22719 1.89 ug/L 99
52) cyclohexane 10.01 84 10962 1.82 ug/L # 100
53) tert amyl alcohol 10.16 55 1912 10.67 ug/L # 63
54) 2,2,4-trimethylpentane 10.40 57 27279 1.80 ug/L 98
55) epichlorohydrin 11.90 57 4477 9.90 ug/L 84
56) n-butyl alcohol 10.80 56 13087 108.05 ug/L 90
57) carbon tetrachloride 10.11 117 8707 1.76 ug/L 99
58) 1,1-dichloropropene 10.07 75 9705 1.84 ug/L 96
59) hexane 8.36 57 10033 1.86 ug/L 94
60) benzene 10.32 78 28886 1.87 ug/L 98
61) heptane 10.57 57 5246 1.79 ug/L 91
62) isopropyl acetate 10.25 43 11951 1.62 ug/L 97
63) 1,2-dichloroethane 10.27 62 9303 1.79 ug/L 92
64) Ethyl Acrylate 11.08 55 7444 1.50 ug/L # 80
65) trichloroethene 11.03 95 7187 1.82 ug/L 96
66) 2-nitropropane 11.73 43 1911 1.50 ug/L 86
67) 2-chloroethyl vinyl ether 11.81 63 22345 8.88 ug/L 97
68) methyl methacrylate 11.33 100 1585 1.34 ug/L # 81
69) tert-amyl ethyl ether 11.24 87 9659 1.73 ug/L 97
70) 1,2-dichloropropane 11.26 63 7526 1.85 ug/L 97
71) methylcyclohexane 11.31 83 12557 1.85 ug/L 98
72) dibromomethane 11.40 93 4156 1.72 ug/L 94
73) bromodichloromethane 11.53 83 8699 1.73 ug/L 97
74) cis-1,3-dichloropropene 12.04 75 10899 1.71 ug/L 95
76) 4-methyl-2-pentanone 12.18 58 2852 1.65 ug/L # 50
77) toluene 12.47 92 17468 1.81 ug/L 97
78) 3-methyl-1-butanol 12.17 70 4033 34.33 ug/L # 70
79) trans-1,3-dichloropropene 12.62 75 10320 1.68 ug/L 90
80) ethyl methacrylate 12.69 69 9399 1.70 ug/L 97
81) 1,1,2-trichloroethane 12.83 83 5119 1.69 ug/L 91
82) 2-hexanone 13.13 58 2809 1.70 ug/L # 73
84) tetrachloroethene 13.11 166 7565 1.73 ug/L 98
85) 1,3-dichloropropane 13.04 76 10958 1.73 ug/L 92
86) butyl acetate 13.24 56 8085 5.23 ug/L # 26
87) 3,3-dimethyl-1-butanol 13.23 57 7834 17.78 ug/L # 78
88) dibromochloromethane 13.32 129 6256 1.46 ug/L 93
89) 1,2-dibromoethane 13.50 107 6183 1.65 ug/L 98
90) chlorobenzene 14.03 112 19295 1.74 ug/L 83
91) 1,1,1,2-tetrachloroethane 14.09 131 6620 1.64 ug/L 91
92) ethylbenzene 14.13 91 33898 1.79 ug/L 97
93) m,p-xylene 14.25 106 27294 3.62 ug/L 88
94) o-xylene 14.70 106 12944 1.73 ug/L 94
95) styrene 14.72 104 21070 1.63 ug/L 95

(#) = qualifier out of range (m) = manual integration
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Cal Report: D188521.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188521.D Vial: 4
Acq On : 28 Oct 2011 10:23 am Operator: EmilyT
Sample - 1C7671-2 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 28 16:24 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:20:57 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue
96) bromoform 14.94 173 4513 3.12 ug/L 84
98) isopropylbenzene 15.10 105 35349 1.85 ug/L 97
100) bromobenzene 15.51 156 8759 1.78 ug/L 97
101) cyclohexanone 15.22 55 6451 14.55 ug/L 96
102) 1,1,2,2-tetrachloroethane 15.34 83 10153 1.92 ug/L 97
103) trans-1,4-dichloro-2-buten 15.43 53 2225 1.47 ug/L # 1
104) 1,2,3-trichloropropane 15.43 110 2627 1.77 ug/L 94
105) n-propylbenzene 15.55 91 41742 1.87 ug/L 98
106) p-ethyltoluene 15.67 105 30714 1.76 ug/L 98
107) 2-chlorotoluene 15.69 126 8486 1.83 ug/L 94
108) 4-chlorotoluene 15.81 91 28428 1.93 ug/L 98
109) 1,3,5-trimethylbenzene 15.72 105 32393 1.89 ug/L 929
110) tert-butylbenzene 16.11 119 26011 1.74 ug/L 97
111) pentachloroethane 16.15 167 5175 1.62 ug/L 90
112) 1,2,4-trimethylbenzene 16.16 105 30866 1.81 ug/L 99
113) sec-butylbenzene 16.35 105 40609 1.88 ug/L 97
114) 1,3-dichlorobenzene 16.53 146 16516 1.76 ug/L 97
115) p-isopropyltoluene 16.48 119 31787 1.80 ug/L 96
116) 1,4-dichlorobenzene 16.61 146 19424 1.88 ug/L 92
117) Benzyl Chloride 16.74 91 16903 1.59 ug/L 96
118) p-diethylbenzene 16.91 119 17723 1.64 ug/L # 76
119) 1,2-dichlorobenzene 17.05 146 16929 1.79 ug/L 95
120) n-butylbenzene 16.96 92 16511 1.65 ug/L 95
121) 1,2,4,5-tetramethylbenzene 17.78 119 25217 1.50 ug/L 99
122) 1,2-dibromo-3-chloropropan 17.89 75 1200 1.35 ug/L 82
123) 1,3,5-trichlorobenzene 18.15 180 11559 1.53 ug/L 92
124) 1,2,4-trichlorobenzene 18.87 180 8043 1.53 ug/L 93
125) hexachlorobutadiene 18.99 225 5718 1.58 ug/L 87
126) naphthalene 19.19 128 14552 0.71 ug/L 95
127) 1,2,3-trichlorobenzene 19.43 180 5261 2.15 ug/L 94
128) hexachloroethane 17.37 119 5376 1.69 ug/L 94

(#) = qualifier out of range (m) = manual integration
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Cal Report: D188521.D

Quantitation Report

Data File : C:\HPCHEM\1\DATA\D188521.D Vial: 4

Acq On : 28 Oct 2011 10:23 am Operator: EmilyT
Sample - 1C7671-2 Inst : MSD

Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Oct 28 16:24 2011 Quant Results File: MD7671.RES
Method C:\HPCHEM\1\METHODS\MD7671 .M (RTE Integrator)

Title SW-846 Method 8260B

Last Update
Response via

Fri Oct 28 17:18:22 2011
Initial Calibration

TIC: D188521.D
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Cal Report:
Manual Integrations
APPROVED
} } ) (compounds with "m" flag)
Quantitation Report (QT Reviewed)
Data File : C:\HPCHEM\1\DATA\D188522.D Vial: 5 EUEREE o
Acq On : 28 Oct 2011 10:52 am Operator: EmilyT
Sample 1C7671-5 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P
Quant Time: Oct 28 17:17 2011 Quant Results File: MD7671.RES
Quant Method
Title

Last Update
Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:20:57 2011

Initial Calibration

DataAcq Meth MD7671
Internal Standards R.T. Qlon Response Conc Units Dev(Min)
1) Tert Butyl Alcohol-d9 7.50 65 185611 500.00 ug/L 0.00
4) pentafluorobenzene 9.75 168 317995 50.00 ug/L 0.00
51) 1,4-difluorobenzene 10.66 114 504691 50.00 ug/L 0.00
83) chlorobenzene-d5 13.99 117 497893 50.00 ug/L 0.00
97) 1,4-dichlorobenzene-d4 16.58 152 270852 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) 9.76 113 15934 4_.59 ug/L 0.00
Spiked Amount 50.000 Range 67 - 131 Recovery = 9.18%#
45) 1,2-dichloroethane-d4 (s) 10.18 65 19003 4.56 ug/L 0.01
Spiked Amount 50.000 Range 66 - 130 Recovery = 9.12%#
75) toluene-d8 (s) 12.39 98 63737 4.73 ug/L 0.02
Spiked Amount 50.000 Range 76 - 125 Recovery = 9. 46%#
99) 4-bromofluorobenzene (s) 15.29 95 30682 4.98 ug/L 0.02
Spiked Amount 50.000 Range 53 - 142 Recovery = 9.96%#
Target Compounds Qvalue
2) 1,4-dioxane 11.38 88 3621 207.67 ug/L # 99
3) tertiary butyl alcohol 7.62 59 10329 21.41 ug/L 74
6) chlorodifluoromethane 4.23 51 19764 4.77 ug/L 98
7) dichlorodifluoromethane 4.23 85 22981 4.88 ug/L 96
8) chloromethane 4.54 50 22995 4_.58 ug/L 98
9) vinyl chloride 4.80 62 22695 4.65 ug/L 96
10) bromomethane 5.45 94 14527 4.68 ug/L 98
11) chloroethane 5.63 64 13430 4.73 ug/L 100
13) trichlorofluoromethane 6.14 101 26417 4_.68 ug/L 96
14) pentane 6.23 43 36502 4.65 ug/L 929
15) ethyl ether 6.52 74 10832 4.52 ug/L 90
16) acrolein 6.69 56 44745 49 .47 ug/L 99
18) 1,1-dichloroethene 6.92 96 17844 4.72 ug/L 94
19) acetone 6.94 58 1653 4.07 ug/L # 81
20) allyl chloride 7.41 41 41182 5.15 ug/L 94
21) acetonitrile 7.28 40 10951 45_95 ug/L 91
23) i1odomethane 7.17 142 29763 4.71 ug/L 98
24) iso-butyl alcohol 10.00 74 802m 39.36 ug/L
25) carbon disulfide 7.33 76 58301 4.78 ug/L 97
26) methylene chloride 7.56 84 20173 4.63 ug/L 95
27) methyl acetate 7.41 43 17170 5.04 ug/L 88
28) methyl tert butyl ether 7.96 73 57792 4.66 ug/L 96
29) trans-1,2-dichloroethene 7.99 96 18915 4._.73 ug/L 94
30) di-isopropyl ether 8.57 45 59400 4.61 ug/L 80
31) ethyl tert-butyl ether 9.02 59 57135 4_.60 ug/L 96
32) 2-butanone 9.20 72 2022m 3.99 ug/L
33) 1,1-dichloroethane 8.50 63 33564 4.78 ug/L 98
34) chloroprene 8.65 53 28108 4.85 ug/L 93
35) acrylonitrile 7.85 53 35931 22.40 ug/L 92
36) vinyl acetate 8.55 86 2973 5.53 ug/L # 40
37) ethyl acetate 9.26 45 2811m 5.70 ug/L
38) 2,2-dichloropropane 9.26 77 28734 4.80 ug/L 99
39) cis-1,2-dichloroethene 9.22 96 20273 4.71 ug/L 95
(#) = qualifier out of range (m) = manual integration
D188522.D MD7671.M Fri Oct 28 17:24:35 2011 RPT1 Page 1
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Cal Report: D188522.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188522.D Vial: 5
Acq On : 28 Oct 2011 10:52 am Operator: EmilyT
Sample - 1C7671-5 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 28 17:17 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:20:57 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue

40) propionitrile 9.22 54 27532 44 .36 ug/L 98
41) bromochloromethane 9.51 128 9324 4.55 ug/L 91
42) tetrahydrofuran 9.61 72 2562 4.36 ug/L # 71
43) chloroform 9.57 83 30679 4.76 ug/L 97
46) freon 113 6.93 151 13307 4.48 ug/L 91
47) methacrylonitrile 9.44 41 9435 4_00 ug/L 90
48) t-butyl formate 9.65 59 15626 4.38 ug/L # 74
49) 1,1,1-trichloroethane 9.88 97 27944 4.82 ug/L 98
50) tert-amyl methyl ether 10.38 73 54469 4.54 ug/L 929
52) cyclohexane 10.01 84 29190 4.85 ug/L # 100
53) tert amyl alcohol 10.16 55 4546 25.35 ug/L # 72
54) 2,2,4-trimethylpentane 10.40 57 71716 4.72 ug/L 929
55) epichlorohydrin 11.89 57 10800 23.86 ug/L 95
56) n-butyl alcohol 10.77 56 23494 193.87 ug/L 91
57) carbon tetrachloride 10.11 117 23292 4.71 ug/L 93
58) 1,1-dichloropropene 10.07 75 25119 4.75 ug/L 98
59) hexane 8.36 57 25921 4.81 ug/L 98
60) benzene 10.31 78 73942 4.79 ug/L 99
61) heptane 10.57 57 14160 4.82 ug/L 99
62) isopropyl acetate 10.24 43 30454 4.13 ug/L 99
63) 1,2-dichloroethane 10.27 62 24401 4_.70 ug/L 98
64) Ethyl Acrylate 11.05 55 20361m 4.09 ug/L

65) trichloroethene 11.03 95 18852 4.76 ug/L 97
66) 2-nitropropane 11.72 43 5237 4.11 ug/L 99
67) 2-chloroethyl vinyl ether 11.80 63 55788 22.15 ug/L 97
68) methyl methacrylate 11.31 100 4895 4.14 ug/L # 27
69) tert-amyl ethyl ether 11.25 87 26058 4_67 ug/L 96
70) 1,2-dichloropropane 11.26 63 19034 4.68 ug/L 97
71) methylcyclohexane 11.31 83 32133 4.72 ug/L 98
72) dibromomethane 11.40 93 11208 4.62 ug/L 96
73) bromodichloromethane 11.53 83 23080 4.59 ug/L 99
74) cis-1,3-dichloropropene 12.03 75 29670 4.64 ug/L 96
76) 4-methyl-2-pentanone 12.15 58 8097 4.69 ug/L # 77
77) toluene 12.46 92 45836 4._.75 ug/L 98
78) 3-methyl-1-butanol 12.15 70 9931 84_.50 ug/L 85
79) trans-1,3-dichloropropene 12.62 75 27307 4.45 ug/L 99
80) ethyl methacrylate 12.67 69 24553 4.45 ug/L 97
81) 1,1,2-trichloroethane 12.83 83 13863 4.56 ug/L 98
82) 2-hexanone 13.09 58 8381 5.06 ug/L 86
84) tetrachloroethene 13.11 166 20198 4.58 ug/L 92
85) 1,3-dichloropropane 13.03 76 29225 4_55 ug/L 95
86) butyl acetate 13.18 56 7550m 5.03 ug/L

87) 3,3-dimethyl-1-butanol 13.23 57 18442 41.40 ug/L # 82
88) dibromochloromethane 13.32 129 17145 3.96 ug/L 929
89) 1,2-dibromoethane 13.49 107 16694 4.39 ug/L 99
90) chlorobenzene 14.03 112 50736 4 .54 ug/L 98
91) 1,1,1,2-tetrachloroethane 14.09 131 17815 4.37 ug/L 94
92) ethylbenzene 14.12 91 87839 4_.58 ug/L 98
93) m,p-xylene 14.24 106 70724 9.28 ug/L 98

(#) = qualifier out of range (m) = manual integration
D188522.D MD7671.M Fri Oct 28 17:24:36 2011 RPT1

D188522.D: VD7671-IC7671 Initial Calibration (5) page 2 of 4

Page 2

[ 165 of 334
@ ACCUTEST
JAosoen | -A=awaramise



Cal Report: D188522.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188522.D Vial: 5
Acq On : 28 Oct 2011 10:52 am Operator: EmilyT
Sample - 1C7671-5 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 28 17:17 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:20:57 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue
94) o-xylene 14.70 106 34521 4.56 ug/L 97
95) styrene 14.70 104 58053 4.44 ug/L 96
96) bromoform 14.93 173 12315 5.27 ug/L 99
98) isopropylbenzene 15.08 105 94170 4.89 ug/L 97
100) bromobenzene 15.50 156 23109 4.66 ug/L 93
101) cyclohexanone 15.19 55 19458 43.66 ug/L 96
102) 1,1,2,2-tetrachloroethane 15.34 83 25242 4.75 ug/L 97
103) trans-1,4-dichloro-2-buten 15.40 53 6223 4.08 ug/L # 62
104) 1,2,3-trichloropropane 15.42 110 6934 4.64 ug/L # 80
105) n-propylbenzene 15.54 91 110875 4.94 ug/L 99
106) p-ethyltoluene 15.66 105 81861 4.65 ug/L 99
107) 2-chlorotoluene 15.69 126 22297 4.78 ug/L 97
108) 4-chlorotoluene 15.80 91 72708 4.92 ug/L 100
109) 1,3,5-trimethylbenzene 15.71 105 87506 5.07 ug/L 96
110) tert-butylbenzene 16.10 119 69928 4.65 ug/L 99
111) pentachloroethane 16.15 167 14244 4.43 ug/L 94
112) 1,2,4-trimethylbenzene 16.15 105 82895 4.83 ug/L 99
113) sec-butylbenzene 16.34 105 105074 4.84 ug/L 98
114) 1,3-dichlorobenzene 16.52 146 44303 4.68 ug/L 98
115) p-isopropyltoluene 16.48 119 85092 4.78 ug/L 98
116) 1,4-dichlorobenzene 16.61 146 50153 4.83 ug/L 99
117) Benzyl Chloride 16.73 91 43573 4.09 ug/L 98
118) p-diethylbenzene 16.90 119 51372 4.74 ug/L # 80
119) 1,2-dichlorobenzene 17.05 146 45507 4.78 ug/L 98
120) n-butylbenzene 16.94 92 45908 4 .55 ug/L 98
121) 1,2,4,5-tetramethylbenzene 17.77 119 72482 4.30 ug/L 929
122) 1,2-dibromo-3-chloropropan 17.88 75 3762 4_.22 ug/L 82
123) 1,3,5-trichlorobenzene 18.13 180 31781 4.19 ug/L 97
124) 1,2,4-trichlorobenzene 18.83 180 22719 3.76 ug/L 96
125) hexachlorobutadiene 18.99 225 15459 4.24 ug/L # 69
126) naphthalene 19.15 128 42416 3.04 ug/L 96
127) 1,2,3-trichlorobenzene 19.41 180 15858 4 .36 ug/L 96
128) hexachloroethane 17.36 119 14366 4.50 ug/L 96

(#) = qualifier out of range (m) = manual integration
D188522.D MD7671.M Fri Oct 28 17:24:37 2011 RPT1
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Cal Report: D188522.D

Quantitation Report

Data File : C:\HPCHEM\1\DATA\D188522.D Vial: 5

Acq On : 28 Oct 2011 10:52 am Operator: EmilyT
Sample - 1C7671-5 Inst : MSD

Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Oct 28 17:17 2011 Quant Results File: MD7671.RES
Method C:\HPCHEM\1\METHODS\MD7671 .M (RTE Integrator)

Title SW-846 Method 8260B

Last Update
Response via

Fri Oct 28 17:18:22 2011
Initial Calibration

TIC: D188522.D
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Manual Integration Approval Summary Page 1 of 1

Sample Number: VD7671-1C7671 Method: SW846 8260B

Lab Filel D: D188522.D Analyst approved: 10/31/11 08:51 Yunxia Chen

Injection Time: 10/28/11 10:52 Supervisor approved: 10/31/11 15:09 Kanya Veerawat
R.T.

Parameter CAS Sigg  (min.) Reason

2-Butanone (MEK) 78-93-3 9.20 Split peak

Ethyl Acetate 141-78-6 9.26 Split peak

Isobuty! alcohol 78-83-1 10.00 Missed peak

Ethyl Acrylate 140-88-5 11.05 Missed peak

Butyl Acetate 123-86-4 13.18 Overlapping peak
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Cal Report:
Quantitation Report (Qedit)
Data File : C:\HPCHEM\1\DATA\D188522.D Vial: 5
Acq On 28 Oct 2011 10:52 am Operator: EmilyT
Sample 1C7671-5 Inst : MSD
Misc Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Oct 28 11:23 2011

Quant Results File: temp.res

Method

Title

Last Update
Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 12:53:25 2011

Multiple Level Calibration

lon 74.00 (73.70 to 74.70): D188522.D
lon 59.00 (58.70 to 59.78): D188522.D
/‘\
2000 /\
3d \
5d 4
1500 \
1000 \
\
500 / \
\\
) \
A /\J\n\ | // \A/\ \ A7v\’\ | %N
0--\|----|----|----|----|‘-||—|-|-||'r‘-|-----||-||--------------\--|----|----r—|—r
930 940 950 9.60 970 9.80 9.90 10.00 10.10 10.20 10.30 10.40 10.50 10.60  10.70
ance Scan 1201 (10.068 min): D188522.D
8000
6000
4000
2000
L |||||||||.|‘||||||I|||
30 40 50 60 70 80 90 100 110IC: @268522dD 140 150 160 170 180 190 200 210
(24) iso-butyl alcohol (M)
10.07min  103.56ug/L
response 1916
lon Exp%  Act%
74.00 100 100
59.00 26.20 16.69
45.00 29.30 11.53
0.00 0.00  0.00

D188522.D MD7671.M

D188522.D edits:

iso-butyl alcohol

Fri Oct 28 12:55:02 2011

RPT1
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Cal Report: D188522.D

Quantitation Report (Qedit)

Data File : C:\HPCHEM\1\DATA\D188522.D Vial: 5

Acq On : 28 Oct 2011 10:52 am Operator: EmilyT
Sample - I1C7671-5 Inst : MSD

Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Oct 28 12:55 2011 Quant Results File: temp.res
Method C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)

Title
Last Update
Response via

SW-846 Method 8260B
Fri Oct 28 12:58:46 2011
Multiple Level Calibration

lon 56.00 (55.70 to 56.70): D188522.D
lon 43.00 (42.70 to 43.70): D188522.D
12000
10000
8000 m
6000 ’\
\
4000 \
\N
/
\/\
2000 | "\
\ A
A | R R S i N
0" “I“‘V““ikl“'llllllllllll|lllllllllll‘f"l“\“l‘l‘lllllllllllllllllllll
12.00 1220  12.40 1260  12.80  13.00  13.20  13.40  13.60  13.80  14.00 1420  14.40
Scan 1796 (13.180 min): D188522.D
8000
7000
6000
5000
4000
3000
2000
1000
0 ”..”..JI!! T !!” S S S—
30 35 40 45 50 55 60 65 70 75 80 85 90 DE:IMIBABE2TIO0 115 120 125 130 135 140 145 150 155 160 165 170
(86) butyl acetate (M)
13.18min  6.12ug/L
response 19423
lon Exp%  Act%
56.00 100 100
43.00 259.20 233.05
73.00 3740 48.64
0.00 000 0.0
D188522.D MD7671.M Fri Oct 28 13:04:44 2011 RPT1
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D188522.D

Quantitation Report (Qedit)

Vial:

5

Operator: EmilyT

Inst

: MSD

Cal Report:
Data File : C:\HPCHEM\1\DATA\D188522.D
Acqg On 28 Oct 2011 10:52 am
Sample 1C7671-5
Misc : Ms20017,vD7671,5,,100,5,1

MS Integration Params: RTEINT.P
Quant Time: Oct 28 15:09 2011

Multiplr: 1.00

Quant Results File: temp.res

Method
Title

Last Update
Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 14:45:19 2011

Multiple Level Calibration

600

IIIIIIIIIIIIIIIIIIIIIIIIIIIIITITI U

8.85 890 895 9.00 9.05 9.10 9.15 920 9.25 9.30 9.35 9.40 9.45 9.50 9.55 9.60 9.65 9.70 9.75 9.80 9.85 9.90

lon 45.00 (44.70 to 45.70): D188522.D
lon 6190 (60.70 to 61.70): D188522.D

1600 |
1400 \
1200 \
1000

800 \

\

e I e IR

5000

o

Scan 1047 (9.263 min): D188522.D

80 90 100 110 120 130 140 150 160 170 180

190 200 210

5000

Scan 1039 (9.221 min): D185441.D (-)

0 e e e e e e e e e

30

40

50

60 70 80 90 100 110IC: 2885223 140 150 160 170 180

190 200 210

(37) ethyl acetate (M)
9.26min  4.48ug/L

response 1895

lon

45.00

61.00

70.00

0.00

Exp%
100
790.90
71.00

0.00

Act%

100

403.56#

79.88

0.00

D188522.D MD7671.M

Fri Oct 28 15:21:17 2011 RPT1

D188522.D edits: ethyl acetate
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Cal Report:

Data File

Acq On
Sample
Misc

mMs20017,vD7671,5,,100,5,1

D188522.D

Quantitation Report (Qedit)

: C:\HPCHEM\1\DATA\D188522.D Vial: 5
28 Oct 2011 10:52 am Operator: EmilyT
1IC7671-5 Inst : MSD

Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Oct 28 16:35 2011

Method
Title

Last Update
Response via

Quant Results File: temp.res

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:29:07 2011

Single Level Calibration

500
400
300
200
100

il

WANNE R -

9.75 9.80

lon 74.00 (73.70 to 74.70): D188522.D

lon 59.00 (58.7¢ to 5\9.70): DP88522.D v/ \
[ \ |

I |
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Scan 1188 (10.000 min): D188522.D

O'“”.!I!"llllllll...ll. | A |

30 40 50 60 90 100 1101C: [A®85223D

140 150 160 170 180 190 200 210

(24) iso-butyl alcohol (M)
10.00min  39.36ug/L m

response 802

lon

74.00

59.00

45.00

0.00

Exp%
100

28.20
21.90

0.00

Act%

100

58.84#

32.80

0.00

D188522.D MD7671.M

D188522.D edits:

Fri Oct 28 16:35:45 2011

iso-butyl alcohol

RPT1
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Cal Report: D188522.D

Quantitation Report (Qedit)

Data File : C:\HPCHEM\1\DATA\D188522.D Vial: 5

Acq On : 28 Oct 2011 10:52 am Operator: EmilyT
Sample - I1C7671-5 Inst : MSD

Misc : MS20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Oct 28 16:35 2011 Quant Results File: temp.res
Method C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)

Title
Last Update
Response via

SW-846 Method 8260B
Fri Oct 28 16:29:07 2011
Multiple Level Calibration

lon 45.00 (44.70 to 45.70): D188522.D
‘\ lon 61.00 (60.70 to 61.70): D188522.D /\ [ \
3000
| |
2000 \
\
1500 \
\ | / |
1000 / \ \
soow /\\\
e W/ VAR w/}Xf§\¥XDVW\”¥:ffLAAAf \1fTAT\T\TfLTfA?J;§¥/r4LAf\
9.10 9.40 gm 9.60 9.70 9.80 10.00
Scan 1047 (9.263 min): D188522.D
8000
7000
6000
5000
4000
3000
2000 ‘
1000 | ‘
0 'I|||!| |“|"”||'!I| “'II"' ||""""""'I'

30 40 50 60 70 80 90 100 110IC: 2885223 140 150 160 170 180 190 200 210

(37) ethyl acetate (M)

9.26min  5.70ug/L m

response 2811

lon Exp%  Act%

4500 100 100

61.00 821.80 503.25#

70.00 8540  79.88

0.00 0.00  0.00

D188522.D MD7671.M Fri Oct 28 16:36:15 2011 RPT1
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Cal Report: D188522.D

Quantitation Report (Qedit)

Data File : C:\HPCHEM\1\DATA\D188522.D Vial: 5

Acq On : 28 Oct 2011 10:52 am Operator: EmilyT
Sample - I1C7671-5 Inst : MSD

Misc : MS20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Oct 28 16:36 2011 Quant Results File: temp.res
Method C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)

Title
Last Update
Response via

SW-846 Method 8260B
Fri Oct 28 16:29:07 2011
Multiple Level Calibration

lon 56.00 (55.70 to 56.70): D188522.D
lon 43.00 (42.70 to 43.70): D188522.D
12000
10000
8000 m
6000 / \\
\
4000 \
L
[
WJ\
2000 h \\
LN | M
([ S A S NIIAS S S e e e LA B e e .-"‘f*r“,?-“l“. ”":’ N et et
12.00 12.20 12.40 12.60 12.80 13.00 13.20 13.40 13.60 13.80 14. 00 14.20 14. 40
Scan 1796 (13.180 min): D188522.D
8000
7000
6000
5000
4000
3000
2000
1000
ool [N o7 e
30 35 40 45 50 55 60 65 70 75 80 85 90 'QIE IQI[B&BEZIIO 115 120 125 130 135 140 145 150 155 160 165 170
(86) butyl acetate (M)
13.18min  5.03ug/L m
response 7550
lon Exp%  Act%
56.00 100 100
43.00 231.90 240.83
73.00 4230 48.64
0.00 0.00 0.00

D188522.D MD7671.M Fri Oct 28 16:36:39 2011 RPT1
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Cal Report: D188522.D

Quantitation Report (Qedit)

Data File : C:\HPCHEM\1\DATA\D188522.D Vial: 5

Acq On : 28 Oct 2011 10:52 am Operator: EmilyT
Sample : 1C7671-5 Inst : MSD

Misc Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integratlon Params: RTEINT.P

Quant Time: Oct 28 16:36 2011 Quant Results File: temp.res
Method C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)

Last Update Fri Oct 28 16:38:39 2011

Title - SW-846 Method 8260B
Response via Multiple Level Calibration

lon 72.00 (71.70 to 72.70): D188522.D
\ lon 4$ 00 (\ﬂ2 70 to 43. 7q D188522.D

1000 \\ | \ J\\
600 \/MX / \\

A
i N |

|
8.80 8.85 890 895 9.00 9.05 9.10 9.15 9.20 9.25 930 9.35 9.40 9.45 9.50 955 9.60 9.65 9.70 9.75 9.80
Scan 1035 (9.200 min): D188522.D

3000
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0"”“ A N —
30 40 50 60 70 80 90 100 110C: 0268522 140 150 160 170 180 190 200 210

(32) 2-butanone (M)
9.20min  3.33ug/L
response 1690

lon Exp%  Act%
72.00 100 100
43.00 297.10 204.20#
57.00 33.90 15.03#

0.00 0.00 0.00

D188522.D MD7671.M Fri Oct 28 16:50:29 2011 RPT1
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Cal Report: D188522.D

Quantitation Report (Qedit)

Data File : C:\HPCHEM\1\DATA\D188522.D Vial: 5

Acq On : 28 Oct 2011 10:52 am Operator: EmilyT
Sample : 1C7671-5 Inst : MSD

Misc Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integratlon Params: RTEINT.P

Quant Time: Oct 28 16:50 2011 Quant Results File: temp.res
Method C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)

Last Update Fri Oct 28 16:38:39 2011

Title - SW-846 Method 8260B
Response via Multiple Level Calibration

lon 72.00 (71.70 to 72.70): D188522.D
\ lon 4$ 00 (\ﬂ2 70 to 43. 7q D188522.D

1000 \\ | \ J\\
600 \/MX / \\

A
i N |

|
8.80 8.85 890 895 9.00 9.05 9.10 9.15 9.20 9.25 930 9.35 9.40 9.45 9.50 955 9.60 9.65 9.70 9.75 9.80
Scan 1035 (9.200 min): D188522.D

3000
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(32) 2-butanone (M)
9.20min  3.99ug/L m
response 2022

lon Exp%  Act%
72.00 100 100
43.00 297.10 170.67#
57.00 33.90 12.56#

0.00 0.00 0.00

D188522.D MD7671.M Fri Oct 28 16:50:42 2011 RPT1
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Cal Report: D188522.D

Quantitation Report (Qedit)

Data File : C:\HPCHEM\1\DATA\D188522.D Vial: 5

Acq On : 28 Oct 2011 10:52 am Operator: EmilyT
Sample - I1C7671-5 Inst : MSD

Misc : MS20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Oct 28 16:50 2011 Quant Results File: temp.res
Method C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)

Title
Last Update
Response via

SW-846 Method 8260B
Fri Oct 28 17:02:22 2011
Multiple Level Calibration

lon 55.00 (54.70 to 55.70): D188522.D
lon 99.00 (98.70 to 99.70):|D|188522.D

8000 lon 85.00 (84.70 to 85.70) DIL88522.D
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(64) Ethyl Acrylate
11.00min  0.03ug/L
response 149

lon Exp%  Act%
55.00 100 100
99.00 15.30 0.00#
73.00 7.50 0.00#

85.00 5.00 0.00#

D188522.D MD7671.M Fri Oct 28 17:16:28 2011 RPT1

@n 177 0f 334
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D188522.D edits: Ethyl Acrylate JA93968 ~ thPeRATemIEs



Cal Report:
Quantitation Report
Data File : C:\HPCHEM\1\DATA\D188522.D
Acq On : 28 Oct 2011 10:52 am
Sample 1C7671-5
Misc Ms20017,vD7671,5,,100,5,1

MS Integration Params: RTEINT.P

(Qedit)
Vial: 5
Operator: EmilyT
Inst - MSD

Multiplr: 1.00

Quant Time: Oct 28 17:17 2011 Quant Results File: temp.res
Method > C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
Title : SW-846 Method 8260B
Last Update : Fri Oct 28 17:02:22 2011
Response via : Multiple Level Calibration
lon 55.00 (54.70 to 55.70): D188522.D
12000 lon 99.00 (98.70 to 99.70): D188522.D
lon 85.00 (84.70 to 85,70): D188522.D
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(64) Ethyl Acrylate
11.05min  4.09ug/L m
response 20361
lon Exp%  Act%
55.00 100 100
99.00 1530  0.00#
73.00 750  0.00#
85.00 500  0.00#

D188522.D MD7671.M Fri Oct 28 17:17:06 2011

D188522.D edits: Ethyl Acrylate

RPT1

@n 1780f334
@ ACCUTEST
JAosoen | -A=awaramise



Cal Report:
Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188523.D Vial: 6

Acq On : 28 Oct 2011 11:22 am Operator: EmilyT

Sample 1C7671-10 Inst : MSD

Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P
Quant Time: Oct 31 8:28 2011 Quant Results File: MD7671.RES
Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:20:57 2011

Initial Calibration

DataAcq Meth MD7671
Internal Standards R.T. Qlon Response Conc Units Dev(Min)
1) Tert Butyl Alcohol-d9 7.50 65 192974 500.00 ug/L 0.00
4) pentafluorobenzene 9.75 168 313710 50.00 ug/L 0.00
51) 1,4-difluorobenzene 10.66 114 501139 50.00 ug/L 0.00
83) chlorobenzene-d5 13.99 117 468033 50.00 ug/L 0.00
97) 1,4-dichlorobenzene-d4 16.58 152 267563 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) 9.76 113 31007 9.06 ug/L 0.01
Spiked Amount 50.000 Range 67 - 131 Recovery = 18.12%#
45) 1,2-dichloroethane-d4 (s) 10.18 65 36901 8.97 ug/L 0.00
Spiked Amount 50.000 Range 66 - 130 Recovery = 17 . 94%#
75) toluene-d8 (s) 12.38 98 122181 9.13 ug/L 0.01
Spiked Amount 50.000 Range 76 - 125 Recovery = 18.26%#
99) 4-bromofluorobenzene (s) 15.28 95 62536 10.28 ug/L 0.00
Spiked Amount 50.000 Range 53 - 142 Recovery = 20.56%#
Target Compounds Qvalue
2) 1,4-dioxane 11.38 88 8982 312.50 ug/L # 89
3) tertiary butyl alcohol 7.63 59 23169 46.20 ug/L 87
6) chlorodifluoromethane 4.24 51 38095 9.33 ug/L 96
7) dichlorodifluoromethane 4.23 85 44839 9.64 ug/L 96
8) chloromethane 4.55 50 46134 9.31 ug/L 99
9) vinyl chloride 4.81 62 45501 9.46 ug/L 99
10) bromomethane 5.45 94 29099 9.50 ug/L 97
11) chloroethane 5.62 64 27122 9.69 ug/L 99
13) trichlorofluoromethane 6.14 101 52234 9.39 ug/L 99
14) pentane 6.23 43 71092 9.17 ug/L 96
15) ethyl ether 6.52 74 21237 8.99 ug/L 98
16) acrolein 6.68 56 75842 85.00 ug/L 98
18) 1,1-dichloroethene 6.92 96 34339 9.21 ug/L 96
19) acetone 6.92 58 3831 9.56 ug/L 93
20) allyl chloride 7.41 41 76566 9.71 ug/L 96
21) acetonitrile 7.26 40 21698 92.28 ug/L 98
23) i1odomethane 7.17 142 58063 9.31 ug/L 929
24) iso-butyl alcohol 10.00 74 1802 89.64 ug/L 62
25) carbon disulfide 7.33 76 111601 9.27 ug/L 99
26) methylene chloride 7.56 84 39469 9.18 ug/L 95
27) methyl acetate 7.40 43 29244 8.70 ug/L 97
28) methyl tert butyl ether 7.96 73 114332 9.34 ug/L 98
29) trans-1,2-dichloroethene 7.98 96 36168 9.18 ug/L 96
30) di-isopropyl ether 8.57 45 120065 9.45 ug/L 90
31) ethyl tert-butyl ether 9.02 59 115200 9.40 ug/L 99
32) 2-butanone 9.18 72 4292 8.58 ug/L 65
33) 1,1-dichloroethane 8.50 63 64312 9.29 ug/L 99
34) chloroprene 8.65 53 52748 9.22 ug/L 929
35) acrylonitrile 7.84 53 70818 44_.76 ug/L 99
36) vinyl acetate 8.53 86 6945 9.83 ug/L 83
37) ethyl acetate 9.25 45 3883 7.99 ug/L # 17
38) 2,2-dichloropropane 9.26 77 55489 9.40 ug/L 96
39) cis-1,2-dichloroethene 9.22 96 39164 9.22 ug/L 94
(#) = qualifier out of range (m) = manual integration
D188523.D MD7671.M Mon Oct 31 08:30:26 2011 RPT1 Page 1
[ | 179 of 334
@ ACCUTEST

D188523.D: VD7671-IC7671 Initial Calibration (10) page 1 of 4
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Cal Report: D188523.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188523.D Vial: 6
Acq On : 28 Oct 2011 11:22 am Operator: EmilyT
Sample - 1C7671-10 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 31 8:28 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:20:57 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue
40) propionitrile 9.20 54 57162 93.35 ug/L 96
41) bromochloromethane 9.51 128 18106 8.96 ug/L 93
42) tetrahydrofuran 9.59 72 4980 8.59 ug/L # 76
43) chloroform 9.57 83 59233 9.32 ug/L 99
46) freon 113 6.93 151 26563 9.07 ug/L 99
47) methacrylonitrile 9.44 41 20345 8.75 ug/L 93
48) t-butyl formate 9.65 59 32876 9.35 ug/L 94
49) 1,1,1-trichloroethane 9.88 97 53525 9.37 ug/L 98
50) tert-amyl methyl ether 10.38 73 108858 9.19 ug/L 929
52) cyclohexane 10.01 84 55202 9.24 ug/L # 100
53) tert amyl alcohol 10.14 55 7889 44 .31 ug/L 91
54) 2,2,4-trimethylpentane 10.40 57 136696 9.05 ug/L 929
55) epichlorohydrin 11.88 57 21038 46.81 ug/L 99
56) n-butyl alcohol 10.75 56 54093 449 .54 ug/L 99
57) carbon tetrachloride 10.11 117 45015 9.17 ug/L 100
58) 1,1-dichloropropene 10.06 75 48726 9.27 ug/L 97
59) hexane 8.35 57 49452 9.23 ug/L 97
60) benzene 10.31 78 144470 9.42 ug/L 100
61) heptane 10.57 57 25332 8.68 ug/L 99
62) isopropyl acetate 10.23 43 66300 9.05 ug/L 99
63) 1,2-dichloroethane 10.26 62 48049 9.33 ug/L 98
64) Ethyl Acrylate 11.03 55 41948 8.49 ug/L 98
65) trichloroethene 11.03 95 36293 9.23 ug/L 95
66) 2-nitropropane 11.72 43 10800 8.54 ug/L 96
67) 2-chloroethyl vinyl ether 11.79 63 115939 46.36 ug/L 98
68) methyl methacrylate 11.29 100 9859 8.40 ug/L # 75
69) tert-amyl ethyl ether 11.24 87 51462 9.28 ug/L 99
70) 1,2-dichloropropane 11.25 63 36929 9.15 ug/L 100
71) methylcyclohexane 11.31 83 62621 9.26 ug/L 96
72) dibromomethane 11.40 93 22410 9.31 ug/L 98
73) bromodichloromethane 11.53 83 45751 9.17 ug/L 96
74) cis-1,3-dichloropropene 12.02 75 58872 9.27 ug/L 99
76) 4-methyl-2-pentanone 12.14 58 15725 9.18 ug/L 93
77) toluene 12.45 92 89792 9.36 ug/L 99
78) 3-methyl-1-butanol 12.13 70 22358 191.58 ug/L 96
79) trans-1,3-dichloropropene 12.61 75 54995 9.03 ug/L 98
80) ethyl methacrylate 12.66 69 50269 9.18 ug/L 929
81) 1,1,2-trichloroethane 12.83 83 27927 9.26 ug/L 99
82) 2-hexanone 13.07 58 15151 9.22 ug/L 100
84) tetrachloroethene 13.10 166 38566 9.30 ug/L 98
85) 1,3-dichloropropane 13.02 76 57307 9.50 ug/L 99
86) butyl acetate 13.17 56 20674 9.67 ug/L 95
87) 3,3-dimethyl-1-butanol 13.22 57 41110 98.18 ug/L 92
88) dibromochloromethane 13.31 129 34802 8.55 ug/L 929
89) 1,2-dibromoethane 13.49 107 33596 9.41 ug/L 95
90) chlorobenzene 14.03 112 98131 9.34 ug/L 98
91) 1,1,1,2-tetrachloroethane 14.08 131 35130 9.16 ug/L 929
92) ethylbenzene 14.12 91 170444 9.46 ug/L 99
93) m,p-xylene 14.24 106 134937 18.83 ug/L 99

(#) = qualifier out of range (m) = manual integration
D188523.D MD7671.M Mon Oct 31 08:30:27 2011 RPT1

D188523.D: VD7671-IC7671 Initial Calibration (10) page 2 of 4
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Cal Report: D188523.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188523.D Vial: 6

Acq On : 28 Oct 2011 11:22 am Operator: EmilyT
Sample - 1C7671-10 Inst : MSD

Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Oct 31 8:28 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:20:57 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue
94) o-xylene 14.69 106 67165 9.44 ug/L 100
95) styrene 14.70 104 113581 9.24 ug/L 100
96) bromoform 14.93 173 24541 9.09 ug/L 99
98) isopropylbenzene 15.08 105 180325 9.48 ug/L 100
100) bromobenzene 15.50 156 45562 9.30 ug/L 929
101) cyclohexanone 15.19 55 45763 103.94 ug/L 98
102) 1,1,2,2-tetrachloroethane 15.33 83 50464 9.60 ug/L 99
103) trans-1,4-dichloro-2-buten 15.39 53 12899 8.55 ug/L 96
104) 1,2,3-trichloropropane 15.42 110 14079 9.53 ug/L 95
105) n-propylbenzene 15.54 91 213627 9.63 ug/L 99
106) p-ethyltoluene 15.65 105 165528 9.53 ug/L 99
107) 2-chlorotoluene 15.69 126 42278 9.18 ug/L 94
108) 4-chlorotoluene 15.79 91 134118 9.19 ug/L 98
109) 1,3,5-trimethylbenzene 15.71 105 159461 9.36 ug/L 98
110) tert-butylbenzene 16.10 119 134562 9.06 ug/L 98
111) pentachloroethane 16.15 167 28896 9.10 ug/L 95
112) 1,2,4-trimethylbenzene 16.15 105 161232 9.50 ug/L 98
113) sec-butylbenzene 16.34 105 204462 9.53 ug/L 98
114) 1,3-dichlorobenzene 16.52 146 88273 9.45 ug/L 96
115) p-isopropyltoluene 16.48 119 169130 9.63 ug/L 98
116) 1,4-dichlorobenzene 16.61 146 95535 9.31 ug/L 99
117) Benzyl Chloride 16.72 91 94321 8.95 ug/L 100
118) p-diethylbenzene 16.90 119 101709 9.50 ug/L 100
119) 1,2-dichlorobenzene 17.04 146 89344 9.50 ug/L 99
120) n-butylbenzene 16.94 92 92100 9.25 ug/L 98
121) 1,2,4,5-tetramethylbenzene 17.77 119 149787 9.00 ug/L 98
122) 1,2-dibromo-3-chloropropan 17.85 75 8022 9.11 ug/L 84
123) 1,3,5-trichlorobenzene 18.12 180 66489 8.87 ug/L 99
124) 1,2,4-trichlorobenzene 18.82 180 49504 7.94 ug/L 99
125) hexachlorobutadiene 18.99 225 31594 8.78 ug/L # 68
126) naphthalene 19.13 128 94104 7.46 ug/L 100
127) 1,2,3-trichlorobenzene 19.41 180 35180 8.50 ug/L 99
128) hexachloroethane 17.36 119 28084 8.91 ug/L 100

(#) = qualifier out of range (m) = manual integration
D188523.D MD7671.M Mon Oct 31 08:30:27 2011 RPT1

D188523.D: VD7671-IC7671 Initial Calibration (10) page 3 of 4
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Cal Report: D188523.D

Quantitation Report

Data File : C:\HPCHEM\1\DATA\D188523.D Vial: 6

Acq On : 28 Oct 2011 11:22 am Operator: EmilyT
Sample - 1C7671-10 Inst : MSD

Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Oct 31 8:28 2011 Quant Results File: MD7671.RES
Method C:\HPCHEM\1\METHODS\MD7671 .M (RTE Integrator)

Title SW-846 Method 8260B

Last Update
Response via

Mon Oct 31 08:30:11 2011
Initial Calibration

TIC: D188523.D
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Cal Report: D188524.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188524.D Vial: 7
Acq On : 28 Oct 2011 11:51 am Operator: EmilyT
Sample - 1C7671-20 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 31 8:29 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:20:57 2011

Initial Calibration

DataAcq Meth MD7671
Internal Standards R.T. Qlon Response Conc Units Dev(Min)
1) Tert Butyl Alcohol-d9 7.50 65 176837 500.00 ug/L 0.00
4) pentafluorobenzene 9.75 168 320054 50.00 ug/L 0.00
51) 1,4-difluorobenzene 10.66 114 513621 50.00 ug/L 0.00
83) chlorobenzene-d5 13.99 117 474892 50.00 ug/L 0.00
97) 1,4-dichlorobenzene-d4 16.58 152 273219 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) 9.75 113 76794 21.99 ug/L 0.00
Spiked Amount 50.000 Range 67 - 131 Recovery = 43 .98%#
45) 1,2-dichloroethane-d4 (s) 10.17 65 92850 22.12 ug/L 0.00
Spiked Amount 50.000 Range 66 - 130 Recovery = 44 _24%#
75) toluene-d8 (s) 12.37 98 297049 21.66 ug/L 0.00
Spiked Amount 50.000 Range 76 - 125 Recovery = 43 .32%#
99) 4-bromofluorobenzene (s) 15.27 95 124304 20.02 ug/L 0.00
Spiked Amount 50.000 Range 53 - 142 Recovery = 40.04%#
Target Compounds Qvalue
2) 1,4-dioxane 11.37 88 17597 517.87 ug/L # 98

3) tertiary butyl alcohol
6) chlorodifluoromethane
7) dichlorodifluoromethane
8) chloromethane

9) vinyl chloride

10) bromomethane

11) chloroethane

13) trichlorofluoromethane
14) pentane

15) ethyl ether

16) acrolein

18) 1,1-dichloroethene

19) acetone

20) allyl chloride

.62 59 49691 108.12 ug/L 94
.23 51 92802 22.27 ug/L 97
.23 85 112136 23.64 ug/L 99
.55 50 114749 22.71 ug/L 98
.81 62 114471 23.32 ug/L 99
.44 94 73475 23.51 ug/L 99
.62 64 67309 23.56 ug/L 99
.14 101 133262 23.47 ug/L 100
.23 43 173786 21.98 ug/L 99
.51 74 54674 22.69 ug/L 95
.68 56 185082 203.33 ug/L 99
.92 96 84019 22.08 ug/L 97
-90 58 8787 21.48 ug/L 97
.41 41 182802 22.73 ug/L 99

COOONOOOOONNNNNONNNODODODOOOUTURADNDDNNR
H
(e}
H
N
O

21) acetonitrile .26 40 45855 191.15 ug/L 98
23) i1odomethane 144746 22.75 ug/L 929
24) iso-butyl alcohol .98 74 4312 210.26 ug/L 89
25) carbon disulfide .32 76 283406 23.06 ug/L 99
26) methylene chloride .56 84 98570 22.48 ug/L 99
27) methyl acetate .38 43 72063 21.01 ug/L 98
28) methyl tert butyl ether -96 73 282102 22.60 ug/L 99
29) trans-1,2-dichloroethene .98 96 90675 22.55 ug/L 98
30) di-isopropyl ether .56 45 293219 22.62 ug/L 96
31) ethyl tert-butyl ether .02 59 281886 22.56 ug/L 99
32) 2-butanone 217 72 11015 21.57 ug/L 84
33) 1,1-dichloroethane .50 63 161325 22.84 ug/L 99
34) chloroprene .64 53 131899 22.60 ug/L 929
35) acrylonitrile .82 53 177436 109.92 ug/L 98
36) vinyl acetate .51 86 18474 21.78 ug/L 98
37) ethyl acetate .23 45 10898 21.97 ug/L 97
38) 2,2-dichloropropane .25 77 134633 22.35 ug/L 98
39) cis-1,2-dichloroethene .21 96 98585 22.76 ug/L 97

(#) = qualifier out of range (m) = manual integration
D188524.D MD7671.M Mon Oct 31 08:30:18 2011 RPT1 Page 1

a 183 of 334
BACCUTEST
D188524.D: VD7671-IC7671 Initial Calibration (20) page 1 of 4 JAQ3968 ~ “AmeRaTeRies




Cal Report: D188524.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188524.D Vial: 7
Acq On : 28 Oct 2011 11:51 am Operator: EmilyT
Sample - 1C7671-20 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 31 8:29 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:20:57 2011

Initial Calibration

DataAcq Meth MD7671

Compound R.T. Qlon Response Conc Unit Qvalue
40) propionitrile 9.19 54 133469 213.65 ug/L 98
41) bromochloromethane 9.51 128 46524 22 .57 ug/L 97
42) tetrahydrofuran 9.58 72 12948 21.88 ug/L 96
43) chloroform 9.56 83 148830 22.96 ug/L 99
46) freon 113 6.93 151 65902 22.05 ug/L 99
47) methacrylonitrile 9.42 41 52385 22.09 ug/L 99
48) t-butyl formate 9.64 59 81017 22.58 ug/L 99
49) 1,1,1-trichloroethane 9.88 97 133375 22.88 ug/L 98
50) tert-amyl methyl ether 10.38 73 266080 22.02 ug/L 929
52) cyclohexane 10.00 84 135411 22.11 ug/L # 100
53) tert amyl alcohol 10.13 55 17445 95.60 ug/L 98
54) 2,2,4-trimethylpentane 10.40 57 347181 22.44 ug/L 929
55) epichlorohydrin 11.88 57 48738 105.80 ug/L 100
56) n-butyl alcohol 10.73 56 128140 1039.03 ug/L 98
57) carbon tetrachloride 10.10 117 112476 22.35 ug/L 98
58) 1,1-dichloropropene 10.06 75 119564 22.21 ug/L 98
59) hexane 8.35 57 124611 22.70 ug/L 99
60) benzene 10.31 78 356986 22.72 ug/L 99
61) heptane 10.56 57 68947 23.04 ug/L 99
62) isopropyl acetate 10.22 43 160918 21.44 ug/L 99
63) 1,2-dichloroethane 10.26 62 119316 22.59 ug/L 99
64) Ethyl Acrylate 11.01 55 108083 21.35 ug/L 98
65) trichloroethene 11.02 95 89945 22.33 ug/L 929
66) 2-nitropropane 11.71 43 26663 20.57 ug/L 99
67) 2-chloroethyl vinyl ether 11.79 63 284379 110.96 ug/L 99
68) methyl methacrylate 11.28 100 26051 21.67 ug/L 98
69) tert-amyl ethyl ether 11.24 87 131496 23.15 ug/L 99
70) 1,2-dichloropropane 11.25 63 93051 22.50 ug/L 100
71) methylcyclohexane 11.31 83 156557 22.60 ug/L 97
72) dibromomethane 11.39 93 55482 22.50 ug/L 929
73) bromodichloromethane 11.52 83 116441 22.76 ug/L 99
74) cis-1,3-dichloropropene 12.02 75 149410 22.96 ug/L 98
76) 4-methyl-2-pentanone 12.13 58 38521 21.95 ug/L 96
77) toluene 12.45 92 221255 22_.51 ug/L 99
78) 3-methyl-1-butanol 12.13 70 52323  437.45 ug/L 96
79) trans-1,3-dichloropropene 12.60 75 139215 22.31 ug/L 99
80) ethyl methacrylate 12.65 69 123645 22.03 ug/L 929
81) 1,1,2-trichloroethane 12.82 83 69075 22.34 ug/L 99
82) 2-hexanone 13.05 58 37894 22.49 ug/L 97
84) tetrachloroethene 13.10 166 96824 23.00 ug/L 929
85) 1,3-dichloropropane 13.02 76 141233 23.07 ug/L 99
86) butyl acetate 13.16 56 55270 21.23 ug/L 98
87) 3,3-dimethyl-1-butanol 13.21 57 92090 216.76 ug/L 98
88) dibromochloromethane 13.31 129 90332 21.86 ug/L 929
89) 1,2-dibromoethane 13.48 107 85026 23.46 ug/L 99
90) chlorobenzene 14.02 112 241902 22.68 ug/L 99
91) 1,1,1,2-tetrachloroethane 14.08 131 88889 22.85 ug/L 929
92) ethylbenzene 14.11 91 422182 23.09 ug/L 99
93) m,p-xylene 14.23 106 333415 45.86 ug/L 99

(#) = qualifier out of range (m) = manual integration
D188524.D MD7671.M Mon Oct 31 08:30:18 2011 RPT1
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Cal Report: D188524.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188524.D Vial: 7
Acq On : 28 Oct 2011 11:51 am Operator: EmilyT
Sample - 1C7671-20 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 31 8:29 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 16:20:57 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue
94) o-xylene 14.69 106 167709 23.22 ug/L 99
95) styrene 14.69 104 285964 22.92 ug/L 99
96) bromoform 14.92 173 65293 20.82 ug/L 99
98) isopropylbenzene 15.08 105 443777 22.85 ug/L 99
100) bromobenzene 15.49 156 113235 22.64 ug/L 96
101) cyclohexanone 15.18 55 82925 184 .45 ug/L 98
102) 1,1,2,2-tetrachloroethane 15.33 83 121116 22.57 ug/L 98
103) trans-1,4-dichloro-2-buten 15.39 53 33814 21.95 ug/L 95
104) 1,2,3-trichloropropane 15.42 110 34248 22.70 ug/L 85
105) n-propylbenzene 15.54 91 523219 23.09 ug/L 99
106) p-ethyltoluene 15.65 105 414023 23.34 ug/L 100
107) 2-chlorotoluene 15.68 126 105155 22.36 ug/L 929
108) 4-chlorotoluene 15.79 91 331040 22.21 ug/L 99
109) 1,3,5-trimethylbenzene 15.71 105 386935 22.24 ug/L 99
110) tert-butylbenzene 16.10 119 330543 21.80 ug/L 99
111) pentachloroethane 16.15 167 72851 22.48 ug/L 98
112) 1,2,4-trimethylbenzene 16.14 105 398533 23.00 ug/L 99
113) sec-butylbenzene 16.34 105 502634 22.94 ug/L 99
114) 1,3-dichlorobenzene 16.52 146 221052 23.16 ug/L 98
115) p-isopropyltoluene 16.48 119 416852 23.24 ug/L 98
116) 1,4-dichlorobenzene 16.60 146 234973 22.42 ug/L 99
117) Benzyl Chloride 16.71 91 238433 22.16 ug/L 100
118) p-diethylbenzene 16.90 119 252234 23.08 ug/L 98
119) 1,2-dichlorobenzene 17.03 146 221152 23.02 ug/L 99
120) n-butylbenzene 16.93 92 231126 22.73 ug/L 99
121) 1,2,4,5-tetramethylbenzene 17.76 119 380318 22.37 ug/L 100
122) 1,2-dibromo-3-chloropropan 17.85 75 19652 21.85 ug/L 96
123) 1,3,5-trichlorobenzene 18.11 180 169559 22.15 ug/L 100
124) 1,2,4-trichlorobenzene 18.81 180 134528 20.65 ug/L 100
125) hexachlorobutadiene 18.98 225 80868 22.01 ug/L 929
126) naphthalene 19.12 128 255225 20.66 ug/L 99
127) 1,2,3-trichlorobenzene 19.40 180 94598 20.67 ug/L 97
128) hexachloroethane 17.36 119 73012 22.69 ug/L 929

(#) = qualifier out of range (m) = manual integration
D188524.D MD7671.M Mon Oct 31 08:30:18 2011 RPT1 Page 3
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Cal Report: D188524.D

Quantitation Report

Data File : C:\HPCHEM\1\DATA\D188524.D Vial: 7

Acq On : 28 Oct 2011 11:51 am Operator: EmilyT
Sample - 1C7671-20 Inst : MSD

Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Oct 31 8:29 2011 Quant Results File: MD7671.RES
Method C:\HPCHEM\1\METHODS\MD7671 .M (RTE Integrator)

Title SW-846 Method 8260B

Last Update
Response via

Mon Oct 31 08:30:11 2011
Initial Calibration

TIC: D188524.D
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Cal Report: D188525.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188525.D Vial: 8
Acq On : 28 Oct 2011 12:20 pm Operator: EmilyT
Sample - 1CC7671-50 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 31 8:31 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 12:53:07 2011

Initial Calibration

DataAcq Meth MD7671
Internal Standards R.T. Qlon Response Conc Units Dev(Min)
1) Tert Butyl Alcohol-d9 7.51 65 191813 500.00 ug/L 0.00
4) pentafluorobenzene 9.75 168 325654 50.00 ug/L 0.00
51) 1,4-difluorobenzene 10.66 114 520408 50.00 ug/L 0.00
83) chlorobenzene-d5 13.99 117 485746 50.00 ug/L 0.00
97) 1,4-dichlorobenzene-d4 16.58 152 276864 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) 9.75 113 186740 60.17 ug/L 0.00
Spiked Amount 50.000 Range 67 - 131 Recovery = 120.34%
45) 1,2-dichloroethane-d4 (s) 10.17 65 227355 61.89 ug/L 0.00
Spiked Amount 50.000 Range 66 - 130 Recovery = 123.78%
75) toluene-d8 (s) 12.37 98 729206 60.22 ug/L 0.00
Spiked Amount 50.000 Range 76 - 125 Recovery = 120.44%
99) 4-bromofluorobenzene (s) 15.27 95 307051 53.57 ug/L 0.00
Spiked Amount 50.000 Range 53 - 142 Recovery = 107.14%
Target Compounds Qvalue
2) 1,4-dioxane 11.36 88 51249 1482.60 ug/L # 100

3) tertiary butyl alcohol
6) chlorodifluoromethane
7) dichlorodifluoromethane
8) chloromethane

9) vinyl chloride

10) bromomethane

11) chloroethane

13) trichlorofluoromethane
14) pentane

15) ethyl ether

16) acrolein

18) 1,1-dichloroethene

19) acetone

20) allyl chloride

.61 59 132227 272.71 ug/L 100
.24 51 219138 52.17 ug/L 100
.23 85 248725 51.88 ug/L 100
.56 50 265481 52.63 ug/L 100
.82 62 262259 53.38 ug/L 100
.44 94 163213 51.06 ug/L 100
.62 64 159253 53.67 ug/L 100
.14 101 304460 53.72 ug/L 100
.23 43 413344 51.97 ug/L 100
.51 74 134058 56.46 ug/L 100
.67 56 486575 525.36 ug/L 100
.92 96 201226 52.77 ug/L 100
-89 58 22575 55.21 ug/L 100
-40 41 432578 50.56 ug/L 100

COOONOOOOONNNNNONNNODODODOOOUTURADNDDNNR
H
(e}
H
N
O

21) acetonitrile .25 40 133603 594 .20 ug/L 100
23) i1odomethane 353825 55.66 ug/L 100
24) iso-butyl alcohol .98 74 11455 445.74 ug/L 100
25) carbon disulfide .32 76 676502 55.23 ug/L 100
26) methylene chloride .56 84 236996 54.02 ug/L 100
27) methyl acetate .38 43 178570 51.04 ug/L 100
28) methyl tert butyl ether -96 73 687005 55.25 ug/L 100
29) trans-1,2-dichloroethene .97 96 215402 53.70 ug/L 100
30) di-isopropyl ether .56 45 713507 54.45 ug/L 100
31) ethyl tert-butyl ether .02 59 689651 54.83 ug/L 100
32) 2-butanone .16 72 28237 56.43 ug/L 98
33) 1,1-dichloroethane .50 63 392503 55.40 ug/L 100
34) chloroprene .64 53 319744 54.82 ug/L 100
35) acrylonitrile .81 53 438320 285.55 ug/L 100
36) vinyl acetate .50 86 44508 56.34 ug/L 100
37) ethyl acetate .22 45 27707 91.33 ug/L 100
38) 2,2-dichloropropane .25 77 323691 53.25 ug/L 100
39) cis-1,2-dichloroethene .21 96 237232 55.12 ug/L 100

(#) = qualifier out of range (m) = manual integration
D188525.D MD7671.M Mon Oct 31 08:32:15 2011 RPT1 Page 1
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Cal Report: D188525.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188525.D Vial: 8
Acq On : 28 Oct 2011 12:20 pm Operator: EmilyT
Sample - 1CC7671-50 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 31 8:31 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 12:53:07 2011

Initial Calibration

DataAcq Meth MD7671

Compound R.T. Qlon Response Conc Unit Qvalue
40) propionitrile 9.18 54 338169 580.31 ug/L 100
41) bromochloromethane 9.50 128 112614 56.84 ug/L 100
42) tetrahydrofuran 9.58 72 32693 59.09 ug/L 100
43) chloroform 9.56 83 361400 56.14 ug/L 100
46) freon 113 6.93 151 153401 54.03 ug/L 100
47) methacrylonitrile 9.41 41 132784 56.49 ug/L 100
48) t-butyl formate 9.64 59 203149 57.71 ug/L 100
49) 1,1,1-trichloroethane 9.88 97 324795 55.95 ug/L 100
50) tert-amyl methyl ether 10.38 73 653589 54 .03 ug/L 100
52) cyclohexane 10.01 84 322607 52.74 ug/L # 100
53) tert amyl alcohol 10.13 55 45445 240.50 ug/L 100
54) 2,2,4-trimethylpentane 10.40 57 795160 52.15 ug/L 100
55) epichlorohydrin 11.87 57 120320 256.08 ug/L 100
56) n-butyl alcohol 10.72 56 341951 2810.05 ug/L 100
57) carbon tetrachloride 10.10 117 276327 55.91 ug/L 100
58) 1,1-dichloropropene 10.06 75 292660 54 .35 ug/L 100
59) hexane 8.35 57 282752 51.45 ug/L 100
60) benzene 10.30 78 867560 55.00 ug/L 100
61) heptane 10.56 57 158668 53.43 ug/L 100
62) isopropyl acetate 10.22 43 408849 59.21 ug/L 100
63) 1,2-dichloroethane 10.26 62 294067 56.57 ug/L 100
64) Ethyl Acrylate 11.01 55 283116 60.26 ug/L 100
65) trichloroethene 11.02 95 219830 55.12 ug/L 100
66) 2-nitropropane 11.70 43 70735 59.86 ug/L 100
67) 2-chloroethyl vinyl ether 11.79 63 703792 283.45 ug/L 100
68) methyl methacrylate 11.28 100 65712 56.32 ug/L 100
69) tert-amyl ethyl ether 11.24 87 324803 57.46 ug/L 100
70) 1,2-dichloropropane 11.25 63 229331 55.98 ug/L 100
71) methylcyclohexane 11.31 83 360775 52.30 ug/L 100
72) dibromomethane 11.39 93 136919 56.72 ug/L 100
73) bromodichloromethane 11.52 83 290264 58.11 ug/L 100
74) cis-1,3-dichloropropene 12.02 75 367608 57.33 ug/L 100
76) 4-methyl-2-pentanone 12.13 58 95962 55.50 ug/L 100
77) toluene 12.45 92 544016 55.98 ug/L 100
78) 3-methyl-1-butanol 12.12 70 137500 1189.24 ug/L 100
79) trans-1,3-dichloropropene 12.60 75 346468 58.18 ug/L 100
80) ethyl methacrylate 12.64 69 310408 56.22 ug/L 100
81) 1,1,2-trichloroethane 12.82 83 168551 56.79 ug/L 100
82) 2-hexanone 13.04 58 87564 51.99 ug/L 100
84) tetrachloroethene 13.10 166 236262 56.90 ug/L 100
85) 1,3-dichloropropane 13.02 76 346581 57.38 ug/L 100
86) butyl acetate 13.14 56 144326 47.04 ug/L 100
87) 3,3-dimethyl-1-butanol 13.21 57 245978 584 .85 ug/L 100
88) dibromochloromethane 13.31 129 227385 61.39 ug/L 100
89) 1,2-dibromoethane 13.48 107 211359 59.61 ug/L 100
90) chlorobenzene 14.02 112 590367 56.13 ug/L 100
91) 1,1,1,2-tetrachloroethane 14.08 131 221304 58.33 ug/L 100
92) ethylbenzene 14.11 91 1023674 55.99 ug/L 100
93) m,p-xylene 14.23 106 811395 111.40 ug/L 100
(#) = qualifier out of range (m) = manual integration
D188525.D MD7671.M Mon Oct 31 08:32:15 2011 RPT1 Page 2
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Cal Report:
Quantitation Report (QT Reviewed)
Data File : C:\HPCHEM\1\DATA\D188525.D Vial: 8
Acq On : 28 Oct 2011 12:20 pm Operator: EmilyT
Sample - 1CC7671-50 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 31 8:31 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 12:53:07 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue
94) o-xylene 14.69 106 408879 57.06 ug/L 100
95) styrene 14.68 104 705754 56.69 ug/L 100
96) bromoform 14.92 173 167089 60.29 ug/L 100
98) isopropylbenzene 15.08 105 1073811 54.71 ug/L 100
100) bromobenzene 15.49 156 277012 56.27 ug/L 100
101) cyclohexanone 15.18 55 263197 629.11 ug/L 100
102) 1,1,2,2-tetrachloroethane 15.33 83 291174 53.95 ug/L 100
103) trans-1,4-dichloro-2-buten 15.38 53 84528 56.25 ug/L 100
104) 1,2,3-trichloropropane 15.41 110 83642 55.89 ug/L 100
105) n-propylbenzene 15.54 91 1258396 54_.56 ug/L 100
106) p-ethyltoluene 15.65 105 1005715 56.90 ug/L 100
107) 2-chlorotoluene 15.68 126 257006 55.29 ug/L 100
108) 4-chlorotoluene 15.79 91 802455 53.33 ug/L 100
109) 1,3,5-trimethylbenzene 15.71 105 949305 54.00 ug/L 100
110) tert-butylbenzene 16.09 119 810340 52.94 ug/L 100
111) pentachloroethane 16.15 167 179524 58.49 ug/L 100
112) 1,2,4-trimethylbenzene 16.14 105 959917 55.22 ug/L 100
113) sec-butylbenzene 16.34 105 1210658 54 .38 ug/L 100
114) 1,3-dichlorobenzene 16.51 146 536897 57.06 ug/L 100
115) p-isopropyltoluene 16.48 119 1003570 55.59 ug/L 100
116) 1,4-dichlorobenzene 16.60 146 562354 53.31 ug/L 100
117) Benzyl Chloride 16.71 91 596714 59.54 ug/L 100
118) p-diethylbenzene 16.89 119 623132 57.67 ug/L 100
119) 1,2-dichlorobenzene 17.03 146 532544 55.68 ug/L 100
120) n-butylbenzene 16.93 92 561352 57.94 ug/L 100
121) 1,2,4,5-tetramethylbenzene 17.76 119 953379 60.40 ug/L 100
122) 1,2-dibromo-3-chloropropan 17.84 75 48393 61.20 ug”/L 100
123) 1,3,5-trichlorobenzene 18.11 180 418905 60.54 ug/L 100
124) 1,2,4-trichlorobenzene 18.81 180 342515 66.30 ug/L 100
125) hexachlorobutadiene 18.98 225 197615 58.24 ug/L 100
126) naphthalene 19.12 128 649608 67.03 ug/L 100
127) 1,2,3-trichlorobenzene 19.39 180 243996 67.48 ug/L 100
128) hexachloroethane 17.36 119 182501 58.65 ug/L 100

(#) = qualifier out of range (m) = manual integration
D188525.D MD7671.M Mon Oct 31 08:32:16 2011 RPT1
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Cal Report: D188525.D

Quantitation Report

Data File : C:\HPCHEM\1\DATA\D188525.D Vial: 8

Acq On : 28 Oct 2011 12:20 pm Operator: EmilyT
Sample - 1CC7671-50 Inst : MSD

Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Oct 31 8:31 2011 Quant Results File: MD7671.RES
Method C:\HPCHEM\1\METHODS\MD7671 .M (RTE Integrator)

Title SW-846 Method 8260B

Last Update
Response via

Mon Oct 31 08:31:01 2011
Initial Calibration

TIC: D188525.D
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Cal Report: D188527.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188527.D Vial: 10
Acq On : 28 Oct 2011 1:19 pm Operator: EmilyT
Sample - 1C7671-100 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 28 15:04 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 13:16:12 2011

Initial Calibration

DataAcq Meth MD7671
Internal Standards R.T. Qlon Response Conc Units Dev(Min)
1) Tert Butyl Alcohol-d9 7.51 65 192225 500.00 ug/L 0.00
4) pentafluorobenzene 9.75 168 329461 50.00 ug/L 0.00
51) 1,4-difluorobenzene 10.66 114 526413 50.00 ug/L 0.00
83) chlorobenzene-d5 13.99 117 493899 50.00 ug/L 0.00
97) 1,4-dichlorobenzene-d4 16.58 152 282303 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) 9.75 113 388503 123.72 ug/L 0.00
Spiked Amount 50.000 Range 67 - 131 Recovery = 247 .44%#
45) 1,2-dichloroethane-d4 (s) 10.16 65 469971 126.45 ug/L 0.00
Spiked Amount 50.000 Range 66 - 130 Recovery = 252_.90%#
75) toluene-d8 (s) 12.37 98 1479859 120.82 ug/L 0.00
Spiked Amount 50.000 Range 76 - 125 Recovery = 241.64%#
99) 4-bromofluorobenzene (s) 15.27 95 633359 108.36 ug/L 0.00
Spiked Amount 50.000 Range 53 - 142 Recovery = 216.72%#
Target Compounds Qvalue
2) 1,4-dioxane 11.36 88 108013 3118.04 ug/L # 100

3) tertiary butyl alcohol
6) chlorodifluoromethane
7) dichlorodifluoromethane
8) chloromethane

9) vinyl chloride

10) bromomethane

11) chloroethane

13) trichlorofluoromethane
14) pentane

15) ethyl ether

16) acrolein

18) 1,1-dichloroethene

19) acetone

20) allyl chloride

.62 59 257877 483.17 ug/L 99
.23 51 442568 104.14 ug/L 98
.23 85 495626 102.19 ug/L 99
.56 50 536463 105.13 ug/L 100
.83 62 518948 104.38 ug/L 100
.44 94 296839 91.79 ug/L 99
.61 64 320745 106.84 ug/L 98
.13 101 618992 107.95 ug/L 97
.22 43 831936 103.40 ug/L 99
.51 74 269782 112.31 ug/L 98
.68 56 36235 38.67 ug/L 95
.92 96 407731 105.68 ug/L 99
.88 58 44047 106.53 ug/L 88
-40 41 854672 103.64 ug/L 99

COOONOOOOONNNNNONNNODODODOOOUTURADNDDNNR
H
(e}
H
N
O

21) acetonitrile .24 40 263993 1160.55 ug/L 98
23) i1odomethane 725039 112.73 ug/L 100
24) iso-butyl alcohol .97 74 22827 1128.45 ug/L 93
25) carbon disulfide .31 76 1378798 111.03 ug/L 99
26) methylene chloride .55 84 480397 108.24 ug/L 100
27) methyl acetate .37 43 355387 100.41 ug/L 929
28) methyl tert butyl ether -96 73 1387717 110.31 ug/L 99
29) trans-1,2-dichloroethene .97 96 440847 108.64 ug/L 99
30) di-isopropyl ether .56 45 1413618 106.64 ug/L 98
31) ethyl tert-butyl ether .02 59 1394989 109.62 ug/L 99
32) 2-butanone .15 72 56712 106.00 ug/L 95
33) 1,1-dichloroethane .49 63 763822 106.56 ug/L 99
34) chloroprene .64 53 651705 110.43 ug/L 929
35) acrylonitrile .81 53 865097 557.12 ug/L 100
36) vinyl acetate .49 86 94438 102.42 ug/L 91
37) ethyl acetate .22 45 47290 82.87 ug/L 58
38) 2,2-dichloropropane .25 77 645269 104.92 ug/L 99
39) cis-1,2-dichloroethene .21 96 482044 110.70 ug/L 98

(#) = qualifier out of range (m) = manual integration
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Cal Report:
Quantitation Report (QT Reviewed)
Data File : C:\HPCHEM\1\DATA\D188527.D Vial: 10
Acq On : 28 Oct 2011 1:19 pm Operator: EmilyT
Sample - 1C7671-100 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 28 15:04 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 13:16:12 2011

Initial Calibration

DataAcq Meth MD7671

Compound R.T. Qlon Response Conc Unit Qvalue
40) propionitrile 9.18 54 666102 1129.85 ug/L 100
41) bromochloromethane 9.50 128 230937 115.21 ug/L 97
42) tetrahydrofuran 9.58 72 64199 107.82 ug/L 98
43) chloroform 9.56 83 729384 111.86 ug/L 99
46) freon 113 6.93 151 317506 110.53 ug/L 97
47) methacrylonitrile 9.41 41 266342 112.12 ug/L 98
48) t-butyl formate 9.64 59 416128 116.85 ug/L 97
49) 1,1,1-trichloroethane 9.88 97 657997 112.04 ug/L 99
50) tert-amyl methyl ether 10.38 73 1322735 108.09 ug/L 100
52) cyclohexane 10.00 84 640745 103.56 ug/L # 100
53) tert amyl alcohol 10.12 55 91939 481.01 ug/L 96
54) 2,2,4-trimethylpentane 10.40 57 1596956 103.53 ug/L 929
55) epichlorohydrin 11.87 57 237111 498.84 ug/L 99
56) n-butyl alcohol 10.72 56 676350 5494.63 ug/L 99
57) carbon tetrachloride 10.10 117 564363 112.89 ug/L 100
58) 1,1-dichloropropene 10.05 75 578510 106.20 ug/L 929
59) hexane 8.34 57 561656 101.03 ug/L 99
60) benzene 10.30 78 1711094 107 .24 ug/L 99
61) heptane 10.56 57 318815 106.14 ug/L 100
62) isopropyl acetate 10.22 43 816231 113.07 ug/L 99
63) 1,2-dichloroethane 10.25 62 594048 112.97 ug/L 99
64) Ethyl Acrylate 11.00 55 565048 96.72 ug/L 99
65) trichloroethene 11.02 95 443606 109.95 ug/L 929
66) 2-nitropropane 11.70 43 146355 122.44 ug/L 98
67) 2-chloroethyl vinyl ether 11.79 63 1408552 560.82 ug/L 99
68) methyl methacrylate 11.27 100 132695 112.43 ug/L 95
69) tert-amyl ethyl ether 11.24 87 657086 114.93 ug/L 98
70) 1,2-dichloropropane 11.25 63 458113 110.55 ug/L 98
71) methylcyclohexane 11.31 83 732849 105.03 ug/L 98
72) dibromomethane 11.38 93 278395 114.01 ug/L 98
73) bromodichloromethane 11.52 83 588683 116.50 ug/L 98
74) cis-1,3-dichloropropene 12.02 75 738855 113.92 ug/L 98
76) 4-methyl-2-pentanone 12.12 58 191028 109.23 ug/L 98
77) toluene 12.44 92 1087506 110.63 ug/L 98
78) 3-methyl-1-butanol 12.11 70 272193 2327.35 ug/L 98
79) trans-1,3-dichloropropene 12.59 75 695767 115.50 ug/L 97
80) ethyl methacrylate 12.64 69 618707 110.79 ug/L 929
81) 1,1,2-trichloroethane 12.82 83 340236 113.32 ug/L 99
82) 2-hexanone 13.03 58 175671 103.11 ug/L 98
84) tetrachloroethene 13.10 166 486257 115.16 ug/L 929
85) 1,3-dichloropropane 13.02 76 690161 112.37 ug/L 99
86) butyl acetate 13.15 56 294862 97.49 ug/L 98
87) 3,3-dimethyl-1-butanol 13.21 57 483580 1130.82 ug/L 99
88) dibromochloromethane 13.31 129 472386 100.06 ug/L 929
89) 1,2-dibromoethane 13.47 107 427415 98.36 ug/L 97
90) chlorobenzene 14.02 112 1187329 111.02 ug/L 99
91) 1,1,1,2-tetrachloroethane 14.08 131 455040 117.96 ug/L 100
92) ethylbenzene 14.11 91 2031877 109.30 ug/L 98
93) m,p-xylene 14.23 106 1627768 219.79 ug/L 93

(#) = qualifier out of range (m) = manual integration
D188527.D MD7671.M Mon Oct 31 08:31:30 2011 RPT1
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Cal Report: D188527.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188527.D Vial: 10
Acq On : 28 Oct 2011 1:19 pm Operator: EmilyT
Sample - 1C7671-100 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 28 15:04 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 13:16:12 2011

Initial Calibration

DataAcq Meth MD7671

Compound R.T. Qlon Response Conc Unit Qvalue
94) o-xylene 14.68 106 831194 114.08 ug/L 99
95) styrene 14.68 104 1425635 112.62 ug/L 99
96) bromoform 14.92 173 354160 101.90 ug/L 100
98) isopropylbenzene 15.08 105 2124083 106.14 ug/L 98
100) bromobenzene 15.48 156 569963 113.54 ug/L 97
101) cyclohexanone 15.17 55 478870 1032.00 ug/L 99
102) 1,1,2,2-tetrachloroethane 15.33 83 577167 104.87 ug/L 98
103) trans-1,4-dichloro-2-buten 15.38 53 172397 98.04 ug/L 98
104) 1,2,3-trichloropropane 15.42 110 166717 109.25 ug/L 98
105) n-propylbenzene 15.54 91 2452251 104.28 ug/L 97
106) p-ethyltoluene 15.65 105 2021901 112.20 ug/L 99
107) 2-chlorotoluene 15.68 126 527991 111.39 ug/L 98
108) 4-chlorotoluene 15.79 91 1600133 104.30 ug/L 98
109) 1,3,5-trimethylbenzene 15.70 105 1885599 105.19 ug/L 99
110) tert-butylbenzene 16.10 119 1644162 105.35 ug/L 98
111) pentachloroethane 16.15 167 372040 115.15 ug/L 98
112) 1,2,4-trimethylbenzene 16.14 105 1932368 109.02 ug/L 98
113) sec-butylbenzene 16.34 105 2374500 104.60 ug/L 97
114) 1,3-dichlorobenzene 16.51 146 1093902 114.01 ug/L 99
115) p-isopropyltoluene 16.47 119 1990752 108.15 ug/L 97
116) 1,4-dichlorobenzene 16.60 146 1135682 105.58 ug/L 98
117) Benzyl Chloride 16.71 91 1185805 108.99 ug/L 99
118) p-diethylbenzene 16.90 119 1259226 114.30 ug/L 929
119) 1,2-dichlorobenzene 17.03 146 1073408 110.07 ug/L 98
120) n-butylbenzene 16.93 92 1135817 110.65 ug/L 96
121) 1,2,4,5-tetramethylbenzene 17.76 119 1878766 107.35 ug/L 929
122) 1,2-dibromo-3-chloropropan 17.84 75 98152 108.07 ug/L 100
123) 1,3,5-trichlorobenzene 18.11 180 845053 109.24 ug/L 99
124) 1,2,4-trichlorobenzene 18.80 180 701315 98.02 ug/L 100
125) hexachlorobutadiene 18.98 225 405834 109.95 ug/L 98
126) naphthalene 19.11 128 1294985 95.45 ug/L 99
127) 1,2,3-trichlorobenzene 19.39 180 499427 97.97 ug/L 98
128) hexachloroethane 17.36 119 378647 119.34 ug/L 929

(#) = qualifier out of range (m) = manual integration
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Cal Report: D188527.D

Quantitation Report

Data File : C:\HPCHEM\1\DATA\D188527.D Vial: 10

Acq On : 28 Oct 2011 1:19 pm Operator: EmilyT
Sample - 1C7671-100 Inst : MSD

Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Oct 28 15:04 2011 Quant Results File: MD7671.RES
Method C:\HPCHEM\1\METHODS\MD7671 .M (RTE Integrator)

Title SW-846 Method 8260B

Last Update
Response via

Mon Oct 31 08:31:01 2011
Initial Calibration
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Cal Report: D188528.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188528.D Vial: 11
Acq On : 28 Oct 2011 1:48 pm Operator: EmilyT
Sample - 1C7671-200 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 31 8:32 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 14:22:53 2011

Initial Calibration

DataAcq Meth MD7671
Internal Standards R.T. Qlon Response Conc Units Dev(Min)
1) Tert Butyl Alcohol-d9 7.51 65 193490 500.00 ug/L 0.00
4) pentafluorobenzene 9.75 168 331260 50.00 ug/L 0.00
51) 1,4-difluorobenzene 10.66 114 522424 50.00 ug/L 0.00
83) chlorobenzene-d5 13.99 117 492513 50.00 ug/L 0.00
97) 1,4-dichlorobenzene-d4 16.58 152 284850 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) 9.75 113 736641 225.67 ug/L 0.00
Spiked Amount 50.000 Range 67 - 131 Recovery = 451.34%#
45) 1,2-dichloroethane-d4 (s) 10.16 65 889661 229.40 ug/L 0.00
Spiked Amount 50.000 Range 66 - 130 Recovery = 458.80%#
75) toluene-d8 (s) 12.37 98 2746825 219.45 ug/L 0.00
Spiked Amount 50.000 Range 76 - 125 Recovery = 438.90%#
99) 4-bromofluorobenzene (s) 15.27 95 1226228 205.47 ug/L 0.00
Spiked Amount 50.000 Range 53 - 142 Recovery = 410.94%#
Target Compounds Qvalue
2) 1,4-dioxane 11.36 88 248308 6839.31 ug/L # 88

3) tertiary butyl alcohol
6) chlorodifluoromethane
7) dichlorodifluoromethane
8) chloromethane

9) vinyl chloride

10) bromomethane

11) chloroethane

13) trichlorofluoromethane
14) pentane

15) ethyl ether

16) acrolein

18) 1,1-dichloroethene

19) acetone

20) allyl chloride

.62 59 523479 1000.71 ug/L 97
.23 51 878887 204 .48 ug/L 99
.22 85 1005930 205.64 ug/L 99
.57 50 1108066 214.39 ug/L 99
.84 62 1029983 204.77 ug/L 98
.43 94 324782 99.88 ug/L 98
.60 64 502035 164.71 ug/L 98
.13 101 1239349 212.54 ug/L 99
.21 43 1725099 212.21 ug/L 99
.51 74 534748 217.58 ug/L 97
.68 56 21050 19.71 ug/L 88
.91 96 792046 202.54 ug/L 99
.88 58 86866 206.25 ug/L 91
-40 41 1641240 196.75 ug/L 99

COOONOOOOONNNNNONNNODODODOOOUTURADNDDNNR
H
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H
N
O

21) acetonitrile .25 40 515772 2204.53 ug/L 99
23) i1odomethane 1399122 212.50 ug/L 929
24) iso-butyl alcohol .98 74 46101 2209.85 ug/L 97
25) carbon disulfide .31 76 2610549 205.84 ug/L 98
26) methylene chloride .55 84 908811 201.29 ug/L 100
27) methyl acetate .37 43 698155 196.03 ug/L 929
28) methyl tert butyl ether -96 73 2655235 206.87 ug/L 98
29) trans-1,2-dichloroethene .97 96 852558 206.41 ug/L 99
30) di-isopropyl ether .56 45 2690228 199.95 ug/L 929
31) ethyl tert-butyl ether .02 59 2650599 204.35 ug/L 98
32) 2-butanone .15 72 113100 207.14 ug/L 97
33) 1,1-dichloroethane .49 63 1477791 203.14 ug/L 99
34) chloroprene .63 53 1288719 214.00 ug/L 929
35) acrylonitrile -80 53 1671763 1053.57 ug/L 99
36) vinyl acetate .48 86 195839 205.18 ug/L 85
37) ethyl acetate .21 45 103798 212.26 ug/L 45
38) 2,2-dichloropropane .25 77 1245370 199.99 ug/L 99
39) cis-1,2-dichloroethene .21 96 923727 207.80 ug/L 98

(#) = qualifier out of range (m) = manual integration
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Cal Report: D188528.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188528.D Vial: 11
Acq On : 28 Oct 2011 1:48 pm Operator: EmilyT
Sample - 1C7671-200 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 31 8:32 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 14:22:53 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue
40) propionitrile 9.18 54 1307550 2165.66 ug/L 99
41) bromochloromethane 9.50 128 449424 218.24 ug/L 96
42) tetrahydrofuran 9.58 72 126798 208.53 ug/L 99
43) chloroform 9.56 83 1407479 211.11 ug/L 98
46) freon 113 6.93 151 651249 222.14 ug/L 96
47) methacrylonitrile 9.41 41 525904 216.44 ug/L 98
48) t-butyl formate 9.64 59 807598 220.24 ug/L 96
49) 1,1,1-trichloroethane 9.88 97 1279245 212.98 ug/L 99
50) tert-amyl methyl ether 10.38 73 2525820 202.93 ug/L 98
52) cyclohexane 10.00 84 1285808 208.34 ug/L # 100
53) tert amyl alcohol 10.12 55 180649 957.53 ug/L 99
54) 2,2,4-trimethylpentane 10.40 57 3183345 206.91 ug/L 98
55) epichlorohydrin 11.87 57 463487 982.87 ug/L 98
56) n-butyl alcohol 10.72 56 1363195 11003.57 ug/L 100
57) carbon tetrachloride 10.10 117 1113844 220.44 ug/L 98
58) 1,1-dichloropropene 10.05 75 1143781 209.72 ug/L 929
59) hexane 8.34 57 1145308 207.28 ug/L 99
60) benzene 10.30 78 3218903 201.20 ug/L 96
61) heptane 10.56 57 659674 219.36 ug/L 99
62) isopropyl acetate 10.22 43 1616837 220.88 ug/L 99
63) 1,2-dichloroethane 10.25 62 1157744  217.82 ug/L 99
64) Ethyl Acrylate 11.00 55 1115497 196 .55 ug/L 99
65) trichloroethene 11.02 95 869647 214.15 ug/L 98
66) 2-nitropropane 11.70 43 294496 240.55 ug/L 99
67) 2-chloroethyl vinyl ether 11.78 63 2691948 1061.54 ug/L 97
68) methyl methacrylate 11.27 100 267068 222 .47 ug/L 96
69) tert-amyl ethyl ether 11.24 87 1255488 216.64 ug/L 99
70) 1,2-dichloropropane 11.25 63 897997 215.11 ug/L 99
71) methylcyclohexane 11.31 83 1477158 211.79 ug/L 99
72) dibromomethane 11.38 93 547095 221.34 ug/L 98
73) bromodichloromethane 11.52 83 1156001 225.22 ug/L 99
74) cis-1,3-dichloropropene 12.02 75 1430352 217.89 ug/L 96
76) 4-methyl-2-pentanone 12.12 58 384494 218.17 ug/L 929
77) toluene 12.44 92 2094327 211.47 ug/L 92
78) 3-methyl-1-butanol 12.11 70 567212 4775.25 ug/L 98
79) trans-1,3-dichloropropene 12.59 75 1352877 221.40 ug/L 95
80) ethyl methacrylate 12.64 69 1223704 216.90 ug/L 929
81) 1,1,2-trichloroethane 12.82 83 662352 218.14 ug/L 99
82) 2-hexanone 13.03 58 359654 211.61 ug/L 98
84) tetrachloroethene 13.10 166 955319 222.08 ug/L 929
85) 1,3-dichloropropane 13.02 76 1342600 215.40 ug/L 99
86) butyl acetate 13.14 56 610052 204 .45 ug/L 96
87) 3,3-dimethyl-1-butanol 13.21 57 1060336 2440.89 ug/L 99
88) dibromochloromethane 13.31 129 930004 195.99 ug/L 929
89) 1,2-dibromoethane 13.47 107 834902 194.66 ug/L 100
90) chlorobenzene 14.02 112 2288443 211.25 ug/L 97
91) 1,1,1,2-tetrachloroethane 14.08 131 896344 227.19 ug/L 98
92) ethylbenzene 14.11 91 3749632 199.62 ug/L 93
93) m,p-xylene 14.23 106 3011534  402.10 ug/L 78

(#) = qualifier out of range (m) = manual integration
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D188528.D: VD7671-IC7671 Initial Calibration (200) page 2 of 4

Page 2

[ 196 of 334
@ ACCUTEST
JAosoen | -A=awaramise



Cal Report: D188528.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188528.D Vial: 11
Acq On : 28 Oct 2011 1:48 pm Operator: EmilyT
Sample - 1C7671-200 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 31 8:32 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Oct 28 14:22:53 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue
94) o-xylene 14.69 106 1570777 211.93 ug/L 95
95) styrene 14.68 104 2648098 205.46 ug/L 94
96) bromoform 14.92 173 706485 198.59 ug/L 99
98) isopropylbenzene 15.08 105 3873459 190.15 ug/L 91
100) bromobenzene 15.48 156 1112916 215.55 ug/L 95
101) cyclohexanone 15.18 55 912509 1936.55 ug/L 99
102) 1,1,2,2-tetrachloroethane 15.33 83 1122570 200.75 ug/L 97
103) trans-1,4-dichloro-2-buten 15.38 53 342168 194.97 ug/L 97
104) 1,2,3-trichloropropane 15.41 110 332517 213.13 ug/L 98
105) n-propylbenzene 15.53 91 4374083 183.22 ug/L 88
106) p-ethyltoluene 15.65 105 3694783 199.71 ug/L 95
107) 2-chlorotoluene 15.68 126 1041525 214.28 ug/L 91
108) 4-chlorotoluene 15.79 91 3058919 196.40 ug/L 94
109) 1,3,5-trimethylbenzene 15.71 105 3506433 192.43 ug/L 94
110) tert-butylbenzene 16.10 119 3080814 194.15 ug/L 94
111) pentachloroethane 16.15 167 720263 215.50 ug/L 929
112) 1,2,4-trimethylbenzene 16.14 105 3546612 195.77 ug/L 94
113) sec-butylbenzene 16.34 105 4263189 184.90 ug/L 89
114) 1,3-dichlorobenzene 16.51 146 2093735 212.03 ug/L 96
115) p-isopropyltoluene 16.48 119 3621314 192.73 ug/L 90
116) 1,4-dichlorobenzene 16.60 146 2169328 198.29 ug/L 97
117) Benzyl Chloride 16.71 91 2285333 204.49 ug/L 98
118) p-diethylbenzene 16.89 119 2350206 207.18 ug/L 97
119) 1,2-dichlorobenzene 17.03 146 2047679 205.14 ug/L 96
120) n-butylbenzene 16.93 92 2192214  207.96 ug/L 88
121) 1,2,4,5-tetramethylbenzene 17.76 119 3346910 186.79 ug/L 94
122) 1,2-dibromo-3-chloropropan 17.84 75 194124 208.47 ug/L 96
123) 1,3,5-trichlorobenzene 18.11 180 1625868 204 .52 ug/L 98
124) 1,2,4-trichlorobenzene 18.80 180 1363519 190.58 ug/L 100
125) hexachlorobutadiene 18.98 225 799079 210.37 ug/L # 68
126) naphthalene 19.11 128 2491190 188.14 ug/L 98
127) 1,2,3-trichlorobenzene 19.39 180 994820 195.10 ug/L 99
128) hexachloroethane 17.36 119 761517 231.47 ug/L 100

(#) = qualifier out of range (m) = manual integration
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Cal Report: [oNksiisyAss)

Quantitation Report

Data File : C:\HPCHEM\1\DATA\D188528.D Vial: 11

Acq On : 28 Oct 2011 1:48 pm Operator: EmilyT
Sample - 1C7671-200 Inst : MSD

Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Oct 31 8:32 2011 Quant Results File: MD7671.RES
Method C:\HPCHEM\1\METHODS\MD7671 .M (RTE Integrator)

Title SW-846 Method 8260B

Last Update
Response via

Mon Oct 31 08:44:12 2011
Initial Calibration

TIC: D188528.D
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Cal Report: D188526.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188526.D Vial: 9
Acq On : 28 Oct 2011 12:50 pm Operator: EmilyT
Sample - ICV7671-50 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 31 8:48 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Mon Oct 31 08:44:12 2011

Initial Calibration

DataAcq Meth MD7671
Internal Standards R.T. Qlon Response Conc Units Dev(Min)
1) Tert Butyl Alcohol-d9 7.50 65 195407 500.00 ug/L 0.00
4) pentafluorobenzene 9.75 168 324497 50.00 ug/L 0.00
51) 1,4-difluorobenzene 10.66 114 516031 50.00 ug/L 0.00
83) chlorobenzene-d5 13.99 117 484745 50.00 ug/L 0.00
97) 1,4-dichlorobenzene-d4 16.58 152 277691 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) 9.75 113 182245 51.47 ug/L 0.00
Spiked Amount 50.000 Range 67 - 131 Recovery = 102.94%
45) 1,2-dichloroethane-d4 (s) 10.17 65 219776 51.65 ug/L 0.00
Spiked Amount 50.000 Range 66 - 130 Recovery = 103.30%
75) toluene-d8 (s) 12.37 98 709056 51.47 ug/L 0.00
Spiked Amount 50.000 Range 76 - 125 Recovery = 102.94%
99) 4-bromofluorobenzene (s) 15.27 95 293607 46.52 ug/L 0.00
Spiked Amount 50.000 Range 53 - 142 Recovery = 93.04%
Target Compounds Qvalue
2) 1,4-dioxane 11.36 88 50269 1129.53 ug/L # 99

3) tertiary butyl alcohol
6) chlorodifluoromethane
7) dichlorodifluoromethane
8) chloromethane

9) vinyl chloride

10) bromomethane

11) chloroethane

13) trichlorofluoromethane
14) pentane

15) ethyl ether

16) acrolein

18) 1,1-dichloroethene

19) acetone

20) allyl chloride

.61 59 135996 267.79 ug/L 98
.23 51 171969 40.70 ug/L 98
.23 85 265752 55.26 ug/L 98
.56 50 266195 51.95 ug/L 99
.82 62 265281 53.30 ug/L 98
.44 94 165584 52.26 ug/L 99
.62 64 163072 56.30 ug/L 98
.13 101 313614 54.48 ug/L 97
.23 43 366797 45.82 ug/L 99
.51 74 130836 53.55 ug/L 98
.66 56 526530 579.67 ug/L 99
.92 96 194914 50.53 ug/L 99
.88 58 23355 56.32 ug/L 99
-40 41 425479 51.92 ug/L 98

COOONOOOOONNNNNONNNODODODOOOUTURADNDDNNR
H
(e}
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N
O

21) acetonitrile .25 40 132526 544 .89 ug/L 97
23) i1odomethane 344963 53.46 ug/L 929
24) iso-butyl alcohol .97 74 58119 2795.11 ug/L 95
25) carbon disulfide .32 76 655444 52.23 ug/L 99
26) methylene chloride .56 84 228514 51.40 ug/L 100
27) methyl acetate .38 43 164854 47 .87 ug/L 100
28) methyl tert butyl ether -96 73 1354275 106.99 ug/L 99
29) trans-1,2-dichloroethene .97 96 211156 51.79 ug/L 98
30) di-isopropyl ether .56 45 685501 52.15 ug/L 98
31) ethyl tert-butyl ether .02 59 722143 57.00 ug/L 99
32) 2-butanone .16 72 29342 56.97 ug/L 97
33) 1,1-dichloroethane .49 63 377160 52.67 ug/L 99
34) chloroprene .64 53 320121 54.10 ug/L 100
35) acrylonitrile .81 53 434845 265.70 ug/L 99
36) vinyl acetate .50 86 50506 54 .66 ug/L 90
37) ethyl acetate .22 45 26935 52.91 ug/L 54
38) 2,2-dichloropropane .25 77 315126 51.60 ug/L 99
39) cis-1,2-dichloroethene .21 96 228573 52.04 ug/L 100

(#) = qualifier out of range (m) = manual integration
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Cal Report: D188526.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188526.D Vial: 9
Acq On : 28 Oct 2011 12:50 pm Operator: EmilyT
Sample - ICV7671-50 Inst : MSD
Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Oct 31 8:48 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Mon Oct 31 08:44:12 2011

Initial Calibration

DataAcq Meth MD7671

Compound R.T. Qlon Response Conc Unit Qvalue
40) propionitrile 9.18 54 335460 529.64 ug/L 99
41) bromochloromethane 9.50 128 109438 52.37 ug/L 97
42) tetrahydrofuran 9.58 72 32143 53.58 ug/L 98
43) chloroform 9.56 83 353565 53.72 ug/L 100
46) freon 113 6.93 151 159021 52.49 ug/L 96
47) methacrylonitrile 9.41 41 129421 53.96 ug/L 96
48) t-butyl formate 9.64 59 208356 57.28 ug/L 98
49) 1,1,1-trichloroethane 9.88 97 316803 53.60 ug/L 98
50) tert-amyl methyl ether 10.38 73 749613 61.17 ug/L 100
52) cyclohexane 10.00 84 326222 53.01 ug/L # 100
53) tert amyl alcohol 10.12 55 92382 503.91 ug/L 98
54) 2,2,4-trimethylpentane 10.40 57 895524 57.60 ug/L 929
55) epichlorohydrin 11.87 57 123570 266.92 ug/L 99
56) n-butyl alcohol 10.72 56 344863 2769.62 ug/L 100
57) carbon tetrachloride 10.10 117 271620 53.72 ug/L 99
58) 1,1-dichloropropene 10.06 75 281817 52.09 ug/L 100
59) hexane 8.35 57 288368 52.29 ug/L 99
60) benzene 10.30 78 834977 52.89 ug/L 100
61) heptane 10.56 57 170420 56.69 ug/L 99
62) isopropyl acetate 10.22 43 410568 54_.46 ug/L 99
63) 1,2-dichloroethane 10.26 62 285228 53.76 ug/L 99
64) Ethyl Acrylate 11.01 55 268383 52.67 ug/L 99
65) trichloroethene 11.02 95 212754 52.57 ug/L 100
66) 2-nitropropane 11.70 43 70146 53.86 ug/L 97
67) 2-chloroethyl vinyl ether 11.79 63 756603 293.84 ug/L 100
68) methyl methacrylate 11.28 100 63091 52.23 ug/L 98
69) tert-amyl ethyl ether 11.24 87 648685 113.64 ug/L 99
70) 1,2-dichloropropane 11.25 63 223772 53.86 ug/L 100
71) methylcyclohexane 11.31 83 392033 56.33 ug/L 100
72) dibromomethane 11.39 93 136695 55.17 ug/L 100
73) bromodichloromethane 11.52 83 282767 55.01 ug/L 99
74) cis-1,3-dichloropropene 12.02 75 350088 53.55 ug/L 99
76) 4-methyl-2-pentanone 12.13 58 95949 54.41 ug/L 98
77) toluene 12.45 92 526439 53.31 ug/L 99
78) 3-methyl-1-butanol 12.12 70 142574 1186.43 ug/L 98
79) trans-1,3-dichloropropene 12.60 75 332124 52.97 ug/L 97
80) ethyl methacrylate 12.64 69 313192 55.53 ug/L 929
81) 1,1,2-trichloroethane 12.82 83 161990 52.14 ug/L 99
82) 2-hexanone 13.04 58 87478 51.68 ug/L 97
84) tetrachloroethene 13.10 166 232089 54.01 ug/L 98
85) 1,3-dichloropropane 13.02 76 334555 53.55 ug/L 99
86) butyl acetate 13.15 56 144220 50.21 ug/L 97
87) 3,3-dimethyl-1-butanol 13.21 57 248757 573.63 ug/L 99
88) dibromochloromethane 13.31 129 221259 52.46 ug/L 97
89) 1,2-dibromoethane 13.48 107 202656 54.79 ug/L 98
90) chlorobenzene 14.02 112 573071 52.64 ug/L 99
91) 1,1,1,2-tetrachloroethane 14.08 131 215586 54 .30 ug/L 929
92) ethylbenzene 14.11 91 994193 53.26 ug/L 100
93) m,p-xylene 14.23 106 788022 106.18 ug/L 99

(#) = qualifier out of range (m) = manual integration
D188526.D MD7671.M Mon Oct 31 08:55:52 2011 RPT1
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Cal Report: D188526.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D188526.D Vial: 9

Acq On : 28 Oct 2011 12:50 pm Operator: EmilyT
Sample - ICV7671-50 Inst : MSD

Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Oct 31 8:48 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Mon Oct 31 08:44:12 2011

Initial Calibration

DataAcq Meth MD7671

Compound R.T. Qlon Response Conc Unit Qvalue
94) o-xylene 14.69 106 400741 54.37 ug/L 98
95) styrene 14.68 104 684252 53.73 ug/L 99
96) bromoform 14.92 173 165674 49.00 ug/L 99
98) isopropylbenzene 15.08 105 1043506 52.87 ug/L 100
100) bromobenzene 15.49 156 273560 53.83 ug/L 929
101) cyclohexanone 15.18 55 258589 566.43 ug/L 98
102) 1,1,2,2-tetrachloroethane 15.33 83 278667 51.10 ug/L 99
103) trans-1,4-dichloro-2-buten 15.38 53 86676 55.37 ug/L 99
104) 1,2,3-trichloropropane 15.41 110 81422 53.10 ug/L 929
105) n-propylbenzene 15.54 91 1227333 53.30 ug/L 100
106) p-ethyltoluene 15.65 105 967949 53.68 ug/L 99
107) 2-chlorotoluene 15.68 126 250142 52.32 ug/L 97
108) 4-chlorotoluene 15.79 91 786131 51.89 ug/L 99
109) 1,3,5-trimethylbenzene 15.70 105 929890 52.60 ug/L 99
110) tert-butylbenzene 16.09 119 795211 51.59 ug/L 99
111) pentachloroethane 16.15 167 181598 55.12 ug/L 98
112) 1,2,4-trimethylbenzene 16.14 105 955160 54_.23 ug/L 100
113) sec-butylbenzene 16.34 105 1186980 53.31 ug/L 100
114) 1,3-dichlorobenzene 16.51 146 528858 54 .53 ug/L 99
115) p-isopropyltoluene 16.48 119 1018049 55.83 ug/L 99
116) 1,4-dichlorobenzene 16.60 146 554746 52.07 ug/L 99
117) Benzyl Chloride 16.71 91 712231 65.13 ug/L 100
118) p-diethylbenzene 16.90 119 605373 54 .50 ug/L 100
119) 1,2-dichlorobenzene 17.03 146 525663 53.85 ug/L 100
120) n-butylbenzene 16.93 92 554482 53.65 ug/L 98
121) 1,2,4,5-tetramethylbenzene 17.76 119 928474 53.74 ug/L 100
122) 1,2-dibromo-3-chloropropan 17.84 75 48493 53.05 ug/L 95
123) 1,3,5-trichlorobenzene 18.11 180 417671 53.69 ug/L 98
124) 1,2,4-trichlorobenzene 18.81 180 349830 52.38 ug/L 99
125) hexachlorobutadiene 18.98 225 192967 51.67 ug/L 98
126) naphthalene 19.11 128 639757 51.71 ug/L 100
127) 1,2,3-trichlorobenzene 19.39 180 250654 52.23 ug/L 98
128) hexachloroethane 17.36 119 178756 54.66 ug/L 98

(#) = qualifier out of range (m) = manual integration
D188526.D MD7671.M Mon Oct 31 08:55:52 2011 RPT1
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Cal Report: [BNksiisyAsH)

Quantitation Report

Data File : C:\HPCHEM\1\DATA\D188526.D Vial: 9

Acq On : 28 Oct 2011 12:50 pm Operator: EmilyT
Sample - ICV7671-50 Inst : MSD

Misc : Ms20017,vD7671,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Oct 31 8:48 2011 Quant Results File: MD7671.RES
Method C:\HPCHEM\1\METHODS\MD7671 .M (RTE Integrator)

Title SW-846 Method 8260B

Last Update
Response via

Mon Oct 31 08:44:12 2011
Initial Calibration

TIC: D188526.D
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Cal Report: [BiK[oNygY.-\b)

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D190174A.D Vial: 52
Acq On : 10 Dec 2011 11:33 am Operator: EmilyT
Sample : cc7671-20 Inst : MSD
Misc : MS22340,VvD7742,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Dec 12 16:14 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Dec 09 07:47:41 2011

Initial Calibration

DataAcq Meth MD7671
Internal Standards R.T. Qlon Response Conc Units Dev(Min)
1) Tert Butyl Alcohol-d9 7.51 65 188505 500.00 ug/L 0.00
4) pentafluorobenzene 9.75 168 311742 50.00 ug/L 0.00
51) 1,4-difluorobenzene 10.66 114 502217 50.00 ug/L 0.00
83) chlorobenzene-d5 13.99 117 511207 50.00 ug/L 0.00
97) 1,4-dichlorobenzene-d4 16.58 152 289871 50.00 ug/L 0.00
System Monitoring Compounds
44) dibromofluoromethane (s) 9.75 113 157476 46.29 ug/L 0.00
Spiked Amount 50.000 Range 67 - 131 Recovery = 92 .58%
45) 1,2-dichloroethane-d4 (s) 10.17 65 182375 44 .61 ug/L 0.00
Spiked Amount 50.000 Range 66 - 130 Recovery = 89.22%
75) toluene-d8 (s) 12.37 98 652142 48.64 ug/L 0.00
Spiked Amount 50.000 Range 76 - 125 Recovery = 97.28%
99) 4-bromofluorobenzene (s) 15.27 95 294827 44_.75 ug/L 0.00
Spiked Amount 50.000 Range 53 - 142 Recovery = 89.50%
Target Compounds Qvalue
2) 1,4-dioxane 11.37 88 22894 602.95 ug/L # 97

3) tertiary butyl alcohol
6) chlorodifluoromethane
7) dichlorodifluoromethane
8) chloromethane

9) vinyl chloride

10) bromomethane

11) chloroethane

13) trichlorofluoromethane
14) pentane

15) ethyl ether

16) acrolein

18) 1,1-dichloroethene

19) acetone

20) allyl chloride

.63 59 44708 91.26 ug/L 94
.25 51 81280 20.02 ug/L 98
.25 85 91643 19.84 ug/L 99
.56 50 108731 22.09 ug/L 99
.82 62 106161 22.20 ug/L 97
.45 94 63055 20.72 ug/L 97
.63 64 60063 21.58 ug/L 99
.14 101 108712 19.66 ug/L 97
.24 43 160649 20.89 ug/L 99
.52 74 45450 19.36 ug/L 97
.68 56 158262 181.36 ug/L 99
.93 96 72514 19.57 ug/L 95
91 58 7021 17.62 ug/L 97
.41 41 152533 19.38 ug/L 95

COOONOOOOONNNNNONNNODODODOOOUTURADNDDNNR
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21) acetonitrile .26 40 53996 231.09 ug/L 97
23) i1odomethane 125387 20.23 ug/L 929
24) iso-butyl alcohol .98 74 3799 190.18 ug/L 89
25) carbon disulfide -33 76 250603 20.79 ug/L 99
26) methylene chloride .56 84 82350 19.28 ug/L 97
27) methyl acetate .39 43 59292 17.92 ug/L 97
28) methyl tert butyl ether .97 73 227374 18.70 ug/L 100
29) trans-1,2-dichloroethene .98 96 76224 19.46 ug/L 98
30) di-isopropyl ether .56 45 253243 20.06 ug/L 94
31) ethyl tert-butyl ether .02 59 236956 19.47 ug/L 99
32) 2-butanone .16 72 8466 17.11 ug/L 90
33) 1,1-dichloroethane .50 63 132706 19.29 ug/L 99
34) chloroprene .64 53 118334 20.82 ug/L 929
35) acrylonitrile .82 53 147647 93.91 ug/L 100
36) vinyl acetate .51 86 14997 18.55 ug/L 95
37) ethyl acetate .23 45 8490 17.36 ug/L 47
38) 2,2-dichloropropane .25 77 114165 19.46 ug/L 100
39) cis-1,2-dichloroethene .21 96 81155 19.23 ug/L 96

(#) = qualifier out of range (m) = manual integration
D190174A.D MD7671.M Mon Dec 12 16:15:36 2011 RPT1 Page 1
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Cal Report: [BiK[oNygY.-\b)

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D190174A.D Vial: 52
Acq On : 10 Dec 2011 11:33 am Operator: EmilyT
Sample : cc7671-20 Inst : MSD
Misc : MS22340,VvD7742,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Dec 12 16:14 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Dec 09 07:47:41 2011

Initial Calibration

DataAcq Meth MD7671

Compound R.T. Qlon Response Conc Unit Qvalue
40) propionitrile 9.19 54 115809 190.33 ug/L 100
41) bromochloromethane 9.50 128 37763 18.81 ug/L 96
42) tetrahydrofuran 9.59 72 9665 16.77 ug/L # 79
43) chloroform 9.56 83 121824 19.27 ug/L 99
46) freon 113 6.94 151 59755 20.53 ug/L 98
47) methacrylonitrile 9.42 41 40860 17.73 ug/L 97
48) t-butyl formate 9.64 59 63798 18.26 ug/L 93
49) 1,1,1-trichloroethane 9.88 97 110952 19.54 ug/L 99
50) tert-amyl methyl ether 10.38 73 219578 18.65 ug/L 98
52) cyclohexane 10.01 84 120814 20.17 ug/L # 100
53) tert amyl alcohol 10.13 55 16256 91.11 ug/L 78
54) 2,2,4-trimethylpentane 10.40 57 318901 21.08 ug/L 98
55) epichlorohydrin 11.88 57 44179 98.05 ug/L 98
56) n-butyl alcohol 10.73 56 118977 981.79 ug/L 97
57) carbon tetrachloride 10.11 117 95211 19.35 ug/L 98
58) 1,1-dichloropropene 10.06 75 101281 19.24 ug/L 97
59) hexane 8.35 57 107595 20.05 ug/L 98
60) benzene 10.30 78 299475 19.49 ug/L 99
61) heptane 10.56 57 61818 21.13 ug/L 96
62) isopropyl acetate 10.22 43 130094 17.73 ug/L 99
63) 1,2-dichloroethane 10.26 62 95122 18.42 ug/L 100
64) Ethyl Acrylate 11.02 55 78943 15.92 ug/L 98
65) trichloroethene 11.02 95 74160 18.83 ug/L 929
66) 2-nitropropane 11.71 43 20150 15.90 ug/L 92
67) 2-chloroethyl vinyl ether 11.78 63 258792 103.27 ug/L 99
68) methyl methacrylate 11.28 100 20023 17.03 ug/L 97
69) tert-amyl ethyl ether 11.24 87 100161 18.03 ug/L 98
70) 1,2-dichloropropane 11.25 63 78454 19.40 ug/L 98
71) methylcyclohexane 11.31 83 139319 20.57 ug/L 100
72) dibromomethane 11.39 93 44613 18.50 ug/L 98
73) bromodichloromethane 11.52 83 94612 18.91 ug/L 98
74) cis-1,3-dichloropropene 12.02 75 123845 19.47 ug/L 99
76) 4-methyl-2-pentanone 12.13 58 32278 18.81 ug/L 929
77) toluene 12.45 92 190225 19.79 ug/L 99
78) 3-methyl-1-butanol 12.12 70 48046 410.81 ug/L 98
79) trans-1,3-dichloropropene 12.60 75 113528 18.60 ug/L 99
80) ethyl methacrylate 12.65 69 97854 17.83 ug/L 929
81) 1,1,2-trichloroethane 12.82 83 57338 18.96 ug/L 98
82) 2-hexanone 13.05 58 30225 18.35 ug/L 100
84) tetrachloroethene 13.10 166 84359 18.62 ug/L 98
85) 1,3-dichloropropane 13.02 76 116759 17.72 ug/L 98
86) butyl acetate 13.16 56 46867 17.27 ug/L 98
87) 3,3-dimethyl-1-butanol 13.21 57 86594 189.35 ug/L 96
88) dibromochloromethane 13.31 129 75438 16.96 ug/L 929
89) 1,2-dibromoethane 13.48 107 70992 18.20 ug/L 99
90) chlorobenzene 14.02 112 210226 18.31 ug/L 99
91) 1,1,1,2-tetrachloroethane 14.08 131 73076 17.45 ug/L 97
92) ethylbenzene 14.11 91 368014 18.69 ug/L 98
93) m,p-xylene 14.23 106 292330 37.35 ug/L 99

(#) = qualifier out of range (m) = manual integration
D190174A.D MD7671.M Mon Dec 12 16:15:36 2011 RPT1
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Cal Report: [BiK[oNygY.-\b)

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\D190174A.D Vial: 52
Acq On : 10 Dec 2011 11:33 am Operator: EmilyT
Sample : cc7671-20 Inst : MSD
Misc : MS22340,VvD7742,5,,100,5,1 Multiplr: 1.00
MS Integration Params: RTEINT.P
Quant Time: Dec 12 16:14 2011 Quant Results File: MD7671.RES

Quant Method
Title

Last Update

Response via

C:\HPCHEM\1\METHODS\MD7671.M (RTE Integrator)
SW-846 Method 8260B

Fri Dec 09 07:47:41 2011

Initial Calibration

DataAcq Meth MD7671
Compound R.T. Qlon Response Conc Unit Qvalue
94) o-xylene 14.69 106 142678 18.35 ug/L 99
95) styrene 14.69 104 238992 17.80 ug/L 98
96) bromoform 14.92 173 55872 16.93 ug/L 98
98) isopropylbenzene 15.08 105 377457 18.32 ug/L 100
100) bromobenzene 15.49 156 99468 18.75 ug/L 97
101) cyclohexanone 15.18 55 83828 175.91 ug/L 99
102) 1,1,2,2-tetrachloroethane 15.33 83 99884 17.54 ug/L 99
103) trans-1,4-dichloro-2-buten 15.39 53 28464 17.42 ug/L 92
104) 1,2,3-trichloropropane 15.41 110 28091 17.55 ug/L 929
105) n-propylbenzene 15.53 91 454050 18.89 ug/L 99
106) p-ethyltoluene 15.65 105 329784 17.52 ug/L 99
107) 2-chlorotoluene 15.68 126 90220 18.08 ug/L 97
108) 4-chlorotoluene 15.79 91 286594 18.12 ug/L 98
109) 1,3,5-trimethylbenzene 15.71 105 326894 17.71 ug/L 100
110) tert-butylbenzene 16.09 119 276432 17.18 ug/L 96
111) pentachloroethane 16.15 167 61494 17.88 ug/L 929
112) 1,2,4-trimethylbenzene 16.14 105 334607 18.20 ug/L 99
113) sec-butylbenzene 16.34 105 428735 18.45 ug/L 99
114) 1,3-dichlorobenzene 16.52 146 187738 18.54 ug/L 98
115) p-isopropyltoluene 16.48 119 350422 18.41 ug/L 98
116) 1,4-dichlorobenzene 16.60 146 201960 18.16 ug/L 99
117) Benzyl Chloride 16.71 91 205696 18.02 ug/L 100
118) p-diethylbenzene 16.89 119 195257 16.84 ug/L 98
119) 1,2-dichlorobenzene 17.03 146 185714 18.22 ug/L 99
120) n-butylbenzene 16.93 92 196297 18.19 ug/L 98
121) 1,2,4,5-tetramethylbenzene 17.76 119 296139 16.42 ug/L 929
122) 1,2-dibromo-3-chloropropan 17.85 75 17516 18.36 ug/L 99
123) 1,3,5-trichlorobenzene 18.11 180 151254 18.63 ug/L 99
124) 1,2,4-trichlorobenzene 18.81 180 130293 18.88 ug/L 100
125) hexachlorobutadiene 18.98 225 73652 18.89 ug/L # 69
126) naphthalene 19.12 128 281324 21.49 ug/L 99
127) 1,2,3-trichlorobenzene 19.39 180 110990 22.75 ug/L 97
128) hexachloroethane 17.36 119 61412 17.99 ug/L 98

(#) = qualifier out of range (m) = manual integration
D190174A.D MD7671.M Mon Dec 12 16:15:37 2011 RPT1 Page 3
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(oW {:Telolgsl D190174A.D

Quantitation Report

Data File : C:\HPCHEM\1\DATA\D190174A.D Vial: 52

Acq On : 10 Dec 2011 11:33 am Operator: EmilyT
Sample : cCc7671-20 Inst : MSD

Misc : MS22340,VvD7742,5,,100,5,1 Multiplr: 1.00

MS Integration Params: RTEINT.P

Quant Time: Dec 12 16:14 2011 Quant Results File: MD7671.RES
Method C:\HPCHEM\1\METHODS\MD7671 .M (RTE Integrator)

Title SW-846 Method 8260B

Last Update
Response via

Fri Dec 09 07:47:41 2011
Initial Calibration

TIC: D190174A.D
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Cal Report: X121113.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121113.D

Acq On : 28 Nov 2011 2:23 pm
Operator : tamikag

Sample : 1C5154-0.5

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 2 Sample Multiplier: 1

Quant Time: Nov 29 17:29:38 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:29:24 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)

Internal Standards

1) tert butyl alcohol-d9 7.272 65 73246 500.00 ug/L -0.05
5) pentafluorobenzene 9.971 168 230940 50.00 ug/L -0.03
62) 1,4-difluorobenzene 11.132 114 331722 50.00 ug/L -0.03
93) chlorobenzene-d5 15.358 117 314004 50.00 ug/L -0.02
108) 1,4-dichlorobenzene-d4 18.151 152 164107 50.00 ug”/L -0.02
System Monitoring Compounds
54) dibromofluoromethane (s) 10.023 113 3398 1.47 ug/L -0.03
Spiked Amount 50.000 Range 67 - 131 Recovery = 2. 94%#
55) 1,2-dichloroethane-d4 (s) 10.551 65 4145 1.81 ug/L -0.03
Spiked Amount 50.000 Range 66 - 130 Recovery = 3.62%#
85) toluene-d8 (s) 13.329 98 12678 1.53 ug/L -0.03
Spiked Amount 50.000 Range 76 - 125 Recovery = 3.06%#
110) 4-bromofluorobenzene (s) 16.864 95 11417 3.27 ug/L -0.02
Spiked Amount 50.000 Range 53 - 142 Recovery = 6 . 54%#
Target Compounds Qvalue
2) tertiary butyl alcohol 7.397 59 556 2.37 ug/L # 35
4) 1,4-dioxane 12.089 88 147 8.69 ug/L # 26
11) chlorodifluoromethane 3.789 51 1019 0.42 ug/L 67
12) dichlorodifluoromethane 3.752 85 1632 0.63 ug/L 89
15) chloromethane 4.081 50 2427 0.64 ug/L 92
16) vinyl chloride 4.338 62 1707 0.55 ug/L 91
18) bromomethane 4._.997 94 1346 0.67 ug/L 87
19) chloroethane 5.159 64 843 0.52 ug/L # 54
21) trichlorofluoromethane 5.651 101 1978 0.61 ug/L 90
22) pentane 5.718 43 2202 0.48 ug/L # 68
23) ethyl ether 6.069 74 262 0.20 ug/L # 41
27) acrolein 6.357 56 1362 3.34 ug/L # 94
28) 1,1-dichloroethene 6.519 96 575 0.27 ug/L # 74
31) acetonitrile 7.099 40 1924 11.38 ug/L # 48
32) i1odomethane 6.822 142 1123 0.28 ug/L 88
33) iso-butyl alcohol 10.373 43 378 3.77 ug/L # 70
34) carbon disulfide 6.953 76 2365 0.31 ug/L 81
35) methylene chloride 7.314 84 1089 0.42 ug/L 90
36) methyl acetate 7.105 43 651 0.40 ug/L # 58
37) methyl tert butyl ether 7.701 73 1606 0.26 ug/L 75
38) trans-1,2-dichloroethene 7.737 96 536 0.23 ug/L 89
39) di-isopropyl ether 8.375 45 4058 0.48 ug/L # 53
41) 1,1-dichloroethane 8.412 63 1260 0.28 ug/L 77
42) chloroprene 8.527 53 1421 0.42 ug/L 87
43) acrylonitrile 7.711 53 543 0.78 ug/L # 66
45) ethyl tert-butyl ether 8.946 59 3272 0.46 ug/L 95
47) 2,2-dichloropropane 9.296 77 910 0.26 ug/L 74
48) cis-1,2-dichloroethene 9.301 96 680 0.25 ug/L 81
49) propionitrile 9.432 54 653 2.40 ug/L # 11
50) tert-Butyl Formate 9.814 59 577 0.33 ug/L # 83
53) chloroform 9.767 83 1282 0.29 ug/L 85
56) freon 113 6.503 151 629 0.37 ug/L # 44
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Cal Report: X121113.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121113.D

Acq On : 28 Nov 2011 2:23 pm
Operator : tamikag

Sample : 1C5154-0.5

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 2 Sample Multiplier: 1

Quant Time: Nov 29 17:29:38 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:29:24 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
59) cyclohexane 10.164 84 844 0.26 ug/L 87
61) iso-octane 10.645 57 4356 0.47 ug/L 97
64) epichlorohydrin 12.685 57 305 1.73 ug/L 78
65) n-butyl alcohol 11.362 56 1602 26.97 ug/L 91
66) carbon tetrachloride 10.321 117 874 0.29 ug/L 75
67) 1,1-dichloropropene 10.300 75 983 0.31 ug/L # 67
68) hexane 8.077 57 1828 0.55 ug/L 88
69) benzene 10.635 78 2968 0.31 ug/L 99
70) tert-amyl methyl ether 10.692 73 2930 0.48 ug/L 89
71) heptane 10.870 57 800 0.41 ug/L 81
72) isopropyl acetate 10.588 43 2014 0.46 ug/L # 77
73) 1,2-dichloroethane 10.666 62 676 0.25 ug/L # 50
74) trichloroethene 11.566 130 764 0.31 ug/L # 64
78) 2-chloroethyl vinyl ether 12.685 63 1715 1.92 ug/L 70
80) 1,2-dichloropropane 11.927 63 683 0.26 ug/L # 48
82) methylcyclohexane 11.854 83 1603 0.43 ug/L 91
83) bromodichloromethane 12.324 83 970 0.31 ug/L 84
84) cis-1,3-dichloropropene 12.947 75 1088 0.26 ug/L 95
87) toluene 13.444 92 1988 0.33 ug/L # 67
88) 3-methyl-1-butanol 13.161 55 868 9.94 ug/L 84
89) trans-1,3-dichloropropene 13.721 75 1094 0.30 ug/L 87
90) ethyl methacrylate 13.742 69 746 0.28 ug/L 75
91) 1,1,2-trichloroethane 14.019 83 504 0.29 ug/L 77
94) 3,3-Dimethyl-1-butanol 14.526 57 995 5.18 ug/L # 96
95) tetrachloroethene 14.218 164 608 0.28 ug/L 80
96) 1,3-dichloropropane 14.249 76 1009 0.29 ug/L 91
97) butyl acetate 14.385 56 516 0.35 ug/L 92
98) dibromochloromethane 14.589 129 780 0.30 ug/L 86
99) 1,2-dibromoethane 14.777 107 555 0.26 ug/L 98
101) chlorobenzene 15.405 112 2304 0.32 ug/L 95
102) 1,1,1,2-tetrachloroethane 15.494 131 841 0.33 ug/L 99
103) ethylbenzene 15.489 91 3953 0.33 ug/L 89
104) m,p-xylene 15.635 106 3113 0.66 ug/L 92
105) o-xylene 16.179 106 1450 0.31 ug/L 92
106) styrene 16.200 104 2546 0.33 ug/L 92
107) bromoform 16.519 173 650 0.36 ug/L 75
109) isopropylbenzene 16.618 105 3945 0.32 ug/L 97
111) bromobenzene 17.084 156 1242 0.38 ug/L # 80
112) 1,1,2,2-tetrachloroethane 17.011 83 1125 0.38 ug/L 94
113) trans-1,4-dichloro-2-b... 17.063 53 181 0.25 ug/L 90
114) 1,2,3-trichloropropane 17.089 110 165 0.23 ug/L # 1
115) n-propylbenzene 17.115 91 5252 0.35 ug/L 92
117) 2-chlorotoluene 17.267 126 1020 0.33 ug/L # 84
118) 4-chlorotoluene 17.382 91 3408 0.37 ug/L 94
119) 1,3,5-trimethylbenzene 17.288 105 3689 0.36 ug/L 91
120) tert-butylbenzene 17.670 119 3169 0.35 ug/L 93
121) pentachloroethane 17.759 167 809 0.40 ug/L 90
122) 1,2,4-trimethylbenzene 17.722 105 4171 0.39 ug/L 99
124) sec-butylbenzene 17.900 105 4715 0.35 ug/L 93
125) 1,3-dichlorobenzene 18.093 146 2642 0.42 ug/L 97
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Cal Report: R SPANKKHD)

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121113.D

Acq On : 28 Nov 2011 2:23 pm
Operator : tamikag

Sample : 1C5154-0.5

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 2 Sample Multiplier: 1

Quant Time: Nov 29 17:29:38 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:29:24 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
126) p-isopropyltoluene 18.031 119 4246 0.38 ug/L 92
127) 1,4-dichlorobenzene 18.177 146 2833 0.45 ug/L 88
128) 1,2-dichlorobenzene 18.569 146 2692 0.45 ug/L 93
129) benzyl chloride 18.302 91 2730 0.51 ug/L 96
131) n-butylbenzene 18.449 92 2277 0.37 ug/L 97
133) 1,2-dibromo-3-chloropr... 19.328 75 349 0.66 ug/L # 14
134) 1,3,5-trichlorobenzene 19.485 180 2399 0.47 ug/L 94
135) hexachlorobutadiene 20.201 225 1030 0.39 ug/L 96
136) naphthalene 20.368 128 3607 0.44 ug/L 97
137) 1,2,4-trichlorobenzene 20.102 180 1854 0.42 ug/L 92
138) 1,2,3-trichlorobenzene 20.604 180 1642 0.43 ug/L 91
139) hexachloroethane 18.815 201 827 0.42 ug/L 97

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Cal Report: R SPANKKHD)

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121113.D

Acq On : 28 Nov 2011 2:23 pm

Operator : tamikag

Sample : 1C5154-0.5

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 2 Sample Multiplier: 1

Quant Time: Nov 29 17:29:38 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:29:24 2011

Response via : Initial Calibration

Abundance TIC: X121113.D\data.ms
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Cal Report:
Quantitation Report (QT Reviewed)
Data Path : C:\msdchem\1\DATA\X\vx5154Ffinal\
Data File : X121114.D
Acq On : 28 Nov 2011 2:52 pm
Operator : tamikag
Sample : 1C5154-1
Misc : MS21975,VvX5154,5.0,,,,1

ALS Vial : 3 Sample Multiplier: 1

Nov 29 17:30:00 2011

C:\MSDCHEM\1\METHODS\MX5154 .M

SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
Mon Nov 28 18:24:15 2011

Initial Calibration

Quant Time:
Quant Method :
Quant Title :
QLast Update :
Response via :

Compound R.T. Qlon Response Conc Units Dev(Min)
Internal Standards
1) tert butyl alcohol-d9 7.282 65 72464 500.00 ug/L -0.04
5) pentafluorobenzene 9.981 168 236180 50.00 ug/L -0.02
62) 1,4-difluorobenzene 11.142 114 334300 50.00 ug/L -0.02
93) chlorobenzene-d5 15.363 117 312467 50.00 ug/L -0.02
108) 1,4-dichlorobenzene-d4 18.151 152 160287 50.00 ug”/L -0.02
System Monitoring Compounds
54) dibromofluoromethane (s) 10.028 113 3947 1.67 ug/L -0.03
Spiked Amount 50.000 Range 67 - 131 Recovery = 3.34%#
55) 1,2-dichloroethane-d4 (s) 10.556 65 4317 1.85 ug/L -0.02
Spiked Amount 50.000 Range 66 130 Recovery = 3.70%#
85) toluene-d8 (s) 13.334 98 15062 1.80 ug/L -0.02
Spiked Amount 50.000 Range 76 125 Recovery = 3.60%%#
110) 4-bromofluorobenzene (s) 16.864 95 11472 3.36 ug/L -0.02
Spiked Amount 50.000 Range 53 142 Recovery = 6.72%#
Target Compounds Qvalue
2) tertiary butyl alcohol 7.418 59 1355 5.84 ug/L 70
4) 1,4-dioxane 12.104 88 633 37.82 ug/L # 46
11) chlorodifluoromethane 3.788 51 2083 0.85 ug/L 67
12) dichlorodifluoromethane 3.752 85 2646 0.99 ug/L 89
15) chloromethane 4.071 50 3702 0.96 ug/L 97
16) vinyl chloride 4.327 62 2763 0.87 ug/L 94
18) bromomethane 4.991 94 1873 0.91 ug/L 83
19) chloroethane 5.174 64 1333 0.80 ug/L 91
21) trichlorofluoromethane 5.640 101 3130 0.94 ug/L 81
22) pentane 5.724 43 4484 0.95 ug/L # 86
23) ethyl ether 6.069 74 666 0.51 ug/L # 68
27) acrolein 6.346 56 631058 1514.81 ug/L # 95
28) 1,1-dichloroethene 6.529 96 1184 0.55 ug/L # 78
29) acetone 6.597 58 780 4_.30 ug/L # 77
30) allyl chloride 7.110 76 609 0.41 ug/L # 56
31) acetonitrile 7.089 40 2220 12.84 ug/L # 55
32) iodomethane 6.817 142 2301 0.56 ug/L 88
33) iso-butyl alcohol 10.373 43 1188 11.59 ug/L 90
34) carbon disulfide 6.953 76 4553 0.59 ug/L 85
35) methylene chloride 7.319 84 1772 0.66 ug/L 91
36) methyl acetate 7.110 43 1475 0.88 ug/L # 59
37) methyl tert butyl ether 7.701 73 3644 0.57 ug/L 929
38) trans-1,2-dichloroethene 7.753 96 1406 0.58 ug/L # 72
39) di-isopropyl ether 8.386 45 9160 1.05 ug/L # 61
41) 1,1-dichloroethane 8.412 63 2574 0.56 ug/L 86
42) chloroprene 8.537 53 3466 1.00 ug/L 89
43) acrylonitrile 7.716 53 1834 2.57 ug/L 87
45) ethyl tert-butyl ether 8.956 59 7739 1.07 ug/L 96
47) 2,2-dichloropropane 9.301 77 1919 0.54 ug/L 91
48) cis-1,2-dichloroethene 9.317 96 1895 0.69 ug/L 99
49) propionitrile 9.427 54 1520 5.47 ug/L # 64
50) tert-Butyl Formate 9.819 59 1710 0.95 ug/L # 94
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Cal Report: X121114.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121114.D

Acq On : 28 Nov 2011 2:52 pm
Operator : tamikag

Sample : 1C5154-1

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 3 Sample Multiplier: 1

Quant Time: Nov 29 17:30:00 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:24:15 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
51) bromochloromethane 9.704 128 622 0.48 ug/L 85
53) chloroform 9.777 83 2566 0.57 ug/L 83
56) freon 113 6.487 151 1575 0.91 ug/L 81
57) methacrylonitrile 9.646 41 511 0.39 ug/L # 63
58) 1,1,1-trichloroethane 10.080 97 2033 0.57 ug/L 76
59) cyclohexane 10.159 84 1879 0.57 ug/L # 66
61) iso-octane 10.645 57 9608 1.01 ug/L 98
64) epichlorohydrin 12.680 57 741 4.17 ug/L 93
65) n-butyl alcohol 11.357 56 3276 54.73 ug/L 84
66) carbon tetrachloride 10.326 117 1859 0.62 ug/L 98
67) 1,1-dichloropropene 10.305 75 1912 0.59 ug/L 92
68) hexane 8.088 57 3566 1.06 ug/L 97
69) benzene 10.635 78 5998 0.62 ug/L 94
70) tert-amyl methyl ether 10.698 73 6926 1.13 ug/L 97
71) heptane 10.881 57 1818 0.93 ug/L 79
72) isopropyl acetate 10.593 43 4484 1.02 ug/L 94
73) 1,2-dichloroethane 10.671 62 1738 0.64 ug/L 85
74) trichloroethene 11.587 130 1497 0.60 ug/L 93
78) 2-chloroethyl vinyl ether 12.685 63 4188 4.65 ug/L 97
79) methyl methacrylate 11.989 69 717 0.50 ug/L # 56
80) 1,2-dichloropropane 11.937 63 1689 0.64 ug/L 93
81) dibromomethane 12.146 93 766 0.55 ug/L 89
82) methylcyclohexane 11.859 83 3731 0.99 ug/L 87
83) bromodichloromethane 12.340 83 1849 0.58 ug/L 97
84) cis-1,3-dichloropropene 12.957 75 2356 0.56 ug/L 93
86) 4-methyl-2-pentanone 13.109 58 427 0.53 ug/L # 78
87) toluene 13.433 92 3760 0.61 ug/L 87
88) 3-methyl-1-butanol 13.166 55 2177 24_.73 ug/L 91
89) trans-1,3-dichloropropene 13.726 75 2071 0.57 ug/L 91
90) ethyl methacrylate 13.752 69 1298 0.48 ug/L 84
91) 1,1,2-trichloroethane 14.014 83 978 0.55 ug/L 95
92) 2-hexanone 14.280 58 406 0.52 ug/L 78
94) 3,3-Dimethyl-1-butanol 14.526 57 2317 12.13 ug/L # 97
95) tetrachloroethene 14.212 164 1294 0.59 ug/L 85
96) 1,3-dichloropropane 14.254 76 2056 0.59 ug/L 82
97) butyl acetate 14.390 56 1632 1.11 ug/L # 81
98) dibromochloromethane 14.599 129 1633 0.63 ug/L 98
99) 1,2-dibromoethane 14.782 107 1308 0.62 ug/L 92
101) chlorobenzene 15.400 112 4211 0.59 ug/L 96
102) 1,1,1,2-tetrachloroethane 15.499 131 1538 0.60 ug/L 86
103) ethylbenzene 15.488 91 6901 0.58 ug/L 99
104) m,p-xylene 15.635 106 5419 1.16 ug/L 93
105) o-xylene 16.179 106 2623 0.56 ug/L 96
106) styrene 16.195 104 4606 0.59 ug/L 99
107) bromoform 16.524 173 1054 0.59 ug/L 90
109) isopropylbenzene 16.618 105 6754 0.56 ug/L 98
111) bromobenzene 17.084 156 2175 0.68 ug/L 95
112) 1,1,2,2-tetrachloroethane 17.016 83 2012 0.69 ug/L 86
113) trans-1,4-dichloro-2-b... 17.052 53 393 0.56 ug/L # 37
114) 1,2,3-trichloropropane 17.089 110 407 0.59 ug/L # 56
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Cal Report: X121114.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121114.D

Acq On : 28 Nov 2011 2:52 pm
Operator : tamikag

Sample : 1C5154-1

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 3 Sample Multiplier: 1

Quant Time: Nov 29 17:30:00 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:24:15 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
115) n-propylbenzene 17.115 91 7880 0.54 ug/L 96
117) 2-chlorotoluene 17.272 126 1844 0.61 ug/L # 79
118) 4-chlorotoluene 17 .387 91 5312 0.59 ug/L 96
119) 1,3,5-trimethylbenzene 17.293 105 5828 0.58 ug/L 96
120) tert-butylbenzene 17.675 119 5361 0.61 ug/L 97
121) pentachloroethane 17.758 167 1323 0.66 ug”/L 92
122) 1,2,4-trimethylbenzene 17.727 105 6204 0.60 ug/L 98
124) sec-butylbenzene 17.905 105 7771 0.59 ug/L 95
125) 1,3-dichlorobenzene 18.093 146 4054 0.66 ug/L 94
126) p-isopropyltoluene 18.036 119 6584 0.60 ug/L 96
127) 1,4-dichlorobenzene 18.177 146 4276 0.69 ug/L 96
128) 1,2-dichlorobenzene 18.569 146 3859 0.66 ug/L 97
129) benzyl chloride 18.302 91 5770 1.10 ug/L 97
131) n-butylbenzene 18.454 92 3192 0.53 ug/L 94
133) 1,2-dibromo-3-chloropr... 19.327 75 454 0.89 ug/L # 79
134) 1,3,5-trichlorobenzene 19.490 180 3320 0.66 ug/L 95
135) hexachlorobutadiene 20.201 225 1593 0.62 ug/L 94
136) naphthalene 20.374 128 4734 0.60 ug/L 100
137) 1,2,4-trichlorobenzene 20.102 180 2673 0.62 ug/L 93
138) 1,2,3-trichlorobenzene 20.609 180 2242 0.60 ug/L 96
139) hexachloroethane 18.804 201 1176 0.61 ug/L 96

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Cal Report: X121114.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121114.D

Acq On : 28 Nov 2011 2:52 pm
Operator : tamikag

Sample : 1C5154-1

Misc : MS21975,VvX5154,5.0,,,,1

ALS Vial =: 3 Sample Multiplier: 1

Quant Time: Nov 29 17:30:00 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:24:15 2011

Response via : Initial Calibration

Abundance TIC: X121114.D\data.ms
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Cal Report:

Data Path :
Data File
Acq On
Operator
Sample
Misc

ALS Vial

Quant Time:
Quant Method
Quant Title
QLast Update

X121115.D

Quantitation Report

C:\msdchem\1\DATA\X\vx5154Ffinal\

: X121115.D
: 28 Nov 2011
: tamikag

3:22 pm

1C5154-2

; MS21975,VvX5154,5.0,,,,1
4 Sample Multiplier: 1

Nov 29 17:30:03 2011
: C:\MSDCHEM\1\METHODS\MX5154 .M

SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um

- Mon Nov 28 18:04:46 2011
: Initial Calibration

Response via

Compound

(QT Reviewed)

Conc Units Dev(Min)

Internal Standards
1) tert butyl alcohol-d9
5) pentafluorobenzene
62) 1,4-difluorobenzene
93) chlorobenzene-d5
108) 1,4-dichlorobenzene-d4

System Monitoring Compounds
54) dibromofluoromethane (s)
Spiked Amount 50.000 Ran
55) 1,2-dichloroethane-d4 (s)
Spiked Amount 50.000 Ran
85) toluene-d8 (s)
Spiked Amount 50.000
110) 4-bromofluorobenzene (s)
Spiked Amount 50.000

Ran
Ran

Target Compounds
2) tertiary butyl alcohol
4) 1,4-dioxane
11) chlorodifluoromethane
12) dichlorodifluoromethane
15) chloromethane
16) vinyl chloride
18) bromomethane
19) chloroethane
21) trichlorofluoromethane
22) pentane
23) ethyl ether
27) acrolein
28) 1,1-dichloroethene
29) acetone
30) allyl chloride
31) acetonitrile
32) iodomethane
33) iso-butyl alcohol
34) carbon disulfide
35) methylene chloride
36) methyl acetate
37) methyl tert butyl ether
38) trans-1,2-dichloroethene
39) di-isopropyl ether
41) 1,1-dichloroethane
42) chloroprene
43) acrylonitrile
44) vinyl acetate
45) ethyl tert-butyl ether
46) ethyl acetate
47) 2,2-dichloropropane
48) cis-1,2-dichloroethene

MX5154 .M Tue Nov 29 17:30:03 2011 A

R.T. Qlon
7.287 65
9.981 168

11.142 114
15.363 117
18.151 152
10.023 113
ge 67 131
10.562 65
ge 66 130
13.334 98
ge 76 125
16.864 95
ge 53 142
7.408 59
12.099 88
3.767 51
3.741 85
4.071 50
4.317 62
4.991 94
5.185 64
5.656 101
5.708 43
6.069 74
6.341 56
6.519 96
6.592 58
7.110 76
7.094 40
6.811 142
10.378 43
6.953 76
7.324 84
7.099 43
7.690 73
7.742 96
8.386 45
8.412 63
8.537 53
7.701 53
8.407 86
8.951 59
9.317 70
9.306 77
9.312 96

CCNJ

X121115.D: VX5154-1C5154 Initial Calibration (2) page 1 of 4

Response
71574 500.00
235913 50.00
330410 50.00
309119 50.00
161106 50.00
5322 2.26
Recovery =
5406 2.31
Recovery =
19799 2.40
Recovery =
13316 3.88
Recovery =
1854 8.09
818 49.48
3386 1.38
5466 2.06
6794 1.76
5455 1.71
3720 1.82
2682 1.61
6257 1.88
6684 1.42
1902 1.45
322204 774.30
3304 1.53
485 2.68
2177 1.46
3688 21.35
6875 1.67
1670 16.32
12484 1.63
4274 1.60
2602 1.55
10081 1.59
3927 1.63
15332 1.76
7431 1.61
5685 1.63
5509 7.72
413 1.12
12320 1.70
101 0.44
5577 1.58
4490 1.63

ug/L -0.03
ug/L -0.02
ug/L -0.02
ug/L -0.02
ug/L -0.02
ug/L -0.03
4 _52%%#
ug/L -0.02
4.62%#
ug/L -0.02
4. 80%#
ug/L -0.02
7. 76%#
Qvalue
ug/L 54
ug/L # 84
ug/L 90
ug/L 97
ug/L 929
ug/L 97
ug/L 87
ug/L 95
ug/L 83
ug/L # 79
ug/L 92
ug/L # 94
ug/L 98
ug/L # 70
ug/L # 81
ug/L # 72
ug/L 94
ug/L 87
ug/L 100
ug/L 96
ug/L 69
ug/L 97
ug/L 86
ug/L # 67
ug/L 96
ug/L 93
ug/L 97
ug/L # 1
ug/L 98
ug/L # 1
ug/L 90
ug/L 95
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Cal Report: X121115.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121115.D

Acq On : 28 Nov 2011 3:22 pm
Operator : tamikag

Sample : 1C5154-2

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 4 Sample Multiplier: 1

Quant Time: Nov 29 17:30:03 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
49) propionitrile 9.411 54 4498 16.21 ug/L 79
50) tert-Butyl Formate 9.819 59 2968 1.65 ug/L # 97
51) bromochloromethane 9.699 128 2097 1.63 ug/L 90
52) tetrahydrofuran 9.740 42 1370 1.82 ug/L 63
53) chloroform 9.772 83 7283 1.63 ug/L 91
56) freon 113 6.492 151 2586 1.50 ug/L 79
57) methacrylonitrile 9.641 41 1943 1.50 ug/L 94
58) 1,1,1-trichloroethane 10.070 97 5452 1.53 ug/L 85
59) cyclohexane 10.164 84 5232 1.59 ug/L 87
61) iso-octane 10.635 57 14945 1.57 ug/L 94
64) epichlorohydrin 12.675 57 1364 7.77 ug/L 86
65) n-butyl alcohol 11.357 56 4476 75.65 ug/L 94
66) carbon tetrachloride 10.331 117 5467 1.84 ug/L 87
67) 1,1-dichloropropene 10.310 75 5389 1.69 ug/L 94
68) hexane 8.088 57 7480 2.24 ug/L 90
69) benzene 10.635 78 16308 1.70 ug/L 94
70) tert-amyl methyl ether 10.698 73 11372 1.88 ug/L 99
71) heptane 10.881 57 2964 1.53 ug/L 88
72) isopropyl acetate 10.588 43 7049 1.62 ug/L 98
73) 1,2-dichloroethane 10.671 62 4761 1.78 ug/L 99
74) trichloroethene 11.587 130 4252 1.71 ug/L 88
78) 2-chloroethyl vinyl ether 12.680 63 6807 7.65 ug/L 99
79) methyl methacrylate 11.984 69 2118 1.49 ug/L # 70
80) 1,2-dichloropropane 11.937 63 4404 1.69 ug/L 84
81) dibromomethane 12.141 93 2243 1.62 ug/L 97
82) methylcyclohexane 11.853 83 5739 1.54 ug/L 94
83) bromodichloromethane 12.329 83 5265 1.67 ug/L 95
84) cis-1,3-dichloropropene 12.957 75 6918 1.66 ug/L 94
86) 4-methyl-2-pentanone 13.109 58 1183 1.49 ug/L 90
87) toluene 13.438 92 10245 1.68 ug/L 97
88) 3-methyl-1-butanol 13.166 55 2667 30.65 ug/L 90
89) trans-1,3-dichloropropene 13.731 75 6016 1.67 ug/L 98
90) ethyl methacrylate 13.742 69 4053 1.50 ug/L 929
91) 1,1,2-trichloroethane 14.013 83 3042 1.73 ug/L 93
92) 2-hexanone 14.270 58 1280 1.67 ug/L 92
94) 3,3-Dimethyl-1-butanol 14.516 57 2695 14.26 ug/L # 95
95) tetrachloroethene 14.223 164 3992 1.84 ug/L 91
96) 1,3-dichloropropane 14.249 76 5724 1.65 ug/L 95
97) butyl acetate 14.385 56 2279 1.56 ug/L 99
98) dibromochloromethane 14.594 129 4422 1.72 ug/L 97
99) 1,2-dibromoethane 14.782 107 3413 1.64 ug/L 97
101) chlorobenzene 15.400 112 11659 1.66 ug/L 97
102) 1,1,1,2-tetrachloroethane 15.488 131 4371 1.73 ug/L 99
103) ethylbenzene 15.488 91 19277 1.62 ug/L 929
104) m,p-xylene 15.635 106 15660 3.38 ug/L 94
105) o-xylene 16.179 106 7753 1.68 ug/L 94
106) styrene 16.195 104 12423 1.62 ug/L 98
107) bromoform 16.524 173 3266 1.86 ug/L 91
109) isopropylbenzene 16.618 105 19166 1.58 ug/L 96
111) bromobenzene 17.078 156 5719 1.77 ug/L 88
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Cal Report: X121115.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121115.D

Acq On : 28 Nov 2011 3:22 pm
Operator : tamikag

Sample : 1C5154-2

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 4 Sample Multiplier: 1

Quant Time: Nov 29 17:30:03 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
112) 1,1,2,2-tetrachloroethane 17.010 83 5123 1.75 ug/L 95
113) trans-1,4-dichloro-2-b... 17.068 53 1119 1.57 ug/L # 57
114) 1,2,3-trichloropropane 17.089 110 1202 1.73 ug/L # 58
115) n-propylbenzene 17.115 91 23770 1.62 ug/L 98
117) 2-chlorotoluene 17.272 126 5254 1.74 ug/L 97
118) 4-chlorotoluene 17.382 91 15065 1.66 ug/L 99
119) 1,3,5-trimethylbenzene 17.293 105 16386 1.63 ug/L 99
120) tert-butylbenzene 17.669 119 14646 1.66 ug/L 99
121) pentachloroethane 17.758 167 3960 1.97 ug/L 94
122) 1,2,4-trimethylbenzene 17.722 105 17110 1.64 ug/L 99
124) sec-butylbenzene 17.905 105 22181 1.66 ug/L 98
125) 1,3-dichlorobenzene 18.093 146 11154 1.82 ug/L 97
126) p-isopropyltoluene 18.036 119 18369 1.66 ug/L 97
127) 1,4-dichlorobenzene 18.177 146 11154 1.78 ug/L 97
128) 1,2-dichlorobenzene 18.569 146 10339 1.77 ug/L 99
129) benzyl chloride 18.308 91 8274 1.57 ug/L 98
131) n-butylbenzene 18.449 92 9361 1.56 ug/L 98
133) 1,2-dibromo-3-chloropr... 19.327 75 982 1.91 ug/L 91
134) 1,3,5-trichlorobenzene 19.490 180 9183 1.81 ug/L 94
135) hexachlorobutadiene 20.206 225 4659 1.81 ug/L 94
136) naphthalene 20.368 128 12088 1.51 ug/L 98
137) 1,2,4-trichlorobenzene 20.096 180 7144 1.65 ug/L 94
138) 1,2,3-trichlorobenzene 20.609 180 6096 1.61 ug/L 95
139) hexachloroethane 18.815 201 3568 1.84 ug/L 96

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Cal Report: X121115.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121115.D

Acq On : 28 Nov 2011 3:22 pm
Operator : tamikag

Sample : 1C5154-2

Misc : MS21975,VvX5154,5.0,,,,1

ALS Vial : 4 Sample Multiplier: 1

Quant Time: Nov 29 17:30:03 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Abundance TIC: X121115.D\data.ms
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Cal Report:

Data Path :
Data File
Acq On
Operator
Sample
Misc

ALS Vial

Quant Time:
Quant Method
Quant Title
QLast Update

X121116.D

Quantitation Report

C:\msdchem\1\DATA\X\vx5154Ffinal\

: X121116.D
: 28 Nov 2011
: tamikag

3:51 pm

1C5154-5

; MS21975,VvX5154,5.0,,,,1
: 5 Sample Multiplier: 1

Nov 29 17:30:07 2011
: C:\MSDCHEM\1\METHODS\MX5154 .M

(QT Reviewed)

SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um

- Mon Nov 28 18:04:46 2011
: Initial Calibration

Response via

Compound

Internal Standards
1) tert butyl alcohol-d9
5) pentafluorobenzene
62) 1,4-difluorobenzene
93) chlorobenzene-d5
108) 1,4-dichlorobenzene-d4

System Monitoring Compounds
54) dibromofluoromethane (s)
Spiked Amount 50.000 Ran
55) 1,2-dichloroethane-d4 (s)
Spiked Amount 50.000 Ran
85) toluene-d8 (s)
Spiked Amount 50.000 Ran
110) 4-bromofluorobenzene (s)
Spiked Amount 50.000 Ran

Target Compounds
2) tertiary butyl alcohol
4) 1,4-dioxane
11) chlorodifluoromethane
12) dichlorodifluoromethane
15) chloromethane
16) vinyl chloride
18) bromomethane
19) chloroethane
21) trichlorofluoromethane
22) pentane
23) ethyl ether
27) acrolein
28) 1,1-dichloroethene
29) acetone
30) allyl chloride
31) acetonitrile
32) iodomethane
33) iso-butyl alcohol
34) carbon disulfide
35) methylene chloride
36) methyl acetate
37) methyl tert butyl ether
38) trans-1,2-dichloroethene
39) di-isopropyl ether
40) 2-butanone
41) 1,1-dichloroethane
42) chloroprene
43) acrylonitrile
44) vinyl acetate
45) ethyl tert-butyl ether
46) ethyl acetate
47) 2,2-dichloropropane

R.T. Qlon Response Conc Units Dev(Min)
7.287 65 67531 500.00 ug/L -0.03
9.981 168 225807 50.00 ug/L -0.02

11.142 114 320424 50.00 ug/L -0.02
15.363 117 300132 50.00 ug/L -0.02
18.151 152 158437 50.00 ug/L -0.02
10.023 113 11009 4.88 ug/L -0.03
ge 67 131 Recovery = 9._76%#

10.562 65 11431 5.11 ug/L -0.02
ge 66 130 Recovery = 10.22%%#

13.334 98 42985 5.37 ug/L -0.02
ge 76 125 Recovery = 10.74%%#

16.864 95 21215 6.29 ug/L -0.02
ge 53 142 Recovery = 12 .58%#

Qvalue

7.423 59 4454 20.59 ug/L 91
12.105 88 2381 152.66 ug/L # 91
3.778 51 8948 3.81 ug/L 91
3.762 85 13500 5.31 ug/L 97
4.081 50 16296 4_40 ug/L 97
4.338 62 13111 4_.30 ug/L 96
4._.997 94 8863 4 .52 ug/L 94
5.180 64 6992 4.39 ug/L 95
5.656 101 15021 4.72 ug/L 98
5.724 43 18577 4.13 ug/L 96
6.074 74 5781 4.61 ug/L 93
6.346 56 16339 41.02 ug/L # 95
6.529 96 9779 4.74 ug/L 97
6.608 58 593 3.42 ug/L # 82
7.104 76 6736 4.73 ug/L 92
7.089 40 9056 54.77 ug/L # 69
6.827 142 20380 5.16 ug/L 100
10.368 43 4031 41.15 ug/L 95
6.958 76 35811 4.87 ug/L 99
7.319 84 11790 4.62 ug/L 94
7.099 43 6733 4.18 ug/L # 93
7.701 73 28441 4.68 ug/L 99
7.743 96 11178 4.85 ug/L 97
8.396 45 37709 4 .52 ug/L 99
9.291 72 789 3.40 ug/L 75
8.412 63 20885 4.73 ug/L 98
8.538 53 14779 4_44 ug/L 97
7.701 53 15194 22.26 ug/L 93
8.412 86 1231 3.49 ug/L 40
8.951 59 31151 4_.50 ug/L 99
9.317 70 816 3.70 ug/L 94
9.312 77 16054 4.75 ug/L 88
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Cal Report: X121116.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121116.D

Acq On : 28 Nov 2011 3:51 pm
Operator : tamikag

Sample : 1C5154-5

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 5 Sample Multiplier: 1

Quant Time: Nov 29 17:30:07 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
48) cis-1,2-dichloroethene 9.312 96 12396 4.69 ug/L 96
49) propionitrile 9.411 54 11971 45.08 ug/L 91
50) tert-Butyl Formate 9.808 59 7257 4.22 ug/L # 97
51) bromochloromethane 9.699 128 5837 4._.75 ug/L 97
52) tetrahydrofuran 9.756 42 3402 4.72 ug/L 87
53) chloroform 9.782 83 20363 4_.75 ug/L 99
56) freon 113 6.508 151 7511 4_.56 ug/L 83
57) methacrylonitrile 9.641 41 5684 4.59 ug/L 91
58) 1,1,1-trichloroethane 10.075 97 15910 4.66 ug/L 97
59) cyclohexane 10.164 84 15837 5.03 ug/L 97
61) iso-octane 10.640 57 40820 4.48 ug/L 96
64) epichlorohydrin 12.675 57 3272 19.21 ug/L 83
65) n-butyl alcohol 11.346 56 11792 205.52 ug/L 94
66) carbon tetrachloride 10.331 117 14875 5.16 ug/L 99
67) 1,1-dichloropropene 10.305 75 15306 4.95 ug/L 94
68) hexane 8.093 57 14571 4_.51 ug/L 96
69) benzene 10.645 78 44689 4.80 ug/L 96
70) tert-amyl methyl ether 10.698 73 27421 4 .68 ug/L 99
71) heptane 10.886 57 8323 4._43 ug/L 94
72) isopropyl acetate 10.583 43 17558 4.16 ug/L 100
73) 1,2-dichloroethane 10.671 62 13273 5.12 ug/L 99
74) trichloroethene 11.576 130 12187 5.05 ug/L 95
78) 2-chloroethyl vinyl ether 12.675 63 16977 19.68 ug/L 95
79) methyl methacrylate 11.974 69 5946 4_.30 ug/L 95
80) 1,2-dichloropropane 11.932 63 12328 4.87 ug/L 97
81) dibromomethane 12.141 93 6423 4.78 ug/L 929
82) methylcyclohexane 11.853 83 16065 4._.44 ug/L 98
83) bromodichloromethane 12.335 83 14903 4.87 ug/L 96
84) cis-1,3-dichloropropene 12.952 75 18517 4.58 ug/L 92
86) 4-methyl-2-pentanone 13.098 58 3413 4.42 ug/L 87
87) toluene 13.433 92 28668 4.86 ug/L 99
88) 3-methyl-1-butanol 13.161 55 6647 78.77 ug/L 91
89) trans-1,3-dichloropropene 13.731 75 16297 4.66 ug/L 97
90) ethyl methacrylate 13.747 69 11164 4.27 ug/L 97
91) 1,1,2-trichloroethane 14.003 83 7978 4_.67 ug/L 98
92) 2-hexanone 14.265 58 3223 4.33 ug/L 86
94) 3,3-Dimethyl-1-butanol 14.510 57 7193 39.21 ug/L # 99
95) tetrachloroethene 14.212 164 10852 5.14 ug/L 96
96) 1,3-dichloropropane 14.249 76 15721 4_.67 ug/L 94
97) butyl acetate 14.385 56 5657 4.00 ug/L 98
98) dibromochloromethane 14.594 129 11949 4.80 ug/L 95
99) 1,2-dibromoethane 14.782 107 9143 4 .53 ug/L 92
101) chlorobenzene 15.405 112 32192 4.71 ug/L 92
102) 1,1,1,2-tetrachloroethane 15.494 131 11864 4.83 ug/L 98
103) ethylbenzene 15.489 91 53852 4.68 ug/L 100
104) m,p-xylene 15.635 106 42331 9.40 ug/L 96
105) o-xylene 16.179 106 21026 4_.70 ug/L 94
106) styrene 16.195 104 34237 4_.59 ug/L 98
107) bromoform 16.524 173 7758 4.54 ug/L 98
109) isopropylbenzene 16.618 105 53408 4._.47 ug/L 98
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Cal Report: X121116.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121116.D

Acq On : 28 Nov 2011 3:51 pm
Operator : tamikag

Sample : 1C5154-5

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 5 Sample Multiplier: 1

Quant Time: Nov 29 17:30:07 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
111) bromobenzene 17.084 156 14737 4.64 ug/L 92
112) 1,1,2,2-tetrachloroethane 17.011 83 11956 4.15 ug/L 99
113) trans-1,4-dichloro-2-b... 17.058 53 2772 3.97 ug/L # 76
114) 1,2,3-trichloropropane 17.084 110 2947 4_.31 ug/L # 80
115) n-propylbenzene 17.115 91 63662 4.42 ug/L 929
117) 2-chlorotoluene 17.272 126 13574 4_.56 ug/L 93
118) 4-chlorotoluene 17.387 91 39120 4.39 ug/L 97
119) 1,3,5-trimethylbenzene 17.293 105 44248 4.47 ug/L 98
120) tert-butylbenzene 17.675 119 39610 4.57 ug/L 95
121) pentachloroethane 17.758 167 9536 4.83 ug/L 97
122) 1,2,4-trimethylbenzene 17.722 105 44089 4_.31 ug/L 99
124) sec-butylbenzene 17.905 105 59559 4.54 ug/L 929
125) 1,3-dichlorobenzene 18.093 146 27812 4_.61 ug/L 98
126) p-isopropyltoluene 18.030 119 49198 4_.52 ug/L 99
127) 1,4-dichlorobenzene 18.182 146 27903 4.54 ug/L 98
128) 1,2-dichlorobenzene 18.569 146 25858 4.50 ug/L 95
129) benzyl chloride 18.302 91 20694 4._.00 ug/L 99
131) n-butylbenzene 18.449 92 25606 4.34 ug/L 99
133) 1,2-dibromo-3-chloropr... 19.322 75 2022 3.99 ug/L 94
134) 1,3,5-trichlorobenzene 19.490 180 23261 4_67 ug/L 97
135) hexachlorobutadiene 20.201 225 12116 4.78 ug/L 96
136) naphthalene 20.368 128 29105 3.70 ug/L 98
137) 1,2,4-trichlorobenzene 20.096 180 18100 4.25 ug/L 95
138) 1,2,3-trichlorobenzene 20.609 180 14907 4._.01 ug/L 99
139) hexachloroethane 18.815 201 9253 4.84 ug/L 96

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Cal Report: X121116.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121116.D

Acq On : 28 Nov 2011 3:51 pm

Operator : tamikag

Sample : 1C5154-5

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 5 Sample Multiplier: 1

Quant Time: Nov 29 17:30:07 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Abundance TIC: X121116.D\data.ms
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Cal Report: X121117.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121117.D

Acq On : 28 Nov 2011 4:20 pm
Operator : tamikag

Sample : 1C5154-10

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 6 Sample Multiplier: 1

Quant Time: Nov 29 17:30:11 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:15:26 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)

Internal Standards

1) tert butyl alcohol-d9 7.282 65 71276 500.00 ug/L -0.04
5) pentafluorobenzene 9.976 168 227864 50.00 ug/L -0.03
62) 1,4-difluorobenzene 11.142 114 322976 50.00 ug/L -0.02
93) chlorobenzene-d5 15.363 117 303588 50.00 ug/L -0.02
108) 1,4-dichlorobenzene-d4 18.151 152 157052 50.00 ug”/L -0.02
System Monitoring Compounds
54) dibromofluoromethane (s) 10.028 113 20859 9.17 ug/L -0.03
Spiked Amount 50.000 Range 67 - 131 Recovery = 18._34%#
55) 1,2-dichloroethane-d4 (s) 10.556 65 21366 9.47 ug/L -0.02
Spiked Amount 50.000 Range 66 - 130 Recovery = 18.94%#
85) toluene-d8 (s) 13.334 98 77529 9.61 ug/L -0.02
Spiked Amount 50.000 Range 76 - 125 Recovery = 19.22%#
110) 4-bromofluorobenzene (s) 16.864 95 34345 10.26 ug/L -0.02
Spiked Amount 50.000 Range 53 - 142 Recovery = 20.52%#
Target Compounds Qvalue
2) tertiary butyl alcohol 7.408 59 9442 41.36 ug/L 87
4) 1,4-dioxane 12.099 88 4391 266.74 ug/L # 99
11) chlorodifluoromethane 3.778 51 16435 6.93 ug/L 93
12) dichlorodifluoromethane 3.762 85 24082 9.38 ug/L 93
15) chloromethane 4.081 50 29938 8.01 ug/L 95
16) vinyl chloride 4.327 62 24134 7.84 ug/L 99
18) bromomethane 4._.997 94 15870 8.03 ug/L 99
19) chloroethane 5.169 64 13345 8.30 ug/L 93
21) trichlorofluoromethane 5.645 101 27695 8.62 ug/L 94
22) pentane 5.729 43 32303 7.12 ug/L 97
23) ethyl ether 6.064 74 10464 8.26 ug/L 88
27) acrolein 6.351 56 35624 88.63 ug/L # 96
28) 1,1-dichloroethene 6.519 96 15237 7.33 ug/L 94
29) acetone 6.597 58 1262 7.21 ug/L # 71
30) allyl chloride 7.104 76 11047 7.68 ug/L 91
31) acetonitrile 7.078 40 14554 87.23 ug/L 98
32) iodomethane 6.817 142 33190 8.33 ug/L 97
33) iso-butyl alcohol 10.368 43 8252 83.47 ug/L 90
34) carbon disulfide 6.953 76 54712 7.37 ug/L 98
35) methylene chloride 7.324 84 19977 7.75 ug/L 98
36) methyl acetate 7.094 43 14200 8.74 ug/L 97
37) methyl tert butyl ether 7.685 73 50056 8.16 ug/L 929
38) trans-1,2-dichloroethene 7.742 96 18109 7.79 ug/L 94
39) di-isopropyl ether 8.386 45 77335 9.18 ug/L 89
40) 2-butanone 9.280 72 1724 7.36 ug/L 71
41) 1,1-dichloroethane 8.412 63 34489 7.73 ug/L 97
42) chloroprene 8.532 53 27878 8.30 ug/L 95
43) acrylonitrile 7.701 53 28636 41.57 ug/L 97
44) vinyl acetate 8.396 86 2657 7.46 ug/L 98
45) ethyl tert-butyl ether 8.956 59 64066 9.18 ug/L 99
46) ethyl acetate 9.306 70 1780 7.99 ug/L 86
47) 2,2-dichloropropane 9.312 7 24818 7.27 ug/L 97
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Cal Report: X121117.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121117.D

Acq On : 28 Nov 2011 4:20 pm
Operator : tamikag

Sample : 1C5154-10

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 6 Sample Multiplier: 1

Quant Time: Nov 29 17:30:11 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:15:26 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
48) cis-1,2-dichloroethene 9.312 96 20525 7.69 ug/L 96
49) propionitrile 9.406 54 22364 83.46 ug/L 88
50) tert-Butyl Formate 9.808 59 15513 8.93 ug/L # 97
51) bromochloromethane 9.699 128 10419 8.40 ug/L 92
52) tetrahydrofuran 9.746 42 6212 8.54 ug/L 90
53) chloroform 9.777 83 33753 7.80 ug/L 97
56) freon 113 6.492 151 13330 8.02 ug/L 90
57) methacrylonitrile 9.631 41 10330 8.26 ug/L 98
58) 1,1,1-trichloroethane 10.080 97 25043 7.26 ug/L 97
59) cyclohexane 10.159 84 23679 7.46 ug/L 99
61) iso-octane 10.645 57 72606 7.89 ug/L 95
64) epichlorohydrin 12.675 57 7118 41.46 ug/L 91
65) n-butyl alcohol 11.346 56 24676 426.67 ug/L 96
66) carbon tetrachloride 10.337 117 23061 7.94 ug/L 98
67) 1,1-dichloropropene 10.300 75 23878 7.65 ug/L 97
68) hexane 8.082 57 26264 8.06 ug/L 96
69) benzene 10.640 78 73583 7.85 ug/L 95
70) tert-amyl methyl ether 10.698 73 56950 9.65 ug/L 100
71) heptane 10.881 57 14883 7.85 ug/L 96
72) isopropyl acetate 10.582 43 37369 8.79 ug/L 98
73) 1,2-dichloroethane 10.671 62 23402 8.95 ug/L 98
74) trichloroethene 11.576 130 19151 7.88 ug/L 97
78) 2-chloroethyl vinyl ether 12.680 63 35974 41.36 ug/L 98
79) methyl methacrylate 11.974 69 11176 8.03 ug/L 89
80) 1,2-dichloropropane 11.932 63 20538 8.05 ug/L 100
81) dibromomethane 12.146 93 11280 8.33 ug/L 92
82) methylcyclohexane 11.853 83 28710 7.86 ug/L 98
83) bromodichloromethane 12.329 83 25778 8.35 ug/L 98
84) cis-1,3-dichloropropene 12.952 75 33701 8.27 ug/L 93
86) 4-methyl-2-pentanone 13.098 58 6604 8.49 ug/L # 64
87) toluene 13.433 92 46939 7.89 ug/L 99
88) 3-methyl-1-butanol 13.156 55 14383 169.10 ug/L 95
89) trans-1,3-dichloropropene 13.731 75 29359 8.33 ug/L 98
90) ethyl methacrylate 13.736 69 21180 8.03 ug/L 94
91) 1,1,2-trichloroethane 14.008 83 14076 8.18 ug/L 97
92) 2-hexanone 14.259 58 5824 7.77 ug/L 85
94) 3,3-Dimethyl-1-butanol 14.510 57 15669 84 .45 ug/L # 98
95) tetrachloroethene 14.217 164 17127 8.03 ug/L 96
96) 1,3-dichloropropane 14.249 76 27843 8.17 ug/L 93
97) butyl acetate 14.380 56 12418 8.68 ug/L 96
98) dibromochloromethane 14.594 129 21234 8.43 ug/L 96
99) 1,2-dibromoethane 14.782 107 17435 8.55 ug/L 99
101) chlorobenzene 15.400 112 54697 7.91 ug/L 94
102) 1,1,1,2-tetrachloroethane 15.494 131 20200 8.13 ug/L 96
103) ethylbenzene 15.488 91 88221 7.57 ug/L 97
104) m,p-xylene 15.635 106 68853 15.11 ug/L 96
105) o-xylene 16.179 106 34616 7.66 ug/L 97
106) styrene 16.195 104 57741 7.65 ug/L 98
107) bromoform 16.524 173 14704 8.51 ug/L 98
109) isopropylbenzene 16.618 105 86273 7.29 ug/L 99
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Cal Report: X121117.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121117.D

Acq On : 28 Nov 2011 4:20 pm
Operator : tamikag

Sample : 1C5154-10

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 6 Sample Multiplier: 1

Quant Time: Nov 29 17:30:11 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:15:26 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
111) bromobenzene 17.078 156 25425 8.08 ug/L 94
112) 1,1,2,2-tetrachloroethane 17.010 83 22166 7.77 ug/L 100
113) trans-1,4-dichloro-2-b... 17.058 53 5397 7.79 ug/L 88
114) 1,2,3-trichloropropane 17.084 110 5474 8.07 ug/L # 78
115) n-propylbenzene 17.110 91 101408 7.10 ug/L 929
117) 2-chlorotoluene 17.267 126 23140 7.84 ug/L # 85
118) 4-chlorotoluene 17.387 91 64081 7.25 ug/L 98
119) 1,3,5-trimethylbenzene 17.288 105 71660 7.31 ug/L 99
120) tert-butylbenzene 17.669 119 62841 7.31 ug/L 929
121) pentachloroethane 17.758 167 16310 8.33 ug/L 97
122) 1,2,4-trimethylbenzene 17.722 105 73063 7.20 ug/L 98
124) sec-butylbenzene 17.900 105 92900 7.15 ug/L 929
125) 1,3-dichlorobenzene 18.093 146 46464 7.77 ug/L 97
126) p-isopropyltoluene 18.030 119 78515 7.28 ug/L 98
127) 1,4-dichlorobenzene 18.177 146 47013 7.72 ug/L 100
128) 1,2-dichlorobenzene 18.569 146 44492 7.82 ug/L 929
129) benzyl chloride 18.302 91 42851 8.36 ug/L 100
131) n-butylbenzene 18.449 92 40375 6.90 ug/L 99
133) 1,2-dibromo-3-chloropr... 19.322 75 3629 7.22 ug/L 95
134) 1,3,5-trichlorobenzene 19.490 180 39478 8.00 ug/L 99
135) hexachlorobutadiene 20.201 225 19428 7.73 ug/L 96
136) naphthalene 20.368 128 55694 7.14 ug/L 99
137) 1,2,4-trichlorobenzene 20.096 180 32207 7.63 ug/L 100
138) 1,2,3-trichlorobenzene 20.604 180 27562 7.49 ug/L 100
139) hexachloroethane 18.810 201 15576 8.22 ug/L 97

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Cal Report:

Data Path
Data File

Acq On

Sample
Misc

ALS Vial

Quant Time:

28

Quantitation Report

Nov 2011 4:20 pm

1C5154-10
MS21975,VX5154,5.0,,,,1

Operator ; tamikag

6

Quant Method :
Quant Title :
QLast Update :
Response via :

Sample Multiplier: 1

Nov 29 17:30:11 2011

C:\msdchem\1\DATA\X\vx5154Ffinal\
X121117.D

C:\MSDCHEM\1\METHODS\MX5154 .M
SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
Mon Nov 28 18:15:26 2011

Initial Calibration

X121117.D

(QT Reviewed)

Abundance TIC: X121117.D\data.ms
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Cal Report:

Data Path :
Data File
Acq On
Operator
Sample
Misc

ALS Vial

Quant Time:
Quant Method
Quant Title
QLast Update

Quantitation Report

C:\msdchem\1\DATA\X\vx5154Ffinal\

: X121118.D
: 28 Nov 2011
: tamikag

4:49 pm

1C5154-20

; MS21975,VvX5154,5.0,,,,1
-7 Sample Multiplier: 1

Nov 29 17:30:14 2011
: C:\MSDCHEM\1\METHODS\MX5154 .M

X121118.D

(QT Reviewed)

SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um

- Mon Nov 28 18:04:46 2011

Response via Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
Internal Standards
1) tert butyl alcohol-d9 7.287 65 69484 500.00 ug/L -0.03
5) pentafluorobenzene 9.981 168 227265 50.00 ug/L -0.02
62) 1,4-difluorobenzene 11.142 114 320143 50.00 ug/L -0.02
93) chlorobenzene-d5 15.363 117 297942 50.00 ug/L -0.02
108) 1,4-dichlorobenzene-d4 18.151 152 152017 50.00 ug”/L -0.02
System Monitoring Compounds
54) dibromofluoromethane (s) 10.028 113 96493 42 .53 ug/L -0.03
Spiked Amount 50.000 Range 67 - 131 Recovery = 85.06%
55) 1,2-dichloroethane-d4 (s) 10.556 65 95445 42 .41 ug/L -0.02
Spiked Amount 50.000 Range 66 - 130 Recovery = 84.82%
85) toluene-d8 (s) 13.334 98 353834 44_25 ug/L -0.02
Spiked Amount 50.000 Range 76 - 125 Recovery = 88.50%
110) 4-bromofluorobenzene (s) 16.864 95 136398 42.12 ug/L -0.02
Spiked Amount 50.000 Range 53 - 142 Recovery = 84.24%
Target Compounds Qvalue
2) tertiary butyl alcohol 7.418 59 19028 85.51 ug/L 97
4) 1,4-dioxane 12.089 88 9081 565.88 ug/L # 99
11) chlorodifluoromethane 3.778 51 36348 15.37 ug/L 90
12) dichlorodifluoromethane 3.767 85 53160 20.76 ug/L 95
15) chloromethane 4.081 50 61774 16.58 ug/L 98
16) vinyl chloride 4.338 62 50289 16.38 ug/L 98
18) bromomethane 5.002 94 31339 15.90 ug/L 98
19) chloroethane 5.185 64 26414 16.48 ug/L 100
21) trichlorofluoromethane 5.666 101 59523 18.57 ug/L 97
22) pentane 5.724 43 69682 15.40 ug/L 99
23) ethyl ether 6.069 74 19889 15.75 ug/L 97
27) acrolein 6.351 56 63997 159.65 ug/L # 94
28) 1,1-dichloroethene 6.524 96 30675 14.79 ug/L 99
29) acetone 6.592 58 2232 12.78 ug/L # 82
30) allyl chloride 7.104 76 21268 14.83 ug/L # 85
31) acetonitrile 7.078 40 29687 178.39 ug/L # 82
32) iodomethane 6.827 142 66166 16.65 ug/L 99
33) iso-butyl alcohol 10.373 43 16797 170.35 ug/L 98
34) carbon disulfide 6.953 76 113809 15.38 ug/L 98
35) methylene chloride 7.324 84 39070 15.20 ug/L 93
36) methyl acetate 7.094 43 28143 17.37 ug/L 97
37) methyl tert butyl ether 7.695 73 97265 15.89 ug/L 100
38) trans-1,2-dichloroethene 7.748 96 35388 15.25 ug/L 99
39) di-isopropyl ether 8.391 45 152239 18.12 ug/L 98
40) 2-butanone 9.280 72 3289 14 .09 ug/L 60
41) 1,1-dichloroethane 8.412 63 68970 15.51 ug/L 96
42) chloroprene 8.532 53 58939 17.59 ug/L 94
43) acrylonitrile 7.701 53 54496 79.32 ug/L 95
44) vinyl acetate 8.401 86 5529 15.57 ug/L 73
45) ethyl tert-butyl ether 8.961 59 125955 18.09 ug/L 99
46) ethyl acetate 9.312 70 3557 16.01 ug/L 81
47) 2,2-dichloropropane 9.306 7 50595 14.86 ug/L 94
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Cal Report: X121118.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121118.D

Acq On : 28 Nov 2011 4:49 pm
Operator : tamikag

Sample : 1C5154-20

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 7 Sample Multiplier: 1

Quant Time: Nov 29 17:30:14 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
48) cis-1,2-dichloroethene 9.312 96 41002 15.41 ug/L 95
49) propionitrile 9.406 54 42489 158.98 ug/L 100
50) tert-Butyl Formate 9.819 59 30617 17.68 ug/L # 99
51) bromochloromethane 9.699 128 19946 16.13 ug/L 100
52) tetrahydrofuran 9.746 42 11375 15.68 ug/L 94
53) chloroform 9.777 83 66021 15.30 ug/L 97
56) freon 113 6.513 151 29331 17.70 ug/L 97
57) methacrylonitrile 9.631 41 19369 15.53 ug/L 97
58) 1,1,1-trichloroethane 10.080 97 51918 15.10 ug/L 98
59) cyclohexane 10.164 84 48321 15.26 ug/L 87
61) iso-octane 10.645 57 152930 16.67 ug/L 99
64) epichlorohydrin 12.680 57 13830 81.26 ug/L 94
65) n-butyl alcohol 11.346 56 51094 891.29 ug/L 96
66) carbon tetrachloride 10.331 117 48839 16.97 ug/L 98
67) 1,1-dichloropropene 10.305 75 49313 15.95 ug/L 97
68) hexane 8.088 57 55506 17.19 ug/L 96
69) benzene 10.640 78 145013 15.60 ug/L 99
70) tert-amyl methyl ether 10.698 73 110798 18.94 ug/L 100
71) heptane 10.881 57 32465 17.28 ug/L 98
72) isopropyl acetate 10.582 43 70397 16.70 ug/L 96
73) 1,2-dichloroethane 10.671 62 44136 17.03 ug/L 99
74) trichloroethene 11.581 130 38687 16.06 ug/L 97
78) 2-chloroethyl vinyl ether 12.680 63 70587 81.88 ug/L 98
79) methyl methacrylate 11.974 69 21242 15.39 ug/L 98
80) 1,2-dichloropropane 11.927 63 40838 16.16 ug/L 97
81) dibromomethane 12.146 93 21762 16.21 ug/L 94
82) methylcyclohexane 11.859 83 61670 17.04 ug/L 98
83) bromodichloromethane 12.335 83 50133 16.38 ug/L 98
84) cis-1,3-dichloropropene 12.952 75 64620 15.99 ug/L 95
86) 4-methyl-2-pentanone 13.098 58 12608 16.36 ug/L # 61
87) toluene 13.433 92 92437 15.68 ug/L 98
88) 3-methyl-1-butanol 13.156 55 30223 358.48 ug/L 95
89) trans-1,3-dichloropropene 13.726 75 56286 16.11 ug/L 98
90) ethyl methacrylate 13.742 69 39987 15.30 ug/L 96
91) 1,1,2-trichloroethane 14.008 83 27047 15.86 ug/L 97
92) 2-hexanone 14.265 58 11285 15.18 ug/L 94
94) 3,3-Dimethyl-1-butanol 14.510 57 31914 175.26 ug/L 98
95) tetrachloroethene 14.217 164 34837 16.63 ug/L 98
96) 1,3-dichloropropane 14.249 76 52809 15.79 ug/L 93
97) butyl acetate 14.380 56 23888 17.01 ug/L 91
98) dibromochloromethane 14.594 129 41119 16.64 ug/L 99
99) 1,2-dibromoethane 14.782 107 32291 16.13 ug/L 97
101) chlorobenzene 15.405 112 107600 15.86 ug/L 97
102) 1,1,1,2-tetrachloroethane 15.494 131 40348 16.56 ug/L 98
103) ethylbenzene 15.488 91 174031 15.22 ug/L 99
104) m,p-xylene 15.635 106 136196 30.46 ug/L 99
105) o-xylene 16.174 106 68239 15.38 ug/L 97
106) styrene 16.195 104 114619 15.48 ug/L 99
107) bromoform 16.524 173 28372 16.73 ug/L 99
109) isopropylbenzene 16.618 105 172938 15.10 ug/L 99
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Cal Report: X121118.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121118.D

Acq On : 28 Nov 2011 4:49 pm
Operator : tamikag

Sample : 1C5154-20

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 7 Sample Multiplier: 1

Quant Time: Nov 29 17:30:14 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
111) bromobenzene 17.078 156 49163 16.14 ug/L 95
112) 1,1,2,2-tetrachloroethane 17.010 83 40825 14.78 ug/L 98
113) trans-1,4-dichloro-2-b... 17.057 53 9966 14.86 ug/L 91
114) 1,2,3-trichloropropane 17.089 110 10219 15.56 ug/L # 70
115) n-propylbenzene 17.110 91 202152 14.63 ug/L 100
117) 2-chlorotoluene 17.272 126 44327 15.51 ug/L 96
118) 4-chlorotoluene 17.387 91 126507 14.78 ug/L 98
119) 1,3,5-trimethylbenzene 17.293 105 142368 14.99 ug/L 99
120) tert-butylbenzene 17.669 119 127354 15.31 ug/L 97
121) pentachloroethane 17.758 167 31766 16.76 ug/L 98
122) 1,2,4-trimethylbenzene 17.722 105 145067 14.78 ug/L 100
124) sec-butylbenzene 17.900 105 187279 14.89 ug/L 929
125) 1,3-dichlorobenzene 18.093 146 90999 15.73 ug/L 97
126) p-isopropyltoluene 18.030 119 156091 14.96 ug/L 100
127) 1,4-dichlorobenzene 18.177 146 91168 15.46 ug/L 98
128) 1,2-dichlorobenzene 18.569 146 85470 15.52 ug/L 98
129) benzyl chloride 18.302 91 84237 16.97 ug/L 99
131) n-butylbenzene 18.449 92 82932 14.64 ug/L 99
133) 1,2-dibromo-3-chloropr... 19.322 75 6897 14.18 ug/L 97
134) 1,3,5-trichlorobenzene 19.490 180 79401 16.62 ug/L 99
135) hexachlorobutadiene 20.201 225 38267 15.72 ug/L 100
136) naphthalene 20.368 128 112137 14.86 ug/L 99
137) 1,2,4-trichlorobenzene 20.096 180 64930 15.89 ug/L 99
138) 1,2,3-trichlorobenzene 20.604 180 56020 15.72 ug/L 99
139) hexachloroethane 18.810 201 31502 17.18 ug/L 99

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Cal Report: X121118.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121118.D

Acq On : 28 Nov 2011 4:49 pm

Operator : tamikag

Sample : 1C5154-20

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial 7 Sample Multiplier: 1

Quant Time: Nov 29 17:30:14 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154._M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Abundance TIC: X121118.D\data.ms
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Cal Report: X121119.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121119.D

Acq On : 28 Nov 2011 5:18 pm
Operator : tamikag

Sample : 1CC5154-50

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 8 Sample Multiplier: 1

Quant Time: Nov 29 17:29:34 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)

Internal Standards

1) tert butyl alcohol-d9 7.287 65 69358 500.00 ug/L -0.03
5) pentafluorobenzene 9.976 168 223395 50.00 ug/L -0.03
62) 1,4-difluorobenzene 11.142 114 321795 50.00 ug/L -0.02
93) chlorobenzene-d5 15.363 117 304307 50.00 ug/L -0.02
108) 1,4-dichlorobenzene-d4 18.151 152 161266 50.00 ug”/L -0.02

System Monitoring Compounds
54) dibromofluoromethane (s) 10.028 113 97344 43.64 ug/L -0.03

Spiked Amount 50.000 Range 67 - 131 Recovery = 87.28%
55) 1,2-dichloroethane-d4 (s) 10.551 65 95359 43.11 ug/L -0.03
Spiked Amount 50.000 Range 66 - 130 Recovery = 86.22%
85) toluene-d8 (s) 13.334 98 358725 44 _.63 ug/L -0.02
Spiked Amount 50.000 Range 76 - 125 Recovery = 89.26%
110) 4-bromofluorobenzene (s) 16.864 95 142127 41.37 ug/L -0.02
Spiked Amount 50.000 Range 53 - 142 Recovery = 82.74%
Target Compounds Qvalue
2) tertiary butyl alcohol 7.418 59 45496 204.81 ug/L 97
4) 1,4-dioxane 12.094 88 21566 1346.32 ug/L # 96
11) chlorodifluoromethane 3.778 51 93269 40.13 ug/L 96
12) dichlorodifluoromethane 3.757 85 142141 56.47 ug/L 97
15) chloromethane 4.092 50 160502 43.82 ug/L 100
16) vinyl chloride 4.343 62 133011 44 _07 ug/L 98
18) bromomethane 5.002 94 76516 39.49 ug/L 98
19) chloroethane 5.180 64 65751 41.73 ug/L 95
21) trichlorofluoromethane 5.661 101 154114 48.92 ug/L 99
22) pentane 5.724 43 175654 39.50 ug/L 98
23) ethyl ether 6.074 74 52634 42.39 ug/L 96
27) acrolein 6.351 56 164975 418.68 ug/L # 95
28) 1,1-dichloroethene 6.524 96 86055 42.21 ug/L 98
29) acetone 6.581 58 6268 36.51 ug/L 95
30) allyl chloride 7.104 76 58807 41.71 ug/L 88
31) acetonitrile 7.078 40 74636 456.26 ug/L 99
32) iodomethane 6.822 142 179821 46 .03 ug/L 99
33) iso-butyl alcohol 10.363 43 39313 405.62 ug/L 95
34) carbon disulfide 6.958 76 315243 43.34 ug/L 98
35) methylene chloride 7.324 84 100502 39.79 ug/L 95
36) methyl acetate 7.094 43 64471 40.47 ug/L 99
37) methyl tert butyl ether 7.695 73 252980 42.04 ug/L 100
38) trans-1,2-dichloroethene 7.742 96 96855 42 _47 ug/L 96
39) di-isopropyl ether 8.391 45 366577 44 .40 ug/L 94
40) 2-butanone 9.275 72 8859 38.60 ug/L 64
41) 1,1-dichloroethane 8.412 63 181901 41.61 ug/L 100
42) chloroprene 8.532 53 146205 44 .39 ug/L 96
43) acrylonitrile 7.695 53 142413 210.88 ug/L 97
44) vinyl acetate 8.396 86 13438 38.50 ug/L 60
45) ethyl tert-butyl ether 8.961 59 306157 44_.74 ug/L 99
46) ethyl acetate 9.306 70 8680 39.75 ug/L 56
47) 2,2-dichloropropane 9.306 7 138414 41.37 ug/L 97
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Cal Report: X121119.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121119.D

Acq On : 28 Nov 2011 5:18 pm
Operator : tamikag

Sample : 1CC5154-50

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 8 Sample Multiplier: 1

Quant Time: Nov 29 17:29:34 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
48) cis-1,2-dichloroethene 9.312 96 107272 41.02 ug/L 94
49) propionitrile 9.400 54 108003 411.11 ug/L 100
50) tert-Butyl Formate 9.819 59 73257 43.03 ug/L # 98
51) bromochloromethane 9.699 128 52215 42 .95 ug/L 96
52) tetrahydrofuran 9.746 42 29354 41.15 ug/L 95
53) chloroform 9.777 83 174883 41.23 ug/L 97
56) freon 113 6.508 151 73408 45_.07 ug/L 97
57) methacrylonitrile 9.625 41 50944 41.55 ug/L 98
58) 1,1,1-trichloroethane 10.080 97 144979 42.89 ug/L 97
59) cyclohexane 10.164 84 139771 44_.92 ug/L 86
61) iso-octane 10.650 57 382928 42 .47 ug/L 98
64) epichlorohydrin 12.675 57 34157 199.66 ug/L 94
65) n-butyl alcohol 11.341 56 126317 2192.17 ug/L 96
66) carbon tetrachloride 10.331 117 135277 46.76 ug/L 99
67) 1,1-dichloropropene 10.305 75 135001 43.43 ug/L 97
68) hexane 8.088 57 139564 43.00 ug/L 96
69) benzene 10.640 78 386593 41.38 ug/L 98
70) tert-amyl methyl ether 10.698 73 263547 44 .81 ug/L 100
71) heptane 10.881 57 82613 43.74 ug/L 98
72) isopropyl acetate 10.577 43 170380 40.20 ug/L 98
73) 1,2-dichloroethane 10.671 62 115351 44 .29 ug/L 99
74) trichloroethene 11.576 130 107386 44 .35 ug/L 97
77) 2-nitropropane 12.643 46 1412 50.84 ug/L # 1
78) 2-chloroethyl vinyl ether 12.675 63 174271 201.11 ug/L 100
79) methyl methacrylate 11.969 69 55296 39.85 ug/L 86
80) 1,2-dichloropropane 11.927 63 107828 42 .44 ug/L 929
81) dibromomethane 12.141 93 56912 42.17 ug/L 96
82) methylcyclohexane 11.859 83 158320 43.52 ug/L 98
83) bromodichloromethane 12.329 83 134780 43.82 ug/L 99
84) cis-1,3-dichloropropene 12.952 75 171855 42 .32 ug/L 95
86) 4-methyl-2-pentanone 13.103 58 32904 42.48 ug/L # 64
87) toluene 13.433 92 248636 41.96 ug/L 99
88) 3-methyl-1-butanol 13.151 55 74687 881.32 ug/L 96
89) trans-1,3-dichloropropene 13.726 75 149746 42 .63 ug/L 99
90) ethyl methacrylate 13.736 69 108280 41.21 ug/L 94
91) 1,1,2-trichloroethane 14.008 83 70707 41.24 ug/L 98
92) 2-hexanone 14.259 58 30446 40.75 ug/L 95
94) 3,3-Dimethyl-1-butanol 14.505 57 80835 434 .62 ug/L 99
95) tetrachloroethene 14.212 164 97000 45.35 ug/L 99
96) 1,3-dichloropropane 14.249 76 137322 40.19 ug/L 95
97) butyl acetate 14.374 56 58554 40.83 ug/L 89
98) dibromochloromethane 14.594 129 110862 43.92 ug/L 99
99) 1,2-dibromoethane 14.782 107 85846 41.99 ug/L 100
101) chlorobenzene 15.400 112 288430 41.63 ug/L 98
102) 1,1,1,2-tetrachloroethane 15.488 131 106269 42.69 ug/L 97
103) ethylbenzene 15.488 91 469003 40.16 ug/L 99
104) m,p-xylene 15.635 106 368246 80.64 ug/L 97
105) o-xylene 16.174 106 186767 41.22 ug/L 99
106) styrene 16.195 104 309719 40.95 ug/L 98
107) bromoform 16.524 173 77799 44 .92 ug/L 99
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Cal Report: X121119.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121119.D

Acq On : 28 Nov 2011 5:18 pm
Operator : tamikag

Sample : 1CC5154-50

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 8 Sample Multiplier: 1

Quant Time: Nov 29 17:29:34 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
109) isopropylbenzene 16.618 105 472422 38.88 ug/L 100
111) bromobenzene 17.078 156 132593 41.04 ug/L 95
112) 1,1,2,2-tetrachloroethane 17.010 83 108811 37.14 ug/L 98
113) trans-1,4-dichloro-2-b... 17.058 53 27009 37.97 ug/L 97
114) 1,2,3-trichloropropane 17.084 110 26325 37.80 ug/L 98
115) n-propylbenzene 17.110 91 547655 37.35 ug/L 99
117) 2-chlorotoluene 17.272 126 121813 40.19 ug/L 94
118) 4-chlorotoluene 17.382 91 344072 37.90 ug/L 99
119) 1,3,5-trimethylbenzene 17.293 105 387922 38.51 ug/L 929
120) tert-butylbenzene 17.669 119 351086 39.79 ug/L 99
121) pentachloroethane 17.758 167 86341 42 .94 ug/L 99
122) 1,2,4-trimethylbenzene 17.722 105 399068 38.32 ug/L 100
124) sec-butylbenzene 17.900 105 523128 39.22 ug/L 99
125) 1,3-dichlorobenzene 18.093 146 247232 40.28 ug/L 97
126) p-isopropyltoluene 18.030 119 440735 39.82 ug/L 99
127) 1,4-dichlorobenzene 18.177 146 247555 39.57 ug/L 929
128) 1,2-dichlorobenzene 18.569 146 233855 40.02 ug/L 98
129) benzyl chloride 18.302 91 209814 39.85 ug/L 99
131) n-butylbenzene 18.449 92 240034 39.94 ug/L 98
133) 1,2-dibromo-3-chloropr... 19.317 75 18589 36.04 ug/L 99
134) 1,3,5-trichlorobenzene 19.484 180 224494 44 .28 ug/L 99
135) hexachlorobutadiene 20.201 225 113298 43.88 ug/L 98
136) naphthalene 20.368 128 320749 40.07 ug/L 100
137) 1,2,4-trichlorobenzene 20.096 180 189890 43.82 ug/L 99
138) 1,2,3-trichlorobenzene 20.604 180 164034 43.39 ug/L 99
139) hexachloroethane 18.815 201 91452 47.01 ug/L 929

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Cal Report: X121119.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121119.D

Acq On : 28 Nov 2011 5:18 pm

Operator : tamikag

Sample : 1CC5154-50

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 8 Sample Multiplier: 1

Quant Time: Nov 29 17:29:34 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Abundance TIC: X121119.D\data.ms
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Cal Report:
Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154Ffinal\

Data File : X121120.D

Acq On : 28 Nov 2011 5:47 pm

Operator : tamikag

Sample : 1C5154-100

Misc : MS21975,VvX5154,5.0,,,,1

ALS Vial : 9 Sample Multiplier: 1

Quant Time:
Quant Method
Quant Title
QLast Update

Nov 29 09:48:40 2011
: C:\MSDCHEM\1\METHODS\MX5154 .M

SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um

- Mon Nov 28 18:04:46 2011

Response via Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
Internal Standards
1) tert butyl alcohol-d9 7.288 65 72776 500.00 ug/L -0.03
5) pentafluorobenzene 9.976 168 227913 50.00 ug/L -0.03
62) 1,4-difluorobenzene 11.142 114 326103 50.00 ug/L -0.02
93) chlorobenzene-d5 15.358 117 308981 50.00 ug/L -0.02
108) 1,4-dichlorobenzene-d4 18.151 152 164214 50.00 ug”/L -0.02
System Monitoring Compounds
54) dibromofluoromethane (s) 10.023 113 191748 84.27 ug/L -0.03
Spiked Amount 50.000 Range 67 - 131 Recovery = 168.54%#
55) 1,2-dichloroethane-d4 (s) 10.551 65 190969 84.62 ug/L -0.03
Spiked Amount 50.000 Range 66 - 130 Recovery = 169.24%#
85) toluene-d8 (s) 13.334 98 681742 83.69 ug/L -0.02
Spiked Amount 50.000 Range 76 - 125 Recovery = 167.38%#
110) 4-bromofluorobenzene (s) 16.864 95 270272 77.25 ug/L -0.02
Spiked Amount 50.000 Range 53 - 142 Recovery = 154 _50%#
Target Compounds Qvalue
2) tertiary butyl alcohol 7.418 59 95928 411.57 ug/L 91
4) 1,4-dioxane 12.094 88 44365 2639.53 ug/L # 98
11) chlorodifluoromethane 3.768 51 175738 74.12 ug/L 95
12) dichlorodifluoromethane 3.752 85 268083 104.39 ug/L 96
15) chloromethane 4.087 50 309440 82.82 ug/L 98
16) vinyl chloride 4.343 62 252748 82.09 ug/L 99
18) bromomethane 4.991 94 141434 71.54 ug/L 98
19) chloroethane 5.169 64 128175 79.73 ug/L 97
21) trichlorofluoromethane 5.645 101 291734 90.77 ug/L 98
22) pentane 5.713 43 328402 72.38 ug/L 98
23) ethyl ether 6.064 74 103754 81.90 ug/L 91
28) 1,1-dichloroethene 6.519 96 160334 77.08 ug/L 97
29) acetone 6.576 58 12712 72.59 ug/L 96
30) allyl chloride 7.099 76 105501 73.35 ug/L 89
31) acetonitrile 7.068 40 144316 864.74 ug/L # 77
32) iodomethane 6.817 142 341920 85.79 ug/L 99
33) iso-butyl alcohol 10.358 43 82474 834.07 ug/L 98
34) carbon disulfide 6.948 76 584529 78.77 ug/L 98
35) methylene chloride 7.319 84 192943 74.87 ug/L 93
36) methyl acetate 7.084 43 131517 80.92 ug/L 99
37) methyl tert butyl ether 7.690 73 500882 81.59 ug/L 99
38) trans-1,2-dichloroethene 7.737 96 178730 76.83 ug/L 929
39) di-isopropyl ether 8.386 45 706334 83.85 ug/L 93
40) 2-butanone 9.275 72 18467 78.87 ug/L 92
41) 1,1-dichloroethane 8.407 63 339576 76.13 ug/L 99
42) chloroprene 8.532 53 275573 82.01 ug/L 97
43) acrylonitrile 7.690 53 287467 417.23 ug/L 97
44) vinyl acetate 8.402 86 28119 78.97 ug/L 97
45) ethyl tert-butyl ether 8.956 59 598840 85.77 ug/L 929
46) ethyl acetate 9.296 70 17726 79.56 ug/L 94
47) 2,2-dichloropropane 9.301 7 255984 74.99 ug/L 97
48) cis-1,2-dichloroethene 9.306 96 204531 76.66 ug/L 99
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Cal Report: X121120.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121120.D

Acq On : 28 Nov 2011 5:47 pm
Operator : tamikag

Sample : 1C5154-100

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 9 Sample Multiplier: 1

Quant Time: Nov 29 09:48:40 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154._M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
49) propionitrile 9.401 54 222880 831.57 ug/L 93
50) tert-Butyl Formate 9.809 59 148848 85.70 ug/L # 98
51) bromochloromethane 9.693 128 102864 82.94 ug/L 98
52) tetrahydrofuran 9.741 42 59484 81.74 ug/L 96
53) chloroform 9.777 83 330923 76.48 ug/L 929
56) freon 113 6.493 151 139983 84.25 ug/L 96
57) methacrylonitrile 9.625 41 103934 83.09 ug/L 99
58) 1,1,1-trichloroethane 10.080 97 271886 78.84 ug/L 98
59) cyclohexane 10.164 84 256511 80.80 ug/L 81
61) iso-octane 10.651 57 712907 77.49 ug/L 98
64) epichlorohydrin 12.675 57 70348 405.78 ug/L 91
65) n-butyl alcohol 11.341 56 266763 4568.39 ug/L 96
66) carbon tetrachloride 10.332 117 251307 85.71 ug/L 97
67) 1,1-dichloropropene 10.305 75 254993 80.95 ug/L 97
68) hexane 8.088 57 265207 80.63 ug/L 95
69) benzene 10.635 78 723803 76.45 ug/L 99
70) tert-amyl methyl ether 10.698 73 520166 87.28 ug/L 99
71) heptane 10.881 57 161601 84 .42 ug/L 99
72) isopropyl acetate 10.577 43 349131 81.29 ug/L 98
73) 1,2-dichloroethane 10.666 62 223176 84.56 ug/L 99
74) trichloroethene 11.576 130 205360 83.69 ug/L 96
77) 2-nitropropane 12.638 46 2815 100.03 ug/L # 1
78) 2-chloroethyl vinyl ether 12.675 63 351018 399.73 ug/L 929
79) methyl methacrylate 11.969 69 113168 80.49 ug/L 90
80) 1,2-dichloropropane 11.927 63 209611 81.42 ug/L 99
81) dibromomethane 12.141 93 114205 83.51 ug/L 96
82) methylcyclohexane 11.854 83 297377 80.67 ug/L 99
83) bromodichloromethane 12.329 83 264218 84.77 ug/L 98
84) cis-1,3-dichloropropene 12.952 75 335418 81.50 ug/L 96
86) 4-methyl-2-pentanone 13.098 58 68305 87.01 ug/L # 61
87) toluene 13.433 92 468355 78.00 ug/L 98
88) 3-methyl-1-butanol 13.151 55 158703 1847.98 ug/L 96
89) trans-1,3-dichloropropene 13.721 75 295850 83.11 ug/L 929
90) ethyl methacrylate 13.736 69 219086 82.29 ug/L 92
91) 1,1,2-trichloroethane 14.008 83 141307 81.33 ug/L 99
92) 2-hexanone 14.259 58 63844 84.32 ug/L 92
94) 3,3-Dimethyl-1-butanol 14.510 57 174010 921.43 ug/L 99
95) tetrachloroethene 14.212 164 182854 84.19 ug/L 97
96) 1,3-dichloropropane 14.249 76 267640 77.15 ug/L 94
97) butyl acetate 14.374 56 120088 82.47 ug/L 89
98) dibromochloromethane 14.594 129 218793 85.38 ug/L 98
99) 1,2-dibromoethane 14.782 107 171924 82.82 ug/L 98
101) chlorobenzene 15.400 112 550165 78.20 ug/L 100
102) 1,1,1,2-tetrachloroethane 15.494 131 204222 80.80 ug/L 98
103) ethylbenzene 15.489 91 873404 73.65 ug/L 99
104) m,p-xylene 15.630 106 688406 148.47 ug/L 97
105) o-xylene 16.174 106 356239 77.43 ug/L 98
106) styrene 16.195 104 590641 76.92 ug/L 98
107) bromoform 16.524 173 159087 90.46 ug/L 98
109) isopropylbenzene 16.618 105 876115 70.80 ug/L 99
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Cal Report: X121120.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121120.D

Acq On : 28 Nov 2011 5:47 pm
Operator : tamikag

Sample : 1C5154-100

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 9 Sample Multiplier: 1

Quant Time: Nov 29 09:48:40 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154._M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
111) bromobenzene 17.079 156 251444 76.42 ug/L 96
112) 1,1,2,2-tetrachloroethane 17.011 83 219697 73.65 ug/L 98
113) trans-1,4-dichloro-2-b... 17.058 53 55749 76.97 ug/L 92
114) 1,2,3-trichloropropane 17.084 110 53239 75.06 ug/L 94
115) n-propylbenzene 17.110 91 1010484 67.68 ug/L 929
117) 2-chlorotoluene 17.272 126 230770 74.77 ug/L 91
118) 4-chlorotoluene 17.387 91 656016 70.96 ug/L 98
119) 1,3,5-trimethylbenzene 17.293 105 726755 70.85 ug/L 98
120) tert-butylbenzene 17.675 119 655841 72.99 ug/L 929
121) pentachloroethane 17.758 167 166200 81.17 ug/L 99
122) 1,2,4-trimethylbenzene 17.722 105 745174 70.27 ug/L 99
124) sec-butylbenzene 17.905 105 974630 71.76 ug/L 98
125) 1,3-dichlorobenzene 18.093 146 473195 75.71 ug/L 98
126) p-isopropyltoluene 18.030 119 822920 73.02 ug/L 99
127) 1,4-dichlorobenzene 18.177 146 480813 75.48 ug/L 99
128) 1,2-dichlorobenzene 18.569 146 452163 75.99 ug/L 98
129) benzyl chloride 18.302 91 425249 79.32 ug/L 99
131) n-butylbenzene 18.449 92 454040 74.20 ug/L 97
133) 1,2-dibromo-3-chloropr... 19.322 75 39070 74.39 ug/L 90
134) 1,3,5-trichlorobenzene 19.490 180 426890 82.69 ug/L 98
135) hexachlorobutadiene 20.201 225 213878 81.34 ug/L 100
136) naphthalene 20.368 128 657638 80.69 ug/L 100
137) 1,2,4-trichlorobenzene 20.096 180 371690 84.23 ug/L 100
138) 1,2,3-trichlorobenzene 20.604 180 328912 85.45 ug/L 100
139) hexachloroethane 18.815 201 174265 87.97 ug/L 99

(#) = qualifier out of range (m) = manual integration (+) = signals summed

MX5154 .M Tue Nov 29 17:30:22 2011 ACCNJ Page: 3

[ | 237 of 334
BACCUTEST
X121120.D: VX5154-IC5154 Initial Calibration (100) page 3 of 4 JAQ3968 ~ “AmeRaTeRies




Cal Report: X121120.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121120.D

Acq On : 28 Nov 2011 5:47 pm

Operator : tamikag

Sample : 1C5154-100

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial 9 Sample Multiplier: 1

Quant Time: Nov 29 09:48:40 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154._M

Quant Title SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update Mon Nov 28 18:04:46 2011

Response via Initial Calibration

Abundance TIC: X121120.D\data.ms
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Cal Report: X121121.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121121.D

Acq On : 28 Nov 2011 6:17 pm
Operator : tamikag

Sample : 1C5154-200

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 10 Sample Multiplier: 1

Quant Time: Nov 29 09:48:31 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154._M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)

Internal Standards

1) tert butyl alcohol-d9 7.298 65 79791 500.00 ug/L -0.02
5) pentafluorobenzene 9.981 168 235841 50.00 ug/L -0.02
62) 1,4-difluorobenzene 11.142 114 339603 50.00 ug/L -0.02
93) chlorobenzene-d5 15.363 117 318910 50.00 ug/L -0.02
108) 1,4-dichlorobenzene-d4 18.156 152 167513 50.00 ug”/L -0.01

System Monitoring Compounds
54) dibromofluoromethane (s) 10.028 113 337897 143.50 ug/L -0.03

Spiked Amount 50.000 Range 67 - 131 Recovery = 287.00%#
55) 1,2-dichloroethane-d4 (s) 10.556 65 339330 145.31 ug/L -0.02
Spiked Amount 50.000 Range 66 - 130 Recovery = 290.62%#
85) toluene-d8 (s) 13.334 98 1158184 136.53 ug/L -0.02
Spiked Amount 50.000 Range 76 - 125 Recovery = 273.06%#
110) 4-bromofluorobenzene (s) 16.864 95 466324 130.67 ug/L -0.02
Spiked Amount 50.000 Range 53 - 142 Recovery = 261.34%#
Target Compounds Qvalue
2) tertiary butyl alcohol 7.423 59 201248 787.52 ug/L 70
4) 1,4-dioxane 12.089 88 91775 4980.17 ug/L # 97
11) chlorodifluoromethane 3.773 51 327809 133.60 ug/L 95
12) dichlorodifluoromethane 3.752 85 508906 191.51 ug/L 99
15) chloromethane 4.102 50 591091 152.88 ug/L 929
16) vinyl chloride 4_353 62 481301 151.07 ug/L 98
18) bromomethane 4.991 94 247668 121.06 ug/L 98
19) chloroethane 5.169 64 230835 138.76 ug/L 96
21) trichlorofluoromethane 5.656 101 554690 166.78 ug/L 99
22) pentane 5.718 43 604058 128.66 ug/L 99
23) ethyl ether 6.069 74 217574 165.98 ug/L 92
28) 1,1-dichloroethene 6.519 96 320385 148.84 ug/L 929
29) acetone 6.587 58 28503 157.28 ug/L 96
30) allyl chloride 7.104 76 218575 146.86 ug/L 91
31) acetonitrile 7.078 40 294949 1707.93 ug/L 98
32) iodomethane 6.822 142 696720 168.94 ug/L 100
33) iso-butyl alcohol 10.363 43 174267 1703.14 ug/L 97
34) carbon disulfide 6.953 76 1169449 152.29 ug/L 98
35) methylene chloride 7.319 84 399836 149.93 ug/L 94
36) methyl acetate 7.089 43 272603 162.09 ug/L 99
37) methyl tert butyl ether 7.701 73 1040450 163.78 ug/L 99
38) trans-1,2-dichloroethene 7.742 96 361063 149.98 ug/L 98
39) di-isopropyl ether 8.391 45 1356275 155.60 ug/L 88
40) 2-butanone 9.275 72 39867 164.55 ug/L 76
41) 1,1-dichloroethane 8.407 63 682771 147 .93 ug/L 99
42) chloroprene 8.532 53 523676 150.60 ug/L 97
43) acrylonitrile 7.695 53 604672 848.12 ug/L 99
44) vinyl acetate 8.396 86 55434 150.45 ug/L 82
45) ethyl tert-butyl ether 8.956 59 1172893 162.35 ug/L 100
46) ethyl acetate 9.301 70 36042 156.32 ug/L 87
47) 2,2-dichloropropane 9.311 7 503430 142 .53 ug/L 97
48) cis-1,2-dichloroethene 9.311 96 414228 150.03 ug/L 97
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Cal Report: X121121.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121121.D

Acq On : 28 Nov 2011 6:17 pm
Operator : tamikag

Sample : 1C5154-200

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 10 Sample Multiplier: 1

Quant Time: Nov 29 09:48:31 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154._M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
49) propionitrile 9.400 54 472611 1704.05 ug/L 99
50) tert-Butyl Formate 9.814 59 302528 168.32 ug/L # 929
51) bromochloromethane 9.698 128 214109 166.83 ug/L 98
52) tetrahydrofuran 9.740 42 125829 167.09 ug/L 97
53) chloroform 9.777 83 671487 149.97 ug/L 97
56) freon 113 6.503 151 263400 153.19 ug/L 99
57) methacrylonitrile 9.625 41 221617 171.22 ug/L 99
58) 1,1,1-trichloroethane 10.080 97 544449 152.57 ug/L 98
59) cyclohexane 10.164 84 511075 155.57 ug/L 90
61) iso-octane 10.650 57 1335766 140.31 ug/L 98
64) epichlorohydrin 12.675 57 144710 801.52 ug/L 93
65) n-butyl alcohol 11.341 56 561028 9225.82 ug/L 96
66) carbon tetrachloride 10.331 117 504775 165.32 ug/L 99
67) 1,1-dichloropropene 10.305 75 509953 155.45 ug/L 98
68) hexane 8.088 57 501154 146.30 ug/L 96
69) benzene 10.640 78 1441742 146.23 ug/L 98
70) tert-amyl methyl ether 10.703 73 1034557 166.69 ug/L 99
71) heptane 10.881 57 303682 152.34 ug/L 98
72) isopropyl acetate 10.577 43 683865 152.91 ug/L 96
73) 1,2-dichloroethane 10.671 62 462667 168.32 ug/L 98
74) trichloroethene 11.576 130 411170 160.91 ug/L 96
77) 2-nitropropane 12.643 46 5793 197.66 ug/L # 1
78) 2-chloroethyl vinyl ether 12.675 63 715259 782.15 ug/L 929
79) methyl methacrylate 11.968 69 241456 164.90 ug/L 92
80) 1,2-dichloropropane 11.932 63 424533 158.34 ug/L 98
81) dibromomethane 12.141 93 238684 167.59 ug/L 96
82) methylcyclohexane 11.859 83 559667 145.78 ug/L 98
83) bromodichloromethane 12.329 83 544678 167.81 ug/L 99
84) cis-1,3-dichloropropene 12.952 75 680463 158.77 ug/L 95
86) 4-methyl-2-pentanone 13.098 58 146352 179.03 ug/L # 63
87) toluene 13.433 92 932580 149.14 ug/L 96
88) 3-methyl-1-butanol 13.150 55 329464 3683.86 ug/L 95
89) trans-1,3-dichloropropene 13.721 75 604637 163.10 ug/L 929
90) ethyl methacrylate 13.736 69 456698 164.71 ug/L 94
91) 1,1,2-trichloroethane 14.008 83 291566 161.14 ug/L 99
92) 2-hexanone 14.259 58 134933 171.12 ug/L 93
94) 3,3-Dimethyl-1-butanol 14.510 57 365926 1877.35 ug/L 98
95) tetrachloroethene 14.217 164 361040 161.05 ug/L 98
96) 1,3-dichloropropane 14.249 76 551424 154 .01 ug/L 95
97) butyl acetate 14.374 56 239947 159.65 ug/L 91
98) dibromochloromethane 14.594 129 455746 172.30 ug/L 99
99) 1,2-dibromoethane 14.782 107 359654 167.86 ug/L 99
101) chlorobenzene 15.405 112 1090083 150.11 ug/L 99
102) 1,1,1,2-tetrachloroethane 15.494 131 414967 159.07 ug/L 99
103) ethylbenzene 15.488 91 1698714 138.79 ug/L 97
104) m,p-xylene 15.635 106 1349971 282.08 ug/L 91
105) o-xylene 16.179 106 709217 149.34 ug/L 96
106) styrene 16.194 104 1169617 147 .57 ug/L 95
107) bromoform 16.524 173 336677 185.49 ug/L 99
109) isopropylbenzene 16.618 105 1704951 135.07 ug/L 97
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Cal Report: X121121.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121121.D

Acq On : 28 Nov 2011 6:17 pm
Operator : tamikag

Sample : 1C5154-200

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 10 Sample Multiplier: 1

Quant Time: Nov 29 09:48:31 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154._M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
111) bromobenzene 17.078 156 500997 149.27 ug/L 98
112) 1,1,2,2-tetrachloroethane 17.010 83 460583 151.36 ug/L 98
113) trans-1,4-dichloro-2-b... 17.063 53 118797 160.78 ug/L 93
114) 1,2,3-trichloropropane 17.084 110 112381 155.33 ug/L 95
115) n-propylbenzene 17.115 91 1933594 126.96 ug/L 95
117) 2-chlorotoluene 17.272 126 458681 145.69 ug/L 92
118) 4-chlorotoluene 17.387 91 1288688 136.66 ug/L 97
119) 1,3,5-trimethylbenzene 17.293 105 1418736 135.59 ug/L 97
120) tert-butylbenzene 17.675 119 1278331 139.46 ug/L 929
121) pentachloroethane 17.758 167 342109 163.80 ug/L 100
122) 1,2,4-trimethylbenzene 17.722 105 1452153 134.25 ug/L 98
124) sec-butylbenzene 17.905 105 1862814 134.45 ug/L 96
125) 1,3-dichlorobenzene 18.093 146 935680 146.75 ug/L 97
126) p-isopropyltoluene 18.036 119 1574667 136.96 ug/L 97
127) 1,4-dichlorobenzene 18.182 146 946889 145.72 ug/L 98
128) 1,2-dichlorobenzene 18.569 146 900167 148.30 ug/L 98
129) benzyl chloride 18.302 91 831099 151.97 ug/L 98
131) n-butylbenzene 18.449 92 887291 142.15 ug/L 94
133) 1,2-dibromo-3-chloropr... 19.322 75 82799 154 .54 ug/L 88
134) 1,3,5-trichlorobenzene 19.490 180 835332 158.63 ug/L 99
135) hexachlorobutadiene 20.201 225 413156 154.03 ug/L 99
136) naphthalene 20.368 128 1332911 160.32 ug/L 99
137) 1,2,4-trichlorobenzene 20.096 180 736223 163.55 ug/L 100
138) 1,2,3-trichlorobenzene 20.604 180 652009 166.04 ug/L 100
139) hexachloroethane 18.815 201 347077 171.76 ug/L 98

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Cal Report: |RSvANPAHb)

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121121.D

Acq On : 28 Nov 2011 6:17 pm

Operator : tamikag

Sample : 1C5154-200

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 10 Sample Multiplier: 1

Quant Time: Nov 29 09:48:31 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Mon Nov 28 18:04:46 2011

Response via : Initial Calibration

Abundance TIC: X121121.D\data.ms
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Cal Report: X121124.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121124.D

Acq On : 28 Nov 2011 7:45 pm
Operator : tamikag

Sample : ICv5154-50

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 15 Sample Multiplier: 1

Quant Time: Nov 29 17:35:56 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)

Internal Standards

1) tert butyl alcohol-d9 7.282 65 71084 500.00 ug/L 0.00
5) pentafluorobenzene 9.981 168 227505 50.00 ug/L 0.00
62) 1,4-difluorobenzene 11.142 114 327453 50.00 ug/L 0.00
93) chlorobenzene-d5 15.363 117 311179 50.00 ug/L 0.00
108) 1,4-dichlorobenzene-d4 18.151 152 162675 50.00 ug”/L 0.00

System Monitoring Compounds
54) dibromofluoromethane (s) 10.028 113 97700 53.19 ug/L 0.00

Spiked Amount 50.000 Range 67 - 131 Recovery = 106.38%
55) 1,2-dichloroethane-d4 (s) 10.557 65 98578 53.45 ug/L 0.00
Spiked Amount 50.000 Range 66 - 130 Recovery = 106.90%
85) toluene-d8 (s) 13.334 98 348689 51.42 ug/L 0.00
Spiked Amount 50.000 Range 76 - 125 Recovery = 102.84%
110) 4-bromofluorobenzene (s) 16.864 95 140206 48.94 ug/L 0.00
Spiked Amount 50.000 Range 53 - 142 Recovery = 97.88%
Target Compounds Qvalue
2) tertiary butyl alcohol 7.424 59 49212 263.40 ug/L 97
4) 1,4-dioxane 12.089 88 23271 1316.20 ug/L # 95
11) chlorodifluoromethane 3.778 51 70664 39.39 ug/L 93
12) dichlorodifluoromethane 3.762 85 133759 49.72 ug/L 98
15) chloromethane 4.092 50 161015 50.68 ug/L 929
16) vinyl chloride 4.343 62 129687 50.82 ug/L 98
18) bromomethane 5.002 94 76731 48.33 ug/L 97
19) chloroethane 5.180 64 64683 49.89 ug/L 97
21) trichlorofluoromethane 5.661 101 147575 50.17 ug/L 100
22) pentane 5.729 43 116253 34.70 ug/L 99
23) ethyl ether 6.074 74 56032 53.88 ug/L 96
27) acrolein 6.346 56 159160 500.89 ug/L # 100
28) 1,1-dichloroethene 6.529 96 81521 51.52 ug/L 98
29) acetone 6.592 58 6742 53.99 ug/L # 81
30) allyl chloride 7.105 76 58762 52.20 ug/L 95
31) acetonitrile 7.068 40 77419 507.82 ug/L # 64
32) iodomethane 6.822 142 180836 51.70 ug/L 98
33) iso-butyl alcohol 10.363 43 43033 524.18 ug/L 96
34) carbon disulfide 6.953 76 300924 49.81 ug/L 929
35) methylene chloride 7.324 84 105342 52.26 ug/L 99
36) methyl acetate 7.089 43 64095 47 .74 ug/L 99
37) methyl tert butyl ether 7.696 73 501361 102.48 ug/L 100
38) trans-1,2-dichloroethene 7.743 96 93344 51.22 ug/L 99
39) di-isopropyl ether 8.391 45 351662 46.40 ug/L 91
40) 2-butanone 9.275 72 9584 54_.62 ug/L # 90
41) 1,1-dichloroethane 8.407 63 184294 53.51 ug/L 98
42) chloroprene 8.532 53 122569 42 .68 ug/L 99
43) acrylonitrile 7.696 53 153735 269.15 ug/L 99
44) vinyl acetate 8.396 86 14992 55.81 ug/L 60
45) ethyl tert-butyl ether 8.961 59 315349 50.06 ug”/L 99
46) ethyl acetate 9.301 70 8841 50.63 ug/L 69
47) 2,2-dichloropropane 9.312 7 129367 48.33 ug/L 99
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Cal Report: X121124.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121124.D

Acq On : 28 Nov 2011 7:45 pm
Operator : tamikag

Sample : ICv5154-50

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 15 Sample Multiplier: 1

Quant Time: Nov 29 17:35:56 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
48) cis-1,2-dichloroethene 9.312 96 109671 52.18 ug/L 95
49) propionitrile 9.401 54 118002 527.98 ug/L 95
50) tert-Butyl Formate 9.814 59 80886 55.17 ug/L # 100
51) bromochloromethane 9.694 128 56465 53.78 ug/L 96
52) tetrahydrofuran 9.741 42 31255 50.48 ug/L 929
53) chloroform 9.777 83 176683 52.61 ug/L 99
56) freon 113 6.503 151 64139 46.26 ug/L 99
57) methacrylonitrile 9.626 41 54007 52.31 ug/L 97
58) 1,1,1-trichloroethane 10.081 97 138182 52.18 ug/L 98
59) cyclohexane 10.169 84 131279 50.03 ug/L 84
61) iso-octane 10.651 57 327047 44 .29 ug/L 99
64) epichlorohydrin 12.680 57 34340 245.35 ug/L 98
65) n-butyl alcohol 11.341 56 138217 2733.54 ug/L 98
66) carbon tetrachloride 10.337 117 128868 51.25 ug/L 98
67) 1,1-dichloropropene 10.305 75 129891 50.99 ug/L 98
68) hexane 8.088 57 107218 39.23 ug/L 99
69) benzene 10.640 78 384016 51.16 ug/L 100
70) tert-amyl methyl ether 10.698 73 286157 50.67 ug/L 98
71) heptane 10.881 57 65831 40.95 ug/L 96
72) isopropyl acetate 10.577 43 186907 50.81 ug/L 98
73) 1,2-dichloroethane 10.666 62 121777 53.46 ug/L 98
74) trichloroethene 11.576 130 106335 52.47 ug/L 98
77) 2-nitropropane 12.628 46 1352 47.76 ug/L # 4
78) 2-chloroethyl vinyl ether 12.675 63 175500 245.97 ug/L 99
79) methyl methacrylate 11.969 69 60012 53.11 ug/L 95
80) 1,2-dichloropropane 11.932 63 110273 52.28 ug/L 98
81) dibromomethane 12.141 93 61072 52.54 ug/L 98
82) methylcyclohexane 11.859 83 136226 43.92 ug/L 99
83) bromodichloromethane 12.330 83 140396 54 .35 ug/L 99
84) cis-1,3-dichloropropene 12.952 75 178934 54 .25 ug/L 100
86) 4-methyl-2-pentanone 13.098 58 35181 52.86 ug/L 99
87) toluene 13.433 92 250069 52.15 ug/L 100
88) 3-methyl-1-butanol 13.151 55 80886 1090.32 ug/L 99
89) trans-1,3-dichloropropene 13.726 75 157674 54 .54 ug/L 99
90) ethyl methacrylate 13.736 69 117034 54_.30 ug/L 99
91) 1,1,2-trichloroethane 14.008 83 75639 54.17 ug/L 98
92) 2-hexanone 14.260 58 33168 53.11 ug/L 98
94) 3,3-Dimethyl-1-butanol 14.505 57 89398 553.22 ug/L 99
95) tetrachloroethene 14.218 164 95604 49.86 ug/L 98
96) 1,3-dichloropropane 14.249 76 145601 51.10 ug/L 98
97) butyl acetate 14.380 56 61895 51.47 ug/L 97
98) dibromochloromethane 14.594 129 116831 53.88 ug/L 97
99) 1,2-dibromoethane 14.783 107 92604 54 .35 ug/L 97
101) chlorobenzene 15.400 112 295226 52.81 ug/L 929
102) 1,1,1,2-tetrachloroethane 15.489 131 110189 53.03 ug/L 99
103) ethylbenzene 15.489 91 461944 50.94 ug/L 99
104) m,p-xylene 15.630 106 366361 102.34 ug/L 99
105) o-xylene 16.174 106 187234 51.91 ug/L 97
106) styrene 16.195 104 320051 51.81 ug/L 98
107) bromoform 16.524 173 83252 52.61 ug/L 100
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Cal Report: X121124.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121124.D

Acq On : 28 Nov 2011 7:45 pm
Operator : tamikag

Sample : ICv5154-50

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial : 15 Sample Multiplier: 1

Quant Time: Nov 29 17:35:56 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
109) isopropylbenzene 16.618 105 459203 49.21 ug/L 99
111) bromobenzene 17.079 156 137813 52.90 ug/L 98
112) 1,1,2,2-tetrachloroethane 17.011 83 116428 51.36 ug/L 99
113) trans-1,4-dichloro-2-b... 17.058 53 28372 50.92 ug/L 95
114) 1,2,3-trichloropropane 17.084 110 29170 51.96 ug/L # 90
115) n-propylbenzene 17.110 91 529416 48.23 ug/L 100
117) 2-chlorotoluene 17.272 126 122016 49.72 ug/L 100
118) 4-chlorotoluene 17.382 91 347809 49.95 ug/L 99
119) 1,3,5-trimethylbenzene 17.288 105 382420 49.29 ug/L 929
120) tert-butylbenzene 17.670 119 342760 49.33 ug/L 99
121) pentachloroethane 17.759 167 85946 48.53 ug/L 99
122) 1,2,4-trimethylbenzene 17.722 105 395704 49.90 ug/L 100
124) sec-butylbenzene 17.905 105 506386 49.01 ug/L 98
125) 1,3-dichlorobenzene 18.093 146 250727 50.60 ug/L 99
126) p-isopropyltoluene 18.031 119 428923 49.59 ug/L 100
127) 1,4-dichlorobenzene 18.177 146 251958 49.93 ug/L 98
128) 1,2-dichlorobenzene 18.569 146 243960 51.62 ug/L 99
129) benzyl chloride 18.302 91 215499 50.53 ug/L 100
131) n-butylbenzene 18.449 92 230621 50.05 ug/L 98
133) 1,2-dibromo-3-chloropr... 19.317 75 19772 49.08 ug/L 97
134) 1,3,5-trichlorobenzene 19.485 180 221810 50.80 ug/L 99
135) hexachlorobutadiene 20.201 225 108606 49.65 ug/L 98
136) naphthalene 20.368 128 341163 56.73 ug/L 99
137) 1,2,4-trichlorobenzene 20.096 180 190535 54_.25 ug/L 98
138) 1,2,3-trichlorobenzene 20.604 180 170331 54.88 ug/L 99
139) hexachloroethane 18.815 201 90127 51.47 ug/L 929

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Cal Report: X121124.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\vx5154final\
Data File : X121124.D

Acq On : 28 Nov 2011 7:45 pm

Operator : tamikag

Sample : ICV5154-50

Misc : MS21975,vX5154,5.0,,,,1

ALS Vial 15 Sample Multiplier: 1

Quant Time: Nov 29 17:35:56 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154._M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Abundance :
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Cal Report: X121553.D

Quantitation Report

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : X121553.D

Acq On : 9 Dec 2011 1:03 pm
Operator : tamikag

Sample : CC5154-20

Misc : MS22413,vX5173,1.0,,,,1

ALS Vial : 8 Sample Multiplier: 1

Quant Time:
Quant Method
Quant Title
QLast Update

Dec 09 13:56:56 2011
: C:\MSDCHEM\1\METHODS\MX5154 .M
SW-846 Method 8260B, ZB624 60m X

(QT Reviewed)

0.25mm x 1.4um

- Tue Nov 29 09:14:04 2011

Response via Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
Internal Standards
1) tert butyl alcohol-d9 7.272 65 70217 500.00 ug/L -0.02
5) pentafluorobenzene 9.960 168 199553 50.00 ug/L -0.02
62) 1,4-difluorobenzene 11.127 114 288662 50.00 ug/L -0.02
93) chlorobenzene-d5 15.347 117 292509 50.00 ug/L -0.02
108) 1,4-dichlorobenzene-d4 18.146 152 159333 50.00 ug”/L 0.00
System Monitoring Compounds
54) dibromofluoromethane (s) 10.013 113 88931 55.20 ug/L -0.02
Spiked Amount 50.000 Range 67 - 131 Recovery = 110.40%
55) 1,2-dichloroethane-d4 (s) 10.541 65 79379 49.07 ug/L -0.01
Spiked Amount 50.000 Range 66 - 130 Recovery = 98.14%
85) toluene-d8 (s) 13.318 98 343421 57.45 ug/L -0.01
Spiked Amount 50.000 Range 76 - 125 Recovery = 114.90%
110) 4-bromofluorobenzene (s) 16.854 95 133565 47.60 ug/L -0.01
Spiked Amount 50.000 Range 53 - 142 Recovery = 95.20%
Target Compounds Qvalue
2) tertiary butyl alcohol 7.403 59 17084 92.57 ug/L 93
4) 1,4-dioxane 12.078 88 8294 474.90 ug/L # 90
11) chlorodifluoromethane 3.778 51 33169 21.08 ug/L 98
12) dichlorodifluoromethane 3.762 85 49190 20.85 ug/L 99
15) chloromethane 4.076 50 53032 19.03 ug/L 97
16) vinyl chloride 4.332 62 45440 20.30 ug/L 98
18) bromomethane 4.991 94 31006 22.26 ug/L 96
19) chloroethane 5.180 64 23333 20.52 ug/L 94
21) trichlorofluoromethane 5.651 101 56313 21.83 ug/L 96
22) pentane 5.708 43 58911 20.05 ug/L 98
23) ethyl ether 6.048 74 18513 20.30 ug/L 90
27) acrolein 6.336 56 49104 176.18 ug/L # 100
28) 1,1-dichloroethene 6.513 96 32254 23.24 ug/L 92
29) acetone 6.571 58 3533 32.26 ug/L # 73
30) allyl chloride 7.094 76 21730 22.01 ug/L # 82
31) acetonitrile 7.057 40 24989 186.87 ug/L # 75
32) iodomethane 6.806 142 68846 22.44 ug/L 98
33) iso-butyl alcohol 10.352 43 13854 192.39 ug/L 94
34) carbon disulfide 6.937 76 114815 21.67 ug/L 97
35) methylene chloride 7.303 84 37344 21.12 ug/L 89
36) methyl acetate 7.073 43 22179 18.84 ug/L 96
37) methyl tert butyl ether 7.685 73 94844 22.10 ug/L 98
38) trans-1,2-dichloroethene 7.727 96 36465 22.81 ug/L 93
39) di-isopropyl ether 8.375 45 123746 18.61 ug/L 90
40) 2-butanone 9.259 72 3720 24 .17 ug/L 63
41) 1,1-dichloroethane 8.391 63 66579 22.04 ug/L 98
42) chloroprene 8.517 53 50493 20.05 ug/L 98
43) acrylonitrile 7.680 53 49204 98.21 ug/L 100
44) vinyl acetate 8.386 86 4574 19.41 ug/L 57
45) ethyl tert-butyl ether 8.940 59 108005 19.55 ug/L 98
46) ethyl acetate 9.296 70 3135 20.47 ug/L 94
47) 2,2-dichloropropane 9.296 7 53525 22.80 ug/L 97
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Cal Report: X121553.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : X121553.D

Acq On : 9 Dec 2011 1:03 pm
Operator : tamikag

Sample : CC5154-20

Misc : MS22413,vX5173,1.0,,,,1

ALS Vial : 8 Sample Multiplier: 1

Quant Time: Dec 09 13:56:56 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
48) cis-1,2-dichloroethene 9.291 96 40490 21.96 ug/L 92
49) propionitrile 9.390 54 39122 199.56 ug/L 90
50) tert-Butyl Formate 9.803 59 26968 20.97 ug/L # 97
51) bromochloromethane 9.683 128 20159 21.89 ug/L # 82
52) tetrahydrofuran 9.730 42 10156 18.70 ug/L 97
53) chloroform 9.761 83 65856 22.36 ug/L 98
56) freon 113 6.493 151 27963 22.99 ug/L 90
57) methacrylonitrile 9.610 41 17056 18.83 ug/L 97
58) 1,1,1-trichloroethane 10.060 97 54892 23.63 ug/L 94
59) cyclohexane 10.154 84 47970 20.84 ug/L 96
61) iso-octane 10.630 57 128107 19.78 ug/L 99
64) epichlorohydrin 12.664 57 8772 71.09 ug/L 97
65) n-butyl alcohol 11.325 56 43273 970.82 ug/L 97
66) carbon tetrachloride 10.316 117 52356 23.62 ug/L 97
67) 1,1-dichloropropene 10.290 75 49051 21.84 ug/L 97
68) hexane 8.072 57 46599 19.34 ug/L 97
69) benzene 10.619 78 144724 21.87 ug/L 99
70) tert-amyl methyl ether 10.682 73 96835 19.45 ug/L 98
71) heptane 10.865 57 27582 19.46 ug/L 97
72) isopropyl acetate 10.567 43 62018 19.12 ug/L 98
73) 1,2-dichloroethane 10.656 62 42341 21.09 ug/L 99
74) trichloroethene 11.561 130 41585 23.28 ug/L 99
78) 2-chloroethyl vinyl ether 12.664 63 47453 75.44 ug/L 97
79) methyl methacrylate 11.958 69 19852 19.93 ug/L 82
80) 1,2-dichloropropane 11.916 63 38751 20.84 ug/L 95
81) dibromomethane 12.126 93 21503 20.99 ug/L 98
82) methylcyclohexane 11.838 83 56051 20.50 ug/L 98
83) bromodichloromethane 12.314 83 51125 22.45 ug/L 98
84) cis-1,3-dichloropropene 12.936 75 62829 21.61 ug/L 98
86) 4-methyl-2-pentanone 13.088 58 11751 20.03 ug/L 87
87) toluene 13.417 92 94146 22.27 ug/L 98
88) 3-methyl-1-butanol 13.140 55 26023 397.92 ug/L 98
89) trans-1,3-dichloropropene 13.710 75 55264 21.68 ug/L 929
90) ethyl methacrylate 13.726 69 38801 20.42 ug/L 94
91) 1,1,2-trichloroethane 13.993 83 26494 21.53 ug/L 99
92) 2-hexanone 14.254 58 12064 21.91 ug/L 97
94) 3,3-Dimethyl-1-butanol 14.495 57 26951 177.43 ug/L 96
95) tetrachloroethene 14.202 164 36744 20.39 ug/L 99
96) 1,3-dichloropropane 14.233 76 50799 18.96 ug/L 96
97) butyl acetate 14.364 56 20194 17.86 ug/L 929
98) dibromochloromethane 14.584 129 42951 21.07 ug/L 97
99) 1,2-dibromoethane 14.767 107 32781 20.47 ug/L 100
101) chlorobenzene 15.389 112 108355 20.62 ug/L 98
102) 1,1,1,2-tetrachloroethane 15.478 131 41507 21.25 ug/L 97
103) ethylbenzene 15.473 91 176867 20.75 ug/L 98
104) m,p-xylene 15.619 106 139889 41.57 ug/L 97
105) o-xylene 16.163 106 70803 20.88 ug”/L 97
106) styrene 16.184 104 115735 19.93 ug/L 96
107) bromoform 16.514 173 30279 20.36 ug/L 95
109) isopropylbenzene 16.608 105 179750 19.67 ug/L 99
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Cal Report: X121553.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : X121553.D

Acq On : 9 Dec 2011 1:03 pm
Operator : tamikag

Sample : CC5154-20

Misc : MS22413,vX5173,1.0,,,,1

ALS Vial : 8 Sample Multiplier: 1

Quant Time: Dec 09 13:56:56 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
111) bromobenzene 17.073 156 51172 20.06 ug/L 93
112) 1,1,2,2-tetrachloroethane 17.000 83 40046 18.04 ug/L 95
113) trans-1,4-dichloro-2-b... 17.047 53 9419 17.26 ug/L 89
114) 1,2,3-trichloropropane 17.073 110 10622 19.32 ug/L # 84
115) n-propylbenzene 17.099 91 208110 19.36 ug/L 929
117) 2-chlorotoluene 17.262 126 46073 19.17 ug/L 97
118) 4-chlorotoluene 17.377 91 128452 18.83 ug/L 98
119) 1,3,5-trimethylbenzene 17.283 105 147316 19.38 ug/L 98
120) tert-butylbenzene 17.664 119 134246 19.73 ug/L 98
121) pentachloroethane 17.748 167 33165 19.12 ug/L 98
122) 1,2,4-trimethylbenzene 17.717 105 152086 19.58 ug/L 99
124) sec-butylbenzene 17.895 105 198798 19.64 ug/L 929
125) 1,3-dichlorobenzene 18.083 146 95346 19.65 ug/L 98
126) p-isopropyltoluene 18.025 119 166741 19.68 ug/L 99
127) 1,4-dichlorobenzene 18.166 146 94513 19.12 ug/L 99
128) 1,2-dichlorobenzene 18.559 146 90679 19.59 ug/L 929
129) benzyl chloride 18.292 91 82838 19.83 ug/L 99
131) n-butylbenzene 18.438 92 86422 19.15 ug/L 99
133) 1,2-dibromo-3-chloropr... 19.312 75 6860 17.39 ug/L 94
134) 1,3,5-trichlorobenzene 19.479 180 83729 19.58 ug/L 98
135) hexachlorobutadiene 20.196 225 43720 20.41 ug/L 98
136) naphthalene 20.358 128 117388 19.93 ug/L 99
137) 1,2,4-trichlorobenzene 20.086 180 69158 20.10 ug/L 98
138) 1,2,3-trichlorobenzene 20.593 180 59401 19.54 ug/L 99
139) hexachloroethane 18.805 201 34978 20.40 ug/L 99

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Cal Report: [RSPAISKHD)

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5174\
Data File : X121553.D

Acq On : 9 Dec 2011 1:03 pm
Operator : tamikag

Sample : CC5154-20

Misc - MS22413,vX5173,1.0,,,,1
ALS Vial : 8 Sample Multiplier: 1

Quant Time: Dec 09 13:56:56 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Abundance TIC: X121553.D\data.ms
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Cal Report: X121639.D

Quantitation Report

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : X121639.D

Acq On : 12 Dec 2011 9:25 am
Operator : tamikag

Sample : CC5154-20

Misc : MS22489,vX5178,5.0,,,,1

ALS Vial : 2 Sample Multiplier: 1

Quant Time:
Quant Method
Quant Title
QLast Update

Dec 12 16:20:27 2011
: C:\MSDCHEM\1\METHODS\MX5154 .M
SW-846 Method 8260B, ZB624 60m X

(QT Reviewed)

0.25mm x 1.4um

- Tue Nov 29 09:14:04 2011

Response via Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
Internal Standards
1) tert butyl alcohol-d9 7.256 65 84784 500.00 ug/L -0.03
5) pentafluorobenzene 9.944 168 235002 50.00 ug/L -0.03
62) 1,4-difluorobenzene 11.106 114 344525 50.00 ug/L -0.04
93) chlorobenzene-d5 15.332 117 371433 50.00 ug/L -0.03
108) 1,4-dichlorobenzene-d4 18.130 152 195099 50.00 ug”/L -0.02
System Monitoring Compounds
54) dibromofluoromethane (s) 9.992 113 106769 56.28 ug/L -0.04
Spiked Amount 50.000 Range 67 - 131 Recovery = 112.56%
55) 1,2-dichloroethane-d4 (s) 10.520 65 94575 49.65 ug/L -0.03
Spiked Amount 50.000 Range 66 - 130 Recovery = 99.30%
85) toluene-d8 (s) 13.302 98 426671 59.80 ug/L -0.03
Spiked Amount 50.000 Range 76 - 125 Recovery = 119.60%
110) 4-bromofluorobenzene (s) 16.838 95 169241 49.25 ug/L -0.03
Spiked Amount 50.000 Range 53 - 142 Recovery = 98.50%
Target Compounds Qvalue
2) tertiary butyl alcohol 7.376 59 19053 85.50 ug/L 91
4) 1,4-dioxane 12.063 88 9723 461.07 ug/L # 94
11) chlorodifluoromethane 3.752 51 43658 23.56 ug/L 96
12) dichlorodifluoromethane 3.726 85 44445 15.99 ug/L 99
15) chloromethane 4.060 50 50789 15.48 ug/L 929
16) vinyl chloride 4.311 62 43486 16.50 ug/L 98
18) bromomethane 4._.970 94 30183 18.40 ug/L 98
19) chloroethane 5.148 64 22317 16.66 ug/L 95
21) trichlorofluoromethane 5.624 101 52458 17.27 ug/L 96
22) pentane 5.687 43 77756 22.47 ug/L 98
23) ethyl ether 6.032 74 19734 18.37 ug/L 97
27) acrolein 6.309 56 56579 172.38 ug/L # 99
28) 1,1-dichloroethene 6.487 96 34778 21.28 ug/L 97
29) acetone 6.560 58 2448 18.98 ug/L # 78
30) allyl chloride 7.073 76 23502 20.21 ug/L # 76
31) acetonitrile 7.042 40 29875 189.71 ug/L 92
32) iodomethane 6.785 142 74337 20.58 ug/L 99
33) iso-butyl alcohol 10.331 43 15250 179.83 ug/L 91
34) carbon disulfide 6.916 76 126348 20.25 ug/L 96
35) methylene chloride 7.287 84 40650 19.52 ug/L 92
36) methyl acetate 7.057 43 25356 18.29 ug/L 98
37) methyl tert butyl ether 7.664 73 99534 19.70 ug/L 98
38) trans-1,2-dichloroethene 7.706 96 40468 21.50 ug/L 94
39) di-isopropyl ether 8.354 45 140975 18.01 ug/L 91
40) 2-butanone 9.249 72 3421 18.87 ug/L 68
41) 1,1-dichloroethane 8.370 63 71779 20.18 ug/L 98
42) chloroprene 8.501 53 60285 20.32 ug/L 97
43) acrylonitrile 7.659 53 53157 90.10 ug/L 99
44) vinyl acetate 8.365 86 5881 21.19 ug/L 43
45) ethyl tert-butyl ether 8.919 59 124738 19.17 ug/L 98
46) ethyl acetate 9.275 70 3530 19.57 ug/L 94
47) 2,2-dichloropropane 9.270 7 58527 21.17 ug/L 92
MX5154 .M Mon Dec 12 16:20:31 2011 ACCNJ Page: 1
[ | 251 of 334
@ ACCUTEST

LABORATORIES

X121639.D: VX5178-CC5154 Continuing Calibration (20) page 1 of 4

JA93968



Cal Report: X121639.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : X121639.D

Acq On : 12 Dec 2011 9:25 am
Operator : tamikag

Sample : CC5154-20

Misc : MS22489,vX5178,5.0,,,,1

ALS Vial : 2 Sample Multiplier: 1

Quant Time: Dec 12 16:20:27 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
48) cis-1,2-dichloroethene 9.275 96 45037 20.74 ug/L 93
49) propionitrile 9.364 54 43222 187.22 ug/L 90
50) tert-Butyl Formate 9.782 59 31824 21.01 ug/L # 98
51) bromochloromethane 9.662 128 22179 20.45 ug/L 89
52) tetrahydrofuran 9.709 42 10784 16.86 ug/L 96
53) chloroform 9.740 83 72147 20.80 ug/L 95
56) freon 113 6.472 151 33941 23.70 ug/L 98
57) methacrylonitrile 9.594 41 18154 17.02 ug/L 96
58) 1,1,1-trichloroethane 10.044 97 59211 21.65 ug/L 98
59) cyclohexane 10.122 84 51780 19.10 ug/L 74
61) iso-octane 10.614 57 147481 19.33 ug/L 99
64) epichlorohydrin 12.648 57 11975 81.32 ug/L 94
65) n-butyl alcohol 11.310 56 48504 911.74 ug/L 96
66) carbon tetrachloride 10.295 117 56052 21.19 ug/L 98
67) 1,1-dichloropropene 10.269 75 53763 20.06 ug/L 99
68) hexane 8.051 57 56828 19.76 ug/L 97
69) benzene 10.603 78 160106 20.27 ug/L 99
70) tert-amyl methyl ether 10.666 73 110671 18.63 ug/L 98
71) heptane 10.849 57 31743 18.77 ug/L 98
72) isopropyl acetate 10.551 43 81731 21.12 ug/L 96
73) 1,2-dichloroethane 10.635 62 44898 18.73 ug/L 98
74) trichloroethene 11.545 130 45927 21.54 ug/L 99
77) 2-nitropropane 12.628 46 151 5.07 ug/L # 1
78) 2-chloroethyl vinyl ether 12.643 63 59915 79.81 ug/L 98
79) methyl methacrylate 11.937 69 21215 17.84 ug/L 87
80) 1,2-dichloropropane 11.895 63 41852 18.86 ug/L 98
81) dibromomethane 12.105 93 23564 19.27 ug/L 98
82) methylcyclohexane 11.822 83 67626 20.72 ug/L 96
83) bromodichloromethane 12.298 83 54607 20.09 ug/L 97
84) cis-1,3-dichloropropene 12.920 75 68714 19.80 ug/L 96
86) 4-methyl-2-pentanone 13.072 58 12673 18.10 ug/L 86
87) toluene 13.402 92 102213 20.26 ug/L 97
88) 3-methyl-1-butanol 13.124 55 30416 389.68 ug/L 97
89) trans-1,3-dichloropropene 13.695 75 59149 19.44 ug/L 98
90) ethyl methacrylate 13.710 69 40938 18.05 ug/L 97
91) 1,1,2-trichloroethane 13.977 83 28940 19.70 ug/L 99
92) 2-hexanone 14.233 58 11387 17.33 ug/L 96
94) 3,3-Dimethyl-1-butanol 14.479 57 31900 165.38 ug/L 98
95) tetrachloroethene 14.186 164 40745 17.80 ug/L 97
96) 1,3-dichloropropane 14.218 76 54858 16.13 ug/L 94
97) butyl acetate 14.348 56 23252 16.20 ug/L 87
98) dibromochloromethane 14.568 129 45392 17.54 ug/L 99
99) 1,2-dibromoethane 14.756 107 35075 17.25 ug/L 97
101) chlorobenzene 15.373 112 116988 17.53 ug/L 929
102) 1,1,1,2-tetrachloroethane 15.462 131 44490 17.94 ug/L 99
103) ethylbenzene 15.457 91 191519 17.69 ug/L 100
104) m,p-xylene 15.604 106 153111 35.83 ug/L 98
105) o-xylene 16.153 106 77752 18.06 ug/L 96
106) styrene 16.168 104 124835 16.93 ug/L 96
107) bromoform 16.498 173 31813 16.84 ug/L 98
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Cal Report: X121639.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : X121639.D

Acq On : 12 Dec 2011 9:25 am
Operator : tamikag

Sample : CC5154-20

Misc : MS22489,vX5178,5.0,,,,1

ALS Vial : 2 Sample Multiplier: 1

Quant Time: Dec 12 16:20:27 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Compound R.T. Qlon Response Conc Units Dev(Min)
109) isopropylbenzene 16.592 105 195164 17.44 ug/L 99
111) bromobenzene 17.058 156 54644 17.49 ug/L 94
112) 1,1,2,2-tetrachloroethane 16.984 83 42705 15.71 ug/L 99
113) trans-1,4-dichloro-2-b... 17.031 53 10465 15.66 ug/L 93
114) 1,2,3-trichloropropane 17.063 110 11026 16.38 ug/L # 64
115) n-propylbenzene 17.089 91 226515 17.21 ug/L 99
117) 2-chlorotoluene 17.246 126 49801 16.92 ug/L 99
118) 4-chlorotoluene 17.361 91 138560 16.59 ug/L 98
119) 1,3,5-trimethylbenzene 17.267 105 160487 17.25 ug/L 929
120) tert-butylbenzene 17.649 119 146197 17.54 ug/L 97
121) pentachloroethane 17.737 167 35339 16.64 ug/L 99
122) 1,2,4-trimethylbenzene 17.701 105 166643 17.52 ug/L 98
124) sec-butylbenzene 17.879 105 211683 17.08 ug/L 99
125) 1,3-dichlorobenzene 18.072 146 101224 17.03 ug/L 97
126) p-isopropyltoluene 18.009 119 178597 17.22 ug/L 97
127) 1,4-dichlorobenzene 18.156 146 99818 16.49 ug/L 929
128) 1,2-dichlorobenzene 18.548 146 96269 16.99 ug/L 99
129) benzyl chloride 18.281 91 89744 17.55 ug/L 99
131) n-butylbenzene 18.428 92 91854 16.62 ug/L 929
133) 1,2-dibromo-3-chloropr... 19.301 75 7167 14.83 ug/L 92
134) 1,3,5-trichlorobenzene 19.463 180 85680 16.36 ug/L 99
135) hexachlorobutadiene 20.180 225 45382 17.30 ug/L 97
136) naphthalene 20.342 128 121443 16.84 ug/L 99
137) 1,2,4-trichlorobenzene 20.075 180 70961 16.85 ug/L 99
138) 1,2,3-trichlorobenzene 20.583 180 60796 16.33 ug/L 99
139) hexachloroethane 18.794 201 37243 17.73 ug/L 929

(#) = qualifier out of range (m) = manual integration (+) = signals summed
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Cal Report: [RSPAKIND)

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\1\DATA\X\VX5178\
Data File : X121639.D

Acq On : 12 Dec 2011 9:25 am
Operator : tamikag

Sample : CC5154-20

Misc : MS22489,vX5178,5.0,,,,1

ALS Vial : 2 Sample Multiplier: 1

Quant Time: Dec 12 16:20:27 2011

Quant Method : C:\MSDCHEM\1\METHODS\MX5154 .M

Quant Title : SW-846 Method 8260B, ZB624 60m x 0.25mm x 1.4um
QLast Update : Tue Nov 29 09:14:04 2011

Response via : Initial Calibration

Abundance TIC: X121639.D\data.ms
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EAACCUTEST = VOLATILEANALYSISLOG ~ BatehID: VR4
L _ | . » Print Analyst Name: iM{L{gaE‘l:
Ibate: 1\9‘%‘\\ (WQ ' : Analyst Signature:
' Standard Data Standard Data - -
| Lot # Deseription | Cone, | [ Lot# | Description | Cone, | _ Columas: Dhioot (lppianx0. YounX [ L)
ol lekonly U WOH] A g .
MO Candlc ;g;g;'c; _ \\ {3 g,c » X Method__§2{,0
oS L ud L | | e
I‘%ﬁi\"i M@ lm :\‘% 9 ;m - Iitial Cal. Method S UV T |
Vo Peeotoin  wlaod % 2403810
I Manually integrated chromatographi¢’p % ®%ne folfowing reportabl files have been revnewed and verified to comply
SOP EQA044.
with the criteria of Accutest Q Supervisor Signatre;___ | Dater / \/
i S ‘Commen {pH*
| [T | Y] S e e [
: (ml or g) (ul) : .
. _ 1.
| | muisid | GeC A 0| 85
egsa |LCARS L A 9 105, 24 B LAl i S-Pla.
I (£g50_ S| J Al L RAD ‘S%F%bﬁ e L
‘ ' . 2 'y y / =
I 85| Tt it : 4 12,000 Gebpdul, S o
s | Q-5 bS A e Dilatt Attty
I we sz | dewt Lo k PAR ) Do M@Ls, by 1250 C
| sz | TCeti-w 1 A |l r‘M&mI{,(zam&\a I an
I 88525 | Tqer-So f 1 e 1200 pe, Acalis, Sevt g 350
N - P S _
I Sy | T Pial=59 o 1| e bsul 6480 Lredpl, Seld 57
2 . .
" (§6527 | STCpatoo | o | | e 2 QARG b7,
3 ’ ._ N ) - . iy L. L
I %S | ICTn-140 _ U _ L JEd INIWE < Golis L
| k(370 \G 4 G
l (S STTU NG, _ Ml T e
B KU B9 LS 1 g 250 adben Jin-7S0
If ' (e & s | . — '
‘ ‘ : : 20N : sl | ‘ .
I' e AAEY-S | Sulepk| 2 () "{/ (o |1V T | ol
K MTX = Matrix Designate W for water, 8 for soil, O for oil. L+ =Library Search, IS=Internal Standnrd Area, SU=Surrogate.

Sample Amt = Volume (ML) or Weight (g), MOH amt.= volume (ul) extract m]ected * IF pH >2, comment on sample res pi .

AAll strlke outs must be initialed, dated and reason code applied as follows: 1 = reviewer correctlon error; 2= transcrlptwn error;
3 = computer miscalculation; 4 = analyst’s correction error ' :

+ Form: OR001-9 L.f- " “"37

RRev. Date: 2/14/2007
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REACCUTEST. yoLATILEANALYSISLOG Baten Y0 767 |

<
. o ' N . o Print Analyst Name: 2 ¢ (}{ ‘ ' .
Date:__ 0 IM! t (tq ) : : Analyst Signature:___ o\ ~L—

. _ Standard Déta Standard Data . ’
Lot # Description Con‘_c_._ Lot#_ - Description | Cone. ,*M_CQ!Q_WQS’MOM*D )‘%XL‘U
e M Method__ &' L@D ‘
0"’/ & V4
L0/a) - - R
DiadN  Initial Cal. Method ﬁQ’i‘L/IJ .

Manually integrated chromatographic peaks in the following reportable files have been reviewed and verified to comply

with the criteria of Accutest SOP EQA044. o
_ _ Supervisor Signature: . [ : Date: ”/ i :

R Data File Sample D " Test Vial (ALS Samp, |MOH|Secondary IS | Status ‘Comments 1 pi-i"

. ’ T # # Amt amt. | dilution (+{$1U{ (Data) . <2
_ 8( SX : (mlorg) | (ul) ' .
e W : S
Louf5H< et | pag el (8 P |l o
W89 | agarnd | f‘ T 25 L8 Aeclin—i5|
L 4 L~ 7

i

f
&5/ [ 100005 VWl ¢ (V] Lo b
(855 (% af|

ol | l
. //
-
L
yd
v |
T e
= X

<

7
/A S
SO T T

X =l Matrix Designate W for water, $ for soil, O for oil. L+ =Library Search. IS = Internal _Stﬁhiﬁrﬂ Area. SU= Surrogate:
mple Amt = Volume (ML) or Weight (g); MOH amt.= volume (ul) extract injected * IF pH > 2, comment on'sample result.

5“" ike outs must be initialed, dated and reason code applied as follows: 1 = reviewer correction error; 2= tfanscription error;
computer miscalculation; 4 = analyst’s correction error ' ‘ .
m: OR001-9 N 2839

. Date: 2/14/2007 LI o :
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. ACCUTEST:

Instrument Run Log VD7671 page 2 of 2 JA93968 ~ ‘“AmemaTeRiEs



. ACCUTEST " VOLATILE ANALYSIS LOG Bateh TD:VDTI4L
| Print Analyst Name:_ Zaula"
Date: \'Z/\ \0 L CSAT> Analyst Signature: L~
. Standard Data Standard Data
Lot# Descnptlon Conc. Lot # Description | Cone, _umgp!umns;w? Tdl
Y DGy S bl (] Hgc  flagm
=l [ % %S ‘ b 1 Method___4 2{pb
q\a"\ b ‘ Lol // o ‘ . o TR
G I A (b [ sgthcoln [\apged  Tnital Cal. Method MWB’I\
ot | Peofen 0] (sl Meold st o344 (o

with the criteria of Accutest SOP EQA044.

Supervisor Signature:

Manually integrated chromatographic peaks in the followmg reportable files have been revnewec{ and rlfied to comply

P O— Date; 12> oot ,

R DaaFle | SampleID [Tt v (A [sime VO Seomivy [T S Commens 163
i : (mlorg) | (ub) ’ . .
'Drﬁm‘?’;" v.80, ( LN “\W«a%
I , [M’)_\t&(ﬁ’lb"lk% :Z)’ +| ok \m%&;(;ﬂmﬂm 25k
S | 1k *: ﬁ%m?
ot b ¢ T ae
o gy Ties | e [ | IS o
P weng |2 E*,‘:?‘P'%*\ mas | o
I dalq |0 | g T 02600 284D £ A\ -9
| Moy | 1¢ ¢ ﬂ—o&wr |
I 40§ { | \aq3k8-) vt ‘P ler ufl - o4
MoR), | MaaokS | t o [“F5 Lot TIG | g lacke & wdead X
I \A0%S | eorg-(, r4 1 e R -G azn\pnr'kgﬂ{,;i_g”&“yf\'
I Y a8y | )Anm1- | ug@i%}nf 7 L ‘f"q/s @ us oF| ST DR
- Q0B | e A2 ot 40 |3 “% leo Tloa|
I' i) \oxo\xy_é:eqeé%ﬁf_!u— ’ﬁ:b (Y, %@é{\& L) ~H ﬂb@ :Q:Lf:«}' ~oulg myn“(“
! Y68 I i '
| A B -
& gy | e [P S L1
I'L \O\bti"\' JAQ e - | 22;(02 f& y 3% (& l/ |

MTX = Matrix Designate W for water, 8 for soil, O for oil. L+ =Library Search. IS= Internal Standard Area, SU=Surrogate,
ISﬁmPIe Amt = Volume (ML) or Weight (g), MOH amt.= volume (ul) extract injected * IF pH > 2 comment on sample result ,

All strike outs must be initialed, dated and reason code applied as follows 1 = reviewer correctxon error; 2= transcnptxon error;
3 = computer miscalculation; 4 = analyst’s correction error

Form: QR001-9
ev. Date: 2/14/2007
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2 r

| EACCUTEST = yoLATILE ANALYSISLOG © BatehID: Y DT L
I _ , W ’ ‘ - Print Analyst Name:_ %a%’]: )
Date: \ﬂ/\‘\ﬂ\\\ CGMJ : Analyst Signature: e~Y '
. Standard Data Standard Data
| [Let# | Description | Cone. | | Loth | Deseription | Conc. | Columns:§
- a4f  Method ¥ Mpo
| L0722 e -
Initial Cal. Method {017
: : v @
| Manually integrated chromatographic peaks in the following reportable files have been reviewed and verified to comply ;
with the criteria of Accutest SOP EQA044. ' .-
Supervisor Signature: P onma— Date:__(2/2/oui( a
I Rl Data File Sample ID " Test Vial |ALS | Samp. |MOH|Secondary [L|IS |Status ‘Comments {pH"
’ # # Amt amt, | dilution |+|S|U{(Data) ) <2
X : (miorg) | (ul) . .
‘ v )iy b | < o
I LD oo [ a8l 9%@1\;@ W48 [Pl (e | T et | 2500 58, Ghcoglpn =50
el | Poruidag b B q S lw | | e |
! (4991 1% . _lw | T+ c@w»r
2L 'L{(g g car :
I b 14019% [ DA% PpPheumi € | 8/5 (R T la4
. : - [lae |8
‘ {MLQIWLSI{ .SP:Q%%D’\ PA({IQ?MI'P'% ’1’ 1t 3"(%/5 (@] | N 3‘"%’1'0\0/\“
l oS 1P LY - '“&@M{)
I ol | 1D | 24 . TV
I —
L1 - ./1 '2/‘7'/39"\4
| — ~
/‘
I -~
I ~Z I ———

I\éITX = Matrix Designate W for water, § for séil, O for oil, . L+ =Library Search. IS =Internal Standard Area. SU=Surrogate: .
I ample Amt = Volume (ML) or Weight (z); MOH amt.= volume (ul) extract injected * IF pH > 2, comment on sample result ,

- 3‘“_1 strike outs m'ust be initialed, dated and reason code applied as follows: 1= reviewer correction error; 2 = transcription error;
= computer miscalculation; 4 = analyst’s correction error

Form: QOR001-9 . ) “ N 2 _
iRev. Date: 2/14/2007 AN o : , - 2
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EAACCUTEST. NS (54

VOLATILE ANALYSIS LOG Batch ID:_ :
. , Print Analyst Name: %ﬁ)_}d@ ‘
Date: \ \\;\l%\\ L Analyst Signature:
Staddard'Data Standard Data %/ 5
Lot # Description Conc, Lot # Description | Conc. Columps: 28(024 OHX 0. QSHHX / M |
e A g 1 A ]0000 RSy T S 160m1 | ;
24 | B 23 B " Method \f‘ﬁlw 0
Yol 3 Ao | 100 @ Torwwd il  Initial Cal Method__ {1 X $\54-
25 Bleas] : Surg s 10pr)

Vlanually integrated chromatographic peaks in the following reportable files have been reviewed and verified to comply
vith the criteria of Accutest SOP EQA044.

‘ Supervisor Signature: NP SN Date:__» 7 I ]
R| Data File SampleID |  Test ;4 V;al Ats Sﬂg- MO:* Sg?]"";ary 1; é’% (Sg:t;; ‘Comments ] gg‘
am jlution
X ; (mlorg) | (ub) :
4p°
X1no | \agf& A 12
&V :
12073 T COIBY-0.5 X {024 et 1A mm"// boR
2 Y Tesigy - Al Aver et sor. IO
. N | il 4 o
L2 s [dsisy-2 adod b Thmpide
L2 Wb Tesisy-S Az St AR LA T -EMSW-K/); :
2\ [ Tesisy-{D A S Avpt OrA(nsm-JZ‘r/:‘oﬁ/b
L 2\1\B] TCS1s4 20 W10y " A8 A s 2fufsbes o
. W 1) )
2\ Ixes sy- T Wlosw l +suer] ’/foﬁf
‘ ' @ vl .
12\ 1esisu-\ A S0t “A*ﬁ*u,é(_&som\“/eso((/”
VWU TCSisy 1000 AT
12122 \,B EESYR
12023\ o
X{2h 2 \CV B\S\l.-Sc’__', A5, 0ext (AtB CrA )t ure [of
" )
1] | g idd
TX = Matrix Designate W for water, S for soil, O for oil. L+ =Library Search. IS = Internal Standard Area, SU= Surrogate.
ample Amt = Volume (ML) or Weight (g), MOH amt.= volume (ul) extract injected * IF pH > 2, comment on sample result .
Il strike outs must be initialed, dated and reason code applied as follows: 1= reviewer correction error; 2= transcription error;
= computer miscalculation; 4 = analyst’s correction error s v
»rm: OR001-9 . 419
ev. Date: 2/14/2007
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4
Print Analyst Name: ‘ ’taHM Gll I\V\}'

ACCUTEST: " VOLATILE ANALYSISLOG - Bateh ID:__YXS/ ‘75%//\’&' 771- (

i)ate: ‘2’\ v (! ' ’ ' Analyst Signature:__
. ~ Standard Data Standard Data % )
Lot # Descnptlon Conc. Lot # Description | Cone, | Columps: _-jﬂa&/— HO. 2.3'/7/4,(/ ][
Gin-bl|  EXTA (bope | [l be A Lo 1
W K L I I B ] Method Y8260
® C v leal € e o _
4o Y Logen | \otor \Z=l \S 2<v \’Eb # Initial Cal. Method H X375 ‘)l
~ b"’ Am)b““ A‘"

Manually integrated chromatographic peaks in the following reportable files have been reviewed and verified to comply

with the criteria of Accutest SOP EQA044. Supervisor Signature: | v M Date: Wi “/iy\
R DataFile | SamplelD | ~Test gV S| Sme [NOAISCOERY 116 lu| mu Commens 49
. : X - (miorg) | (u) : -
X124 BEB ."\( — S3ary
| 20547 [eesis420] MO (ppldsat QA sz
| zsif lecsisey2 | At
2lsyq ] YB2 - A
\2586|  BS2 an A 9 L
V2055 % | 74:40
1LV s 0034211 ?éi?j% \ S0 //' A
i \2ssz, (:csusq«zJ /; 4
I |25y~ MB // A
121sss| - RS A A
I V2 sSMAYs -1 q | 1.0 /%
| 1 2 1SS TLAABYYS AT 1| Ise| /'_”‘h
12435 | )pauis-\THs ‘ 453 A1\
| lussivasms e Y1 |45 BIY4REN
230l 1B el
GRS e M S
I‘L'mscozvou%mxﬁ&é%:g IS
MTX = Matrix Desngnatveor water, S for soil, O for oil. ""lerary Search IS : Internal Standard Area. SU=Surrogate.

Ijample Amt = Volume (ML) or Weight (g), MOH amt.= volume (ul) extract m]ected * IF pH > 2, comment on sample result

Il strike outs must be initialed, dated and reason code applied as follows: 1 =reviewer correchon error; 2= transcnptlon error;
3 = computer miscalculation; 4 = analyst’s correction error ' ‘ R 4 9
‘;o rm: OR001-9 o _ o 133

Rev. Date: 2/14/2007
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EAACCUTEST. = VOLATILEANALYSISLOG - BatchID:__ VX S/ 7244

‘ : ' o Print Analyst Name: ) ] y
Date: l Z/ 09 / /l : Analyst Signature:

' Staddard Data Standard Data
Lot# Description Conc, Lot# Dt_avsgrvi‘pt_i_c_)_u__:m Conc, | Columns: ZB@Z;%
Method V2o
fee X [9 A L
'Y Initial Cal, Method 11 XS7s> =/

Manually integrated chromatographic peaks in the following reportable files have been reviewed and verified to comply

with the criteria of Accutest SOP EQA044, L v
o : - Supervisor Signature: T Dater |\ "f N/AR
i : M| Vial |ALS 8 , (MOH|Seconda IL |I{S | Status ‘Comments pH*
: R Datg File Sample ID‘ Test T ;ﬂ # ::lt’ amt. diluﬁo:y +{8|U| (Data) . <2
: X : (mlorg) | (u) :
_ - . 2 27!75 . /
RN A a7 el S | | 6.5 A4
22567 AT
. JA 075508 - WA & 26y
[ l
9| ja93s08-°) 3
A9370/- (Ll 2257 |1 K /
X [2 1565 XA%W’M'TCQ ks 5 5.0 Ad
X172 (K MAG3%8-2] 5.z |4 © |53 Al
X172 S6FDRI3%e8 - 4 5| Is.0 A |
X(2seounf2908-5 ¢ UB| [5.9 Wad 8y,
. 7 :
///
= : oot
»
" <f
/
: \ \\,/
/@“«s‘/‘w
// H 2 L
"MTX = Matrix Designate W for water, S for soil, O for oil. . L+ =Library Search. IS= Internal Standard Area. SU=Surrogate, ‘
.Sample Amt = Volume (ML) or Weight (g), MOH amt.= volume (ul) extract m]ected * IF pH > 2, comment on sample result . ‘
“All strike outs must be initialed, dated and reason code applied as follows: 1= : reviewer correction error, 2= transcrlptnon error;

3 = computer miscalculation; 4 = analyst’s correction error . . ;
Form: OR001-9 o - [ 185
Rev. Date: 2/14/2007 A '
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.ACCUTEST VOLATILE ANALYSIS LOG BatchID:__ VAS/ 7-fl //467 74
Print Analyst Name: ) /taﬁm Gm‘,‘\)
Date: \2/\ DA Analyst Signature: Aut)
Standard Data Standard Data
Lot # Description Conc, Lot# | Description | Cone. |  Columns:_
Bl EXTA  [l00per| Nuiglbbl A oy | |
=) L 3 \ \ 69 & 1 Method Y§26p.
70 C v leal ¢ il Y,
4| VA | oo Vg, A\S 254%:»0' m Initial Cal. Method HXx315<
ot Acgoloira] 4 ]

Manually integrated chromatographic peaks in the following reportable files have been revxewed and venfied to

comply

with the criteria of Accutest SOP EQA044. _ . \ “/l
Supervisor Signature: \—~——— . Date: AN
R| Data File Sample ID " Test ¥VLal A;.S S:r'xnx;:. 1\;11(;:{ S;ci;;:g::y I:r ;SU ?[t’:ttl;i ‘Comments gl-g'
X (miorg) | (ul) ‘
X124, BER % 9} S34r7
Y : Acehuae ]\
| 218477 [ 0SS 20 MO | (il dsar A/ sz
| -
l (ZISY ] |ces\sey-26 A
” l 1N
| 2549 Y82 /
ARAl Sgtn BSQ /) U\l-' DR N
iass)] W% | : 74:40
223 _
1 V2552l )34 "T'C‘L_\\-' b \ SO //‘ A
25532 CCSISH24 /; Wl
I L 2s54, VB, AN
| 21555 RS //‘ 4]
' S - /|or
I‘ V2 1 SSMAAIYS - U] q | 1.O // 0D
[ IS4 AT | Ise A
120558 | )paddS-\"Ts \ 45 A1\
|| ssipasrsinee 11 145 JAIEN!
| 2130 ’Y% Telo
| i 675 22300 £ | | S ] o
V121500009300 - IF\ ol S 5.4 A
. . 22320 2 . )
5 12562 k)R Y5 Awongh (4 G 4.1 A7

z-

Sa
IAll strike outs must be initialed, dated and reason code applied as follows

TX = Matrix Designate W for water, § for soil, O for oil.

= computer miscalculation; 4 = analyst’s correction error

Form: OR001-9

iRev, Date: 2/14/2007 .

Instrument Run Log VX5174 page 1 of 2

" L+ =Library Search. IS= - Internal Standard Area, SU= Surrogate.
ample Amt = Volume (ML) or Weight (g), MOH amt.= volume (ul) extract m]ected *IF pH > 2,

133

e

JA93968

comment on sample result

1 = reviewer correction error; 2= transcnptlon error;
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FAACCUTEST = VOLATILEANALYSISLOG Batch ID:_ VX S5/ 744

() )

: ' ' ' _ Print Analyst Name:
Date: l Z/ 09, / Il - Analyst Signature:
Starddard Data Standard Data K’ !
Lot # Description Cone. Lot # Dgsgrip@igp i ___Conc. __ Columps: ZBCO 24
Method VE2Go |

Yoo X [T | o
LY Initial Cal. Method____/7 XS75=/

Manually integrated chromatographic peaks in the following reportable files have been reviewed and verified to comply

with the criteria of Accutest SOP EQA044. =
' Supervisor Signature: ~——""—  _ Date: \‘/i —\/f R
. : M|Vial |ALS | Samp. |MOH|Secondary [L |18 |Status ‘Comments pH"
: " Datg File Sample ID. Test T ; # Amt amt. | dilution |+|S|U| (Data) . <2
. 7 X|__ (miorg) | (ul) :
' - 229573 ~ %
AN\ 21 S WA 935679 e S | |55 | | A

£ —
22507 NV
A F3508- Ol 2 2ar
4 1 : DA
Jsos-| Ll 4
A930/-[L] 22867 | | /
X [2 1505 M&W‘MTCQ |4 5 152 / ‘9\“
D 227 3| ¢ % :
X172 (e eMAG3%8-2| sz |° b |53 AL A |
5 /| i
X114 SeF)n9398 ~ 4) 2] Is.0 Al A |
X2 Sb@UAT3968 - D j |5 S.9 /o 81 ‘*‘a'lp,&-/
///
' 11
»
- S
| A
\ )L
\
A
//
e ﬁ______-_
MTX = Matrix Designate W for water, S for soil, O for oil. . L+ =Library Search, IS= Internal Standard Area. SU=Surrogate.
.Sample Amt = Volume (ML) or Weight (g), MOH amt.= volume (ul) extract mjected * IF pH > 2, comment on sample result .
:All strike outs must be initialed, dated and reason code applied as follows: 1= reviewer correction error; 2= tlf““?‘:"l’tmﬂ error;
3 = computer miscalculation;. 4 = analyst’s correction error : PO =
Form: OR001-9 o - 195
ERev. Date: 2/14/2007 SRR _ '
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Y 7
: o Print Analyst Name: 7 S; 5 ﬂ:{-_-]@ g“ |||§S
Date:_ ‘1 \2«\ \\ ' Analyst Signature:

.ACC'-UTEST © VOLATILE ANALYSIS LOG Batch ID:__ KO !'77/VX5778

Stadard Data Standard Data z y 7
[ Lot# Description | Conc. Lot# Description | Conc. | _ Columps: m (O OHXC: )Srtru/ 7;L,M

el EX - : C hen bl A LI
M-I :s' Té \“0{9 - b: B \'?M Method \VR&200
7 C A9 ol [all W - N,
76 AGan] 1000 v 4 T\ 'Zgb)z.s“zfﬁmlnitial,Cal. Method HXS‘\?;/'
4w Al

Manually integrated chromatographic peaks in the following reportable files have been reviewed and verified to comply
with the criteria of Accutest SOP EQA044.

_ Supervisor Signature: N : Date:__\Y) \3)}\
R| Data File Sample ID " Test g”;al A:;S_ Siﬁi" 1\;12:{ S:lc“o:t?::y E ;SU %;t;; 'ijnments -gl;"
S (mlorg) | (ub) . :
LIM[21638] w8 | | |  B8.52ar1
L] fpaecsisad i
3 20| I 1| 1
L WUed)| 1R s A ac
L (el 852 I Y/ 4 -
IGOAA 36576l T 4 |4 523 A1 o
| 2B es) Sl &[4 O E S 3 £ ad
L ) 21646 6%7: /; o
l‘ oot ZZTSY Bpan . // =
L 12148DA 401G S| STA bl | 4$bTJ o\l
1| wiobagze 3ol | |48 ol
mbsé 1402468~ b Vo Sq | | / A
l 12165 nndoslosmeld | |46 | 1 ad
I UNOSZAGANG- SHSDS ‘L | T6 _ // Iy
YL VUeSH W 9235 109) %DEFCL)ZBQI %'3 S| // Ay . ShE L)
] wesd IR o
1 dxziossbrasesa st o] s 2] | U] ad
MTX = Matrix DeSlgnatveor water, S for soil, O for oil. L+ =Library Search. IS = Internal Standard Area. SU=Surrogate.
lSﬂmple Amt = Volume (ML) or Weight (g), MOH amt.= volume (ul) extract injected * IF pH > 2, comment on sample resu]t

‘All strike outs must be initialed, dated and reason code applied as follows: 1= reviewer correction error; 2= transcnptlon error;
3 = computer miscalculation; 4 = analyst’s correction error : . e -

IForm OR001-9 o ' 2093
i T . .

Rev. Date: 2/14/2007
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ACCUTEST © VOLATILEANALYSISLOG ~ BatchID:__VX3/78 o

. ‘ _ . o _ Print Analyst Name:
Date: \2 \ | 1\‘ \\ ‘ Analyst Signature:
Standard Data . Standard Data
Lot # Description Conoj L !'_,ot #_ _ Descrip?_ioa | Conc. __Columaps: ﬂﬂZ‘[’

Method____ V{260
Initial Cal. Method__ /X575 </

—Sev5 0]

Manually integrated chromatographic peaks in the following reportable files have been revxewed and verified to comply
with the cntena of Accutest SOP EQA044.

_ Supervisor Signature:____ - > Date: ‘/‘U\ G
R| Data Fi]e Sample ID Test [M|Vial |ALS | Samp. |MOH(Secondary [I.{IJS |Status ‘Comments [ pH*
’ T # # Amt amt. | dilution [+]S|U|(Data) - <2
. o =<5 Xﬁ (mlorg) | (ul) :
‘ - ApAD /]
. < [=
X2 )5l [DAs351- 4| requpGS | [(y.0 ZAKN
\ U< |9M9365)- 42 bl G2 KN
121635 | A T-43 50 |52 dEn
] o R .
SR & | | |5 4 //m%
. 2250 (31, <
[2] %é \)‘A Q3 508" fof s Presnds] 2 S.7 // k.
i A 1 ] / to0¢4 FW"
N
e ases 1l L 2] 4.9 I R AR P 8—6—93}1
1T K22\ | | | Achs =)
s - I '
T
L —
A
/’_\ \7/
0.
\
/ St ‘
MTX = Matrix Designate W for water, S for soil, O for oil. L+ =Library Search. IS = Internal Standard Area. SU= Surrogate
Sample Amt = Volume (ML) or Weight (g), MOH amt.= volume (ul) extract injected * IF pH > 2, comment on sample result .
All strike outs must be initialed, dated and reason code applied as follows 1 = reviewer correction error; 2= transcription error; -
3= computer miscalculation; 4 = analyst’s correction error : : 5 L
Form: OR001-9 N ' R &
Rev. Date: 2/14/2007 ‘ :
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Section 7

-. New Jersey
UAaACCUTEST

LABORATORIES

GC Volatiles

QC Data Summaries

Includes the following where applicable:

Method Blank Summaries

Blank Spike Summaries

Matrix Spike and Duplicate Summaries

GC ldentification Summaries (Hits)
Surrogate Recovery Summaries

GC Surrogate Retention Time Summaries
Initial and Continuing Calibration Summaries
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Raw Data: [elgt:EygiRs)

Method Blank Summary Page 1 of 1
Job Number: JA93968

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
GGH3918-MB1 GH85749.D 1 12/09/11 XPL n/a n‘a GGH3918

The QC reported here applies to the following samples:

JA93968-1, JA93968-2, JA93968-3, JA93968-4, JA93968-5, JA93968-6

CAS No.

67-63-0

67-56-1

CAS No.

111-27-3
111-27-3

Compound

Isopropyl Alcohol

M ethanol

Surrogate Recoveries

Hexanol
Hexanol

Result

ND
ND

88%
85%

RL MDL  Units Q
100 38 ug/kg
200 51 ug/kg
Limits

58-137%

58-137%

Method: SW846-8015 (DAI)

~
!A
H
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Raw Data: [elgt:Ey4s{ons)

Blank Spike Summary Page 1 of 1
Job Number: JA93968

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
GGH3918-BS GH85750.D 1 12/09/11 XPL n/a n‘a GGH3918

The QC reported here applies to the following samples: Method: SW846-8015 (DAI)

JA93968-1, JA93968-2, JA93968-3, JA93968-4, JA93968-5, JA93968-6

Spike BSP  BSP

CASNo. Compound ug’lkg ugkg % Limits
67-63-0 Isopropyl Alcohol 5000 4280 86 73-126
67-56-1 M ethanol 5000 5230 105 76-128
CASNo. Surrogate Recoveries BSP Limits

111-27-3  Hexanal 83% 58-137%

111-27-3  Hexanal 86% 58-137%
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Raw Data: JEeigtsiyEYHn] GH85758.D

Matrix Spike/Matrix Spike Duplicate Summary
Job Number:  JA93968

Page 1 of 1

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
JA93968-1M S GH85757.D 1 12/09/11 XPL n/a n‘a GGH3918
JA93968-1IMSD  GH85758.D 1 12/09/11 XPL n/a n‘a GGH3918
JA93968-1 GH85751.D 1 12/09/11 XPL n/a n‘a GGH3918

The QC reported here applies to the following samples:

JA93968-1, JA93968-2, JA93968-3, JA93968-4, JA93968-5, JA93968-6

CAS No.

67-63-0

67-56-1

CAS No.

111-27-3
111-27-3

Compound

Isopropyl Alcohol

M ethanol

Surrogate Recoveries

Hexanol
Hexanol

JA93968-1 Spike

ug/kg
1150
224
MS

74%
75%

Q

ug/kg
5560
5560
MSD

78%
77%

MS MS
ugkg %

6120 89
6130 106
JA93968-1

58%
60%

Method: SW846-8015 (DAI)
~
X
H

MSD MSD Limits
uglkg % RPD Rec/RPD

6110 89 0 58-139/19
6090 106 1 39-160/26
Limits

58-137%

58-137%
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GC ldentification Summary
Job Number:  JA93968

Page 1 of 1

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Check Std: GGH3918-CC3898 Injection Date:  12/09/11

Lab FileID: GH85748.D Injection Time: 09:38

Instrument ID: GCGH Method: SW846-8015 (DAI)

Sample|D: JA93968-1 Injection Date: 12/09/11

Lab File ID: GH85751.D Injection Time: 10:36

Client ID: P-1(0.5-1.5)

Compound Column RT StdRT  Conc Q Units RPD
Conc

Isopropy! Alcohol 1 1.29 1.28 1320 ug/kg 13.8

Isopropy! Alcohol 22 1.72 1.72 1150 ug/kg )

Methanol P 1a 0.83 0.82 224 ug/kg 84.4

Methanol b 2 1.08 1.08 551 ug/kg '

N
B
=

(a) Final result reported from this column.

(b) More than 40 % RPD for detected concentrations between the two GC columns.
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GC ldentification Summary Page 1 of 1
Job Number: JA93968

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Check Std: GGH3918-CC3898 Injection Date:  12/09/11

Lab FileID: GH85748.D Injection Time: 09:38

Instrument ID: GCGH Method: SW846-8015 (DAI)

Sample|D: JA93968-5 Injection Date: 12/09/11

Lab FileID: GH85755.D Injection Time: 11:41

Client ID: P-6 (0-1)

Compound Column RT StdRT  Conc Q Units RPD
Conc

Methanol @ 1D 0.83 0.82 415 ug/kg 56.6

Methanol & 2 1.09 1.08 743 ug/kg )

(a) More than 40 % RPD for detected concentrations between the two GC columns.
(b) Final result reported from this column.

~
A
(V)
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GC ldentification Summary
Job Number:  JA93968

Page 1 of 1

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Check Std: GGH3918-CC3898 Injection Date:  12/09/11

Lab FileID: GH85748.D Injection Time: 09:38

Instrument ID: GCGH Method: SW846-8015 (DAI)

Sample|D: JA93968-6 Injection Date: 12/09/11

Lab File ID: GH85756.D Injection Time: 11:55

Client ID: P-7 (0-1)

Compound Column RT StdRT Conc  Q Units RPD N
Conc w

Methanol 1a 0.82 0.82 252 ug/kg 30.6

M ethanol 2 1.08 1.08 343 ug/kg ' ~

(a) Final result reported from this column.
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GC ldentification Summary
Job Number:  JA93968

Page 1 of 1

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Check Std: GGH3918-CC3898 Injection Date:  12/09/11

Lab FileID: GH85748.D Injection Time: 09:38

Instrument ID: GCGH Method: SW846-8015 (DAI)

Sample|D: GGH3918-BS Injection Date: 12/09/11

Lab File ID: GH85750.D Injection Time: 10:07

Client I1D: Blank Spike

Compound Column RT StdRT  Conc Units RPD ':
Conc S

Isopropyl Alcohol 1 1.29 1.28 5160 ug’kg 18.6 .

Isopropy! Alcohol 22 1.72 1.72 4280 ug/kg ) ~

M ethanol 1a 0.82 0.82 5230 ug/kg 17

M ethanol 2 1.08 1.08 5320 ug/kg )

(a) QC results reported from this column.
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GC ldentification Summary
Job Number:  JA93968

Page 1 of 1

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Check Std: GGH3918-CC3898 Injection Date:  12/09/11

Lab FileID: GH85748.D Injection Time: 09:38

Instrument ID: GCGH Method: SW846-8015 (DAI)

Sample|D: JA93968-1IM S Injection Date: 12/09/11

Lab File ID: GH85757.D Injection Time: 12:39

Client ID: Matrix Spike

Compound Column RT StdRT  Conc Units RPD ':
Conc o

Isopropyl Alcohol 1 1.29 1.28 6940 ug’kg 126 .

Isopropy! Alcohol 22 1.72 1.72 6120 ug/kg ) ~

M ethanol 1a 0.82 0.82 6130 ug/kg 49

M ethanol 2 1.08 1.08 6390 ug/kg )

(a) QC results reported from this column.
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GC ldentification Summary
Job Number:  JA93968

Page 1 of 1

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Check Std: GGH3918-CC3898 Injection Date:  12/09/11

Lab FileID: GH85748.D Injection Time: 09:38

Instrument ID: GCGH Method: SW846-8015 (DAI)

Sample|D: JA93968-1M SD Injection Date: 12/09/11

Lab File ID: GH85758.D Injection Time: 12:53

Client ID: Matrix Spike Duplicate

Compound Column RT StdRT Conc  Q Units RPD N
Conc o

Isopropyl Alcohol 1 1.28 1.28 6900 ug’kg 12.1 .

Isopropy! Alcohol 22 1.72 1.72 6110 ug/kg ) ~

M ethanol 1a 0.82 0.82 6090 ug/kg 6.1

M ethanol 2 1.09 1.08 6470 ug/kg )

(a) QC results reported from this column.
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Volatile Surrogate Recovery Summary Page 1 of 1
Job Number:  JA93968

Account: AMANYWP Anderson, Mulholland & Associates
Project: BMSMC, Building 5 Area, PR
Method: SW846-8015 (DAI) Matrix: SO

Samples and QC shown here apply to the above method

Lab Lab

Sample ID FileID S1a S1b
JA93968-1 GH85751.D 58.0 60.0
JA93968-2 GH85752.D 72.0 74.0
JA93968-3 GH85753.D 77.0 77.0
JA93968-4 GH85754.D 71.0 73.0
JA93968-5 GH85755.D 76.0 77.0
JA93968-6 GH85756.D 77.0 75.0

GGH3918-BS GH85750.D 83.0 86.0
GGH3918-MB1 GH85749.D 88.0 85.0

JA93968-1IMS  GH85757.D 74.0 75.0
JA93968-1IMSD  GH85758.D 78.0 77.0
Surrogate Recovery
Compounds Limits

S1 = Hexanal 58-137%

(a) Recovery from GC signal #1
(b) Recovery from GC signal #2
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GC Surrogate Retention Time Summary Page 1 of 1
Job Number:  JA93968
Account: AMANYWP Anderson, Mulholland & Associates
Project: BMSMC, Building 5 Area, PR
Check Std: GGH3918-CC3898 Injection Date:  12/09/11
Lab FileID: GH85748.D Injection Time: 09:38
Instrument ID: GCGH Method: SW846-8015 (DAI)

sia  s1b

RT RT
Check Std 518 5.61
Lab Lab Date Time sia  g1b
Sample ID FileID Analyzed Analyzed RT RT
GGH3918-MB1 GH85749.D 12/09/11  09:52 5.18 5.61
GGH3918-BS GH85750.D  12/09/11  10:07 5.18 5.61
JA93968-1 GH85751.D 12/09/11 10:36 519 5.61
JA93968-2 GH85752.D 12/09/11 10:57 519 5.61
JA93968-3 GH85753.D 12/09/11 11:12 5.18 5.61
JA93968-4 GH85754.D  12/09/11 11:26 5.18 5.61
JA93968-5 GH85755.D  12/09/11 11:41 518 5.61
JA93968-6 GH85756.D  12/09/11  11:55 518 5.61
JA93968-1IM S GH85757.D  12/09/11  12:39 518 5.61
JA93968-1IMSD GH85758.D  12/09/11  12:53 518 5.61
Surrogate
Compounds
S1 = Hexanol

(a) Retention time from GC signal #1
(b) Retention time from GC signal #2
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Raw Data: EeigtsisRyicHn] GHB85330.D GH85331.D GH85332.D GH85334.D GH85335.D GH85336.D

Initial Calibration Summary Page 1 of 1
Job Number: JA93968 Sample: GGH3898-1CC3898
Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: GH85332.D
Project: BMSMC, Building 5 Area, PR
Response Factor Report GCGH
Met hod C. \ HPCHEM 1\ METHODS\ MGH3898. M ( Chenst ati on | nt egr at or)
Title METHOD SWB46- 8015B ( DAI)
Last Update Fri Nov 11 12:21:55 2011
Response via : Initial Calibration
Calibration Files
0.5 =G4#85330.D 1 =GH85331.D 5 =GH85332.D 10 =GH85336.D
50 =GH85334.D 100 =GH85335.D 0.1 =GH85329.D =
Conpound 0.5 1 5 10 50 100 0.1 Avg 9RSD
1) Met hanol 1.390 1.311 1.231 1.212 1.324 1.289 1.394 1.307 E1  5.39
2) Et hanol 1.869 1.898 1.697 1.711 1.885 1.844 2.061 1.852 E1 6. 66
3) Tert-Butyl A 2.783 2.805 2.494 2.521 2.779 2.725 2.314 2.632 E1 7.20
4) 1- Propanol 2.370 2.407 2.105 2.138 2.370 2.328 2.257 2.282 E1 5.25
5) 2-Propanol 2.045 2.030 1.803 1.815 1.981 1.945 2.517 2.019 E1 11.86
6) Propionitril
7) |sobutanol 2.674 2.764 2.521 2.543 2.801 2.734 2.695 2.676 E1  4.00
8) 1-Butanol 2.636 2.705 2.356 2.438 2.674 2.602 2.481 2.556 E1 5.16
9) 2-Butanol 2.439 2.445 2.164 2.200 2.437 2.392 2.096 2.310 E1 6.53
10) Hexanol 3.559 3.617 3.750 3.634 3.707 3.685 3.659 E1 1.88
Si gnal #2
1) Met hanol 7.561 7.477 7.511 8.582 7.887 8.315 7.023 7.765 6. 90
2) Et hanol 1.176 1.298 1.266 1.427 1.429 1.483 1.355 1.348 E1 8.00
3) Tert-Butyl A 1.869 1.985 1.830 1.845 2.399 2.259 1.889 2.011 E1 11.27
4) 1- Propanol 1.365 2.086 1.645 1.578 1.979 1.793 3.675 2.017 E1 38.20
5) 2-Propanol 1.289 1.495 1.323 1.394 1.627 1.619 1.266 1.430 E1 10.61
6) Propionitril 0.0
7) |sobutanol 1.836 2.157 1.988 2.018 2.391 2.149 2.036 2.082 E1 8.35
8) 1-Butanol 1.753 1.801 1.727 1.792 2.040 2.048 2.017 1.883 E1 7.70
9) 2-Butanol 1.547 1.417 1.574 1.609 1.917 1.797 1.190 1.579 E1 15.11
10) Hexanol 3.100 3.030 3.111 3.089 3.019 3.187 3.089 E1 1.98
(#) = Qut of Range ### Nunber of calibration |evels exceeded format ###

MGH3898. M Fri Nov 11 12:25:22 2011 GCGH
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Raw Data: [ielgtsERRIAb)

Initial Calibration Verification Page 1 of 1
Job Number: JA93968 Sample: GGH3898-1CVv 3898

Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: GH85338.D

Project: BMSMC, Building 5 Area, PR

Eval uate Continuing Calibration Report

Data File : C:\HPCHEM 1\ DATA\ GH85338. D\ FI D1A. CH Vial: 95
Acqg On : 11 Nov 2011 11:59 am Qperator: XULIU
Sanpl e : 1 Cv3898- 5000 I nst © GCGH
M sc : 37676, GEH3898, 5, ,,,1 Ml tiplr: 1.00
IntFile : autointl. e

Data File : C: \HPCHEM 1\ DATA\ GH85338. D\ FI D2B. CH Vial: 95
Acq On : 11 Nov 2011 12:15 pm Qperator: XuLlU
Sanpl e : 1 Cv3898-5000 I nst : GCCH
M sc : CGC37676, GGH3898, 5, ,,,1 Multiplr: 1.00
IntFile : AUTO NT3. E

Met hod : C:\ HPCHEM 1\ METHODS\ MGH3898. M ( Chenst ati on I ntegrator)
Title : METHOD SWB46-8015B ( DAI)

Last Update : Fri Nov 11 12:21:55 2011
Response via : Miltiple Level Calibration

Mn. RRF : 0.000 Mn. Rel. Area: 50% Max. R T. Dev 0.50nin
Max. RRF Dev : 15% Max. Rel. Area : 150%

Conpound AvgRF  CCRF %ev Area% Dev(mi n) RT W ndow

1 Met hanol 13.073 12.628 3.4 103 0.00 0.79- 0.85

2 Et hanol 18.521 17.674 4.6 104 0. 00 1.03- 1.09

3 Tert-Butyl Al cohol 26.316 26.052 1.0 104 0.00 1.43- 1.49

4 1- Propanol 22.821 22.427 1.7 107 0.00 1.85- 1.91

5 2- Propanol 20.194 18.682 7.5 104 0.00 1.24- 1.30

6 Propionitrile e NA----------

7 | sobut anol 26.760 26.436 1.2 105 0.00 2.75- 2.81

8 1- But anol 25.561 25.093 8 107 0.00 3.22- 3.28

9 2- But anol 23.105 22.973 6 106 0.00 2.33- 2.39
10 S  Hexanol 36.588 36.738 -0.4 98 0.00 5.16- 5.22

koK ok ok Si gna| #2 *k ok k

1 Met hanol 7.765  8.557 -10.2 114 0.00 1.05- 1.11
2 Et hanol 13.480 12.673 6.0 100 0.00 1.36- 1.42
3 Tert-Butyl Al cohol 20.107 19.258 4.2 105 0.00 1.97- 2.03
4 1- Propanol 20.172 16.526 18.1# 100 0.00 2.37- 2.43
5 2- Propanol 14.304 13.525 5.4 102 0.00 1.68- 1.74
6 Propionitrile e NA----------
7 | sobut anol 20.821 19.422 6.7 98 0.00 3.30- 3.36
8 1- But anol 18.826 18.533 1.6 107 0.00 3.76- 3.82
9 2- But anol 15.788 16.992 -7.6 108 0.00 2.94- 3.00
10 S  Hexanol 30.893 30. 345 1.8 98 0.00 5.70- 5.76
(#) = Qut of Range SPCC's out = 0 CCCs out =0
GH85332. D M3H3898. M Fri Nov 11 13:30:52 2011  GCCH
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Raw Data: EeigtsiygiNn]

Continuing Calibration Summary Page 1 of 1
Job Number:  JA93968 Sample: GGH3918-CC3898

Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: GH85748.D

Project: BMSMC, Building 5 Area, PR

Eval uate Continuing Calibration Report

Data File : C \HPCHEM 1\ DATA\ GH85748. D\ Fl D1A. CH Vial: 92
Acg On 9 Dec 2011 9: 38 am Qperator: XULIU
Sampl e : CC3898- 5000 I nst © GCGH
M sc : GC37904, GG3H3918, 5, ,,,1 Mul tiplr: 1.00
IntFile : autointl.e

Data File : C: \HPCHEM 1\ DATA\ GH85748. D\ FI D2B. CH Vial: 92
Acqg On 9 Dec 2011 9:52 am Qperator: XULIU
Sanpl e : CC3898- 5000 I nst ;. GCcH
M sc : GC37904, GGH3918, 5,,,,1 Mul tiplr: 1.00
IntFile : AUTO NT3. E

Met hod ;G\ HPCHEM 1\ METHODS\ M3H3898. M ( Chenst ati on | nt egrator)
Title : METHOD SW846-8015B ( DAl)

Last Update : Wed Nov 30 17:22:02 2011
Response via : Miltiple Level Calibration

Mn. RRF : 0.000 Mn. Rel. Area: 50% Max. R T. Dev 0.50nm n
Max. RRF Dev : 15% Max. Rel. Area : 150%
Conpound AvgRF  CCRF %ev Area% Dev(m n) RT W ndow

1 Met hanol 13.073 13.454 -2.9 109 0.00 0.79- 0.85

2 Et hanol 18.521 18. 417 0.6 109 0.00 1.03- 1.09

3 Tert-Butyl Al cohol 26.316 26. 657 -1.3 107 0.00 1.45- 1.51

4 1- Propanol 22.821 22.715 0.5 108 0.01 1.87- 1.93

5 2- Propanol 20.194 19.553 3.2 108 0. 00 1.25- 1.31

6 Propionitrile e NA- - --------

7 | sobut anol 26. 760 26.639 0.5 106 0.00 2.76- 2.82

8 1- But anol 25.561 25.566 -0.0 109 -0.01 3.20- 3.26

9 2- But anol 23.105 22.804 1.3 105 o0.01 2.34- 2.40
10 S  Hexanol 36.588 32.048 12.4 85 0.00 5.15- 5.21

*kk k% SI gnal #2 *kk k%

1 Met hanol 7.765  8.000 -3.0 107 0.00 1.05- 1.11
2 Et hanol 13.480 11.908 11.7 94 0.01 1.37- 1.43
3 Tert-Butyl Al cohol 20.107 18.085 10.1 99 o0.01 1.99- 2.05
4 1- Pr opanol 20.172 14.423 28.5# 88 0.00 2.39- 2.45
5 2- Pr opanol 14.304 12.595 11.9 95 0.01 1.69- 1.75
6 Propionitrile — aeeao--- NA----------
7 | sobut anol 20.821 17.099 17.9# 86 0.02 3.33- 3.39
8 1- But anol 18.826 16.201 13.9 94 0.02 3.78- 3.84
9 2- But anol 15.788 15.080 4.5 96 0.01 2.96- 3.02
10 S  Hexanol 30. 893 28.836 6.7 93 0.00 5.58- 5.64
(#) = Qut of Range SPCC's out =0 CCCs out =0
GH85332. D M3H3898. M Fri Dec 09 11:58:22 2011 GCGH

s 280 of 334
@ ACCUTEST
Abasen | LAewmsamiss



Raw Data: Eeigtsiyiicnn]

Continuing Calibration Summary Page 1 of 1
Job Number:  JA93968 Sample: GGH3918-CC3898

Account: AMANYWP Anderson, Mulholland & Associates Lab FilelD: GH85759.D

Project: BMSMC, Building 5 Area, PR

Eval uate Continuing Calibration Report

Data File : C \HPCHEM 1\ DATA\ GH85759. D\ Fl D1A. CH Vial: 90
Acq On 9 Dec 2011 1: 08 pm OQperator: XULIU
Sampl e : CC3898- 10000 I nst © GCGH
M sc : GC37904, GG3H3918, 5, ,,,1 Mul tiplr: 1.00
IntFile : autointl.e

Data File : C \HPCHEM 1\ DATA\ GH85759. D\ Fl D2B. CH Vial: 90
Acqg On 9 Dec 2011 1: 22 pm Qperator: XULIU
Sanpl e : CC3898- 10000 I nst ;. GCcH
M sc : GC37904, GGH3918, 5,,,,1 Mul tiplr: 1.00
IntFile : AUTO NT3. E

Met hod ;G\ HPCHEM 1\ METHODS\ M3H3898. M ( Chenst ati on | nt egrator)
Title : METHOD SW846-8015B ( DAl)

Last Update : Wed Nov 30 17:22:02 2011
Response via : Miltiple Level Calibration

Mn. RRF : 0.000 Mn. Rel. Area: 50% Max. R T. Dev 0.50nm n
Max. RRF Dev : 15% Max. Rel. Area : 150%
Conpound AvgRF  CCRF %ev Area% Dev(m n) RT W ndow

1 Met hanol 13.073 13.420 -2.7 111 0.00 0.79- 0.85

2 Et hanol 18.521 18.892 -2.0 110 0.00 1.04- 1.10

3 Tert-Butyl Al cohol 26.316 28.510 -8.3 113 0.01 1.45- 1.51

4 1- Pr opanol 22.821 23.328 -2.2 109 0.01 1.87- 1.93

5 2- Propanol 20.194 20. 314 -0.6 112 0. 00 1.25- 1.31

6 Propionitrile e NA- - --------

7 | sobut anol 26. 760 27.367 -2.3 108 0.00 2.76- 2.82

8 1- But anol 25.561 26.547 -3.9 109 -0.01 3.20- 3.26

9 2- But anol 23.105 23.870 -3.3 108 0.01 2.34- 2.40
10 S  Hexanol 36.588 40.797 -11.5 112 0.00 5.15- 5.21

*kk k% SI gnal #2 *kk k%

1 Met hanol 7.765 < 8.482 -9.2 99 0.00 1.05- 1.11
2 Et hanol 13.480 12.046 10.6 84 0.00 1.37- 1.43
3 Tert-Butyl Al cohol 20.107 18.250 9.2 99 0.00 1.99- 2.05
4 1- Pr opanol 20.172 15.339 24.0# 97 0.00 2.38- 2.44
5 2- Pr opanol 14.304 13.013 9.0 93 0.00 1.69- 1.75
6 Propionitrile — aeeao--- NA----------
7 | sobut anol 20.821 18.450 11.4 91 o0.01 3.32- 3.38
8 1- But anol 18.826 17.882 5.0 100 0.01 3.77- 3.83
9 2- But anol 15.788 16.328 -3.4 102 0.00 2.96- 3.02
10 S  Hexanol 30.893 33.517 -8.5 109 0.00 5.58- 5.64
(#) = Qut of Range SPCC's out =0 CCCs out =0
GH85336. D M3H3898. M Fri Dec 09 15:30:59 2011 GCGH
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Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85751.D\FID1A.CH Vial: 1

Acq On : 9 Dec 2011 10:36 am Operator: XULIU
Sample : JA93968-1 Inst : GCGH
Misc : GC37904,GGH3918,5.1,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85751.D\FID2B.CH Vial: 1

Acqg On : 9 Dec 2011 10:57 am Operator: XULIU
Sample : JA93968-1 Inst : GCGH
Misc : GC37904,GGH3918,5.1,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Dec 9 12:12 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Wed Nov 30 17:22:02 2011

Response via : Initial Calibration

DataAcq Meth : MGH3898.M

Volume Inj. 2ul

Signal #1 Phase E ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID
Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB

System Monitoring Compounds

10) S Hexanol 5.19 5.61 106634 93098 2914.434 3013.570
Spiked Amount 5000.000 Recovery = 58.29% 60.27%
Target Compounds
1) Methanol 0.83 1.08 2635 3851 201.578 495.949 #
2) Ethanol 1.07 1.40 4257 2810 229.825 208.464
5) 2-Propanol 1.29F 1.72 24037 14776 1190.317 1033.040

(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.

GH85751.D MGH3898.M Fri Dec 09 12:12:24 2011 GCGH Paa
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Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85751.D\FID1A.CH Vial: 1

Acq On : 9 Dec 2011 10:36 am Operator: XULIU
Sample : JA93968-1 Inst : GCGH
Misc : GC37904,GGH3918,5.1,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85751.D\FID2B.CH Vial: 1

Acqg On : 9 Dec 2011 10:57 am Operator: XULIU
Sample : JA93968-1 Inst : GCGH
Misc : GC37904,GGH3918,5.1,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Dec 9 12:12 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Wed Nov 30 17:22:02 2011

Response via : Multiple Level Calibration

DataAcq Meth : MGH3898.M

Volume Inj. : 2ul

Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1

Signal #1 Info : _53mm ID Signal #2 Info : .32 mm ID
GH85751.D\FID1A
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Quantitation Report

Data File : C:\HPCHEM\1\DATA\GH85752.D\FID1A.CH
Acqg On : 9 Dec 2011 10:57 am

Sample : JA93968-2

Misc : 6C37904,GGH3918,5,,,,1

IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85752_D\FID2B.CH
Acqg On : 9 Dec 2011 11:12 am

Sample : JA93968-2

Misc : 6C37904,GGH3918,5,,,,1

IntFile : AUTOINT3.E

Quant Time: Dec 9 12:12 2011 Quant Results Fi

Quant Method
Title
Last Update

C:\HPCHEM\1\METHODS\MGH3898 .M (C
METHOD SW846-8015B (DAI)
Wed Nov 30 17:22:02 2011

(QT Reviewed)

Vial: 2
Operator: XULIU
Inst : GCGH

Multiplr: 1.00

Vial: 2
Operator: XULIU
Inst : GCGH

Multiplr: 1.00
le: MGH3898.RES

hemstation Integrator)

Response via Initial Calibration
DataAcq Meth MGH3898 .M
Volume Inj. : 2ul
Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID
Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB
System Monitoring Compounds
10) S Hexanol 5.19 5.61 131072 114086 3582.325 3692.931
Spiked Amount 5000.000 Recovery = 71.65% 73.86%
Target Compounds
(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.

GH85752.D MGH3898.M

GH85752.D: JA93968-2 P-2 (1.5-2) page 1 of 2
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Data File
Acq On
Sample
Misc
IntFile

Data File
Acqg On
Sample
Misc
IntFile
Quant Time:

Quant Method
Title

Last Update

Response via
DataAcq Meth
Volume Inj.

Signal #1 Ph
Signal #1 In
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Quantitation Report (QT Reviewed)

> C:\HPCHEM\1\DATA\GH85752 .D\FID1A.CH Vial: 2
: 9 Dec 2011 10:57 am Operator: XULIU
: JA93968-2 Inst : GCGH
: GC37904,GGH3918,5,,,,1 Multiplr: 1.00
: autointl.e
> C:\HPCHEM\1\DATA\GH85752 .D\FID2B.CH Vial: 2
: 9 Dec 2011 11:12 am Operator: XULIU
: JA93968-2 Inst : GCGH
: GC37904,GGH3918,5,,,,1 Multiplr: 1.00
: AUTOINT3.E

Dec 9 12:12 2011 Quant Results File: MGH3898.RES

: C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
: METHOD Sw846-8015B (DAIl)

: Wed Nov 30 17:22:02 2011

- Multiple Level Calibration

: MGH3898.M
2ul
ZB-624
-53mm 1D

ase
fo

Signal #2 Phase: RTX-1
Signal #2 Info : .32 mm ID
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Quantitation Report

Data File : C:\HPCHEM\1\DATA\GH85753.D\FID1A.CH
Acqg On : 9 Dec 2011 11:12 am

Sample : JA93968-3

Misc : 6C37904,GGH3918,5,,,,1

IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85753_.D\FID2B.CH
Acqg On : 9 Dec 2011 11:26 am

Sample : JA93968-3

Misc : 6C37904,GGH3918,5,,,,1

IntFile : AUTOINT3.E

Quant Time: Dec 9 12:13 2011 Quant Results Fi

Quant Method
Title
Last Update

C:\HPCHEM\1\METHODS\MGH3898 .M (C
METHOD SW846-8015B (DAI)
Wed Nov 30 17:22:02 2011

(QT Reviewed)

Vial: 3
Operator: XULIU
Inst : GCGH

Multiplr: 1.00

Vial: 3
Operator: XULIU
Inst : GCGH

Multiplr: 1.00
le: MGH3898.RES

hemstation Integrator)

Response via Initial Calibration
DataAcq Meth MGH3898 .M
Volume Inj. : 2ul
Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID
Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB
System Monitoring Compounds
10) S Hexanol 5.18 5.61 141249 118661 3860.484 3841.028
Spiked Amount 5000.000 Recovery = 77.21% 76.82%
Target Compounds
(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.

GH85753.D MGH3898.M

GH85753.D: JA93968-3 P-3 (1-2) page 1 of 2
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Quantitation Report

(QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85753.D\FID1A.CH Vial: 3

Acq On : 9 Dec 2011 11:12 am Operator: XULIU
Sample - JA93968-3 Inst : GCGH

Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00

IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85753.D\FID2B.CH Vial: 3

Acqg On : 9 Dec 2011 11:26 am Operator: XULIU
Sample : JA93968-3 Inst : GCGH

Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00

IntFile : AUTOINT3.E

Quant Time: Dec 9 12:13 2011 Quant Results File: MGH3898.RES

Quant Method
Title

Last Update

Response via
DataAcq Meth

Volume Inj.
Signal #1 Ph
Signal #1 In

8000

7000

6000:

5000

4000

3000

2000

C:\HPCHEM\1\METHODS\MGH3898 .M (Chemstation Integrator)

: METHOD Sw846-8015B (DAIl)

: Wed Nov 30 17:22:02 2011

- Multiple Level Calibration
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Quantitation Report

Data File : C:\HPCHEM\1\DATA\GH85754.D\FID1A.CH
Acqg On : 9 Dec 2011 11:26 am

Sample : JA93968-4

Misc : 6C37904,GGH3918,5,,,,1

IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85754 _D\FID2B.CH
Acqg On : 9 Dec 2011 11:41 am

Sample : JA93968-4

Misc : 6C37904,GGH3918,5,,,,1

IntFile : AUTOINT3.E

Quant Time: Dec 9 12:13 2011 Quant Results Fi

Quant Method
Title
Last Update

C:\HPCHEM\1\METHODS\MGH3898 .M (C
METHOD SW846-8015B (DAI)
Wed Nov 30 17:22:02 2011

(QT Reviewed)

Vial: 4
Operator: XULIU
Inst : GCGH

Multiplr: 1.00

Vial: 4
Operator: XULIU
Inst : GCGH

Multiplr: 1.00
le: MGH3898.RES

hemstation Integrator)

Response via Initial Calibration
DataAcq Meth MGH3898 .M
Volume Inj. : 2ul
Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID
Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB
System Monitoring Compounds
10) S Hexanol 5.18 5.61 130496 112498 3566.593 3641.519
Spiked Amount 5000.000 Recovery = 71.33% 72.83%
Target Compounds
(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.

GH85754.D MGH3898.M

GH85754.D: JA93968-4 P-4 (4-5) page 1 of 2
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Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85754.D\FID1A.CH Vial: 4

Acq On : 9 Dec 2011 11:26 am Operator: XULIU
Sample : JA93968-4 Inst : GCGH

Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00

IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85754.D\FID2B.CH Vial: 4

Acqg On : 9 Dec 2011 11:41 am Operator: XULIU
Sample : JA93968-4 Inst : GCGH

Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00

IntFile : AUTOINT3.E

Quant Time: Dec 9 12:13 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Wed Nov 30 17:22:02 2011

Response via : Multiple Level Calibration

DataAcq Meth MGH3898 .M

Volume Inj. : 2ul

Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info : .32 mm ID

GH85754.D\FID1A
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Quantitation Report

Data File : C:\HPCHEM\1\DATA\GH85755.D\FID1A.CH
Acqg On : 9 Dec 2011 11:41 am

Sample : JA93968-5

Misc : 6C37904,GGH3918,5,,,,1

IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85755.D\FID2B.CH
Acqg On : 9 Dec 2011 11:55 am

Sample : JA93968-5

Misc : 6C37904,GGH3918,5,,,,1

IntFile : AUTOINT3.E

Quant Time: Dec 9 12:13 2011 Quant Results Fi

Quant Method
Title
Last Update

C:\HPCHEM\1\METHODS\MGH3898 .M (C
METHOD SW846-8015B (DAI)
Wed Nov 30 17:22:02 2011

(QT Reviewed)

Vial: 5
Operator: XULIU
Inst : GCGH

Multiplr: 1.00

Vial: 5
Operator: XULIU
Inst : GCGH

Multiplr: 1.00
le: MGH3898.RES

hemstation Integrator)

Response via Initial Calibration
DataAcq Meth MGH3898 .M
Volume Inj. : 2ul
Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID
Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB
System Monitoring Compounds
10) S Hexanol 5.18 5.61 139937 119496 3824.622 3868.057
Spiked Amount 5000.000 Recovery = 76.49% 77 .36%
Target Compounds
1) Methanol 0.83 1.09 4470 4757 341.909 612.634 #
(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.

GH85755.D MGH3898.M

GH85755.D: JA93968-5 P-6 (0-1) page 1 of 2
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Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85755.D\FID1A.CH Vial: 5

Acq On : 9 Dec 2011 11:41 am Operator: XULIU
Sample - JA93968-5 Inst : GCGH
Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85755.D\FID2B.CH Vial: 5

Acqg On : 9 Dec 2011 11:55 am Operator: XULIU
Sample : JA93968-5 Inst : GCGH
Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Dec 9 12:13 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Wed Nov 30 17:22:02 2011

Response via : Multiple Level Calibration

DataAcq Meth : MGH3898.M

Volume Inj. : 2ul

Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1

Signal #1 Info : _53mm ID Signal #2 Info : .32 mm ID
GH85755.D\FID1A
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Quantitation Report

Data File : C:\HPCHEM\1\DATA\GH85756_D\FID1A_.CH
Acq On : 9 Dec 2011 11:55 am

Sample : JA93968-6

Misc : 6C37904,GGH3918,5,,,,1

IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85756.D\FID2B.CH
Acqg On : 9 Dec 2011 12:12 pm

Sample : JA93968-6

Misc : 6C37904,GGH3918,5,,,,1

IntFile : AUTOINT3.E

Quant Time: Dec 9 12:21 2011 Quant Results Fi

Quant Method
Title
Last Update

C:\HPCHEM\1\METHODS\MGH3898 .M (C
METHOD SW846-8015B (DAI)
Wed Nov 30 17:22:02 2011

(QT Reviewed)

Vial: 6
Operator: XULIU
Inst : GCGH

Multiplr: 1.00

Vial: 6
Operator: XULIU
Inst : GCGH

Multiplr: 1.00
le: MGH3898.RES

hemstation Integrator)

Response via Initial Calibration
DataAcq Meth MGH3898 .M
Volume Inj. : 2ul
Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID
Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB
System Monitoring Compounds
10) S Hexanol 5.18 5.61 140318 115839 3835.035 3749.691
Spiked Amount 5000.000 Recovery = 76.70% 74 _.99%
Target Compounds
1) Methanol 0.82 1.08 2785 2251 213.004 289.902
(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.

GH85756.D MGH3898.M

GH85756.D: JA93968-6 P-7 (0-1) page 1 of 2

Fri Dec 09 12:21:15 2011

GCGH an 29%95 of 334

W ACCUTEST
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Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85756.D\FID1A.CH Vial: 6

Acq On : 9 Dec 2011 11:55 am Operator: XULIU
Sample - JA93968-6 Inst : GCGH

Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00

IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85756.D\FID2B.CH Vial: 6

Acqg On : 9 Dec 2011 12:12 pm Operator: XULIU
Sample : JA93968-6 Inst : GCGH

Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00

IntFile : AUTOINT3.E

Quant Time: Dec 9 12:21 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Wed Nov 30 17:22:02 2011

Response via : Multiple Level Calibration

DataAcq Meth : MGH3898.M

Volume Inj. : 2ul

Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1

Signal #1 Info : _53mm ID Signal #2 Info : .32 mm ID
GH85756.D\FID1A
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QC Report: elgliyficKn]

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85749.D\FID1A.CH Vial: 93
Acq On : 9 Dec 2011 9:52 am Operator: XULIU
Sample : MB1 Inst : GCGH
Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85749.D\FID2B.CH Vial: 93
Acqg On : 9 Dec 2011 10:07 am Operator: XULIU
Sample : MB1 Inst : GCGH
Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Dec 9 11:47 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Wed Nov 30 17:22:02 2011

Response via : Initial Calibration

DataAcq Meth : MGH3898.M

Volume Inj. 2ul

Signal #1 Phase E ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID
Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB

System Monitoring Compounds
10) S Hexanol 5.18 5.61 160388 131845 4383.565 4267.781
Spiked Amount 5000.000 Recovery = 87.67% 85.36%

Target Compounds

(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.

GH85749.D MGH3898.M Fri Dec 09 12:01:41 2011 GCGH Paa
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QC Report: elgliyficKn]

Quantitation Report

(QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85749.D\FID1A.CH Vial: 93
Acq On 9 Dec 2011 9:52 am Operator: XULIU
Sample : MB1 Inst : GCGH
Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00
IntFile autointl.e

Data File : C:\HPCHEM\1\DATA\GH85749.D\FID2B.CH Vial: 93
Acqg On 9 Dec 2011 10:07 am Operator: XULIU
Sample MB1 Inst : GCGH
Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Dec 9 11:47 2011 Quant Results File: MGH3898.RES

Quant Method
Title

Last Update
Response via
DataAcq Meth

Volume Inj.

C:\HPCHEM\1\METHODS\MGH3898 .M (Chemstation Integrator)

: METHOD Sw846-8015B (DAIl)

: Wed Nov 30 17:22:02 2011

- Multiple Level Calibration
> MGH3898.M

2ul

Signal #1 Phase
Signal #1 Info

ZB-624
.53mm 1D

Signal #2 Phase: RTX-1
-32 mm ID

Signal #2 Info :
GH85749.D\FID1A
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QC Report: EelgliyiIoNn]

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85750.D\FID1A.CH Vial: 94
Acq On : 9 Dec 2011 10:07 am Operator: XULIU
Sample : BS Inst : GCGH
Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85750.D\FID2B.CH Vial: 94
Acqg On : 9 Dec 2011 10:21 am Operator: XULIU
Sample : BS Inst : GCGH
Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Dec 9 11:58 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Wed Nov 30 17:22:02 2011

Response via : Initial Calibration

DataAcq Meth : MGH3898.M

Volume Inj. 2ul

Signal #1 Phase E ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID
Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB

System Monitoring Compounds

10) S Hexanol 5.18 5.61 152164 132224 4158.795 4280.060
Spiked Amount 5000.000 Recovery = 83.18% 85.60%
Target Compounds
1) Methanol 0.82 1.08 68424 41288 5234.118 5317.093
2) Ethanol 1.07 1.40 94559 58220 5105.473 4318.957
3) Tert-Butyl Alcoh 1.48 2.02 141411 89245 5373.637 4438.468
4) 1-Propanol 1.91F 2.42 117260 74203 5138.332 3678.448
5) 2-Propanol 1.29 1.72 104134 61288 5156.795 4284.748
7 Isobutanol 2.79 3.36F 141770 93513 5297.802 4491.211
8) 1-Butanol 3.24 3.81f 129266 84365 5057.081 4481.285
9) 2-Butanol 2.38F 2.99 120373 79339 5209.841 5025.305

(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.

GH85750.D MGH3898.M Fri Dec 09 12:01:54 2011 GCGH Paa
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QC Report: EelgliyiIoNn]

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85750.D\FID1A.CH Vial: 94
Acq On : 9 Dec 2011 10:07 am Operator: XULIU
Sample : BS Inst : GCGH
Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85750.D\FID2B.CH Vial: 94
Acqg On : 9 Dec 2011 10:21 am Operator: XULIU
Sample : BS Inst : GCGH
Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Dec 9 11:58 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Wed Nov 30 17:22:02 2011

Response via : Multiple Level Calibration

DataAcq Meth : MGH3898.M
Volume Inj. : 2ul
Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info : .32 mm ID
GH85750.D\FID1A
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QC Report: EelglRYEYHb]

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85757 _.D\FID1A_.CH Vial: 7

Acqg On : 9 Dec 2011 12:39 pm Operator: XULIU
Sample : JA93968-1MS Inst : GCGH
Misc : 6C37904,GGH3918,5.1,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85757.D\FID2B.CH Vial: 7

Acqg On : 9 Dec 2011 12:53 pm Operator: XULIU
Sample : JA93968-1MS Inst : GCGH
Misc : 6C37904,GGH3918,5.1,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Dec 9 13:08 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Wed Nov 30 17:22:02 2011

Response via : Initial Calibration

DataAcq Meth : MGH3898.M

Volume Inj. 2ul

Signal #1 Phase E ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID
Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB

System Monitoring Compounds

10) S Hexanol 5.18 5.61 134533 115406 3676.940 3735.653
Spiked Amount 5000.000 Recovery = 73.54% 74.71%
Target Compounds
1) Methanol 0.82 1.08 72114 44607 5516.401 5744.457
2) Ethanol 1.07 1.40 99593 63729 5377.254 4727.623
3) Tert-Butyl Alcoh 1.48 2.02 156061 96831 5930.344 4815.767
4) 1-Propanol 1.91F 2.41 121655 80491 5330.902 3990.185
5) 2-Propanol 1.29 1.72 126168 78762 6247.923 5506.369
7) Isobutanol 2.79 3.35 147231 95233 5501.882 4573.849
8) 1-Butanol 3.24 3.81 144144 90249 5639.139 4793.847
9) 2-Butanol 2.38F 2.99 124742 84624 5398.959 5360.082

(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.

GH85757.D MGH3898.M Fri Dec 09 13:16:56 2011 GCGH Paa
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QC Report: EelglRYEYHb]

Data File
Acq On
Sample
Misc
IntFile

Data File
Acqg On
Sample
Misc
IntFile
Quant Time:

Quant Method
Title

Last Update

Response via
DataAcq Meth

Quantitation Report

> C:\HPCHEM\1\DATA\GH85757 .D\FID1A.CH

9 Dec 2011 12:39 pm

- JA93968-1MS
- GC37904,GGH3918,5.1,,,,1

autointl.e

> C:\HPCHEM\1\DATA\GH85757 .D\FID2B.CH

9 Dec 2011 12:53 pm

: JA93968-1MS

: GC37904,GGH3918,5.1,,,,1
: AUTOINT3.E

9 13:08 2011 Quant Results File: MGH3898.RES

Dec

Vial:
Operator:
Inst :
Multiplr:

Vial:
Operator:
Inst :
Multiplr:

(QT Reviewed)

7
XULIU
GCGH
1.00

7
XULIU
GCGH
1.00

C:\HPCHEM\1\METHODS\MGH3898 .M (Chemstation Integrator)

: METHOD Sw846-8015B (DAIl)

: Wed Nov 30 17:22:02 2011

- Multiple Level Calibration
> MGH3898.M

Volume Inj. : 2ul
Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info : .32 mm ID
GH85757.D\FID1A
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QC Report:

Data File
Acq On
Sample
Misc
IntFile

Data File
Acqg On
Sample
Misc
IntFile
Quant Time:

- JA93968-1MSD
- GC37904,GGH3918,5.1,,,,1
- AUTOINT3.E

GHB85758.D

Quantitation Report

9 Dec 2011 12:53 pm

- JA93968-1MSD
- 6C37904,GGH3918,5.1,,,,1
- autointl.e

9 Dec 2011 1:08 pm

Dec 9 13:14 2011 Quant

(QT Reviewed)

> C:\HPCHEM\1\DATA\GH85758 .D\FID1A.CH

> C:\HPCHEM\1\DATA\GH85758 .D\FID2B.CH

Results File:

Vial: 8
Operator: XULIU
Inst : GCGH

Multiplr: 1.00

Vial: 8
Operator: XULIU
Inst : GCGH

Multiplr: 1.00

MGH3898 _RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)

Title : METHOD Sw846-8015B (DAIl)

Last Update : Wed Nov 30 17:22:02 2011

Response via : Initial Calibration

DataAcq Meth : MGH3898.M

Volume Inj. : 2ul

Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1

Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID

Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB

System Monitoring Compounds
10) S Hexanol 5.18 5.61 142625 118461 3898.105 3834.544
Spiked Amount 5000.000 Recovery = 77 .96% 76.69%
Target Compounds
1) Methanol 0.82 1.09 71621 45215 5478.669 5822.739
2) Ethanol 1.06 1.40 102225 64189 5519.374 4761.731
3) Tert-Butyl Alcoh 1.48 2.02 151406 97519 5753.435 4849.980
4) 1-Propanol 1.90 2.42 125087 80809 5481.285 4005.951
5) 2-Propanol 1.28 1.72 125300 78675 6204.963 5500.300
7) Isobutanol 2.79 3.36F 148767 95551 5559.272 4589.119
8) 1-Butanol 3.23 3.81F 145611 90078 5696.518 4784.733
92) 2-Butanol 2.37 2.99 127776 84595 5530.254 5358.258
(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.

GH85758.D MGH38

98.M

GHB85758.D: JA93968-1MSD Matrix Spike Duplicate page 1 of 2
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QC Report:

Data File
Acq On
Sample
Misc
IntFile

Data File
Acqg On
Sample
Misc
IntFile
Quant Time:

Quant Method
Title

Last Update

Response via
DataAcq Meth
Volume Inj.

Signal #1 Ph
Signal #1 In

8000
7000
6000
5000

4000

GHB85758.D

Quantitation Report

(QT Reviewed)

> C:\HPCHEM\1\DATA\GH85758 .D\FID1A.CH Vial: 8
: 9 Dec 2011 12:53 pm Operator: XULIU
: JA93968-1MSD Inst : GCGH
: GC37904,GGH3918,5.1,,,,1 Multiplr: 1.00
: autointl.e
> C:\HPCHEM\1\DATA\GH85758 .D\FID2B.CH Vial: 8
: 9 Dec 2011 1:08 pm Operator: XULIU
: JA93968-1MSD Inst : GCGH
: GC37904,GGH3918,5.1,,,,1 Multiplr: 1.00
: AUTOINT3.E

Dec 9 13:14 2011 Quant Results File: MGH3898.RES

: C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
: METHOD Sw846-8015B (DAIl)

: Wed Nov 30 17:22:02 2011

- Multiple Level Calibration

> MGH3898.M

- 2ul
ase : ZB-624
fo : .53mm ID

Signal #2 Phase: RTX-1
Signal #2 Info : .32 mm ID
GH85758.D\FID1A
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Cal Report: [elgiiskyicEp)

Quantitation Report

(QT Reviewed)

Manual Integrations
APPROVED
(compounds with "m" flag)

Kanya Veerawat
11/18/11 12:42

Data File : C:\HPCHEM\1\DATA\GH85329.D\FID1A.CH Vial: 1

Acq On 11 Nov 2011 7:57 am Operator: XULIU
Sample - 1C3898-100 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85329.D\FID2B.CH Vial: 1

Acqg On 11 Nov 2011 8:11 am Operator: XULIU
Sample 1C3898-100 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Nov 11 12:13 2011 Quant Results File: MGH3898.RES

Quant Method
Title

: C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Last Update ;

METHOD SW846-8015B (DAI)
Fri Nov 11 10:36:04 2011

Response via Initial Calibration
DataAcq Meth MGH3897 .M
Volume Inj. : 2ul
Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID
Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB
System Monitoring Compounds
10) S Hexanol 5.20 5.74 24860 29469 698.736 879.885
Spiked Amount 5000.000 Recovery = 13.97% 17 .60%
Target Compounds
1) Methanol 0.82 1.07 1394 702 102.508m 94.192m
2) Ethanol 1.06 1.40 2061 1355 109.423 112.862m
3) Tert-Butyl Alcoh 1.47 2.01 2314 1889 82.888 98.836
4) 1-Propanol 1.89 2.39F 2257 3675 96.087 166.147 #
5) 2-Propanol 1.27 1.71 2517 1266 116.368 92.394m
7) Isobutanol 2.78 3.34 2695 2036 97.408 96.917
8) 1-Butanol 3.25 3.79 2481 2017 91.004 104.632
9) 2-Butanol 2.36F 2.98 2096 1190 86.353 72.901
(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.
GH85329.D MGH3898.M Fri Nov 11 12:14:35 2011 GCGH
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Cal Report: [elgiiskyicEp)

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85329.D\FID1A.CH Vial: 1

Acq On : 11 Nov 2011 7:57 am Operator: XULIU
Sample - 1C3898-100 Inst : GCGH

Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00

IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85329.D\FID2B.CH Vial: 1

Acqg On : 11 Nov 2011 8:11 am Operator: XULIU
Sample : 1C3898-100 Inst : GCGH

Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00

IntFile : AUTOINT3.E

Quant Time: Nov 11 12:13 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Fri Nov 11 10:36:04 2011

Response via : Multiple Level Calibration

DataAcq Meth MGH3897 .M

Volume Inj. : 2ul

Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info : .32 mm ID

GH85329.D\FID1A
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GH85329.D MGH3898.M Fri Nov 11 12:14:36 2011 GCGH Page 2
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Manual Integration Approval Summary Page 1 of 1

Sample Number: GGH3898-1C3898 Method: SW846-8015 (DAI)

Lab Filel D: GH85329.D Analyst approved: 11/11/11 12:46 Xu Liu

Injection Time: 11/11/11 07:57 Supervisor approved: 11/18/11 12:42 Kanya Veerawat
R.T.

Parameter CAS Sigg  (min.) Reason

M ethanol 67-56-1 1 0.82 Poor instrument integration

M ethanol 67-56-1 2 1.07 Poor instrument integration

Ethanol 64-17-5 2 1.40 Poor instrument integration

Isopropy! Alcohol 67-63-0 2 1.71 Poor instrument integration

s 305 of 334
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Cal Report: [elgiiskyicEp)

Quantitation Report (Qedit)

Data File : C:\HPCHEM\1\DATA\GH85329.D\FID1A.CH Vial: 1

Acq On : 11 Nov 2011 7:57 am Operator: XULIU
Sample - 1C3898-100 Inst : GCGH

Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00

IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85329.D\FID2B.CH Vial: 1

Acqg On : 11 Nov 2011 8:11 am Operator: XULIU
Sample : 1C3898-100 Inst : GCGH

Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00

IntFile : AUTOINT3.E

Quant Time: Nov 11 10:40 2011 Quant Results File: MGH3898.RES

Method

Title

Last Update
Response via

C:\HPCHEM\1\METHODS\MGH3898 .M (Chemstation Integrator)
METHOD SW846-8015B (DAIl)

Fri Nov 11 12:00:49 2011

Multiple Level Calibration

[_GCMS_PT]GH85329.D\FID1A

2500

2450

2400

ZSSOWWWWWWWWWWWWWWWWWWWWW
0.00 0.10 0.20 0.30 0.40 0.50 0.60 0.70 0.80 0.90 1.00 1.10 1.20 1.30 1.40 150 160 1.70 1.80 1.90 2.00 2.10

5680 b
5660
5640
5620 L///’//J
5600
5580

5560
| +1

5540

0.00 0.10 0.20 0.30 0.40 0.50 0.60 0.70 0.80 0.90 1.00 1.10 1.20 1.30 1.40 1.50 1.60 1.70 1.80 1.90 2.00 2.10
QEdit

(1) Methanol
0.82min  120.687PPB

response 1641

(1) Methanol #2
1.07min 188.144PPB

response 1403

(+) = Expected Retention Time
GH85329.D MGH3898.M Fri Nov 11 12:10:16 2011 GCGH
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Cal Report: [elgiiskyicEp)

Quantitation Report (Qedit)

Data File : C:\HPCHEM\1\DATA\GH85329.D\FID1A.CH Vial: 1

Acq On : 11 Nov 2011 7:57 am Operator: XULIU
Sample - 1C3898-100 Inst : GCGH

Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00

IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85329.D\FID2B.CH Vial: 1

Acqg On : 11 Nov 2011 8:11 am Operator: XULIU
Sample : 1C3898-100 Inst : GCGH

Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00

IntFile : AUTOINT3.E

Quant Time: Nov 11 10:40 2011 Quant Results File: MGH3898.RES

Method

Title

Last Update
Response via

C:\HPCHEM\1\METHODS\MGH3898 .M (Chemstation Integrator)
METHOD SW846-8015B (DAIl)

Fri Nov 11 12:00:49 2011

Multiple Level Calibration

[_GCMS_PT]GH85329.D\FID1A

2500

2450

2400

ZSSOWWWWWWWWWWWWWWWWWWWWW
0.00 0.10 0.20 0.30 0.40 0.50 0.60 0.70 0.80 0.90 1.00 1.10 1.20 1.30 1.40 150 160 1.70 1.80 1.90 2.00 2.10

5680 b
5660
5640
5620 (Y
5600
5580

5560
| +1

5540

0.00 0.10 0.20 0.30 0.40 0.50 0.60 0.70 0.80 0.90 1.00 1.10 1.20 1.30 1.40 1.50 1.60 1.70 1.80 1.90 2.00 2.10
QEdit

(1) Methanol
0.82min  102.508PPB m

response 1394

(1) Methanol #2
1.07min  94.192PPB m

response 702

(+) = Expected Retention Time
GH85329.D MGH3898.M Fri Nov 11 12:11:22 2011 GCGH
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Cal Report: [elgiiskyicEp)

Quantitation Report (Qedit)

Data File : C:\HPCHEM\1\DATA\GH85329.D\FID1A.CH Vial: 1

Acq On : 11 Nov 2011 7:57 am Operator: XULIU
Sample - 1C3898-100 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85329.D\FID2B.CH Vial: 1

Acqg On : 11 Nov 2011 8:11 am Operator: XULIU
Sample : 1C3898-100 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Nov 11 10:40 2011 Quant Results File: MGH3898.RES

Method

Title

Last Update
Response via

C:\HPCHEM\1\METHODS\MGH3898 .M (Chemstation Integrator)
METHOD SW846-8015B (DAIl)

Fri Nov 11 12:00:49 2011

Multiple Level Calibration

[_GCMS_PT]GH85329.D\FID1A

5750

5700
5650
5600

5550

0.10 0.20 0.30 0.40 0.50 0.60 0.70 0.80 0.90 1.00 1.10 1.20 1.30 1.40 1.50 1.60 1.70 1.80 1.90 2.00 2.10 2.20 2.30

5750
5700 |
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L
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0.10 0.20 0.30 0.40 0.50 0.60 0.70 0.80 0.90 1.00 1.10 1.20 1.30 1.40 1.50 1.60 1.70 1.80 1.90 2.00 2.10 2.20 2.30
QEdit

(2) Ethanol
1.06min  109.423PPB

response 2061

(2) Ethanol #2
1.40min 87.563PPB

response 1052

(+) = Expected Retention Time
GH85329.D MGH3898.M Fri Nov 11 12:12:02 2011 GCGH

[ | 308 of 334
BACCUTEST
GHB85329.D edits: Ethanol JA93968 LaBeRATORIES



Cal Report: [elgiiskyicEp)

Quantitation Report (Qedit)

Data File : C:\HPCHEM\1\DATA\GH85329.D\FID1A.CH Vial: 1

Acq On : 11 Nov 2011 7:57 am Operator: XULIU
Sample - 1C3898-100 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85329.D\FID2B.CH Vial: 1

Acqg On : 11 Nov 2011 8:11 am Operator: XULIU
Sample : 1C3898-100 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Nov 11 10:40 2011 Quant Results File: MGH3898.RES

Method

Title

Last Update
Response via

C:\HPCHEM\1\METHODS\MGH3898 .M (Chemstation Integrator)
METHOD SW846-8015B (DAIl)

Fri Nov 11 12:00:49 2011

Multiple Level Calibration

[_GCMS_PT]GH85329.D\FID1A

5750

5700
5650
5600

5550

0.10 0.20 0.30 0.40 0.50 0.60 0.70 0.80 0.90 1.00 1.10 1.20 1.30 1.40 1.50 1.60 1.70 1.80 1.90 2.00 2.10 2.20 2.30

5750
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0.10 0.20 0.30 0.40 0.50 0.60 0.70 0.80 0.90 1.00 1.10 1.20 1.30 1.40 1.50 1.60 1.70 1.80 1.90 2.00 2.10 2.20 2.30
QEdit

(2) Ethanol
1.06min  109.423PPB

response 2061

(2) Ethanol #2
1.40min 112.862PPB m

response 1355

(+) = Expected Retention Time
GH85329.D MGH3898.M Fri Nov 11 12:12:17 2011 GCGH
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Cal Report: [elgiiskyicEp)

Quantitation Report (Qedit)

Data File : C:\HPCHEM\1\DATA\GH85329.D\FID1A.CH Vial: 1

Acq On : 11 Nov 2011 7:57 am Operator: XULIU
Sample - 1C3898-100 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85329.D\FID2B.CH Vial: 1

Acqg On : 11 Nov 2011 8:11 am Operator: XULIU
Sample : 1C3898-100 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Nov 11 10:40 2011 Quant Results File: MGH3898.RES

Method

Title

Last Update
Response via

C:\HPCHEM\1\METHODS\MGH3898 .M (Chemstation Integrator)
METHOD SW846-8015B (DAIl)

Fri Nov 11 12:00:49 2011

Multiple Level Calibration

[_GCMS_PT]GH85329.D\FID1A

5750

5700
5650

5600

0.20 0.30 0.40 0.50 0.60 0.70 0.80 0.90 1.00 1.10 1.20 1.30 1.40 1.50 1.60 1.70 1.80 1.90 2.00 2.10 2.20 2.30 2.40 2.50 2.60 2.70

5750
5700

5650

/

[ +1

5600

0.20 0.30 0.40 0.50 0.60 0.70 0.80 0.90 1.00 1.10 1.20 1.30 1.40 1.50 1.60 1.70 1.80 1.90 2.00 2.10 2.20 2.30 2.40 2.50 2.60 2.70
QEdit

(5) 2-Propanol
1.27min  116.368PPB

response 2517

(5) 2-Propanol #2
1.71min 51.743PPB

response 709

(+) = Expected Retention Time
GH85329.D MGH3898.M Fri Nov 11 12:13:01 2011 GCGH
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Cal Report: [elgiiskyicEp)

Quantitation Report (Qedit)

Data File : C:\HPCHEM\1\DATA\GH85329.D\FID1A.CH Vial: 1

Acq On : 11 Nov 2011 7:57 am Operator: XULIU
Sample - 1C3898-100 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85329.D\FID2B.CH Vial: 1

Acqg On : 11 Nov 2011 8:11 am Operator: XULIU
Sample : 1C3898-100 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Nov 11 10:40 2011 Quant Results File: MGH3898.RES

Method

Title

Last Update
Response via

C:\HPCHEM\1\METHODS\MGH3898 .M (Chemstation Integrator)
METHOD SW846-8015B (DAIl)

Fri Nov 11 12:00:49 2011

Multiple Level Calibration

[_GCMS_PT]GH85329.D\FID1A

5750

5700
5650

5600

0.20 0.30 0.40 0.50 0.60 0.70 0.80 0.90 1.00 1.10 1.20 1.30 1.40 1.50 1.60 1.70 1.80 1.90 2.00 2.10 2.20 2.30 2.40 2.50 2.60 2.70
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QEdit

(5) 2-Propanol
1.27min  116.368PPB

response 2517

(5) 2-Propanol #2
1.71min 92.394PPB m

response 1266

(+) = Expected Retention Time
GH85329.D MGH3898.M Fri Nov 11 12:13:43 2011 GCGH
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Cal Report: GH85330.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85330.D\FID1A.CH Vial: 2

Acq On : 11 Nov 2011 8:27 am Operator: XULIU
Sample - 1C3898-500 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85330.D\FID2B.CH Vial: 2

Acqg On : 11 Nov 2011 8:41 am Operator: XULIU
Sample : 1C3898-500 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Nov 11 12:17 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Fri Nov 11 09:46:09 2011

Response via : Initial Calibration

DataAcq Meth : MGH3897.M

Volume Inj. 2ul

Signal #1 Phase E ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID
Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB

System Monitoring Compounds

10) S Hexanol 5.19 5.73 71181 62007 1955.399 1851.406
Spiked Amount 5000.000 Recovery = 39.11% 37.03%
Target Compounds
1) Methanol 0.82 1.08 6949 3781 511.198 507.072
2) Ethanol 1.06 1.39 9347 5882 496.259 489.765
3) Tert-Butyl Alcoh 1.47 2.00 13914 9343 498.365  488.933
4) 1-Propanol 1.89F 2.40 11851 6825 504.616  308.548
5) 2-Propanol 1.28 1.70 10223 6443 472.637 470.158
7) Isobutanol 2.78F 3.33 13368 9178 483.116  436.836
8) 1-Butanol 3.25 3.79 13181 8766 483.581  454.657
9) 2-Butanol 2.36F 2.96 12195 7737 502.393  473.917

(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.

GH85330.D MGH3898.M Fri Nov 11 12:17:16 2011 GCGH Paa

an 2315 of 334
BACCUTEST
GHB85330.D: GGH3898-1C3898 Initial Calibration (500) page 1 of 2 JAQ3968 ~ “ABeRaTemies




Cal Report:

Data File
Acq On
Sample
Misc
IntFile
Data File
Acqg On
Sample
Misc
IntFile
Quant Time:
Quant Method
Title

Last Update
Response via
DataAcq Meth
Volume Inj.

Signal #1 Ph
Signal #1 In

5500
5000
4500
4000
3500
3000
2500

2000

GH85330.D

Quantitation Report

(QT Reviewed)

“Methanol

> C:\HPCHEM\1\DATA\GH85330.D\FID1A.CH Vial: 2

: 11 Nov 2011 8:27 am Operator: XULIU
: 1C3898-500 Inst : GCGH
: GC37676,GGH3898,5,,,,1 Multiplr: 1.00
: autointl.e

> C:\HPCHEM\1\DATA\GH85330.D\FID2B.CH Vial: 2

: 11 Nov 2011 8:41 am Operator: XULIU
: 1C3898-500 Inst : GCGH
: GC37676,GGH3898,5,,,,1 Multiplr: 1.00

: AUTOINT3.E

Nov 11 12:17 2011 Quant Results File: MGH3898.RES

: C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
: METHOD Sw846-8015B (DAIl)

> Fri Nov 11 09:46:09 2011

- Multiple Level Calibration

> MGH3897 .M

- 2ul
ase : ZB-624
fo : .53mm ID

Signal #2 Phase: RTX-1
Signal #2 Info : .32 mm ID
GH85330.D\FID1A
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GHB85330.D: GGH3898-1C3898 Initial Calibration (500) page 2 of 2
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Cal Report: GH85331.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85331.D\FID1A.CH Vial: 3

Acq On : 11 Nov 2011 8:41 am Operator: XULIU
Sample : 1C3898-1000 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85331.D\FID2B.CH Vial: 3

Acqg On : 11 Nov 2011 9:03 am Operator: XULIU
Sample : 1C3898-1000 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Nov 11 10:29 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Fri Nov 11 09:46:09 2011

Response via : Initial Calibration

DataAcq Meth : MGH3897.M

Volume Inj. 2ul

Signal #1 Phase E ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID
Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB

System Monitoring Compounds

10) S Hexanol 5.19 5.74 144689 121188 3974.746 3618.438
Spiked Amount 5000.000 Recovery = 79.49% 72.37%
Target Compounds
1) Methanol 0.82 1.08 13111 7477 964.474 1002.892
2) Ethanol 1.06 1.40 18978 12985 1007.665 1081.168
3) Tert-Butyl Alcoh 1.47 2.01 28051 19854 1004.760 1039.038
4) 1-Propanol 1.89F 2.40 24068 20863 1024.802  943.236
5) 2-Propanol 1.27 1.71 20297 14945 938.411 1090.665
7) Isobutanol 2.78F 3.33 27639 21573 998.841 1026.733
8) 1-Butanol 3.25 3.79 27053 18014 992.494  934.297
9) 2-Butanol 2.36F 2.97 24450 14166 1007.281 867.676

(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.

GH85331.D MGH3898.M Fri Nov 11 12:17:51 2011 GCGH Paa
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Cal Report: GH85331.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85331.D\FID1A.CH Vial: 3

Acq On : 11 Nov 2011 8:41 am Operator: XULIU
Sample : 1C3898-1000 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85331.D\FID2B.CH Vial: 3

Acqg On : 11 Nov 2011 9:03 am Operator: XULIU
Sample : 1C3898-1000 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Nov 11 10:29 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Fri Nov 11 09:46:09 2011

Response via : Multiple Level Calibration

DataAcq Meth MGH3897 .M
Volume Inj. : 2ul
Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info : .32 mm ID
GH85331.D\FID1A
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GH85331.D MGH3898.M Fri Nov 11 12:17:51 2011 GCGH Page 2
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Cal Report:

Data File
Acq On
Sample
Misc
IntFile

Data File
Acqg On
Sample
Misc
IntFile

GH85332.D

Quantitation Report

11 Nov 2011
1CC3898-5000

9:03 am

(QT Reviewed)

> C:\HPCHEM\1\DATA\GH85332 _.D\FID1A.CH

Vial: 6
Operator: XULIU

Inst

: GCGH

; GC37676,GGH3898,5, ,,,1
: autointl.e

> C:\HPCHEM\1\DATA\GH85332_.D\FID2B.CH

11 Nov 2011 9:17 am

1CC3898-5000

; GC37676,GGH3898,5, ,,,1
: AUTOINT3.E

Multiplr: 1.00

Vial: 6
Operator: XULIU
Inst : GCGH

Multiplr: 1.00

10) S
Spi

(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40%

GH8

Quant Time: Nov 11 9:39 2011 Quant Results File: MGH3898.RES

Quant Method :
Title - METHOD Sw846-8015B
Last Update : Fri Nov 11 09:28:21
Response via : Initial Calibration
DataAcq Meth : MGH3898.M

Volume Inj. 2ul

Signal #1 Phase : ZB-624
Signal #1 Info : _53mm ID
Compound RT#1 RT#2
System Monitoring Compounds
Hexanol 5.19 5.73F
ked Amount 5000.000
Target Compounds
Methanol 0.82 1.08
Ethanol 1.06 1.39
Tert-Butyl Alcoh 1.47 2.00
1-Propanol 1.89F 2.40
2-Propanol 1.28 1.70
Isobutanol 2.78F 3.33
1-Butanol 3.25 3.79
2-Butanol 2.36F 2.97

5332.D MGH3898.M Fri Nov 11 12

C:\HPCHEM\1\METHODS\MGH3898 .M (Chemstation Integrator)

(DAI)
2011

Signal #2 Phase: RTX-1

Signal #2 Info z .32 mm ID
Resp#l Resp#2 PPB PPB
187515 155554 5140.620 4644.529

Recovery = 102.81% 92 ._.89%
61551 37553 4352.437 5036.650
84839 63312 4486.466 5271.623

124711 91491 4448.101 4788.090
105227 82230 4466.029 3717.613
90154 66157 4083.104 4827.964
126069 99391 4548.972 4730.361
117806 86331 4241.149 4477.636
108214 78694 4466.311 4819.995

(m)=manual int.

:18:28 2011 GCGH

GH853

32.D: GGH3898-ICC3898 Initial Calibration (5000)

page 1 of 2

Paa
an 29%1% of 334
@l ACCUTEST
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Cal Report: GH85332.D

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85332.D\FID1A.CH Vial: 6

Acq On : 11 Nov 2011 9:03 am Operator: XULIU
Sample - 1CC3898-5000 Inst : GCGH

Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00

IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85332.D\FID2B.CH Vial: 6

Acqg On : 11 Nov 2011 9:17 am Operator: XULIU
Sample - 1CC3898-5000 Inst : GCGH

Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00

IntFile : AUTOINT3.E

Quant Time: Nov 11 9:39 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Fri Nov 11 09:28:21 2011

Response via : Multiple Level Calibration

DataAcq Meth MGH3898 .M
Volume Inj. : 2ul
Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info : .32 mm ID
GH85332.D\FID1A
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Cal Report:
Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85334_D\FID1A.CH Vial: 9

Acq On : 11 Nov 2011 9:31 am Operator: XULIU
Sample - 1C3898-50000 Inst : GCGH
Misc : 6C37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85334_D\FID2B.CH Vial: 9

Acqg On : 11 Nov 2011 9:46 am Operator: XULIU
Sample = 1C3898-50000 Inst : GCGH
Misc : 6C37676,G6GH3898,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Nov 11 10:43 2011 Quant Results File: MGH3898.RES
Quant Method
Title

: C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Last Update ;

METHOD SW846-8015B (DAI)
Fri Nov 11 10:41:33 2011

Response via Initial Calibration
DataAcq Meth MGH3898 .M
Volume Inj. : 2ul
Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID
Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB
System Monitoring Compounds
10) S Hexanol 5.19 5.73 222412 181126 6339.233 5605.544
Spiked Amount 5000.000 Recovery = 126.78% 112.11%
Target Compounds
1) Methanol 0.82 1.08 662113 394341 47526.109 43124.036
2) Ethanol 1.06 1.39 942551 714587 50103.633 59639.245
3) Tert-Butyl Alcoh 1.46f 1.99f 1389332 1199354 53455.397 63355.021
4) 1-Propanol 1.88F 2.39f 1185206 989350 51879.806 45119.664
5) 2-Propanol 1.27 1.70 990749 813381 47210.146 67567.872 #
7) Isobutanol 2.77F 3.32Ff 1400396 1195477 52575.652 59646.049
8) 1-Butanol 3.24f 3.79 1337022 1019975 52544.334 55899.977
9) 2-Butanol 2.36F 2.96 1218250 958615 53289.561 66939.820
(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.

GH85334.D MGH3898.M Fri Nov 11 12:18:56 2011 GCGH Paa
an 29%13 of 334
@l ACCUTEST
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Cal Report:

Data File
Acq On
Sample
Misc
IntFile

Data File
Acqg On
Sample
Misc
IntFile
Quant Time:

Quant Method
Title

Last Update

Response via
DataAcq Meth
Volume Inj.

Signal #1 Ph
Signal #1 In

50000

40000

30000

20000

10000

Quantitation Report

> C:\HPCHEM\1\DATA\GH85334 .D\FID1A.CH

11 Nov 2011 9:31 am

1C3898-50000

: GC37676,GGH3898,5,,,,1

autointl.e

> C:\HPCHEM\1\DATA\GH85334 .D\FID2B.CH

11 Nov 2011
1C3898-50000

9:46 am

; GC37676,6G6H3898,5, ,,,1
: AUTOINT3.E
Nov 11 10:43 2011 Quant Results File: MGH3898.RES

GH85334.D

Vial:
Operator:
Inst :
Multiplr:

Vial:
Operator:
Inst :
Multiplr:

(QT Reviewed)

9
XULIU
GCGH
1.00

9
XULIU
GCGH
1.00

C:\HPCHEM\1\METHODS\MGH3898 .M (Chemstation Integrator)

: METHOD Sw846-8015B (DAIl)

: Fri Nov 11 10:41:33 2011

- Multiple Level Calibration
> MGH3898.M

2ul
ZB-624

ase :
: .53mm ID

fo

Signal #2 Phase: RTX-1
Signal #2 Info :

GH85334.D\FID1A

S
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98 Initial Calibration (50000) page 2 of 2
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Cal Report:
Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85335.D\FID1A.CH Vial: 10
Acq On : 11 Nov 2011 9:46 am Operator: XULIU
Sample = 1C3898-100000 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85335.D\FID2B.CH Vial: 10
Acqg On : 11 Nov 2011 10:00 am Operator: XULIU
Sample : 1C3898-100000 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Nov 11 10:43 2011 Quant Results File: MGH3898.RES
Quant Method
Title

: C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Last Update ;

METHOD SW846-8015B (DAI)
Fri Nov 11 10:41:33 2011

Response via Initial Calibration
DataAcq Meth MGH3898 .M
Volume Inj. : 2ul
Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID
Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB
System Monitoring Compounds
10) S Hexanol 5.19 5.74 294818 254985 8402.959 7891.363
Spiked Amount 5000.000 Recovery = 168.06% 157.83%
Target Compounds
1) Methanol 0.81 1.08 1289038 831547 92526.387 90935.782
2) Ethanol 1.05 1.39 1844278 1483182 98037.116 123786.035
3) Tert-Butyl Alcoh 1.46f 2.00 2725443 2258729 104863.066 119315.695
4) 1-Propanol 1.88F 2.40 2328106 1793330 101907.789 81785.443
5) 2-Propanol 1.27¢F 1.70 1944951 1619335 92678.831 134518.765 #
7) Isobutanol 2.77fF 3.33 2734359 2148629 102657.165 107201.766
8) 1-Butanol 3.24f 3.79 2602229 2047755 102266.346 112227.685
9) 2-Butanol 2.35F 2.97 2392072 1797481 104635.684 125517.560
(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.

GH85335.D MGH3898.M

Fri Nov 11 12:19:37 2011

GHB85335.D: GGH3898-I1C3898 Initial Calibration (100000)

page 1 of 2

GCGH
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Cal Report:

Data File
Acq On
Sample
Misc
IntFile

Data File
Acqg On
Sample
Misc
IntFile
Quant Time:

Quant Method
Title

Last Update

Response via

Quantitation Report

> C:\HPCHEM\1\DATA\GH85335_.D\FID1A.CH

11 Nov 2011 9:46 am

1C3898-100000

: GC37676,GGH3898,5,,,,1

autointl.e

> C:\HPCHEM\1\DATA\GH85335.D\FID2B.CH

11 Nov 2011 10:00 am
1C3898-100000

; GC37676,GGH3898,5, ,,,1
: AUTOINT3.E

Nov 11 10:43 2011 Quant Results File: MG

C:\HPCHEM\1\METHODS\MGH3898 .M (Chemstation Integrator)

- METHOD SW846-80158 (DAI)
: Fri Nov 11 10:41:33 2011
- Multiple Level Calibration

GHB85335.D

(QT Reviewed)

Vial:
Operator:
Inst :
Multiplr:

Vial:
Operator:
Inst :
Multiplr:

H3898 _RES

10
XULIU
GCGH
1.00

10
XULIU
GCGH
1.00

DataAcq Meth MGH3898 .M
Volume Inj. : 2ul
Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info : .32 mm ID
GH85335.D\FID1A
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Cal Report:

Data File
Acq On
Sample
Misc
IntFile

Data File
Acqg On
Sample
Misc
IntFile

Quantitation Report

> C:\HPCHEM\1\DATA\GH85336 .D\FID1A.CH

11 Nov 2011 10:29 am
1C3898-10000

; GC37676,GGH3898,5, ,,,1
: autointl.e

> C:\HPCHEM\1\DATA\GH85336 .D\FID2B.CH

11 Nov 2011 10:48 am
1C3898-10000

; GC37676,GGH3898,5, ,,,1
: AUTOINT3.E

(QT Reviewed)

Vial:
Operator:
Inst :
Multiplr:

Vial:
Operator:
Inst :
Multiplr:

11
XULIU
GCGH
1.00

11
XULIU
GCGH
1.00

GH85336.D

Quant Time: Nov 11 11:04 2011 Quant Results File: MGH3898.RES
Quant Method
Title

: C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Last Update ;

METHOD SW846-8015B (DAI)
Fri Nov 11 11:01:40 2011

Response via Initial Calibration
DataAcq Meth MGH3898 .M
Volume Inj. : 2ul
Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID
Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB
System Monitoring Compounds
10) S Hexanol 5.19 5.74 181719 154431 4966.586 4998.897
Spiked Amount 5000.000 Recovery = 99.33% 99.98%
Target Compounds
1) Methanol 0.82 1.09 121213 85820 9028.401 9790.175
2) Ethanol 1.06 1.40 171063 142717 9236.060 10939.471
3) Tert-Butyl Alcoh 1.46F 1.99f 252072 184527 9578.758 9177.190
4) 1-Propanol 1.88F 2.40f 213788 157771 9368.178 7821.137
5) 2-Propanol 1.27 1.70 181464 139431 8986.265 10322.124
7) Isobutanol 2.77F 3.31Ff 254265 201818 9501.603 9717.062
8) 1-Butanol 3.24f 3.78 243845 179199 9539.590 9582.773
9) 2-Butanol 2.36F 2.96 220046 160853 9523.800 10316.173
(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.

GH85336.D MGH3898.M Fri Nov 11 12:20:06 2011 GCGH Paa
an 29825 of 334
@l ACCUTEST

JA93968 LABORATORIES

GHB85336.D: GGH3898-1C3898 Initial Calibration (10000) page 1 of 2



Cal Report:

Data File
Acq On
Sample
Misc
IntFile

Data File
Acqg On
Sample
Misc
IntFile
Quant Time:

Quant Method

Title
Last Update

Response via
DataAcq Meth

Volume Inj.

GH85336.D

Quantitation Report (QT Reviewed)

> C:\HPCHEM\1\DATA\GH85336 .D\FID1A.CH Vial: 11

: 11 Nov 2011 10:29 am Operator: XULIU
: 1C3898-10000 Inst : GCGH
: GC37676,GGH3898,5,,,,1 Multiplr: 1.00
: autointl.e

> C:\HPCHEM\1\DATA\GH85336 .D\FID2B.CH Vial: 11

: 11 Nov 2011 10:48 am Operator: XULIU
: 1C3898-10000 Inst : GCGH
: GC37676,GGH3898,5,,,,1 Multiplr: 1.00
: AUTOINT3.E

Nov 11 11:04 2011 Quant Results File: MGH3898.RES

Signal #1 Phase
Signal #1 Info

C:\HPCHEM\1\METHODS\MGH3898 .M (Chemstation Integrator)
METHOD SW846-8015B (DAIl)

Fri Nov 11 11:01:40 2011

Multiple Level Calibration

MGH3898 .M
: 2ul
: ZB-624 Signal #2 Phase: RTX-1
= .53mm ID Signal #2 Info : .32 mm ID

GH85336.D\FID1A
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Cal Report: [jelgtiskki:Ap)

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85338.D\FID1A.CH Vial: 95
Acq On : 11 Nov 2011 11:59 am Operator: XULIU
Sample - 1Cv3898-5000 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85338.D\FID2B.CH Vial: 95
Acqg On : 11 Nov 2011 12:15 pm Operator: XULIU
Sample : 1CV3898-5000 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Nov 11 12:39 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Fri Nov 11 12:21:55 2011

Response via : Initial Calibration

DataAcq Meth : MGH3898.M

Volume Inj. 2ul

Signal #1 Phase E ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID
Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB

System Monitoring Compounds

10) S Hexanol 5.19 5.73 183688 151723 5020.401 4911.240
Spiked Amount 5000.000 Recovery = 100.41% 98.22%
Target Compounds
1) Methanol 0.82 1.08 63141 42785 4829.984 5509.803
2) Ethanol 1.06 1.39 88368 63365 4771.168 4700.634
3) Tert-Butyl Alcoh 1.46 2.00 130261 96289 4949.913 4788.808
4) 1-Propanol 1.88 2.40 112135 82630 4913.759 4096.219
5) 2-Propanol 1.27 1.71 93412 67625 4625.821 4727.787
7) Isobutanol 2.78 3.33 132179 97111 4939.390 4664.021
8) 1-Butanol 3.25 3.79 125467 92666 4908.478 4922.199
9) 2-Butanol 2.36 2.97 114866 84962 4971.518 5381.469

(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.

GH85338.D MGH3898.M Fri Nov 11 13:28:59 2011 GCGH Paa

mn 2324 of 334
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GHB85338.D: GGH3898-ICVV3898 Initial Calibration Verification (5000) page 1 of 2 JAQ3968 ~ “ABeRaTemies




Cal Report: [jelgtiskki:Ap)

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85338.D\FID1A.CH Vial: 95
Acq On : 11 Nov 2011 11:59 am Operator: XULIU
Sample - 1Cv3898-5000 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85338.D\FID2B.CH Vial: 95
Acqg On : 11 Nov 2011 12:15 pm Operator: XULIU
Sample : 1CV3898-5000 Inst : GCGH
Misc : GC37676,GGH3898,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Nov 11 12:39 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Fri Nov 11 12:21:55 2011

Response via : Multiple Level Calibration

DataAcq Meth : MGH3898.M

Volume Inj. : 2ul

Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1

Signal #1 Info : _53mm ID Signal #2 Info : .32 mm ID
GH85338.D\FID1A
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Cal Report: elgtloyZt:Hn)

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85748.D\FID1A.CH Vial: 92
Acq On : 9 Dec 2011 9:38 am Operator: XULIU
Sample - CC3898-5000 Inst : GCGH
Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85748.D\FID2B.CH Vial: 92
Acqg On : 9 Dec 2011 9:52 am Operator: XULIU
Sample : CC3898-5000 Inst : GCGH
Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Dec 9 11:48 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Wed Nov 30 17:22:02 2011

Response via : Initial Calibration

DataAcq Meth : MGH3898.M

Volume Inj. 2ul

Signal #1 Phase E ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID
Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB

System Monitoring Compounds

10) S Hexanol 5.18 5.61 160239 144179 4379.492 4667.040
Spiked Amount 5000.000 Recovery = 87 .59% 93.34%
Target Compounds
1) Methanol 0.82 1.08 67271 39999 5145.918 5151.070
2) Ethanol 1.06 1.40 92083 59541 4971.795 4416.918
3) Tert-Butyl Alcoh 1.48 2.02 133284 90423 5064.785 4497.084
4) 1-Propanol 1.90 2.42 113577 72115 4976.948 3574.947
5) 2-Propanol 1.28 1.72 97763 62976 4841.315 4402.738
7) Isobutanol 2.79 3.36F 133195 85497 4977.373 4106.212
8) 1-Butanol 3.23 3.81f 127830 81003 5000.885 4302.723
9) 2-Butanol 2.37 2.99 114020 75402 4934.872 4775.937

(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.

GH85748_.D MGH3898.M Fri Dec 09 12:01:28 2011 GCGH Paa

an 2325 of 334
BACCUTEST
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Cal Report: elgtloyZt:Hn)

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85748.D\FID1A.CH Vial: 92
Acq On : 9 Dec 2011 9:38 am Operator: XULIU
Sample - CC3898-5000 Inst : GCGH
Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85748.D\FID2B.CH Vial: 92
Acqg On : 9 Dec 2011 9:52 am Operator: XULIU
Sample : CC3898-5000 Inst : GCGH
Misc : GC37904,GGH3918,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Dec 9 11:48 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Wed Nov 30 17:22:02 2011

Response via : Multiple Level Calibration

DataAcq Meth : MGH3898.M

Volume Inj. : 2ul

Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1

Signal #1 Info : _53mm ID Signal #2 Info : .32 mm ID
GH85748.D\FID1A
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Cal Report: elgtlsyiicE)

Quantitation Report

(QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85759_D\FID1A_.CH Vial: 90
Acqg On : 9 Dec 2011 1:08 pm Operator: XULIU
Sample - CC3898-10000 Inst : GCGH
Misc : 6C37904,GGH3918,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85759._D\FID2B.CH Vial: 90
Acqg On : 9 Dec 2011 1:22 pm Operator: XULIU
Sample : CC3898-10000 Inst : GCGH
Misc : 6C37904,GGH3918,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Dec 9 13:29 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Wed Nov 30 17:22:02 2011

Response via : Initial Calibration

DataAcq Meth : MGH3898.M

Volume Inj. 2ul

Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info z .32 mm ID
Compound RT#1 RT#2 Resp#l Resp#2 PPB PPB
System Monitoring Compounds
10) S Hexanol 5.18 5.61 203984 167586 5575.103 5424.723
Spiked Amount 5000.000 Recovery = 111.50% 108.49%
Target Compounds
1) Methanol 0.82 1.08 134204 84816 10265.958 10922.590
2) Ethanol 1.07 1.40 188916 120464 10200.016 8936.425
3) Tert-Butyl Alcoh 1.48 2.02 285099 182497 10833.763 9076.260
4) 1-Propanol 1.90 2.41 233282 153389 10222.396 7603.915
5) 2-Propanol 1.28 1.72 203137 130132 10059.518 9097.719
7) Isobutanol 2.79 3.35 273666 184497 10226.604 8860.989
8) 1-Butanol 3.23 3.80 265469 178822 10385.541 9498.625
9) 2-Butanol 2.37 2.99 238699 163280 10331.086 10342.166

(F)=RT Delta > 1/2 Window (#)=Amounts differ by > 40% (m)=manual int.

GH85759.D MGH3898.M Fri Dec 09 15:18:03 2011 GCGH Paa
an 29828 of 334
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Cal Report: elgtlsyiicE)

Quantitation Report (QT Reviewed)

Data File : C:\HPCHEM\1\DATA\GH85759_D\FID1A_.CH Vial: 90
Acqg On : 9 Dec 2011 1:08 pm Operator: XULIU
Sample - CC3898-10000 Inst : GCGH
Misc : 6C37904,GGH3918,5,,,,1 Multiplr: 1.00
IntFile : autointl.e

Data File : C:\HPCHEM\1\DATA\GH85759._D\FID2B.CH Vial: 90
Acqg On : 9 Dec 2011 1:22 pm Operator: XULIU
Sample : CC3898-10000 Inst : GCGH
Misc : 6C37904,GGH3918,5,,,,1 Multiplr: 1.00
IntFile : AUTOINT3.E

Quant Time: Dec 9 13:29 2011 Quant Results File: MGH3898.RES

Quant Method : C:\HPCHEM\1\METHODS\MGH3898.M (Chemstation Integrator)
Title : METHOD Sw846-8015B (DAIl)

Last Update : Wed Nov 30 17:22:02 2011

Response via : Multiple Level Calibration

DataAcq Meth : MGH3898.M

Volume Inj. : 2ul
Signal #1 Phase : ZB-624 Signal #2 Phase: RTX-1
Signal #1 Info : _53mm ID Signal #2 Info : .32 mm ID
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VOLATILE ANALYSISLOG Batch ID: (o] 3895

Print Analyst Name:_ X [ A

Analyst Signature: <
Standard Data 'Standard Data
Descngtlon Conc. Lot# Dgs&_:x:igti_qn_ Cone. | Columns: LB,(W / E—/X’ -
............ MLt e m//klfgbé?('fdf =] ) MP[W‘. Foore r}mm) (]ﬂmxﬂ.hmm}

Method an—ﬁ;
Initial Cal. Method M.ﬂl\/! 38 7)"

il (Mg Vew g
\
V avifpn) vV revpps
ted chromatographlc peaks in the followmg reportable files have been revxewed and verified to comply

Manually integra
| with the criteria of Accutest SOP EQA044, /
E » Supervisor Signature:____ Date: i/t ‘@{( L
R| Data File Sample ID " Test ¥ V;al ALJS S‘::l:. I:IIC::.{ S;‘;;J:t?::y l; ;[SU (Sl:t;; 'Cérf\menm ] 21—;'
: : v : (mlorg) | (ul) : .
38 |21 L _ ol . =
i esdlf ~re0) SE2N N UK ol s, éﬂf“j//omt bfrh H
o cza’/?éi —~ S0 I N eAlep, 1150 feonlul
WA )"’39%} - 0 ¢ A UL poberp, 2 /
Mo lccgfg-xaa} o | 1 J W solerp, Mﬂw—/_.. 1
4y 3% [2c 185810000 6 LR ol ik i
M 3¢ 202889 twoad L 1] unes ﬂfﬂ)JSuv/
£} 1S neagff-ponw & WA wudsir/
A?J:?) '}{ j,c@f?_g’-/qgg) v ‘ ?/ \/ﬂj(- /21:7/0?!19, 7‘?““’-“’/ J/
) 7] easig-reo 0] il
4 ) Y . ' . . '
19§ hev 3508~ _ ' ‘ v’ﬂéfﬂﬂl‘w% 1~:9J1a;{/mwn,q
— |, T 1 . . P
. Tt
1 — .
/ d . : (QQ) t /( /
—

IS = Internal Standard Area. SU=Surrogate,

MTX = Matrix Designate W for water, § for soil, O for oil. L+ =Library Search,
* IF pI-I > 2, comment on sample result

Sample Amt = Volume (ML) or Weight (g), MOH amt.= volume (ul) extract m]ected

All strike outs must be initialed, dated and reason code applied as follows: 1= reviewer correctlou error, 2= transcnptwn error;

3 = computer miscalculation; 4 = analyst’s correction error ' . . 4 63

L Form: OR001-9
‘Rev. Date: 2/14/2007
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EAACCUTEST. - vOLATILE ANALYSIS LOG Batch ID: &G ] 394"
_ [ _ . ' : Print Analyst Name:_____ X% //TM
l Date: / ‘7// 07 { Y : Analyst Signature: e
$tandard Data Standard Data
o[ Lot# Description Cone. Lot # Description Conc, Columps: _%_ @( ML £7)< -
f{ e et | Cone | [TRT Dot | O] Cronms L ad oo
— ' Method o3
80 (Y8 vt _ R
It : | ! Initial Cal. Method_/ /7] 3M s
{_-ufitrpc) o vev -

Manually integrated chromatographic peaks in the followmg reportable dles have been reviewed and venﬁed to comply

ith the crit f Accutest SOP EQA044.
™ e e?m o e Supervisor Signature: ‘ /’\ %’ate 4 2/ { W ‘ol
I R Data File Sample ID Test [M|Vial [ALS | Samp. |[MOH]Secondary Status "Comments pH"’
' T] # # Amt {amt | dilution + U (Data) . <2
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N MTX = Matnx Designate W for water, 8 for soil, O for oil, L+ =Library Search, IS =Internal Standard Area. SU Surrogate;
Sample Amt = Volume (ML) or Weight (g), MOH amt.= volume (ul) extract mjected * IF pI-I > 2, comment on sample result
£ All strike outs must be initialed, dated and reason code applied as follows 1.= reviewer correction error; 2= transcnptlon error;
“3= computer miscalculation; 4 = analyst’s correction error . " L 3 :
Form: OR001-9 ‘ N2
lF Rev. Date: 2/14/2007 - ‘ '
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| -AC‘-CUTEST " VOLATILE ANALYSISLOG - Batch ID: (] 39,8
: v Print Analyst Name:_____ )( {4 (7\(/\..
Date. I / 0[ ( ( : Analyst Signature:

Standard Data Standard Data
([ Lot# Description Cone. Lot # Description | Conc. | Columps:_/ ﬁ,{ ML/ A 7)( [
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MTX = Matrix Designate W for water, § for soil, O for oil. L+ =Library Search. IS = Internal Standard Area. SU= Surrogate.
Sample Amt = Volume (ML) or Weight (g), MOH amt.= volume (ul) extract m]ected *IF pH >2, comment on sample result

All strike outs. must be initialed, dated and reason code applied as follows: 1 =reviewer correctlon error; 2= transerlptnon error;
3 = computer miscalculation; 4 = analyst’s correction error . . S5y

Form: OR001-9 o | 17 X33
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Percent Solids Raw Data Summary Page 1 of 1
Job Number: JA93968

Account: AMANYWP Anderson, Mulholland & Associates

Project: BMSMC, Building 5 Area, PR

Sample: JA93968-1 Analyzed: 08-DEC-11 by PM Method: SM18 2540G
ClientID: P-1 (0.5-1.5)

Wet Weight (Total) 34.33 g

Tare Weight 25.93 g

Dry Weight (Total) 33.34 g

Solids, Percent 88.2 %

Sample  JA93968-2 Analyzed: 08-DEC-11 by PM Method: SM18 2540G
ClientID: P-2 (1.5-2)

Wet Weight (Total) 34.15 g

Tare Weight 26.15 g

Dry Weight (Total) 33.55 g

Solids, Percent 92.5 %

Sample: JA93968-3 Analyzed: 08-DEC-11 by PM Method: SM18 2540G
ClientID: P-3 (1-2)

Wet Weight (Total) 34.32 g

Tare Weight 25.71 g

Dry Weight (Total) 32.63 g

Solids, Percent 80.4 %

Sample  JA93968-4 Analyzed: 08-DEC-11 by PM Method: SM18 2540G
ClientI D: P-4 (4-5)

Wet Weight (Total) 36.35 g

Tare Weight 29.38 g

Dry Weight (Total) 34.81 g

Solids, Percent 77.9 %

Sample:  JA93968-5 Analyzed: 08-DEC-11 by PM Method: SM18 2540G
ClientID: P-6 (0-1)

Wet Weight (Total) 33.38 g

Tare Weight 25.08 g

Dry Weight (Total) 31.79 g

Solids, Percent 80.8 %

Sample:  JA93968-6 Analyzed: 08-DEC-11 by PM Method: SM18 2540G
ClientI D: P-7 (0-1)

Wet Weight (Total) 37.48 g

Tare Weight 27.5 g

Dry Weight (Total) 35.94 g

Solids, Percent 84.6 %
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